HP Archive 



This vintage Hewlett Packard document was 
preserved and distributed by 

WWW. hparchive.com 

Please visit us on the web ! 



Scanned by on-line curator: Tony Gerbic 
** For FREE Distribution Only 



icirk 




-hp- 3470 



OPERATING AND SERVICE MANUAL 



MEASUREMENT 

SYSTEM 

3470 




HEWLETT M PACKARD 



ir 

T3 

10 

o 







OPERATING AND SERVICE MANUAL 

Binder Part No. 34740-90011 
(Includes cover insert) 

Manual Part No. 34740-90012 or 34750-90012 
(Binder, System Introduction and Display Manual) 

MODEL 3470 
MEASUREMENT SYSTEM 



IMPORTANT NOTICE 

This instruction manual requires no change sheet. Any 
change information has already been integrated into the 
manual by page revisions. Revised pages have a revision 
letter which can be found on the lower corner of the page. 
Reference may also be made to Section VIII of each 
manual where backdating information for earlier instru- 
ments can be found. 



Copyright Hewlett-Packard Company J972 
P.O. Box 301, Loveland, Colorado 80537 U.S.A. 



Printed: JUNE 1973 




HEWLETT PACKARD 






CERTIFICATION 

The Hewlett-Packard Company certifies that this instrument ivas 
thoroughly tested and inspected and found to meet its published 
specifications when it was shipped from the factory. The Hewlett- 
Packard Company further certifies that its calibration measure- 
ments are traceable to the U.S. National Bureau of Standards to 
the extent allowed by the Bureau's calibration facility. 



WARRANTY AND ASSISTANCE 

All Hewlett-Packard products are warranted against defects in 
materials and workmanship. This warranty applies for one year 
from the date of delivery, or, in the case of certain major compo- 
nents listed in the operating manual, for the specified period. We 
will repair or replace products which prove to be defective during 
the warranty period provided they are returned to Hewlett- 
Packard. No other warranty is expressed or implied. We are not 
liable for consequential damages. 

Service contracts or customer assistance agreements are available 
for Hewlett-Packard products that require maintenance and re- 
pair on-site. 

For any assistance, contact your nearest Hewlett-Packard Sales and 
Service Office. Addresses are provided at the back of this manual. 



INTRODUCTION 



The 3470 Measurement System is a series of modules that 
may be plugged together to form several different 
measuring instruments, including both line powered and 
battery powered versions. 

A mainframe display module is connected to a bottom 
plug-on function module to form a complete instrument. 



The BCD and/or Battery plug-on module may be added 
between the display and function modules as desired. 

Refer to the Operating and Service Manual of the plug-on 
module to be used with the display module for the 
operating instructions, incoming inspection, and adjustment 
procedures of the instrument as a whole. 
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To further improve the Hewlett-Packard instrument documentation, we would appreciate your comments on 
this manual. Please check yes or no to the following questions. Add any comments you wish. If more room is 
desired, additional comments may be added on the back of this questionnaire. When completed, tear on 
perforated line, fold, staple and mail. 

1 . Would you like to see more applications information in the manual? YES 

COMMENT NO 

2. Is a detailed theory of operation necessary? YES 

COMMENT NO 

3. Are the performance checks and adjustment procedures clear as to the procedure and to the specification they are 

to verify? YES 

COMMENT NO 

4. Would you like to see a condensed adjustment procedure included? YES 

COMMENT NO 

5. Would you like to see the performance checks and adjustment procedures combined? YES 

COMMENT NO 

6. Would a more complete list of hardware be beneficial? YES 

COMMENT NO 

7. Are exploded views useful ? YES 

COMMENT NO 

8. Is the troubleshooting section of this manual adequate? YES 

COMMENT NO 

9. Do you like and use the troubleshooting trees? YES 

COMMENT NO 

10. Are the schematic diagrams clearly illustrated and easy to follow? YES 

COMMENT NO 

1 1 . Would you prefer the assembly outlines on the schematics in color? YES 

COMMENT NO 

12. Would you prefer drawings of waveforms and component locators as opposed to photographs; YES 

COMMENT NO 



13. Would you prefer to have a separate operating manual and service manual? YES 

COMIMENT NO 

14. Do you use the red stripe and blue stripe board exchange program? YES 

COMMENT NO 

15. Would you use the red stripe and blue stripe board exchange program? YES 

COMMENT NO 

16. Does the operating and service manual remain with the instrument? YES 

If not, where does it go? NO 

17. In what way do you feel we can most improve this manual? 

18. Do you prefer the loose leaf binder for manuals as opposed to the bound manuals? YES 

NO 

YES 
NO 



19. Do you use change sheets? 
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SECTION I 

GENERAL INFORMATION 



1-1. DESCRIPTION. 

1-2. The Hewlett-Packard Model 34740 A Display Module 
is a four-digit 1 V range dc voltmeter with 100 % overrange 
capability that functions with a plug-on module such as the 
34702A Multimeter or 34701 DC Voltmeter. This modular 
construction feature makes the 3470 measurement system 
versatile. New plug-on models are under development to 
expand the range of applications of the instrument. A 
34720A Battery Module or 34721 A BCD Module may be 
connected between the 34740 A and the plug-on module for 
more versatility. 

1-3. A dual slope integrating measurement technique is 
employed to give 60 dB noise rejection at the power line 
frequency. Five readings per second are attained on Option 
060 (60 Hz line), and eight readings per second on Option 
050 (50 Hz line). 

1-4. The display of four full digits plus an overrange digit is 
composed of light emitting diodes that give a clear bright 
readout indication. The fifth overrange digit is provided to 
complete the readout on measurements above full scale up 
to the 100% overrange point. A display blanking feature 
indicates the overload point at 100 % overrange. 

1-5. The 34740A may be fully adjusted from the rear 
panel, and is easily removed from its case for repair. An 
internal jumper wire may be positioned to give a self test of 
the logic and display circuitry. The 11456A Readout Test 
Card aids troubleshooting. 

1-6. OPTIONS. 

1-7. The 34740A may be ordered as either Option 050 or 
060 for optimum operation at 50 Hz or 60 Hz line voltages 
respectively. 



1-8. SPECIFICATIONS. 

1-9. The specifications for the 34740A are not stated 
separately, but rather included in the specifications for the 
function module. See the Operating and Service Manual for 
the function module to be used with the 34740A. 

1-10. ACCESSORIES AVAILABLE. 

1 1456A - Read-Out Test Card for testing and trouble- 
shooting the 34740A Display module. 

1 801 9A - Carrying case accomodates the 34740A 
Display, a center module and a bottom module 
plus power cord and input cables. 

11457A-Rack Mount Kit for 34740A Display, 
34721 A BCD module and a bottom module. 

10576A- Rack Mount Kit for 34740A Display and a 
bottom module. 

562 A- 16C - Printer Cable for operation with the 
505 5 A Digital Recorder. 

1-11. INSTRUMENT AND MANUAL IDENTIFICATION. 

1-12. Hewlett-Packard uses a two-section serial number. 
The first section concerns instrument modifications; the 
second section numbers the individual instruments. Some 
serial numbers may have a letter separating the two sections 
of the number. This letter indicates the country in which 
the instrument was manufactured. 
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SECTION II 
INSTALLATION 



2-1. INTRODUCTION. 

2-2. This section contains installation and shipping infor- 
mation for the Model 34740A. 

2-3. INITIAL INSPECTION. 

2-4. Each 34740A has been carefully inspected prior to 
shipment and should be in perfect electrical order and free 
of mars or scratches. To confirm this, the instrument 
should be inspected upon receipt for damage that might 
have occurred in transit, or for deficiencies otherwise. If 
there is damage due to shipping, file a claim with the 
carrier; if there are electrical or mechanical deficiencies not 
attributable to shipping, then refer to the statement of 
Warranty on the back of the title page. Use the procedures 
of Section V to check the instrument performance. 



2-5. POWER REQUIREMENTS. 

2-6. The Model 34740A may be operated from the four 
line voltages lOOV, 120 V, 220 V and 240 V rms + 5% 
- 10 %, of 48 Hz to 440 Hz frequency. The two switches on 
the rear panel are positioned to select one of the four 
voltages. Power dissipation is 8.7 VA maximum. 



TO A VOID INSTRUMENT DAMAGE, THE REAR PAN- 
EL LINE VOLTAGE SWITCH MUST BE IN THE COR- 
RECT POSITION BEFORE THE POWER CORD IS 
PLUGGED IN. 

2-7. GROUNDING REQUIREMENTS. 

2-8. For the safety of operating personnel, a provision for 
grounding the instrument case has been provided as 
recommended by the National Electrical Manufacturer’s 
Association (NEMA). The offset pin of the power cable 
grounds the instrument when plugged into the appropriate 
receptacle. If only a two-contact receptacle is available, 
then use a three-prong- to-two-prong adapter and connect 
the green pigtail of the adapter to earth ground. 

2-9. INSTRUMENTMOUNTING. 

2-10. Bench Use. 

2-11. The front of the 34740A may be elevated for 
operating convenience by lowering the tilt stand on the 
bottom module. 



2-12. Rack Use. 

2-13. The 1 1457 A Rack Mount Kit allows the 34740 A and 
the 34721 A BCD Module plus a bottom module to be rack 
mounted. 

2-14. REPACKAGING FOR SHIPMENT. 

2-15. If the instrument is to be shipped to Hewlett-Packard 
for service or repair, attach a tag to the instrument 
describing the work to be accomplished and identifying the 
owner and instrument. Identify the instrument by serial 
number, model number, and name in any correspondence. 
If you have any questions, contact your local Hewlett- 
Packard Sales and Service Office. See Appendix B for office 
locations. 

2-16. If the original shipping container is to be used, place 
the instrument in the container with appropriate packing 
material and seal the container well with strong tape or 
metal bands. A new container may be purchased from your 
nearest -hp- Sales and Service Office. 

2-17. If an -hp- container is not to be used, then use a 
heavy carton or wooden box with an inner container. Wrap 
the instrument with heavy paper or plastic and place 
cardboard strips across the face for protection before 
placing the instrument in the inner container. Use packing 
material around all sides of the inner container, and seal the 
outer container well with strong tape or metal bands. Mark 
the container with “DELICATE INSTRUMENT.” or 
“FRAGILE”. 

2-18. POWER CORDS AND RECEPTACLES. 

2-19. Figure 2-1 illustrates the standard power receptacle 
(wall outlet) configurations that are used throughout the 
United States and in other countries. The -hp- part number 
shown directly above each receptacle drawing is the part 
number for a 34740A power cord equipped with the 
appropriate mating plug for that receptacle. If the 
appropriate power cord is not included with the 
instrument, notify the nearest -hp- Sales and Service Office 
and a replacement cord will be provided. 



8120-1689 8120-1369 8120-1351 8120-1348 




STD -0-2078 



Figure 2-1. Power Receptacles. 
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SECTION III 

OPERATING INSTRUCTIONS 



3-1. INTRODUCTION. 



3-2. Refer to Figure 3-1 regarding power connection to the 
34740A. 

^CAUTION 



DO NOT PL UG IN THE POWER CORD WITHOUT FIRST 



SELECTING THE PROPER LINE VOLTAGE AT THE 
LINE SELECTOR SWITCHES. 



3-3. Refer to the Operating and Service Manual of the 
plug-on module to be used with the 34740A for operating 
instructions of the instrument as a whole. 



POSITION THESE TWO SWITCHES TO SELECT Apply power here after selecting proper line voltage at 

ONE OF FOUR LINE VOLTAGES BEFORE CON- LINE SELECTOR switches. Line: 48 to 440 Hz, 

NECTING POWER CORD. 8,7 VA max. 




Figure 3-1. Power Connections. 
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SECTION IV 

THEORY OF OPERATION 



4-1. BASIC MEASUREMENT TECHNIQUE. 

4-2. A dual-slope integrating measurement technique is 
employed by the 34740A. An Integrator is charged by the 
dc Input Voltage for a fixed precise 1/30 sec timing 
interval, and then discharged to zero by a fixed Reference 
Voltage. Since the charge slope is proportional to the Input 
Voltage, and the discharge slope fixed, the time taken for 
discharge is proportional to the Input Voltage. Thus a 
voltage-to-time conversion is achieved. A readout of the 
voltage is then obtained by counting pulses from a Crystal 
Oscillator during the discharge time. (10,000 counts equals 
full scale, 20,000 counts overload.) 

4-3. TIMING SYSTEM. 

4-4. Basic. 

4-5. The measurement period is divided into six tiining 
intervals OTl, 1T2, 2T3, 3T4, 4T5 and 5T0 of 1/30 sec 
duration each. This gives a measurement period of 1/5 sec, 
or 5 measurements per second. Period OTl allows the Input 
Voltage to settle before it charges the Integrator during 
1T2. 2T3 allows the Reference Voltage to settle before it 
discharges the Integrator. 3T4 plus 4T5 is the Integrator 
discharging interval, with full scale occuring at t4 and 
overload at t5. 5 TO is the auto-zeroing period. 

4-6. The Data and Timing Clock generates 3 MHz crystal 
controlled pulses that are divided down to 30 Hz by the 
Data and Timing Counter within the Data Accumulator to 
drive the Timing Generator, Counter Reset and Input 
Polarity circuits. The 30 Hz Timing One-shot provides the 
proper duration pulses to the latter two circuits. 

4-7. Timing Generator. 

4-8. The Timing Generator develops a code of three signals 
A, B and C that jointly define the six timing intervals that 
comprise the measurement period. It is a three bit counter 
driven by 30 Hz pulses from the Data Accumulator. Signal 
A is the 0T3 interval and divides the measurement period in 
half, B signal is the 1T4 interval and coincides with the 
integration waveform for a full scale Input Voltage, and C 
represents the Reference Voltage enable period 2T5. 

4-9. DATA SYSTEM. 

4-10. Basic. 

4-11. The Voltage-to-Time Converter effectively creates a 
time interval proportional to the Input Voltage by gener- 



ating a Zero Detect pulse at an interval after timing point 
t3. The Data Counter is reset to zero at t3, and then counts 
3 MHz pulses until Zero Detect. This count is displayed on 
the front panel as the Input Voltage. 

4-12. Voltage-to-Time Converter. 

4-13. Integrator. The heart of the Voltage-to-Time Con- 
verter is the Integrator, which charges or discharges at a 
hnear rate proportional to its input voltage. The Integrator 
is charged by the dc Input Voltage from the Input 
Attenuator through the Input Voltage FET Switch, Buffer 
Amplifier and Integrator FET Switch during the fixed time 
interval 1T2. Since the charge time is fixed, the voltage 
reached on the Integrator Capacitor is proportional to the 
Input Voltage. 

4-14. The Integrator is discharged by the fixed Reference 
Voltage through the Reference Voltage FET Switch, Buffer 
Amplifier and Integrator FET Switch beginning at timing 
point t3. Since the charge level is proportional to the Input 
Voltage and the discharge rate fixed, the time taken for 
discharge is proportional to the Input Voltage. 

4-15. Zero Detect. The point in time when the Integrator 
reaches zero voltage is detected by the Zero Detect 
differential amplifier. This high-gain amplifier is operated 
open loop so that it remains saturated at one output 
polarity until its input from the Integrator goes thru zero. 
Its other input is held near zero, so the amplifier suddenly 
switches output polarity to give a Zero Detect pulse at the 
Integrator discharge point. 

4-16. The level at which Zero Detect actually occurs is 
adjusted to a slight voltage of the opposite polarity to the 
Integrator charge to inhibit oscillation of the Zero Detect 
Amplifier during Auto-Zero time. The voltage used as the 
Zero Detect level is divided down from the Buffer 
Amphfier which has the Reference Voltage output while 
discharging the Integrator. The Zero Detect output is held 
high by C (L) signal while it is not being used during 0T2 
and 5T0. 

4-17. Slope Amp. The Slope Amplifier has a gain of 20 (at 
low levels), and increases the discharge slope (and also the 
charge slope) to enable the Zero Detect Amplifier to more 
precisely detect the exact point at which the Integrator 
charge reaches the Zero Detect level. 

4-18. Auto Zero, An automatic zeroing of the Buffer, 
Integrator and Slope amplifiers takes place during 5T0 of 
each measurement period. The three Auto-Zero FET 
switches Q4, QIO and Q1 1 close to apply a zero voltage to 
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the Buffer Amplifier, reduce the Integrator input resistance 
and time constant, and feed back the output of the Slope 
Amplifier to the Auto-Zero Capacitor respectively. This 
small feedback voltage is stored on the Auto Zero Capacitor 
at the Integrator differential input to counteract the offsets 
of the amplifiers during the next measurement period. 

4-19. Data Logic. 

4-20. Zero-Detect Steering. The Zero-Detect signal from 
the Voltage-to-Time Converter is a negative-to-positive or 
positive-to-negative level change depending on whether the 
Input Voltage polarity is positive or negative respectively. 
The Zero-Detect Steering circuit converts these level 
changes into a positive-to-ground level change on either 
input polarity. Gates U14 pins 3 and 6 are used on a 
negative input polarity, and gates U14 pins 11,8 and 6 are 
used on a positive polarity. 

4-21. Zero-Detect Catcher. An oscillation occurs on the 
Zero-Detect line from the Voltage-to-Time Converter after 
Zero-Detect. The Zero-Detect Catcher flip-flop allows only 
the first level change from the Zero-Detect Steering circuit 
to fire the Transfer one-shot. The flip-flop is reset at tO by 
the A (L) signal. 

4-22. Transfer. The purpose of the Transfer one-shot is to 
transfer the count accumulated on the Data Counter within 
the Data Accumulator into the Storage registers at Zero- 
Detect. Transfer also turns off the Data Qock for 30 fisec 
to provide the correct input to the Data Accumulator for 
Transfer. 

4-23. Reset. A Reset pulse is developed by the 30 Hz 
Timing One- Shop and the gates Ull pin 8 and U7 pin 6 
when Reset Enable signal goes high at t3. The Reset pulse 
returns the Data Counter to zero so that the Data count of 
the 3 MHz pulses may begin. The 30 duration of the 
Reset pulse delays the beginning of the Data count past t3 
to compensate for the Zero Detect level being set slightly 
different than zero in the Voltage-to-Time Converter. 

4-24. Input Polarity. The polarity of the Input Voltage is 
determined at t2 when the Polarity Enable signal goes high 
at UlO pin 1. The polarity of the Zero-Detect line from the 
Voltage-to-Time Converter at t2 is opposite to that of the 
Input Voltage. This polarity is applied to the D input of the 
Input Polarity flip-flop and causes the Q output to go high 
or low according to the Input Voltage polarity when the C 
input goes low with a pulse from the 30 Hz Timing 
One-Shot. The Input Polarity flip-flop then controls the 
Zero-Detect Steering and Polarity Display circuits. 

4-25. Reference Polarity. Gates U17 pins 1 and 5 monitor 
the Input Voltage polarity on the Zero-Detect line from the 
Voltage-to-Time Converter during 2T5 when Reference 
Enable is high. This determines which polarity of the 
Reference Voltage is needed to discharge the Integrator. 



4-26. SCANNING SYSTEM. 

4-27. Basic. 

4-28. To transfer the data stored in the Data Accumulator 
out to the front panel for display, a system scans the five 
storage decades at a 6 kHz rate so that the digit of each 
storage decade is supplied to all five Display decades 
simultaneously. It then scans the Display decades in 
synchronization with the storage decade scanning to illumi- 
nate each Display decade individually while the digit for 
that decade is being supplied to the Display. 

4-29. A “half-character” sub-system within the basic 
scanning system modifies the basic 6 kHz scanning scheme. 
The data ch. racters are actually divided into right and left 
halves and s oplied a half-character at a time to the Display 
at 1 2 kHz, t he the basic scanning frequency. At the same 
time, the Disj .ay decades are also scanned a half-character 
at a time at 1 ’"Hz to illuminate them at the appropriate 
time. 

4-30. Scanner. 

4-31. The heart of the scanning system is the Scanner 
which scans the data in the Data Accumulator at 6 kHz 
with the X, y and z lines; scans the Display, a half-character 
at a time at 12 kHz with the nine half-character scan lines; 
and switches the Character Generator between the right and 
left half characters at 1 2 kHz. 

4-32. Data Accumulator. 

4-33. The five decades of BCD data stored in the Data 
Accumulator are fed out at 6 kHz with each decade in its 
four-line binary code. This time-multiplexing is accom- 
plished by the x, y and z lines from the Scanner. 

4-34. Character Generator. 

4-35. The Character Generator develops a decimal char- 
acter from each data decade arriving in binary form from 
the Data Accumulator. Tliese characters are divided in half 
vertically and supplied a half-character at a time at 12 kHz 
to the five Display decades. A line from the Scanner 
develops the 12 kHz alternation between the right and left 
half characters. The BCD data decades arrive at the 
Character Generator at 6 kHz, the “whole” character scan 
frequency. 

4-36. Overrange Digit Scan Monitor. 

4-37. The x, y and z scan lines are monitored to determine 
when the overrange digit (the 10,000’s or most significant 
digit) is being scanned. This information is needed by the 
Overload, Overrange and Display Blank circuits. 

4-38. Overload. 

4-39. Flip-flop U8-A is set to the true state when the 
BCD-2 bit of the overrange digit is high at the D input. This 
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corresponds to a data count of 20,000, the overload point. 
The flip-flop is set false the next time the overrange digit is 
scanned if the overrange digit is not 2. 

4-40. Overrange. 

4-41. Flip-flop U8-B is set true when the BCD-1 or BCD-2 
bit of the overrange digit is high at the D input. This 
corresponds to a data count of 10,000 or greater, the 
overrange region. The flip-flop is set false the next time the 
overrange digit is scanned if the overrange digit is zero. 

4-42. Display Blank. 

4-43. The Display Blank circuit interrupts the BCD data to 



the Character Generator and develops a display blank code 
(111) on the BCD8 thru BCD2 lines to blank out the 
overrange digit while it is being scanned on an Input 
Voltage below full scale (10,000 counts). It also blanks out 
the 1 ,000’s thru 1 ’s digits while they are being scanned on 
an overload Input Voltage (20,000 counts). 

4-44. Gate U5 pin 3 blanks the Overrange Digit by giving a 
high logic level to OR gates U3 pins 12, 10 and 2 on the 
Display Assembly when its input pins are high on Not 
Overrange while the Overrange Digit is being scanned. Gate 
U5 pin 11 blanks the lOOO’s thru I’s digits when its inputs 
are high on Overload while the four digits are being 
scanned. Gate U5 pin 8 negates the BCD2 data bit on 
Overload so that only “1” is displayed in the 10,000’s digit 
at Overload. 
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SECTION V 
MAINTENANCE 



5-1. INTRODUCTION. 

5-2. This section contains infoimation for maintenance of 
the 34740 A. Included are performance checks for incoming 
inspection and adjustment procedures. A Model 740B 
Voltage Standard is required. Troubleshooting is given in 
Section VII. 

5-3. PERFORMANCE CHECK. 

5-4. The performance of the 34740A is normally checked 
with it connected to a function plug-on module as 
described in the Operating and Service Manual for that 
module. However, the performance of the 34740A alone 
may be checked with the aid of the 1 1456 A Test Card. 

a. Connect the INPUT pin on the 1 1456 A to the + REF 
and - REF pins alternately. The display should be + 10000 
(± 2 counts) and - 10000 (± 2 counts) respectively. 

b. Connect DPI, DP2, DP3 and DP4 pins alternately to 
GND 3 pin to test the decimal point display. 



5-5. ADJUSTMENTS. 

5-6. The 34740A is normally adjusted as a unit with a 
function plug-on module as explained in the Operating and 
Service Manual for that plug-on. However, the 34740A may 
be adjusted alone with the aid of the 1 1456A Readout Test 
Card as follows. 

a. Apply 1 mV dc from the 740B Voltage Standard to 
the INPUT and GND 1 pins of the 11456A. Turn the Z 
adjustment on the rear panel to give the same readout on 
both polarities of the 1 mV, The readout does not have to 
be exactly 1 mV (10 counts) now. 

b. Now turn the rear panel H adjustment to give a 10 
count readout on both polarities of the 1 mV input. It may 
be necessary to reaccomplish step a. because the Z and H 
adjustments interact somewhat. 

c. Change the 740B to 1 V dc output, and turn the + R 
and - R adjustments on the rear panel to give a display of 
10000 on both polarities. 




Figure 5-1. 11456A Read Out Test Card. 
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SECTION VI 

REPLACEABLE PARTS 



6-1. INTRODUCTION. 

6-2. This section contains information for ordering replace- 
ment parts. Table 6-1 lists parts in alphameric order of their 
reference designators and indicates the description, -hp- 
part number of each part, together with any applicable 
notes and provides the following; 

a. Total quantity used in the instrument (Qty column). 
The total quantity of a part is given the first time the part 
number appears. 

b. Description of the part. (See Hst of abbreviations 
below.) 

c. Typical manufacturer of the part in a five-digit code. 
(See Appendix A for list of manufacturers.) 

d. Manufacturers part number. 

6-3. Miscellaneous parts are listed at the end of Table 6-1. 



6-4. ORDERING INFORMATION. 

6-5. To obtain replacement parts, address order or inquiry 
to your local Hewlett-Packard Field Office. (See Appendix 
B for list of office locations.) Identify parts by their 
Hewlett-Packard part numbers. Include instrument model 
and serial numbers. 

6-6. NON-LISTED PARTS. 

6-7. To obtain a part that is not listed, include: 

a. Instrument model number. 

b. Instrument serial number. 

c. Description of the part. 

d. Function and location of the part. 

6-8. PROPRIETARY PARTS. 

6-9. Items marked by a dagger (t) in the reference 
designator column are available only for repair and service 
of Hewlett-Packard instruments. 



Ag 

At . . 
A . , . 
Au . . 

C . . 
cer . , 
coef . 
com , 
comp 
conn 

dep . . 
DPDT 
DPST 

elect . 
encap 



FET 
fxd . 

GaAs 
GHz 
9d . 
Ge , . 
gnd . 

H . . . 
Hg . . 



A . 
B . 
BT 
C . 
CB 
DU 
DS 
E . 



silyer 

aluminum 

ampere(s) 

gold 

capacitor 

ceramic 

coefficient 

common 

composition 

connection 

deposited 

double-pole double-throyy 

. double-pole single-throw 

electrolytic 

encapsulated 

farad (s) 

, . , . field effect transistor 

fixed 

gallium arsenide 

. , . gigahertz = 10’'“® hertz 

guardled) 

germanium 

ground(ed) 

henry (ies} 

mercury 



ABBREVIATIONS 

Hz hertz (cycle(s) per second) NPO . . 



ID inside diameter ns . 

impg impregnated nsr . 

incd incandescent 

ins insulation(ed) . 

obd 

kil kilohm(s) = 10+3 ohms OD 

kHz kilohertz = 10+3 hertz 



L inductor 

lin linear taper 

log logarithmic taper 



mA . . . 
MHz , . 

MH . . . 
met fim 
mfr . . . 
ms ... . 
mtg . . . 
mV . . . 
.... 
Ats . . . . 
MV ... , 



milliampere(s) = 10'3 amperes 

megahertz = 10+® hertz 

megohm(s) - 10+6 ohms 

metal film 

manufacturer 

millisecond 

mounting 

millivoltls) = 1 0'^ volts 

microfarad(s) 

microsecond(s) 

. . . . microvolt(s) = 10'6 volts 
Mylar@ 



nA nanoamperels) = 10'9 amperes 

NC normally closed 

Ne neon 

NO normally open 



P . ■ 
pA , 
pc . 
pF . 
piv . 
p/o 
pos 
poly 
pot 
P-P 
ppm 
prec 



Se . 
sect 
Si . 



negative positive zero 

{zero temperature coefficient) 

nanosecond(s) = 10"3 seconds 

not separately replaceable 

ohm(s) 

order by description 

outside diameter 

peak 

picoampere(s) 

printed circuit 

picofarad(s) 10' ''2 farads 

peak inverse voltage 

part of 

position(s) 

polystyrene 

potentiometer 

peak-to-peak 

parts per million 

. . .precision (temperature coeffient, 
long term stability and/or tolerance) 

resistor 

rhodium 

root-mean -square 

rotary 

selenium 

seciion(s) 

silicon 



DECIMAL MULTIPLIERS 



si slide 

SPDT single-pole double-throw 

SPST single-pole single-throw 

Ta tantalum 

TC temperature coefficient 

Ti02 titanium dioxide 

tog toggle 

tol tolerance 

trim trimmer 

TSTR transistor 

V volt Is) 

vacw alternating current working voltage 

var variable 

vdcw direct current working voltage 

W wattls) 

w/ with 

wiv working inverse voltage 

w/o without 

ww wirewound 



optimum value selected at factory, 

average value shown (part may be omitted) 

no standard type number assigned 

selected or special type 

@ Dupont de Nemours 



Prefix 


Symbols 


Multiplier 


Prefix 


Symbols 


Multiplier 


tera 


T 


1012 


centi 


c 


10-2 


giga 


G 


109 


milli 


m 


10-3 


mega 


M or Meg 


106 


micro 


At 


10® 


kilo 


K or k 


1 q 3 


nano 


n 


10® 


hecto 


h 


1Q2 


pico 


P 


10-12 


deka 


da 


10 


femto 


f 


10-15 


deci 


d 


10 1 


arto 


a 





assembly 

motor 

battery 

capacitor 

diode 

delay line 

lamp 

misc electronic part 
fuse 



DESIGNATORS 



FL filter 

HR heater 

1C integrated circuit 

J jack 

K relay 

L inductor 

M meter 

MP mechanical part 

P plug 



O transistor TS . 

OCR transistor-diode U . . 

R resistor V . . 

RT thermistor W , 

S switch X . . 

T transformer XDS 

TB terminal board XF 

TC thermocouple Y . . 

TP test point Z . . 



STD-B -2734 

terminal strip 

microcircuit 

vacuum tube, neon bulb,photocell, etc. 

cable 

socket 

lampholder 

fuseholder 

crystal 

network 
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Table 6-1. Replaceable Parts 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


/a 


34 74 0-66 51 1 


1 


30AR3 ASSYtMAI'g 


14493 


34740-66511 


AlCt) 


OlbO-2204 


2 


C:FXO '‘ICA 103PF 5 % 


72136 


R0M15F101J3C 


Alcr 


0160-2204 




C:FXO .'liCA lOOPF < 5 % 


72136 


R0M15F101J3: 


JK rt 


0160-0362 


1 


C:FXl) MICA 513PF b% 


28480 


0160-0362 


fl 1 r. * 


0160-2205 


2 


:;FXO MICA 120 PF 5 % 


28480 


0160-2205 


ALZIQ 


0180-1731 


2 


C:FXD ELECr 6.8 UF 20* 6VUCH 


28480 


0180-1701 


A 1 C 1 i 


01 50-0093 


6 


:;FXO CER 0.01 UF +80-20* lOOVOCW 


72982 


801-K800011 


Aici;* 


0150-0093 




::FXO CER 3-01 JF +80-20* lOOVDC.^ 


72982 


801-K800011 


A 1 r. 1 3 


01 50-0093 




::FX3 CER O.Ol UF +80-20* 103VDCW 


72982 


801-K800011 




0150-3033 




C:FXO CER 3.01 UF +30-20% lOOVOC.* 


72982 


801-K800011 


A 1 r. 1 ^ 


Ql 60-v0207 


2 


C;FXO mylar O.OlUF 5* ZOOVDCW 


28480 


0160-0207 


M C 1 6 


0160-0207 




C:FXO MYLAR O.OIJF 5% 200V0C.i 


28480 


0160-0207 


A 1 c; 1 7 


01 50-3054 


1 


C:FXO CER O.l UF +80-20* lOOVOlR 


729 82 


8131-100-651-1047 




01B3-2501 


2 


C:FXD AL ELECT 680 UF +50-10* 25VDC.J 


73445 


ET681X025A02 


A 1 c 1 


OlB'3-2501 




::FX0 AL ELECT 680 UF +50-10* 25V0C4 


73445 


ET681X025A02 


Air.?/ 


01 H 1-2 530 


2 


C:FXO AL ELECT 1600 JF +50-10* 16VDC.V 


73445 


ET152X016A03 


•A i : ? 1 


Ol.HO-2'^30 




C:FX3 AL ELECT 1600 UF +50-10* 16Y0Ci^ 


73445 


ET152X016A03 


A 1 r / 4 


aiH3-322H 


2 


C:FXD FLECT 22 UF 10* 15VDCW 


56289 


1500226X9015B2-0YS 


A 1 L / b 


01 BO-322.3 




C:FXO ELECT 22 UF 10* 15VDCH 


56289 


1503226X901532-)YS 


A 1 C26 


01 CO-0 18Z 


1 


C :FXD 47PF 5% 300V 


00 8 53 


OBD 


A1CRZ 


19 0 1-0 040 


16 


DIODE; SILICON 30MA 30WV 


07 2 63 


FDG1088 


A If.-. 3 


1901-0040 




3100' :S ILI CON 30MA 30«V 


07263 


F0G1088 


Air»-4 


MO 1-3 040 




31 nOE : S IL I CON 30MA 30.7V 


07263 


FDG108P 


A l C - 4 


19;)1-J040 




JHIOF MILICn.N 30MA 30WV 


07263 


FD0108B 


Airut. 


MO 1-3 040 




D100E:SILIC-0.N 30MA 30rtV 


07263 


F0GIO88 


AlL'-7 


1901-3340 




0 ( no-: :S [ LI CU.N 30MA 30.7V 


07263 


FDC1388 


A 1 C A A 


MO 1-0U43 




01 I3E:S ILICON 33MA 304V 


07263 


F331088 


AlC 


1901-3040 




01 :)3i :S I LI CON 304V 


07263 


FDG108R 


al:k13 


1 ^01-3340 




OIOOEiS ILICQN 33MA 304V 


07263 


F0G1088 


A 1 r A 1 1 


1902-3043 


2 


3I03E :n0EAK004N 6,81V 5* 


04713 


S7 10939-134 


AlCf. 1 ^ 


M. 11-3 040 




OIOOEtSILICON 3JMA 304V 


07263 


FOGlOaP 


AlCi’ 13 


1 901 -3040 




OIOOE;SILICCM 3QMA 304V 


07263 


FDG1086 


Air.H 1 4 


1901-3040 




01 O.OE : S IL ICG.N 30MA 304V 


07263 


FOCI 088 


A L.:>; 1 3 


19 02-3 04 8 




31 33E :B.1EA*< JC4N t.BlV 5* 


04713 


S710939-134 


Air. 16 , CR 17 


MO 1-302R 


7 


JI UJE :S IL ICON 3.75A 430PIV 


047 13 


SR1358-9 


A 1 r i rt 


19 31-0020 




DinOFtSILICON 0.75A 403PIV 


04713 


SR1358-9 


A 1 : n 


1901-3 3 2fl 




ninOEMILlCON 3.75A 430PIV 


04713 


SRI 358-9 


AK 4 / J 


1901-0020 




3IU3F :SILICGM 0-75 A 4 OOP IV 


04713 


SR1358-9 


Alb' / I 


M01-302H 




.01 ;J0E :S IL IC JN 3.75A 400PIV 


04713 


SR1358-9 


AI> 2? 


190 M302B 




Oil O: :S ILICUN 0.75A 403PIV 


04713 


STl 358-9 


A1 ,k/ 1 


1 MI-3343 




:)inOE:SILICQN 3QMA 304V 


07263 


FDG108R 


A1CR24 


1901-OD40 




DIODE: SILICON 30 MA 30 WV 


07263 


FDG1088 


A1CR25 


1902-3191 


2 


DIODE: BREAKDOWN 13.0 V 2% 400 MW 


28480 


1901-3190 


A1CR26, CR27 


1901-0040 




DIODE: SILICON 30 MA 30 WV 


07263 


FDG1088 


A 1 : 2 q 


1902-3191 




3I03E PRF.AK0n4N:13.OV 2 * 400 MW 


284R0 


1902-3190 


Air.-<2 t 


1 -*02-3040 


2 


3 100E:HREAK(0U4N 6.19V 5* 


04713 


S710939-122 


A i r < 3 j 


1902-3073 


2 


OIOO: 8REAK0G4N:4.32V 5* 


04713 


S2 10939-77 


Ai:-< jI 


1 902-0680 


2 


,01 ODE: T.C. REFERENCE JED EC TYPE IN 827 


04713 


Dbd 


Air k 32 


M0;’-0049 




Jl 03- :BPFA,K0Q4.N 6.19V 5* 


04713 


SZ10939-1Z2 


Albk.3 3 


1702-3073 




01006 BREAK004N:4.32V 5* 


04713 


S7 10939-77 


A 1 C .< 3 4 


M 02- 06 BO 




0ICI3E ;T.C.REFERENCE JE D EC TYPE IN827 


04713 


Obd 


A1J1 


1251-2564 




CONN: R&P, 50 CONTACT PLUG 


74868 


57-10500-27 


A1Q12 


1853-0020 


7 


TSTR:SI PNP (SELECTED FROM 2N3702) 


28480 


1853-0020 


A1J13 


IP 53-0020 




TSTRiSI PNPISELECTED FROM 2N3702) 


28480 


1853-0020 


A 1 • 1 1 4 


1453-3020 




TSTR:SI PNPISELECTEO FROM 2N3702) 


28480 


1853-0020 


A1 bl 5 


1B53-0020 




rSTR-.SI PNPISELECTEO FROM 2N3702) 


28480 


1853-0020 


Al.lt. 


M 53-3020 




TSTPiSI P.NP ( SELFCTED FR[:m 2N373?) 


28480 


1853-0020 


A1QI7, Q18, Q19 


1854-0071 


5 


TSTR; SI NPN (SELECTED FROM 2N3704) 


28480 


1854-0071 


A1Q30 


1853-0020 




TSTR: SI PNP (SELECTED FROM 2N3702) 


28480 


1853-0020 


AU31 


16 54-0022 


1 


TSTRisr NPN 


07263 


S17843 


A IJ 3 2 


IP 54-0071 




TSTR:SI NPN( SELECTED FROM 2N3734) 


28480 


1854-0071 


A 1 0 1 3 


M53-005 1 


1 


TSTR:5I PNP 


80131 


2N4037 


A 1 3 •+ 


18 55-0062 


2 


TSTRiSI FET 30V 


01295 


2N1595 


A 1 0 3 3 


1653-0020 




TSTR:SI PNPISELECTEO FROM 2N3702) 


28480 


1853-0020 


A1J36 


M55-.3 06 2 




TSTR:SI FET 33V 


01295 


2N1595 


A 1 0 3 7 


IF. 54-3071 




TSTPiSI NPNISELECTED FROM 2N3704J 


28480 


1854-0071 


AIU.I 


2100-2 5? 2 


1 


T:VAR CFRMCr 13K OHM 10* LIN 1/24 


28480 


2100-2522 


Alw 13 


1810-0134 




RESISTOR PACK; 5 FXD 56 K OHM 5S 


56289 


200 C OBD 


A1^U4 


0684-5631 


2 


R:fXO COMP 56.K OHM 101 1/414 


01121 


CB 5631 


AIK IS 


1810-0135 




RESISTOR PACK: 5 FXD lOKOHM 5% 


56289 


200 C OBD 


AM U> 


1810-0135 




RESISTOR PACK: 5 FXD 10K0HM 5% 


56289 


200 C OBD 


A14 1 7 


06P4-1031 




R:FXO COMP 13K OHM 10* 1/4W 


01121 


CB 1031 


AMia 


06R4- 103 1 




CFX'O COMP 13< OHM 10* 1/4H 


01121 


CB 1031 


AIR 19 


0634-1 031 




R:FX0 comp lOK OHM 10* 1/4W 


01121 


CB 1031 


A1K20 


0684-103 1 




R:FXD comp lOK OHM 10* 1/4W 


01121 


:B 1031 


AlRPl 


0684-1031 




9:6X3 comp 10< OHM 10* 1/4W 


01121 


CB 1031 


A1R22 


0757-0280 


3 


R:FXJ MET FLM 1 .OOK OHM 1* 1/84 


28480 


0757-0280 


A1R23 


2100-2413 


1 


R:VAR FLM 200 OHM 10* LIN l/2i4 


28480 


2100-2413 


AM24 


0757-0442 


2 


T:FX3 MET FLM 13. OK OHM 1* 1/84 


28480 


0757-0442 
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Table 6-1. Replaceable Pa rts(Co nt’d) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


AA1R25 


0683-6815 


1 


R:FXD COMP 680 OHM 5% 1/4W 


01121 


CB 6815 


A1R26 


0698-4539 


1 


R:FXD MET FLM 402 K OHM 1% 1/8W 


28480 


0698-4539 


A1R27 


0684-1011 


1 


R:FXD COMP 100 0HM 10% 1/4W 


01121 


CB 1011 


A1R28 


0684^5621 


1 


R:FXDC0MP 5.6K OHM 10% 1/4W 


01121 


CB 5621 


A1R29 


J684-2231 


1 


R:FXD COMP 22 K OHM 10% 1/4W 


01121 


CB 2231 


A1R30 


0698-4479 


1 


R:FXD FLM 14 K OHM 1% 1/8W (OPT. 060) 


28480 


0698-4479 


A1R30 


0698-0064 




R:FXD MET FLM 9.31 K OHM 1% 1/8W (OPT 050| 


28480 


0698-0064 




0684-1031 




R:FX0 COMP 10< 0H,H 101 1/4W 


01121 


CB 1031 


A l R 3 2 


1310-0143 




RESISTOR PACK 5 FXD 3.3 K OHM 10% 


56289 


200 C OBD 


Ali?33 


0698-4479 




R:FXD FLM 14K OHM 1* 1/8H 


28400 


0690-4479 


Al^ 3A 


0684-1031 




R:FXD COMP lOK OHM 10? 1/4W 


01121 


CB 1031 


AIR35 


0604-3321 


1 


R:FXD COMP 3300 OHM 10? 1/4W 


01121 


C3 3321 


Alri3S 


1810-0139 




RESISTOR PACK, 4 FXD 22 K OHM 5% 


56289 


200 C OBD 


A1R37 


1810-0139 




RESISTOR PACK; 4 FXD 22KOHM 5% 


56289 


200 C OBD 


AlK3a 


1810-0140 




RESISTOR PACK; 3 FXD 22KOHM 5% 


56289 


200 C OBD 


AIR39 


0684-3311 


4 


R:FXD COMP 330 OHM 10? 1/4W 


01121 


CB 3311 


AlRifJ 


0684-331 1 




R:FX0 COMP 333 OHM 10? 1/4W 


01121 


CB 3311 


AlKAl 


0684-331 1 




R:FXD COMP 330 OHM 10? 1/4W 


□ 1121 


C9 3311 


Al-i ^2 


06 f 4-3 31 1 




R:FXn COMP 330 OHM 10? 1/4K 


01121 


CB 3311 


A1RA3 


1810-0139 




RESISTOR PACK; 4 FXD 22KDHM 5% 


56289 


200 C OBD 


A1RA7 


0684-1021 


1 


R:FX0 COMP 1000 OHM 10? l/4rt 


01121 


CB 1021 


AIR t.3 


0684-4721 


2 


R:FX0 COMP 4700 OHM 10? 1/4W 


01121 


CB 4721 


Al R 49 


069B-4443 


2 


R:FXD FLM 4-53K OHH 1? 1/8W 


23400 


0698-4443 


AIR 53 


0698-4391 


2 


R:FX0 FLM 69.0 OHM 1? 1/8W 


28480 


0698-4391 


AIR51 


0684-4721 




R.'FXD COMP 4700 OHM 10? 1/4W 


01121 


C3 4721 


A1R52 


069B-4443 




R.-FXD FLM 4.53K OHM 1? 1/8H 


2 34 80 


0690-4443 


A 1 R 5 3 


0698-4391 




R:FX0 FLM 69.3 OHM 1? 1/8W 


28480 


0698-4391 


A A1R54 


0757-0280 




R:FX0 MET FLM l.OOK OHM 1? 1/8M 


28480 


0757-0280 


A 1 K 5 5 


0698-3178 


2 


R:FXD met FLM 487 OHM 1? 1/8W 


28480 


0698-3178 


A AIR 55 


07 5 7-0280 




R:FXO MFT FLM l.OOK OHM 1? 1/84 


2 84 80 


0757-0280 


A1R57 


0698-3178 




R:FXD MET FLM 487 OHH 1? 1/8W 


28480 


0698-3173 


air 53 


2100-3154 


2 


R:VAR CERMET 1000 OHM 10? TYPE P 3/4M 


28400 


2100-3154 


A1R59 


2100-3154 




RiVAR CERMET 1000 OHM 10? TYPE P 3/44 


284R0 


2100-3154 


A 1 R 6 3 


18 10-0130 


1 


:IR:UIT-PASSIVF:8 RES. 14 PIN 


23480 


1810-0130 


AIR 61 


0684-3321 


1 


R: FXD COMP 3300 OHM 10 % 1/4 W 


01121 


CB 3321 


AlSl 


3101-1 723 


1 


S4ITCM:PUSHBJTTDN 4PDT SINGLE STA. 


71590 


A-3101-1723-1 


Al.)4 


1020-0586 


1 


i::TTL LP HEX INVERTER 


12040 


DM74L04N 


A1J5 


18 20-051 1 


1 


IC:TTL QUAD 2-lNPT AND GATE 


01295 


SN7408N 


AIJ j 


1820-0661 


2 


IC:TTL OUAO 2-lNPT OR GATE 


01295 


SN7432N 


Al )7 


1320-0583 


5 


i;:TTL LP OUAO 2-INPT NAND GATE 


12040 


0M74L00N 


AL JB 


1320-0596 


3 


IC:TTL LP DUAL EDGE TRIG, D F/F 


12040 


DM74L74N 


tAlJR 


1820-0790 


1 


i::TTL six DECADE 


28480 


1820-0798 


All) 10 


1820-0583 




ICiTTL LP QUAD 2-INPT NANO GATE 


12040 


DM74LQ0N 


Al J1 1 


1820-0585 


2 


IC:TTL LP OUAO 2-INPT NANO GATE 


12040 


DM74L03N 


A1J12 


1920-0660 


1 


IC:TTL HEX DRIVER W/DPEN C0LLI30V) 


01295 


SN7407N 


A1U13 


1820-0567 


1 


1C: TTL DUAL VOLTAGE-CONTROLLED FLIP-FLOP 


04713 


MC4024P 


A1U14 


1820-0583 




1C; TTL LP QUAD 2-INPUT NAND GATE 


12040 


DM74L00N 


A1U15 


1820-0585 




IC:TTL LP OUAO 2-INPT NAND GATE 


12040 


DM74L03N 


A1J16 


1820-0596 




IC:TTL LP DUAL EDGE TRIG, 0 F/F 


12040 


DM74L74N 


AlUl 7 


1920-0583 




IC:TTL LP OUAO 2-INPT NAND GATE 


12040 


DM74L00N 


Al J LH 


1820-05,83 




ICiTTL LP OUAO 2-INPT NAND GATE 


12040 


DM74L00N 


AlUl 9 


1820-0 584 


1 


i::TTL LP QUAD 2-INPT NOR GATE 


12040 


□M74L02N 


Al J20 


19 20-0596 




i::TTL LP DUAL EDGE TRIG, D F/F 


12040 


0M74L74M 


AUJ2 3 


1820-0203 


3 


I : : 3PERATI ONAL AMPLIFIER 


0 72 63 


SL8940 


A1J2A 


1820-0321 


1 


INTEGRATED C I R C U I T : H I -S PEE D COMPARATOR 


01295 


SN72 710L 


A1J25 


1920-0430 


1 


i:;linear, voltage regulator 5V 


28480 


1320-0430 


AlYl 


04 10-0467 


1 


CRYSTAL: QUARTZ OPTION 060 


28480 


0410-0467 




0410-0468 




CRYSTAL; QUARTZ OPTION 050 


28480 


0410-0468 


A2 


34740-66512 


1 


DISPLAY ASSY 


14493 


34740-66512 


A2C 18 


01 ao- 1 701 




;:FXD ELECT 6.3 UF 20? 6V0CH 


284B0 


0180-1701 


A2r,i 9 


01 60-0156 


1 


C-'FXD MY D.0039 UF 10? 200V0C4 


56289 


192P39292-PTS 


A202n 


1854-0071 




TSTR:SI NPNISELECTEO FROM 2N3704) 


28480 


1854-0071 


A2321 


13 54-021 5 


9 


TSTRiSI NPN 


80131 


2M3904 


A2;:i2 2 


1354-0215 




TSTR:SI NPN 


80131 


2N3904 


A2J23 


18 54-0215 




TSTR:SI NPN 


80131 


2N3904 


A2024 


18 54-0215 




TSTR:SI NPN 


80131 


2N3904 


A2025 


18 54-0215 




TSTR:SI NPN 


80131 


2M3904 


A2Q2b 


18 54-0215 




TSTR:SI NPN 


80131 


2N3904 


A2027 


1954-021 5 




rSTR:SI NPN 


80131 


2M3904 


A2A28 


1854-0215 




rSTRiSI NPN 


80131 


2N3904 


A2029 


19 54-021 5 




TSTR:SI NPN 


80131 


2N3904 


A2R4A 


0604-4721 


1 


R; FXD 4700 OHM 10 % 1/4 W 


01121 


CB 4721 


A2R45 


0684-8201 


2 


R:FXD comp 82 OHM 10? 1/44 


01121 


CB 8201 


A2R46 


0684-8201 




R:FXD comp 82 OHM 10? 1/44 


01121 


C0 8201 


tA2'Jl 


1920-0635 


1 


IC:0IGITAL 


28480 


1820-0635 


1A2J2 


1320-0571 


1 


I:;TTL DIGITAL 


28480 


1820-0571 


A2J3 


182041661 




IC:TTL quad 2-INPT OR GATE 


01295 


SN7432N 
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Model 34740A 



Table 6-1. Replaceable Pa rts|Cont’d| 



Reference 

Designation 



HP Part Number 



Description 



Mfr Part Number 



1990-0405 
1990 0408 
347-t0-66503 
0180-0291 
0160-3183 

0160-2 64 1 
0150-0093 
01 50-0093 
1902-0041 
1855-0 41 2 

1855-0412 

1855-0412 

1855-0412 

1855-0308 

1854- 0071 

1855- 0093 
1355-0308 
1855-0412 
1855-0412 
0698-4485 

0664-4711 

0693-4485 

0757-0442 

0684-2731 

0696-4501 

0698-4495 

0698-3157 

0698-3519 

0698-4494 

0684-1031 

0684-5631 



DISPLAY PLUS MINUS 
DISPLAY MODIFIED 
AMPLIFIER ASSY 

OrFXD ELECT l.D UF 10« 35V0CW 
C:FXD HY 0,47 UF 20 % 50VOCW 

C:FX0 POLY 0. I UF lOT 50V0CW 
C:FXD CER 3.31 UF +80-20? lOOYOCW 
C:FXD CER 0,01 UF +80-20? 103VDCW 
DI DDE: BREAKDOWN 5.11V 5? 

TSTRtFET SI N-CHANNEL 

TSTR:FET SI N-CHANNEL 

TSTR.-FET SI N-CHANNEL 

TSTR.-FET SI N-CHANNEL 

TSTR:SI DUAL N-CHANNEL 

TSTR:SI NPNISELECTED FROM 2N3704) 

TSTRiFET N-CHANNEL 
TSTR:SI dual N-CHANNEL 
TSTR;FET SI M-CHANMEL 
TSTRiFET SI N-CHANNEL 
R:FXO FLH 23. 2K OHM 1? 1/8H 

R:FXD COMP 473 OHM 10? 1/4W 

R:FXD FLM 23. 2< OHM 1 % 1/8H 

R:FXD met FLM 13. OK OHM 1? 1/8W 

R:FXO COMP 27K OHM 10? 1/4H 

R:FXD FLM 59K OHM 1? 1/8W OPTION 060 

R: FXD FLM 37.4 K OHM 1% 1/8 W OPTION 050 

R:FXD MET FLM 19.6K OHM 1% 1/8W (OPT 060) 

R:FXD MET FLM 12.4K OHM 1% 1/8W(OPT050) 

R:FXD FLM 35.7K OHM 1% 1/8W 

R:FXD COMP 10K OHM 10% 1/4W 

R:FXD COMP 56K OHM 10% 1/4W 



34740-66503 
1500105X9035A2-0YS 
HEH 101 

1049R5-PDP 275 SPEC 

e01-K800011 

80X-K800011 

S71Q939-98 

FN 2960 

FN 2960 
FN 2960 
FN 2960 
1855-0308 

1854- 0071 

1855- 0093 
1855-0308 
FN 2960 

FN 2960 
0698-4485 

Ca 4711 

0698-4485 

0757-0442 

CB 2731 

0698-4501 

CEAT-0 OBD 

0698-3157 

0698-3519 

0698^94 

CB 1031 

CB 5631 



1320-0203 

1820-0203 



IC;DPERAT1QNAL AMPLIFIER 
I ; iDPERATI ONAL AMPLIFIER 
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Model 34740A 



Section VI 



Table 6-1. Replaceable Pa rts(Con t’d) 



Reference 

Designation 



HP Part Number 



Description 



Mfr Part Number 



5040-7001 

5040-6000 

O34O-07B2 

0340-07H3 

0370-215:9 



CATCH RIGHT SLIDE 
CATCH LEFT SIDE 
1 .-gSUL ATOR: TRAS'SISTDR 
I MSJLATuR:SPRI NIG 
<\nB: PUSHBUTTON 



03^0-0782 
□ BD 

0370-2159 



05300-20010 
05 300- A0003 
05 300- AOOOA 
1 ^. 00-0383 

21 10-0304 

2110-0327 

34740-60201 

4040-0920 

7120-2931 

fi 123-1 348 
038 J-0333 
0380-0775 
1251-0291 
1251-2357 



CASE 

SUPPORT : BOARD 
GUIDE :SLIDE 

FUSEHOLDEH: EXTRACTOR POST TYPE 



FUSE rCARTRI DGE 1/4 AMP 250V 

FUSE:0.125A 25DV 

PANEL ASSY:P.EAR 

PANEL:FP0NT 

NAMEPLATE 

CABLE ASSY:POWERf DETACHABLE 
STAND3FF:CAPTIVE 4-40 X 0.312" LG 
STAN3QFE :SWAGE TYPE l.OOO" LG 0.250"30 
C3NNECT0R:l4 PIN 

S3CKET:3-PIN MALE POWER RECEPTACLE 



05300-20010 

05330-40003 

05300-40004 

341001 

3AG/CAT, 312-250 
312. 125 
34740-60201 
4040-0920 
7120-2931 

XHS-7041 

□ BD 

□ 80 

57-10140 

EAC-301 



3101-1639 
9170-0894 
A 9100-3413 



SWITCH:SLI0£ 2-DPDT 
BEAD -SHIELDING 
TRANSFORMER (T1) 



llE-1036 

9170-0894 

9100-3413 
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SECTION VII 
CIRCUIT DIAGRAMS 
TROUBLESHOOTING 



7-1. INTRODUCTION. 

7-2. This section contains the diagrams and trouble- 
shooting information necessary to maintain the Model 
34740A. Both schematic diagrams and pictorial views of 
the circuit boards are included. 

7-3. NOTES. 

7-4. The following notes apply in general to all schematic 
diagrams; 

a. Partial reference designators are shown. Prefix with 
assembly or subassembly designation(s) or both for com- 
plete designation. 

b. Component values are shown as follows unless 
otherwise noted : 

Capacitance in microfarads 
Resistance in ohms 

c. *Average value shown. Optimum value selected at 



factory. 

d. Denotes earth ground. 

e. ju Denotes chassis or frame ground. 

f. ^ Denotes floatable circuit ground. 

g. Sp Denotes printed circuit assembly ground. 

h. — ■ — — ■ Denotes assembly outline. 

i. Denotes subassembly outline. 

j. Denotes main signal path. 

k. — ■ ■■■ ■ ■ " Denotes feedback path. 

l. I I Denotes front panel markings. 

m. Denotes screwdriver adjust. 

n. \ 924 / Denotes wire color. Color code is the same as 
the resistor color code. First number identifies the base 



color; second identifies the wider strip; and third number 
identifies the narrower strip (e.g.\92^ = white, red, 
yellow). 



0. An (L) suffix indicates low-true logic signals; other- 
wise signals are high true. 

7-5. TROUBLESHOOTING. 

7-6. The philosophy in troubleshooting the 34740 A is that 
when a signal is found to be incorrect, but all of the signals 
that develop this signal are determined to be correct, then 
the components directly associated with the incorrect signal 
are the only ones that may possibly be faulty. The 
components include those that directly develop the signal, 
as well as some that are driven by the signal and may load 
down the signal. 

7-7. It is implicit in this technique that there be no 
feedback loops. There are feedback loops in the 34740A, 
but a simple method exists to break each of these so that 
the technique is valid. 

7-8. Table 7-1 and Signal Development Diagram Figure 7-2 
show which of the 27 major signals directly develop each of 
the 27 signals. Each signal is described in Figure 7-3 or 7-4 
so that it may be determined to be correct or incorrect. 
Table 7-1 lists the components that may be faulty when a 
signal is found to be incorrect but its developing signals 
correct. 

7-9. Troubleshooting Steps. 

1 . Check power supply voltages (± 12 V, + 5 V, ± 6 V). 
These are found on the 11 456 A Test Card and vertical 
amplifier assembly A3. 

2. Determine if the malfuction is in the 34740 A or 
function plug-on module. Separate the 34740A from the 
plug-on module and connect the 11456A Readout Test 
Card to the 34740A. Check the readout by applying dc 
voltages up to ± 2 V to the INPUT pin and GND 1 . The 
display should blank out at ± 2 V. Check the decimal point 
display by connecting DPI, DP2, DP3 and DP4 to GND 3. 

3. Check the display with the four test switches on the 
11456 A. 

4. Refer to the Signal Development diagram Figure 7-2 
and Table 7-1, and begin checking signals according to 
Figures 7-3 and 7-4. Good starting points are signal (T^ 
and timing signals A, B and C at (5) . 
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Section VII 



Model 34740A 



REFERENCE DESIGNATIONS 



ASSEMBLY 

REFERENCE 

DESIGNATION 



ASSEMBLY 

ASSEMBLY PART NUMBER 

NAME (INCLUDES AZAt SUBASSEMBLY) 



JACK XA2 IS MOUNTED ON 
I CHASSIS OR ANOTHER ASSEMBLY. 



PI IS NOT MOUNTED 
ON AZ ASSEMBLY 
(COMPLETE DESIGNATOR IS PI) 




POWER SUPPLY (OOXXX-66501) 



PLUG PI IS MOUNTED ON ASSEMBLY OR IS PART 
X^OF THE ASSEMBLY BOARD (COMPLETE DESIGNATOR IS AZPI) 



TEST VOLTAGE. 



j^COMPLETE DESIGNATOR IS A2R4 



. .NUMBER INDICATES 
I PIN OF XA2 AND PI 



SUBASSEMBLY OF A2 
^(COMPLETE DESIGNATOR IS A2AI) 

A 1 

|ThOTO-CHOPPER OSC I 




DENOTES SCHEMATIC 
ON WHICH CONNECTION 
IS MADE 






WIRE color: COLOR CODE IS THE SAME 
AS THE RESISTOR COLOR CODE. FIRST 
NUMBER INDICATES BASE COLOR, SECOND 
NUMBER INDENTIFIES WIDER STRIP, AND 
THE THIRD INDICATES THE NARROWER 
STRIP. ( .924, DENOTES WHT/RED/YEL WIRE) 



1 ^ 


|r| 


EYELET OR STAND- 


f \ ] 


1 OFF TERMINAL, MAY OR ' 
, MAY NOT BE NUMBERED I 


1 \ 1 
COMPLETE 


1 / ^ •" ! 


DESIGNATOR 
IS A2AIRI 



MALE STANDOFF 
PIN CONNECTOR 
MAY OR MAY 
NOT BE NUMBERED 



» 






r 



FEMALE PIN 
CONNECTOR ON 
A WHT/RED WIRE 



PARTIAL REFERENCE DESIGNATIONS ARE SHOWN : PREFIX WITH ASSEMBLY OR SUBASSEMBLY 
DESIGNATION(S) OR BOTH FOR COMPLETE- DESIGNATION 
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ZERO DETECT 



DURING 

t. I 



1 


1 


\ 1 1 




INPUT ENABLE 


' '1 

REFERENCE ENABLE .! 






INTEGRATOR 










, ENABLE 




1 INTEGRATOR ENABLE | 










1 

1 

1 


AUTO ZERO 






0 




1 





TIMING GENERATOR 



Generates the A, B and C 
signals that jointly define the 
six timing intervals qTi thru 
5TQ of the measurement per- 
iod. Driven by 30 Hz from the 
Data Accumulator. 



ZERO 

SCALE 



FULL 

SCALE 



OVER- 

LOAD 



FET-SWITCH DRIVE 



TIMING A, B 



COUNTER RESET 



Resets the Data Counter to 
13 so that the data 



count may begin. 



30 HZ TIMING ONE-SHOT 



Provides pulses to operate the 
Input Polarity and Counter 
Reset circuits when they are 
enabled by the Timing Gener- 
ator. 




Drives the FET switches that | 
operate the analog voltage-t( 
time converter. 



TIMING 
A, B,C 




VOLTAGE-TO-TIME CONVERTER 
(ANALOG) 

(Time interval 13 - Zero Detect proportional to DC Input Voltage) 




30 Hz POLARITY 
DRIVE 



INPUT POLARITY 



Determines the polarity of the 
Input voltage from the Zero 
Detect line at t2 to operate the 
Zero Detect Steering circuit 
and supply the polarity to the 
Display. 



o 



ZERO-DETEC, T STEERING 


The polarity 


of the Zero- 


Detect pulse is 


dependent up- 


Detect Steering) 


converts it into 


a positive-td 


■ground level 


change on eithpr input polar- 1 


ity. 








o 






ZERO DETECT LEVEL CHANGE 



Produces a dual slope wave- 
form with the t-| - 12 slope and 
t2 - t3 plateau voltage propor- 
tional to the DC Input Voltage, 
and the 13 - to - ZD slope fixed. 
Thus the time from 13 to ZD is 
proportional to the DC Input 
Voltage 



Increases the Integrator slopes 
to achieve a precise Zero Detect 
point. 



VAUTO 

^ — 

^ Oil 



3470A- 0-2802 



ZERO DETECT 



TROUBLESHOOT 

JUMPER 



Develops a pulse at Zero De- 
tect during t3 - t0 to Transfer 
the Data Count into Storage. 
ZD level is actually adjusted to 
a voltage slightly different than 
zero. 



POLARIZED 
ZERO DETECT 



TIMING A, C 



ZERO DETECT CATCHER 



The Zero Detect line from, the 
V-to-T Conv. oscillates after the 
first crossing of zero voltage 
(Zero Detect). Zero-Detect 
Catcher allows only this first 
crossing to fire the Transfer 
one-shot. 



- Timing System ■ free running; does not depend on Input Voltage. 

• Data System - (Analog and Logic) conditions Input Voltage; controlled by Timing. 

- Scanning System - basically free running, but Input Voltage determines BCD code in (j^ and , and decimal code ir 






o 






ZERO DETECT 
HELD 



DATA & TIMING 
CLOCK 



Generates 3 MHz pulses t 
are counted by the Data < 
Timing Counter to generate 
BCD data and a 30 Hz tim 
I signal. Is turned off momeni 
ily at Reset and Transfer. 



TRANSFER 



Transfers the Data out of Data 
Storage into the front panel 
Display via the scanning system 
at Zero Detect. 







POLARITY 

DISPLAY 




Decimal 

Poini 

from 

PlugOn 



Figure 7-1. 



1 

Block Diagram. 
1-3I7-4 




34740A SIGNAL DEVELOPMENT 



DC INPUT 
VOLTAGE 



DATA SYSTEM 



REFERENCE 

VOLTAGES 



ANALOG 



LOGIC 



DATAIZ^ 



NOTE: The Reference FET 
Switch Drive (]) is dependent 
upon the polarity of the Input 
Voltage determined from the 
Zero Detect woveform ® ot 
time tj • This feedbag loop 
may be broken so that the Timing 
^nals (<) alone generate ® thru 
® by pTocing the jumper in the 
Troubleshooting position* The 
Data System then operotes only 
on a neg Input Voltage, and Timing 
signal B (i) generates ® to give a 
full scale neg display* 



Break this Polarity feedback loop by 
putting Jumper in Troubleshoot position* 



TIMING SYSTEM 



L. 



NOTE: These two feedback 
loops act only to turn off 
the 3MHz ©during 
Transfer and Reset 
otherwise ©is free 
running* 



: 3MHz - 

o 



(70A-E-29e9 



30Hz - 

o 



FET 

^ SWITCH _ 
DRIVES 

oo 



TIMED 

' DC INPUT a 
► REF VOLTAGES 



DATA 

' INTEGRATORS^ 
; WAVEFORM 



o 



SIGNAL T” 

0 I 



Break this Auto- Zero feedback 
loop by grounding front end of A3C2* 



: zero 

. DETECT 



NORMAL 

JUMPER^” 



A.B.C 

"timing ■ 



30Hz 

CONDITIONED ‘ 



■ RESET — 

e 



o 



NOTE: Oscilloscope external triggering point for 
troubleshooting Timing and Data systems is 
Timing signal A©, positive slope* 



" INPUT 

. polarity" 

O 



DATA 

ZERO ZERO 

DETECT DETECT - 

HELD 



' POLARIZED 

o 



- TRANSFER - 

0 



POLARITY 

DISPLAY 






DATA SCANNING SYSTEM 



M456A READ- OUT _ 
TEST CARD 



X.Y.Z 

DATA MULTIPLEX ■ 
DRIVE 



NOTE: Oscilloscope external triggering point 
for troubleshboting Scanning system is signol 
Z ©, negative slope* 



. SCANNED 
BCD 
DATA 



I's thru lOOO’s 
DIGITS 
BEING 
SCANNED 



DATAZZ;> 



NOTE: The Data Display ond signals © thru @ 
may be tested by using the 1 1456 A Reod-Out Test 
Card which synthesises the Data signals at this 
point* This assumes that © signal is made 
false by a zero Input Voltage or the jumper in 
the Troubleshoot position, and that© does not 
improperly go true. 






► OVER- 

► RANGE 



-OVER- 
- LOAD 



; DISPLAY, 
. BLANK 

0 



SCANNED 
BCD DATA 


RIGHT/LEFT 


^ OR 


, HALF 


" DISPLAY 


CHARACTERS 


BLANK 

o 


0 


RIGHT/ LEFT 
HALF 

CHARACTER — 
GENERATE 
I2KHZ 

0 


RIGHT/ LEFT 
HALF 

CHARACTER ' 
SCAN 

0 



► DATA 
• DISPLAY 



2 

Figure 7-2. Troubleshooting. 

7-S/7-6 




Table 7-1. Faulty Components. 



Signals that Develop 
The 27 Major Signals 



Major 

Signals 



Faulty Components* 



Recommended 
starting point 
for "half-split” 
troubleshooting. 



©*@* 

® 

® ® 
® 

® ®“ 
® 
® 

® ® ® ® 
® ®* 

►© 

® ® ® 
® ® ® 
® ® 
® ® 
® 

® ® ® ® 
® 

® ® 
® ® 
@ @ @ 
® @ 

® @ 



® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

® 

@ 

® 

® 

® 

® 



U7, U13, Y1/U9 
U9,Q18,CR13,CR15/U11, U7 
U11/U10, U11 

U7, U16, U18, U20, U17/U10, U19, Q17, CR12 
(U14, U16, U17 if Jumper in 
troubleshoot (B) position) 

U11, U19/U7 

Q12, CR2 

Q13, Q14, CR3, CR4, U17, U14 
Q15, CR5, CR6, CR8, U17/U10 
Q16, CR7, U19 

Q1 thru Q6, CR1 thru CR7, U21/Q7 

Q7, Q8, U22, CR7 

U23, Q11,CR8thru CR10 

U24, CR11, Q17, CR12 

U16, U10/U14,Q20 

U14/U10 

U10, U4, U17/U15 
U15 

U1/U9, U5 

U7, U9, U12/U8, U6 

U4, U5/U8, U5 

U4, U6, U8/U4, U5 

U8, U6/U5 

U6, U5/U3 

U3, U5, U4/U2 

U1/U2 

U2/U27 

U1/Q21 thru Q29 



These are 



feedback signals. and (w) act only to cut off (^momentarily; 
check that they are not permanently in the disabling state. (j^may be broken by 
putting the troubleshooting jumper in the troubleshoot position. may be 
broken by grounding the front end of A3C2. 

*• Components to left of diagonal generate the signal; those to right may load 
down signal. 



34740A TIMING 8 DATA WAVEFORMS 



The 3 MHz signal is the only one in 
the Timing System not developed 
by other signals. It is free running 
except for being turned off momen- 
tarily by the Reset and Transfer 
signals. 




Figure 7-3. Timing Diagram. 




SCANNING SYSTEM 



DATA I^ULTIPLEX DRIVE < Y 



DISPLAY DIGITS 




-ONE DISPLAY SCAN CYCLE- 



11456A READOUT TEST CARD 



BCD(2) 



SCANNED DATA < 



I 'S THRU lOOO’S 
61 GITS BEING SCANNED 



>200% OF RANGE 



<200% OF RANGE 



<100% OF RANGE 




NOT OVERRANct < 

I >100“/ 



DISPLAY BLANK ( 



NOTE: Signals 24 ihru 27 and iht^ 
readout Display may be checked 
with the 1 I456A Readout Test 



>100% OF RANGE 



< 100% OF RANGE 



>100% a <200% 



> 200% OF RANGE 





RIGHT/LEFT HALF CHARACTER 
GENERATE (SCANNER CLOCK) 



Power Supply Voltages. 
(See A3 drawing for posi- 
tion of ± 6 V supply volt- 
ages.) 



Connect ,0 GND 3 ,0 blank ^ 

display. ; + j V may be ap- 

/ Connect these points to / plied to the INPUT pin 

Goes low Zero Detect Qj\jp 3 iq i^st Decimal / and GND 1 to test oper- 

at Overload. Held (L). Point display. / ation. 



' Leakage Test Input 



SCANNER 

CLOCK 



12 kHz - 

Reference Voltages. 
Connect these pins to IN- 
PUT pin to test full scale 
readout. Display should be 
± 10000 (±3 counts). 



3470A - B - 3010 





Dl SPLAY 
(L) • 
BLANK 



30 Hz Timing. 



E00S 



Scanning Signals. 



Trigger oscilloscope on 
Signal Z (negative slope) 
to troubleshoot Scanning 
System. 



Positive Input 
Polarity. 



A difference of more than 
2 counts in the zero 
'/reading when these pins 
are connected to GND 1 
indicates a leaky FET. 

- Direct Input 1 V Range 

Timing Signals. 

T rigger oscilloscope on 
Signal A (positive slope) to 
troubleshoot timing and 
data systems. 



Ajialog Ground. 

Goes low during Auto- 
Zero interval. 

Connect this point to 
" GND 3 to stop timing in 
Auto-Zero interval. 



Digit Display Test 
Switches. 

Down position true. Sum 
of switch positions equals 
display digit in all decades. 
INPUT pin must be con- 
nected to GND 1. 



/ RIGHT HALF I'S SCAN 



LEFT HALF IS SCAN 




Figure 7-5. 1 1456A Readout Test Card. 



RIGHT HALF 10 S SCAN 



LEFT HALF 10 S SCAN 



® ^sTa^n^^ \ ' 



LEFT HALF lOO’S SCAN 



RIGHT HALF lOOO'S SCAN 



LEFT HALF 1000 S SCAN 



RIGHT HALF 10,000' S SCAN 




Figure 7-4. Scanning Diagram. 






UI6 Uie U20 



PLUG -ON 
MODULE I 
I 



A3 amplifier assembly (34740-66503) 
1 (ANALOG DATA SYSTEM) 



INPUT VOLTAGE 
FET SWITCH 



REFERENCE -VOLTAGE 
FET SWITCHES “ 



AUTO- ZERO 
FET SWITCH 



[— (zf-j 
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Figure 7-9. Amplifiers. 
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CODE LIST OF MANUFACTURERS 



Code 

No. 



00000 

00136 

00213 

00287 

00334 

00348 

00373 

00656 

00779 

00781 

00809 

00815 



00853 

00866 

00891 

00929 

01002 

01009 

01121 

01255 

01281 

01295 



01349 

01538 

01589 

01670 

01930 

01960 

02114 

02116 

02286 

02660 

02735 



02771 

02777 

02875 

03296 

03508 

03705 

03797 

03818 

03877 

03888 



03954 



04009 



04013 

04062 

04217 

04222 

04354 

04404 



04651 

04673 

04713 

04732 



04773 

04796 

04811 

04870 

04919 



05006 



05277 



The following code numbers are from the Federal Supply Code for Manufacturers Cataloging Handbooks H4-1 (Name to Code) and H4-2 (Code 
to Name) and their latest supplements. The date of revision and the date of the supplements used appear at the bottom of each page. Alpha- 
betical codes have been arbitrarily assigned to suppliers not appearing in the H4 Handbooks. 



Manufacturer 



Address 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer Address 



U.S, A Common Any supplier of U.S. 

McCoy Electronics. . -Mount Holly Springs, Pa. 
Sage Electronics Corp. .... Rochester, N. Y. 

Cemco, Inc. Danielson, Conn, 

Humidial Colton, Calif. 

Mictron, Co., Inc. Valley Stream, N.Y. 

Gar lock Inc Cherry Hill, N. J , 

Aerovox Corp, New Bedford, Mass. 

Amp. Inc Harrisburg, Pa. 

Aircraft Radio Corp Boonton, N. J . 

Croven, Ltd Whitby, Ontario, Canada 

Northern Engineering 

Laboratories, Inc Burlington, Wis. 

Sangamo Electric Co. , 

Pickens Div Pickens, S. C. 

Goe Engineering Co. ... .City of Industry, Cal. 

Carl E. Holmes Corp Los Angeles, Cal. 

Microlab Inc Livingston, N. J . 

General Electric Co, , 

Capacitor Dept Hudson Falls, N.Y. 

Alden Products Co. Brockton, Mass. 

Allen Bradley Co Milwaukee, Wia 

Litton Industries, Inc Beverly Hills, Cal. 

TRW Semiconductors, Inc Lawndale, Cal. 

Texas Instruments, Inc. , 

Transistor Products Div Dallas, Texas 

The Alliance Mfg. Co Alliance, Ohio 

Small Parts Inc Los Angeles, Cal. 

Pacific Relays, Inc Van Nuys, Cal. 

Gudebrod Bros. Silk Co New York, N.Y. 

Amerock Corp Rockford, III. 

Fhilse Engineering Co Santa Clara, Cal. 

Ferroxcube Corp. of 

America Saugerties, N.Y. 

Wheelock Signals, Inc Long Branch, N. J. 

Cole Rubber and Plastics Inc . -Sunnyvale, Cal. 
Amphenol-Borg Electronics 

Corp Broadview, Ell. 

Radio Corp. of America, Semi- 
conductor and Materials 

Division Somerville, N. J. 

Vocaline Co. of America, 

Inc Old Slaybrook, Conn. 

Hopkins EngineerlngCo. . . .San Fernando, Cal. 

Hudson Tool & Die Newark, N.J . 

Nylon Molding Corp Springfield, N. J. 

G. E. Semiconductor Prod. 

Dept Syracuse, N.Y. 

Apex Machine & Tool Co Dayton, Ohio 

Eldema Corp. Compton, Calif. 

Parker Seal Co Los Angeles, Cal. 

Transitron Electric Corp. . . .Wakefield, Mass. 
Pyrofilm Resistor Co. , 

Inc Cedar Knolls, N.J. 

Singer Co. , Diehl Div. , 

Finderne Plant Sumerville, N.J. 

Arrow, Hart and Hegeman 

Elect. Co Hartford, Conn. 

Taruus Corp Lambertville , N.J. 

Arco Electronic Inc Great Neck, N.Y. 

Essex Wire Los Angeles, Cal. 

Hi-Q Division of Aerovox. .Myrtle Beach, S.C. 

Precision Paper Tube Co Wheeling, Ell 

Palo Alto Division of Hewlett- 

Packard Co Palo Alto, Cal. 

Sylvania Electric Products, 

Microwave Device Div. . .Mountain View, Cal, 

Dakota Engr.Inc Culver City, Cal. 

Motorola Inc. Semiconductor 

Prod. Div Phoenix, Arizona 

Filtron Co. ,Inc. Western 

Div Culver City, Cal. 

Automatic Electric Co Northlake, 111. 

Sequoia Wire Co Redwood City, Gal. 

Precision Coil Spring Co El Monte, Cal. 

P.M. Motor Company Westchester, 111 

Component Mfg. Service 

Co W. Bridgewater, Masa 

Twentieth Century Plastics, 

Inc Los Angeles, Cal. 

Westinghouse Electric Corp. 

Semiconductor Dept Youngwood, Pa. 



05347 Ultronix, Inc San Mateo, Cal. 

05397 Union Carbine Corp ., Elect. 

Div New York, N.Y. 

05574 Viking Ind. Inc Canoga Park, Cal. 

05593 Icore Electro-Plastics Inc Sunnyvale, Cal. 

05616 Cosmo Plastic (c/o Electrical 

^ec.Co.) Cleveland, Ohio 

05624 Barber Colman Co Rockford, 111. 

05728 Tiffen Optical Co 

Roslyn Heights, Long Island, N.Y. 

05729 Metro-Tel Corp Westbury,N. Y. 

05783 Stewart Engineering Co Santa Cruz, Cal. 

05820 Wakefield Engineering Inc Wakefield, Mass. 

06004 Bassick Co. , Div. of Stewart 

Warner Corp Bridgeport, Conn. 

06090 Raychem Corp Redwood City, Cal. 

06175 Bausch and Lomb Optical 

Co Rochester, N.Y. 

06402 E.T.A. Products Co. of 

America Chicago, HI. 

06540 Amatora Electronic Hardware 

Co. , Inc New Rochelle, N. Y. 

06555 Beede Electrical Instrument 

Co. , Inc Penacook, N. H. 

06666 General Devices Co. ,Inc Indianapolis, Ind. 

06751 Components Inc. ,Artz.Div, . . Phoenix, Arizona 
06812 Torrington Mfg. Co. ,West Div. . . Van Nuys, Cal. 

06980 Varian Assoc. Etmac Div San Carlos, Cal. 

07088 Kelvin Electric Co Van Nuys, Cal. 

07126 Digitran Co Pasadena, Cal. 

07137 Transistor Electronics 

Corp Minneapolis, Minn. 

07138 Westinghouse Electric 

Corp. , Electronic Tube Div Elmira, N.Y. 

07149 Filmohra Corp New York, N.Y. 

07233 Cinch-Graphik Co City of Industry, Cal. 

07256 Silicon Transistor Corp. . . , Carle Place, N.Y. 

07261 Avnet Corp Culver City, Cal. 

07263 Fairchild Camera & Inst. Corp. , 

Semiconductor Div Mountain View , Cal. 

07322 Minnesota Rubber Co Minneapolis, Minn. 

07387 Birtcher Corp, The Monterey Park, Cal. 

07397 Sylvania Elect. Prod. Inc. , 

Mt. View Operations .... Mountain View, Cal. 

07700 Technical Wire Products 

Inc Cranford, N. J. 

07829 Bodine Elect. Co Chicago, 111. 

07910 Continental Device Corp Rawthorne, Cal. 

07933 Raytheon Mfg. Co. , Semi- 
conductor I>iv Mountain View, Cal. 

07980 Hewlett-Packard Co. , 

New Jersey Division Rockaway, N.J. 

08145 U.S. Engineering Co Los Angeles, Cal. 

08289 Blinn, Delbert Co Pomona, Cal. 

083 5 8 Burgess Battery Co 

Niagara Falls, Ontario, Canada 

08524 Deutsch Fastener Corp Los Angeles, Cal. 

08664 Bristol Co. , The Waterbury, Conn 

08717 Sloan Company Sun Valley, Cal. 

08718 ITT Cannon Electric Inc. , 

Phoenix Div Phoenix, Arizona 

08727 National Radio Lab. Inc Paramus, N.J. 

08792 CBS Electronics Semiconductor 

Operations, Div. of CBS Inc .... Lowell, Mass. 
08806 General Electric Co. , 

Miniature Lamp Dept Cleveland, Ohio 

08984 Mel-Rain Indianapolis, Ind. 

09026 Babcock Relays Div Costa Mesa, Cal. 

09097 Electronic Enclosures Inc.. .Los Angeles, Calif . 

09134 Texas Capacitor Co Houston, Texas 

09145 Tech. Ind. Inc. Atohm 

Elect Burbank, Cal. 

09250 Electro Assemblies, Inc Chicago, HI. 

09353 C & K Components Inc Newton, Mass. 

09569 Mallory Battery Co. of 

Canada, Ltd Toronto, Ontario, Canada 

09795 Pennsylvania Florocarbon. Clifton Heights, Penn. 

09922 Burndy Corp Norwalk, Conn. 

10214 General Transistor Western 

Corp Los Angeles, Cal. 

10411 Ti-Tal,Inc Berkeley, Cal. 

10646 Carborundum Co Niagara Falls, N. Y. 



11236 CTS of Berne, Inc Berne, Ind. 

11237 Chicago Telephone of 

California, Inc So. Pasadena, Cal. 

11242 Bay State Electronics Corp. . . . Waltham, Masa 
11312 Teledyne Inc. , Microwave 

Div. Palo Alto, Cal. 

11314 National Seal Downey, Cal. 

11453 Precision Connector Corp. .... Jamaica, N. Y. 

11534 Duncan Electronics Inc. Costa Mesa, Cal. 

11711 General Instrument Corp. , 

Semiconductor Division Products 

Group Newark, N.J. 

11717 Imperial Electronic, Inc Buena Park, Cal. 

11870 Melabs, Inc. Palo Alto, Cal. 

12136 Philadelphia Handle Co Camden, N.J. 

12361 Grove Mfg. Co. , Inc. Shady Grove, Pa. 

12574 Gulton Ind. Inc. ,Data System 

Div Albuquerque, N. M. 

12697 Clarostat Mfg.Co. Dover, N.H. 

12728 Elmar Filter Corp W. Haven, Conn. 

12859 Nippon Electric Co. , Ltd Tokyo, Japan 

12881 Metex Electronics Corp Clark, N.J. 

12930 Delta Semiconductor Inc. . . Newport Beach, Cal. 
12954 Dickson Electronics Corp. . . Scottsdale, Arizona 

13019 Airco Supply Co. , Inc Witchlta, Kansas 

13061 Wilco Products Detroit, Mich. 

13103 Thermolloy Dallas, Texas 

13327 Solitron Devices Inc Tappan, N.Y. 

13396 Telefunken (GmbH) Hanover .Germany 

13835 Midland -Wright Div. of 

Pacific Indus tries, Inc. . . . Kansas City, Kansas 

14099 Sem-Tech Newbury Park, Cal. 

14193 Calif. Resistor Corp Santa Monica, Cal. 

14298 American Components, Inc.. . Conshohocken, Pa. 
14433 ITT Semiconductor, a Div. of 

Int. Telephone and Telegraph 

Corporation West Palm Beach, Fla. 

14493 Hewlett-Packard Company Loveland, Colo. 

14655 Cornell Dublier Electric Corp . . . Newark, N.J. 

14674 Corning Glass Works Corning, N.Y. 

14752 Electro Cube Inc San Gabriel, Cal. 

14960 Williams Mfg. Co San Jose, Cal. 

15106 The Sphere Co. , Inc Little Falls, N.J. 

15203 Webster Electronics Co New York, N. Y. 

15287 Scionics Corp Nor t bridge, Cal. 

15291 Adjustable Bushing Co N. Hollywood, Cal. 

15558 Micron Electronics. Garden City, Long Island,N. Y. 

15566 Amprobe Inst. Corp Lynbrook, N.Y. 

15631 Cabletronics Costa Mesa, Cal. 

15772 Twentieth Century Coil 

Spring Co. Santa Clara, Cal. 

15801 Fenwal Elect. Inc Framingham, Mass. 

15818 Amelco Inc Mountain View, Cal. 

16037 Spruce Pine Mica Co Spruce Pine, N.C. 

16179 Omni-Spectra Inc Detroit, HI. 

16352 Computer Diode Corp Lodi, N.J. 

16554 Electroid Co Union, N.J. 

16585 Boots Aircraft Nut Corp Pasadena, Cal. 

16688 Ideal Prec. Meter Co. ,Inc. , 

De Jur Meter Div Brooklyn, N.Y. 

16758 Delco Radio Div. of G. M.Corp. . . .Kokomo, Ind. 

17109 Thermonetics Inc Canoga Park, Cal. 

17474 Tranex Company Mountain View, Cal. 

17675 Hamlin Metal Products Corp. .... Akron, Ohio 

17745 Angstrohm Prec. Inc No. Hollywood, Cal. 

17856 Siliconix Inc Sunnyvale, Cal. 

17870 McGraw-Edison Co Manchester, N.H. 

18042 Power Design Pacific Inc Palo Alto, Cal. 

18083 Clevite Corp. Semiconductor Div. . Palo Alto, Cal. 

18324 Signetics Corp Sunnyvale, Cal. 

18476 Ty-Car Mfg.Co. , Inc Holliston, Mass. 

18486 TRW Elect. Comp. Div Des Plaines, 111. 

18565 Chomerics Plainville, Mass. 

18583 Curtis Instrument, Inc Mt. Kisco,N.Y. 

18612 Vishay Instruments Inc Malvern, Pa. 

18873 E.I. DuPont and Co. , Inc. ... Wilmington, Del. 

18911 Durant Mfg.Co Milwaukee, Wia 

19315 The Bendix Corp. , Navigation & 

Control Div Teterboro, N.J. 

19500 Thomas A. Edison Industries, 

Div. of McGraw-Edison . . . . West Orange, N.J. 
19589 Concoa Baldwin Park, Cal. 
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CODE LIST OF MANUFACTURERS (Continued) 



Code 

No. 

19644 

19701 

20183 

21226 

21355 

21520 

23020 

23042 

23783 

24455 

24655 

24681 

26365 

26462 

26851 

26992 

28480 

28520 

30817 

33173 

35434 

36196 

36287 

37942 

39543 

40920 

40931 

42190 

43990 

44655 

46384 

47904 

48620 

49956 

52090 

52983 

54294 

55026 

55933 

55938 

56137 

56289 

58474 

59446 

59730 

60741 

61775 



62119 

63743 

64959 

65092 

66295 

66346 



70276 

70309 

70318 

70417 

70485 

70563 

70674 

70903 

70998 

71002 

71034 

71041 

71218 

71279 

71286 

71313 

71400 

71436 

71447 

71450 

71468 

71471 



Manufacturer 



Address Code 
No. 



Manufacturer 



Address Code 
No. 



Manufacturer 



LRC Electronics Horseheads, N. Y. 

Electra Mfg, Co Independence , Kansas 

General Atronics Corp. Philadelphia, Pa, 

Executone, Inc. Long Island City, N. Y. 

Fafnir Bearing Co. ,The . . . New Britian, Conn. 
Fansteel Metallurgical Corp. . . .N. Chicago, 111, 

General Reed Co Metuchen, N, J, 

Texscan Corp Indianapolis, Ind, 

British Radio Electronics Ltd. . .Washington, DC. 
G.E. Lamp Division , Nela Park, Cleveland, Ohio 

General Radio Co West Concord, Mass. 

Memcor Inc. ,Comp.Div Huntington Jnd. 

Gries Reproducer Corp. . . . New Rochelle, N. Y. 

Grobert File Co. of America, Inc. Carlstadt, N.J. 

Compac/Hollister Co Hollister, Cal. 

Hamilton Watch Co Lancaster, Pa. 

Hewlett-Packard Co Palo Alto, Cal. 

HeymanMfg.Co Kenilworth, N.J. 

Instrument Specialties Co, , 

Inc. Little Falls, N.J. 

G.E. Receiving Tube Dept Owensboro, Ky. 

Lectrohm Inc Chicago, 111. 

Stanwyck Coil Products. 

Ltd Hawkesbury, Ontario, Canada 

Cunningham, W.H. & Hill, 

Ltd. Toronto, Ontario, Canada 

P.R. Mallory & Co. , Inc Indianapolis, Ind. 

Mechanical Industries Prod. Co. . . Akron, Ohio 
Miniature Precision Bearings , Inc. . Keene, N, H. 

Honeywell Inc Minneapolis, Minn. 

Muter Co Chicago, 111. 

C. A. Norgren Co. Englewood , Colo . 

Ohmite Mfg. Co Skokie, 111. 

Penn Eng. &Mfg. Corp Doylestown, Pa. 

Polaroid Corp Cambridge, Mass. 

Precision Thermometer & 

Inst. Co. Southampton, Pa. 

Microwave & Power Tube Div. . .Waltham, Mass. 

Rowan Controller Co Westminster, Md. 

HP Co.. Med. Elec. Div Waltham, Mass, 

Shallcross Mfg. Co Selma, N. C. 

Simpson Electric Co Chicago, 111, 

Sonotone Corp Elmsford, N. Y. 

Raytheon Co. Commercial Apparatus 

& System Div So. Norwalk, Conn, 

Spaulding Fibre Co. , Inc Tonawanda, N. Y. 

Sprague Electric Co North Adams, Mass. 

Superior Elect. Co, Bristol, Conn, 

Telex Corp. Tulsa, Okla. 

Thomas & Betts Co. Elizabeth, N.J. 

Triplett Electrical Inst. Co Bluffton, Ohio 

Union Switch and Signal Div. of 
Westinghouse Air Brake Co. . . Pittsburgh, Pa. 

Universal Electric Co Owosso, Mich. 

Ward-Leonard Electric Co. . . Mt. Vernon, N. Y. 
Western Electric Co. , Inc. . . . New York, N. Y, 
Weston Inst. Inc. Weston-Newark . Llewark, N.J. 

Wittek Mfg. Co Chicago, 111. 

Minnesota Mining & Mfg. Co. 

Revere Mincom Div St. Paul, Minn. 

Allen Mfg. Co Hartford, Conn. 

Allied Control New York, N.Y. 

Allmetal Screw Product Co. , Inc. 

Garden City, N. Y. 

Amplex, Div. of Chrysler Corp. .Detroit, Mich. 
Atlantic India Rubber Works, Inc. . . Chicago, 111. 

Amperite Co. , Inc Union City, N.J. 

ADC Products Inc. . Minneapolis, Minn. 

Belden Mfg. Co Chicago, 111, 

Bird Electric Corp Cleveland, Ohio 

Birnbach Radio Co New York, N.Y. 

Bliley Electric Co. .Inc Erie, Pa. 

Boston Gear Works Div. of 

Murray Co. of Texas Quincey, Mass. 

Bud Radio, Inc Willoughby, Ohio 

Cambridge Thermionics Corp. Cambridge, Mass. 

Camloc Fastener Corp Paramus. N,J. 

Cardwell Condenser Corp. 

Lindenhurst, L, I. , N. Y. 

Bussmann Mfg. Div. of 

McGraw -Edison Co St. Louis, Mo. 

Chicago Condenser Corp Chicago, 111. 

Calif. Spring Co. ,lnc Pico-Rivera, Cal. 

CTS Corp Elkhart, Ind. 

ITT Cannon Electric Inc. . . , Los Angeles, Cal. 

Cinema, Div, Aerovox Corp Burbank, Cal. 



71482 C.P. Clare & Co Chicago. 111. 

71590 Centralab Div. of 

Globe Union Inc Milwaukee, Wis. 

71616 Commercial Plastics Co Chicago, 111. 

71700 Cornish Wire Co. , The New York, N.Y. 

71707 Goto Coil Co. , Inc Providence, R.I. 

71744 Chicago Miniature Lamp Works . , .Chicago, III, 
71785 Cinch Mfg. Co, , 

Howard B. Jones Div Chicago, III. 

7 1 984 Dow Corning Corp Midland, Mich. 

72136 Electro Motive Mfg. Co. , Inc. 

Willimantic, Conn. 

72619 Dialight Corp Brooklyn, N.Y. 

72656 Indiana General Corp. , 

Electronics Div Keasby, N.J. 

72699 General Instrument Corp. , 

Cap Division Newark, N.J. 

72765 Drake Mfg. Co Harwood Heights, 111, 

72825 Hugh H, Eby Inc Philadelphia, Pa. 

72928 Gudeman Co Chicago, 111. 

72962 Elastic Stop Nut Corp Union, N.J. 

72964 Robert M, Hadley Co Los Angeles, Cal. 

72982 Erie Technological Products, Inc. . , .Erie, Pa. 

73061 Hansen Mfg. Co., Inc Princeton, Ind. 

73076 H.M. Harper Co Chicago, 111. 

73138 Helipot Div. of Beckman Inst. , Inc. 

Fullerton, Cal, 

73293 Hughes Products Division of 

Hughes Aircraft Co. . . . Newport Beach, Cal. 
73445 Amperex Elect. Co, . . Hicksville, L.I. ,N.Y, 
73506 Bradley Semiconductor Corp. 

New Haven, Conn. 

73559 Carling Electric, Inc Hartford, Conn. 

73586 Circle F Mfg. Co Trenton, N.J. 

73602 George K. Garrett Co. , 

Div. MSL Industries, Inc. . . Philadelphia, Pa. 

73734 Federal Screw Products, Inc Chicago, 111. 

73743 Fischer Special Mfg. Co Cincinnati, Ohio 

73793 General Industries Co, , The Elyria, Ohio 

73846 Goshen Stamping & Tool Co Goshen, Ind. 

73899 JFD Electronics Corp Brooklyn, N.Y. 

73905 Jennings Radio Mfg, Corp San Jose, Cal. 

73957 Groove-Pin Corp Ridgefield, N.J. 

74276 Signalite Inc Neptune, N.J. 

74455 J.H, Winns, and Sons .... Winchester. Mass. 

74861 Industrial Condenser Corp Chicago, 111. 

74868 R, F. Products Division of 

Amphenol-Borg Electronic Corp. 

Danbury, Conn. 

74970 E.F. Johnson Co Waseca, Minn. 

75042 International Resistance Co. . Philadelphia, Pa. 

75263 Keystone Carbon Co. , Inc St. Marys, Pa. 

75378 CTS Knights, Inc Sandwich, III. 

75382 Kulka Electric Corp Mt. Vernon, N.Y. 

75818 Lenz Electric Mfg. Co Chicago, 111. 

75915 Littlefuse, Inc Des Plaines, III. 

76005 Lord Mfg. Co Erie, Pa. 

76210 C.W. Marwedel San Francisco, Cal. 

76433 General Instrument Corp. , 

Micamold Division Newark, N.J. 

76487 James Millen Mfg, Co, , Inc, , , Malden, Mass. 

76493 J.W. Miller Co Los Angeles , Cal. 

76530 Cinch-Monadnock, Div. of United Carr 

Fastener Corp San Leandro, Cal. 

76545 Mueller Electric Co Cleveland, Ohio 

76703 National Union Newark, N.J. 

76854 Oak Manufacturing Co Crystal Lake, 111. 

77068 The Bendix Corp. , 

Electrodynamics Div. . . . N. Hollywood, Cal. 

77075 Pacific Metals Co San Francisco, Cal, 

77221 Phaostran Instrument and 

Electronic Co So. Pasadena, Cal. 

77252 Philadelphia Steel and 

Wire Corp Philadelphia, Pa. 

77342 American Machine Si Foundry Co. 

Potter & Brumfield Div Princeton, Ind. 

77630 TRW Electronic Components Div . Camden, N.J. 

77638 General Instrument Corp. , 

Rectifier Division Brooklyn, N.Y. 

77764 Resistance Products Co Harrisburg, Pa. 

77969 Rubbercraft Corp. of Calif. . . . Torrance, Cal. 

78189 Shakeproof Division of 

Illinois Tool Works Elgin, III. 

78277 Sigma So. Braintree, Mass. 

782 83 Signal Indicator Corp New York, N.Y. 

78290 Struthers-Dunn Inc Pitman, N.J. 



784 52 
784 71 
78488 
784 93 
7-8553 
78790 
78947 
79136 
79142 
79251 
79727 

79963 

80031 

80033 

80120 

80131 



80207 

80223 

80248 

00294 

80411 



80509 

80583 

80640 

80813 

81030 

81073 

81095 

01312 

81349 

81483 

81541 

01860 

82042 

82047 

82116 

82142 



82209 

82219 

82376 

82389 

82647 

82768 

82866 

82877 

82893 

83058 

83086 

83125 

83148 

83186 

83298 

83315 

83324 

83330 

83332 

83385 

83501 

83594 

83740 

83777 

83821 

83942 

84171 

84396 

84411 



Thompson-Bremer Si Co Chicago, 111. 

Tilley Mfg, Co San Francisco, Cal. 

Stackpole Carbon Co St. Marys, Pa. 

Standard Thomson Corp Waltham, Mass. 

Tinnerman Products, Inc Cleveland, Ohio 

Transformer Engineers .... San Gabriel, Cal. 

Ucinite Co Newtonville, Mass. 

Waldes Kohinoor Inc. . . Long Island City, N. Y. 

Veeder Root, Inc Hartford, Conn. 

Wenco Mfg. Co Chicago, 111, 

Continental-Wirt Electronics Corp. 

Philadelphia, Pa, 

Zierick Mfg. Corp New Rochelle, N.Y. 

Mepco Division of Sessions Clock Co. 

Morristown, N. J, 

Prestole Corp Toledo, Ohio 

Schnitzer Alloy Products Co. . . Elizabeth, N.J. 
Electronic Industries Association. 

Standard tube or semi-conductor device, 
any manufacturer. 

Unimax Switch, Div. Maxon Electronics 

Corp Wallingford, Conn. 

United Transformer Corp. . . .New York, N.Y. 

Oxford Electric Corp Chicago, 111. 

Bourns Inc Riverside, Cal. 

Arco Div. of Robertshaw Controls Co, 

Columbus, Ohio 

All Star Products Inc Defiance, Ohio 

Avery Label Co Monrovia, Cal. 

Hammarlund Co. , Inc Mars Hill, N.C, 

Stevens, Arnold, Co,, Inc Boston, Mass. 

Dimco Gray Co Dayton, Ohio 

International Inst. Inc Orange, Conn. 

Grayhill Co LaGrange, 111, 

Triad Transformer Corp Venice, Cal. 

Winchester Elec, Div. Litton Ind. , Inc. 

Oakville, Conn. 

Military Specification 

International Rectifier Corp. . El Segundo. Cal. 
Airpax Electronics, Inc. . Cambridge, Maryland 
Barry Controls, Div. Barry Wright Corp. 

Watertown, Mass. 

Carter Precision Electric Co Skokie, 111. 

Sperti Faraday Inc. . Copper Hewitt 

Electric Div Hoboken, N.J. 

Electric Regulator Corp Norwalk, Conn, 

Jeffers Electronics Division of 

Speer Carbon Co Du Bois, Pa. 

Fairchild Camera & Inst. Corp. , 

Space & Defense Systems Div, .Paramus, N.J, 

Magurie Industries, Inc Greenwich, Conn. 

Sylvania Electric Prod. , Inc. 

Electronic Tube Division . , . .Emporium, Pa. 

Astron Corp East Newark, Harrison, N. J, 

Switchcraft, Inc Chicago, 111. 

Metals &i Controls Inc. , 

Spencer Products Attleboro, Mass. 

Phillips-Advance Control Co Joliet, 111. 

Research Products Corp Madison, Wis. 

Rolton Mfg. Co. , Inc Woodstock, N. Y. 

Vector Electronic Co Glendale, Cal. 

Carr Fastener Co Cambridge, Mass. 

New Hampshire Ball 

Bearing, Inc Peterborough, N. H. 

General Instrument Corp. , 

Capacitor Div Darlington, S, C. 

ITT Wire and Cable Div Los Angeles, Cal, 

Victory Eng. Corp Springfield, N.J. 

Bendix Corp. , Red Bank Div, . . Red Bank, N.J. 

Hubbell Corp Mundelein, 111. 

Rosan Inc Newport Beach, Cal. 

Smith, Herman H. , Inc Brooklyn, N.Y. 

Tech Labs Palisades Park, N.J. 

Central Screw Co Chicago, 111. 

Gavitt Wire and Cable Co. , Div, of 

Amerace Corp Brookfield, Mass, 

Burroughs Corp. , Electronic 

Tube Div Plainfield, N.J. 

Union Carbide Corp. , Consumer 

Prod. Div New York, N.Y. 

Model Eng. and Mfg, , Inc, . . . Huntington, Ind, 

Loyd Scruggs Co Festus, Mo. 

Aeronautical Inst. & Radio Co Lodi, N.J, 

Arco Electronics Inc Great Neck, N.Y, 

A.J. Glesener Co. , Inc, . . San Francisco, Cal. 

TRW Capacitor Div Ogallala, Neb. 
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CODE LIST OF MANUFACTURERS (Continued) 



Code 

No. Manufacturer Address 

94870 Sarkes Tarzian, Inc Bloomington, Ind. 

85454 Boonton Molding Company Boonton, N. J. 

85471 A.B. Boyd Co San Francisco, Cal. 

85474 R.M. Bracamonte & Co. . . . San Francisco, Cal. 

85660 Rolled Kords, Inc Hamden, Conn. 

85911 Seam;iess Rubber Co Chicago, m. 

86174 Fafnir Bearing Co Los Angeles, Calif. 



86197 Clifton Precision Products Co. , Inc. 

Clifton Heights, Pa. 

86579 Precision Rubber Products Corp. Dayton, Ohio 
86684 Radio Corp. of America, Electronic Comp. 



Si Devices Division Harrison, N.J. 

86928 Seastrom Mfg, Co Glendale, Cal. 

87034 Marco Industries Anaheim, Cal. 



87216 Philco Corporation (Lansdale Division) 

Lansdale, Pa. 

87473 Western Fibrous Glass Products Co. 



San Francisco, Cal. 

87664 Van Waters & Rogers Inc. . . San Francisco, Cal. 

87930 Tower Mfg. Corp Providence, R. I, 

88140 Cutler -Hammer, Inc Lincoln, 111. 

88220 Gould -National Batteries, Inc. . . St. Paul, Minn, 

88698 General Mills, Inc Buffalo, N.Y. 

89231 Graybar Electric Co Oakland, Cal. 

89473 G. E. Distributing Corp Schenectady, N.Y. 

89479 Security Co Detroit, Mich. 

89665 United Transformer Co Chicago, 111. 

90030 United Shoe Machinery Corp. . . . Beverly, Maas. 
90179 U. S. Rubber Co. , Consumer Ind. Si 

Plastics Prod. Div Passaic, N.J. 

90365 BelleviUe Speciality Tool Mfg. , Inc. 

Belleville, HI. 

90763 United Carr Fastener Corp Chicago, 111. 

90970 Bearing Engineering Co. . . . San Francisco, Cal. 
91146 ITT Cannon Elect. Inc. , Salem Div. 

Sblem, Mass. 

91260 Connor Spring Mfg. Co. . . . San Francisco, Cal. 
91345 Miller Dial & Nameplate Co. ... El Monte, Cal. 

91418 Radio Materials Co Chicago, 111. 

91506 Augat Inc Attleboro, Mass. 

91637 Dale Electronics, Inc Columbus, Nebr. 

91662 Elco Corp Willow Grove, Pa. 

91673 Epiphone Inc New York, N.Y. 

91737 Gremar Mfg. Co., Inc Wakefield, Mass. 

91827 K F Development Co Redwood City, Cal. 

91886 Malco Mfg. , Inc Chicago, 111. 



Code 

No. Manufacturer Address 



91929 Honeywell Inc. , Micro Switch Division 

Freeport, HI. 

91961 Nahm-Bros. Spring Co Oakland, Cal. 

92180 Tru-Connector Corp Peabody, Mass. 

92367 Elgeet Optical Co. , Inc Rochester, N.Y. 

92607 Tensolite Insulated Wire Co. , Inc. 

Tarrytown, N.Y. 

92702 IMC Magnetics Corp. . . .Westbury, L.I. , N.Y. 

92966 Hudson Lamp Co Kearney, N.J. 

93332 Sylvania Electric Prod. Inc. , 

Semiconductor Div Woburn, Mass. 

93369 Robbins & Myers Inc. . . . Pallisades Park, N.J. 
93410 Stemco Controls, Div. of Essex 

Wire Corp Mansfield, Ohio 

93632 Waters Mfg. Co Culver City, Cal. 

93929 G. V. Controls Livingston, N.J. 

94137 General Cable Corp Bayonne, N.J. 

94144 Raytheon Co. , Comp. Div. , 

Ind. Comp. Operations Quincy, Mass. 

94148 Scientific Electronics 

Products, Inc Loveland, Colo, 

94154 Wagner Elect. Corp. , 

Tung-Sol Div Newark, N.J. 

94197 Curtiss -Wright Corp. , 

Electronics Div East Patterson, N.J. 

94222 South Chester Corp Chester, Pa. 

94330 Wire Cloth Products, Inc Bellwood, Ell. 

94375 Automatic Metal Products Co. . Brooklyn, N.Y. 
94 6 82 Worcester Pressed Aluminum Corp, 

Worcester, Mass. 

94696 Magnecraft Electric Co Chicago, 111. 

95023 George A. Philbrick Researchers, Inc. 

Boston, Mass. 

95146 Alco Elect. Mfg. Co Lawrence, Mass. 

95236 Allies Products Corp Diania, Fla. 

95238 Continental Connector Corp. . . Woodside, N.Y. 

95263 Leecraft Mfg. Co. , Inc Long Island, N.Y. 

95265 National Coil Co Sheridan, Wyo. 

95275 Vltramon, Inc Bridgeport, Conn. 

95348 Gordos Corp Bloomfield, N.J. 

95354 Methode Mfg. Co Rolling Meadows, 111. 

95566 Arnold Engineering Co Marengo, ni. 

95712 Dage Electric Co. , Inc Franklin, Ind. 

95984 SiemonMfg. Co Wayne, HI. 

95987 Weckesser Co Chicago, HI. 

96067 Microwave Assoc. ,West, Inc. . Sunnyvale, Cal. 



Code 

No. Manufacturer Address 

96095 Hi -Q Div. of Aerovox Corp Olean, N.Y. 

96256 Thordarson-Meissner Inc. . . . Mt. Carmel, HI. 

96296 Solar Mfg. Co Los Angeles, Cal, 

96396 Microswitch, Div. of 

Minn. -Honeywell Freeport, HI. 

96330 Carlton Screw Co Chicago, HI. 

96341 Microwave Associates, Inc, . Burlington, Mass. 

96501 Excel Transformer Co Oakland, Cal, 

96508 XceHte, Inc Orchard Park, N. Y. 

96733 San Fernando Elec. Mfg. Co. San Fernando, Cal. 

96881 Thomson Ind. Inc Long Island, N.Y. 

97464 Industrial Retaining Ring Co. . . Irvington, N.J. 
97539 Automatic & Precision Mfg. . . Englewood, N.J. 

97979 Reon Resistor Corp Yonkers, N.Y. 

97983 Litton System Inc. , Adler -Westrex 

Common. Div New Rochelle, N.Y. 

98141 R-Tronics, Inc Jamaica, N.Y. 

98159 Rubber Teck, Inc Gardena, Cal. 

98220 Hewlett-Packard Co. , 

Medical Elec. Div Pasadena, Cal. 

98278 Microdot, Inc So. Pasadena, Cal. 

98291 Sealectro Corp Mamaronech, N.Y. 

983 76 Zero Mfg. Co Burbank, Cal. 

98410 Etc Inc Cleveland, Ohio 



98731 General Mills Inc. , Electronics Div. 

Minneapolis, Minn. 

98734 Paeco Division of Hewlett-Packard Co. 

Palo Alto, Cal. 

98821 North Hills Electronics, Inc. . Glen Cove, N.Y. 
98978 International Electronic Research Corp. 

Burbank, Cal. 

99109 Columbia Technical Corp. . . . New York, N.Y. 

99313 Varian Associates Palo Alto, Cal. 

99378 Atlee Corp Winchester, Mass. 

99515 Marshall Ind. , Capacitor Div. . Monrovia, Cal. 
99707 Control Switch Division, Controls Co. 

of America El Segundo, Cal. 

99800 Delevan Electronics Corp. . East Aurora, N. Y. 

99848 Wilco Corporation Indianapolis, Ind. 

99928 Branson Corp Whippany, N.J. 

99934 Rembrandt, Inc Boston, Mass. 

99942 Hoffman Electronics Corp. , 

Semiconductor Division El Monte, Cal. 

99957 Technology-Instrument Corp. 

of California Newbury Park, Cal. 



The following HP Vendors have no number assigned in the latest supplement to the Federal Supply Code for Manufacturers Handbook. 



OOOOF Malco Tool and Die Los Angeles, Calif. 

OOOOZ Willow Leather Products Corp. . . Newark, N.J. 

OOOAB ETA England 

OOOBB Precision Instrument Comp. Co. Van Nuys, Cal. 



OOOCS Hewlett-Packard Co. , Colorado 

Springs Div. . . . Colorado Springs, Colorado 
OOOMM Rubber Eng. & Development . . .Hayward, Cal. 
OOONN A "N" D Mfg. Co San Jose, Cal. 



OOOQQ Cooltron Oakland, Cal. 

OOOWW California Eastern Lab Burlington, Cal. 

OOOYY S.K. Smith Co Los Angeles, Cal. 
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ELECTRONIC 



SALES & SERVICE OFFICES 



UNITED STATES 



ALABAMA 

P.O. Box 4207 

2003 Byrd Sprint Road S W. 
Huntivlllt 35802 
Tel: (20S) 881-4591 
TWX; 810-726-2204 

ARIZONA 

2336 E. Magnolia St. 

Phoenix 85034 
Tel: (602) 252-5061 
TWX: 910-951-1330 
5737 East Broadway 
Tucson 85716 
Tel: (602) 298-2313 
TWX: 910 952-1162 

CALIFORNIA 

1430 East Orangethorpe Ave. 

FuJIorton 92631 

Tel: (714) 870-1000 

3939 Lankershim Boulevard 

North Hollywood 91604 

Tel: (213) 877-1282 

rwX: 910-499-2170 

1101 Embarcadero Road 

Palo Alto 94303 

Tel: (415) 327-6500 

TWX: 910-373-1280 

2220 Watt Ave. 

Sacramento 95825 
Tel: (916) 482-1463 
TWX: 910-367-2092 

9606 Aero Drive 
San Diego 92123 
Tel: (714) 279-3200 
TWX: 910-335-2000 
COLORADO 
7965 East Prentice 
Englewood 80110 
Tel: (303) 771-3455 
TWX: 910-935 0705 



CONNECTICUT 

12 Lunar Drive 
New Haven 06525 
Tel: (203) 389-6551 
TWX: 710-465-2029 

FLORIDA 

P 0. Box 24210 
2806 W. Oakland Park Blvd. 
Ft. Lauderdale 33307 
Tel: (305) 731-2020 
TWX: 510-955-4099 

P.O, Box 13910 
6177 Lake Ellenor Dr. 
Orlando, 32809 
Tel: (305) 859-2900 
TWX: 810-850 0113 

GEORGIA 

P.O. Box 28234 
450 Interstate North 
Atlanta 30328 
Tel: (404) 436-6181 
TWX: 810-766-4890 

HAWAII 

2875 So. King Street 
Honolulu 96814 
Tel: (808) 955-4455 

ILLINOIS 
5500 Howard Street 
Skokie 60076 
Tel: (312) 677-0400 
TWX; 910-223-3613 

INDIANA 

3839 Meadows Drive 
Indianapolis 46205 
Tel: (317) 546-4891 
TWX: 810-341-3263 



LOUISIANA 
P 0. Box 856 
1942 Williams Boulevard 
Kenner 70062 
Tel: (504) 721-6201 
TWX: 810-955-5524 

MARYLAND 

6707 Whitestone Road 
Baltimore 21207 
Tel: (301) 944-5400 
TWX: 710-862-9157 

P.O. Box 1648 
2 Choke Cherry Road 
Rockville 20850 
Tel: (301) 948-6370 
TWX: 710-828-9684 

MASSACHUSETTS 
32 Hartwell Ave. 

Lexington 02173 
Tel: (617) 861-8960 
TWX: 710-326-6904 

MICHIGAN 

21840 West Nine Mile Road 
Soathfield 48075 
Tel: (313) 353-9100 
TWX: 810-224-4882 

MINNESOTA 

2459 University Avenue 
St. Paul 55114 
Tel: (612) 645-9461 
TWX, 910-563-3734 

MISSOURI 
11131 Colorado Ave. 

Kansas City 64137 
Tel: (816) 763-8000 
TWX: 910-771-2087 
148 Weldon Parkway 
Maryland Heights 63043 
Tel: (314) 567-1455 
TWX: 910-764-0830 

NEW JERSEY 
W. 120 Century Road 
Paramut 07652 
Tel: (201) 265-5000 
TWX; 710-990-4951 



1060 N. Kings Highway 
Cherry Hill 08034 
Tel: (609) 667-4000 
TWX: 710-892-4945 

NEW MEXICO 

P.O. Box 8366 
Station C 

6501 Lomas Boulevard N.E. 
Albuquerque 87108 
Tel: (505) 265-3713 
TWX: 910-989-1665 

156 Wyatt Drive 
Las Cruces 88001 
Tel: (505) 526-2485 
TWX: 910-983-0550 

NEW YORK 

6 Automation Lane 
Computer Park 
Albany 12205 
Tel: (518) 458-1550 
TWX: 710 441-8270 

L219 Campvllle Road 
EndTntt 13760 
Tel: (607) 754-0050 
TWX: 510-252-0890 

82 Washington Street 
Poughkeepsie 12601 
Tel: (914) 454-7330 
TWX: 510-248-0012 

39 Saginaw Drive 
Rochester 14623 
Tel: (716) 473-950D 
TWX: 510-253-5981 

5858 East Molloy Road 
Syracuse 13211 
Tel: (315) 454-2486 
TWX; 710-541-0482 
1 Crossways Park West 
Woodbury 11797 
Tel: (516) 921-0300 
TWX: 510-223-0811 

NORTH CAROLINA 

P.O. Box 5188 
1923 North Main Street 
High Point 27262 
Tel: (919) 885-8101 
TWX: 510-926-1516 



OHIO 

25575 Center Ridge Road 
Clovelond 44145 
Tel: (216) 835-0300 
TWX: 810-427-9129 

3460 South Dixie Drive 
Dayton 45439 
Tel: (513) 298-0351 
TWX: 810-459-1925 

1120 Morse Road 
Columbus 43229 
Tel: (614) 846-1300 

OKLAHOMA 

6301 N. Meridian Avenue 
Oklahoma City 73122 
Tel: (405) 721-0200 
TWX: 910-830-6862 

OREGON 

Westhills Mall. Suite 158 
4475 S.W. Scholls Ferry Road 
Portland 97225 
Tel: (503) 292-9171 
TWX; 910-464-6103 

PENNSYLVANIA 

2500 Moss Side Boulevard 
Monroeville 15146 
Tel: (412) 271-0724 
TWX. 710-797-3650 

1021 8th Avenue 

King of Prussia Industrial Park 

King of Prussia 19406 

Tel: (215) 265-7000 

TWX; 510-660-2670 

RHODE ISLAND 
873 Waterman Avo. 

East Providonco 02914 
Tel: (401) 434-5535 
TWX; 710-381-7573 

•TENNESSEE 

Mamphis 

Tel: (901) 274-7472 

TEXAS 
P.O. Box 1270 
201 E. Arapabo Rd. 
Richardson 75080 
Tel: (214) 231-6101 
TWX: 910-867-4723 



CANADA 



ALBERTA 

Hewlett-Packard (Canada) Ltd. 
11748 Kingsway Ave. 
Edmonton 

Tel: (403) 452-3670 
TWX: 610-831-2431 



BRITISH COLUMBIA 
Hewlett-Packard (Canada) Ltd. 
4519 Canada Way 
North Burniby 2 
Tel: (604) 433-8213 
TWX; 610-922-5059 



MANITOBA 

Hewlett-Packard (Canada) Ltd. 
513 Century St. 

Winnipeg 

Tel: (204) 786-7581 
TWX: 610-671-3531 



NOVA SCOTIA 
Hewlett-Packard (Canada) Ltd. 
2745 Dutch Village Rd. 

Suite 206 
KalHax 

Tel: (902) 455-0511 
TWX: 610-271-4482 



ONTARIO 

Hewlett-Packard (Canada) Ltd. 
1785 Woodward Dr. 

Ottawa 3 

Tel: (613) 255-6180, 255-6530 
TWX: 610-562-1952 

Hewlett-Packard (Canada) Ltd. 
50 Galaxy Blvd. 

Reidalo 

Tel: (416) 677-9611 
TWX: 610-492-4246 



SOUTH AMERICA 



CENTRAL AND 

ARGENTINA 

HewtoU-Packard Argentina 
S.A.C.e.l 

Lavalle 1171 -3* 

Buenos Aires 

Tel: 35-0436, 35-0627, 35-0431 
Telex: 012-1009 
Cable; HEWPACK ARG 

BRAZIL 

Hewlett-Packard Do Brasil 
I.e.C Ltda. 

Rua Frel Caneca 1119 
Sao Paulo - 3, SP 
Tel: 288-7111, 287-5858 
Cable; HEWPACK Sao Paulo 

Hewlett-Packard Do Brasil 
Praca Dorn Feliciano 78 
Salas 806/808 
Porto Alegre 

Rio Grando do Sul (RS)-Brasil 
Tel: 25-8470 

Cable; HEWPACK Porto Alegre 

Hewlett-Packard Do Brasil 
I.e.C. Ltda. 

Rua da Matrix 29 

Sotafogo 2C-02 

Rio do laneiro, GB 

Tel: 246-4417, 246-2919 

Cable: HEWPACK Rio de laneiro 



CHILE 

Htetor Calcagnl y Cla, Ltda. 
Casilla 16.475 
Santiago 
Tel: 423 96 

Cable: CALCAGNI Santiago 

COLOMBIA 

Instrumentaclon 

Henrik A. Langebaek & Kier S.A. 
Carrera 7 No. 48-59 
Apartado Aereo 6287 
Bogota, 1 D.E. 

Tel: 45-78-06, 45-55-46 
Cable; AARIS Bogota 
Telex: 44400INSTCD 

COSTA RICA 

Lie. Alfredo Gallegos Gurdiin 

Apartado 10159 

San Josi 

Tel: 21-86-13 

Cable: GALGUR San Jost 



ECUADOR 

Laboratorlos de Radio-Ingenieria 
Calle Guayaquil 1246 
Post Office Box 3199 
Quito 

Tel: 212-496; 219-185 
Cable: HORVATH Quito 

EL SALVADOR 

Electronic Associates 
Apartado Postal 1682 
Centro Comercial Gigante 
San Salvador, El Salvador C.A. 
Paseo Escalon 4649-4* Piso 
Tel: 23-44-60, 23-32-37 
Cable: ELECAS 

GUATEMALA 

IPESA 

5a via 2-01, Zona 4 
Guatemala City 
Tel: 63-6-27 & 64-7-86 
Telex; 4176 Mahohegu 

MEXICO 

Hewlett-Packard Mexicana, S.A. 
de C.V. 

622 Adolfo Prieto 
Col. del Valle 
Mexico 12, O.F. 

Tel: 543-4232: 523-1874 
Telex; 017-74-507 



NICARAGUA 

Roberto TerAn G. 

Apartado Postal 689 

Edificio TerAn 

Managua 

Tel: 3451, 3452 

Cable: ROTERAN Managua 

PANAMA 

Electrdnico Balboa, S.A. 

P.O. Box 4929 

Ave, Manuel Espinosa No. 13-50 
Bldg. Alina 
Panama City 
Tel: 230833 

Telex: 3481003, Curundu, 

Canai Zone 

Cable: ELECTRON Panama City 

PARAGUAY 

Z-T. Melamed S.R.L. 

Division; Aparatos y Equipos 
Medicos 

Salon de Exposicion y Escritorio: 
Chile 482 

Edificio Victoria — Planta Baja 
Asuncion, Paraguay 
Tel: 4-5069, 4-6272 
Cable: RAMEL 



PERU 

Compania Electro Medica S.A. 
Ave, Enrique Canaual 312 
San Isidro 
Casilla 1030 

Lima 

Tel: 22-3900 
Cable: ELMED Lima 

PUERTO RICO 

San Juan Electronics, Inc. 

P.O. Box 5167 

Ponce de Leon 154 

Pda. 3-PTA de Tierra 

San Juan 00906 

Tel: (809) 725-3342, 722-3342 

Cable: SATRONICS San Juan 

Telex: SATRON 3450 332 



P.O. Box 27409 
6300 Westpark Drive 
Suite 100 
Houston 77027 
Tel; (713) 781-6000 
TWX: 910-881-2645 
231 Billy Mitchell Road 
San Antonio 78226 
Tel: (512) 434-4171 
TWX; 910-871-1170 

UTAH 

2890 South Main Street 
Salt Lake City 84ii5 
Tel: (801) 487-0715 
TWX: 910-925-5681 

VERMONT 

P.O. Box 2287 
Kennedy Drive 
South Burlington 05401 
Tel: (802) 658-4455 
TWX; 510-299-0025 

VIRGINIA 

P.O. Box 6514 
2111 Spencer Road 
Richmond 23230 
Tel: (703) 285-3431 
TWX: 710-956-0157 
WASHINGTON 
433-lOBth N.E. 

Bellevue 98004 
Tel; (206) 454-3971 
TWX: 910-443-2303 
•WEST VIRGINIA 
Charlestan 
Tel; (304) 768-1232 



FOR U.S. AREAS NOT 
LISTED: 

Contact the regional office near- 
est you: Atlanta, Georgia . . . 
North Hollywood, California . . . 
Paramus, New Jersey . . . Skokie, 
Illinois. Their complete ad- 
dresses are listed above. 
•Service Only 



QUEBEC 

Hewlett-Packard (Canada) Ltd. 

275 Hymus Boulevard 

Pointe Claire 

Tel: (514) 697-4232 

TWX; 610-422-3022 

Telex; 01-20607 

FOR CANADIAN AREAS NOT 
LISTED: 

Contact Hewlett-Packard (Can- 
ada) Ltd. in Pointe Claire, at 
the complete address listed 
above. 



URUGUAY 
Pablo Ferrando S.A. 

Comercial e Industrial 
Avenida Italia 2877 
Casilla de Correo 370 
Montevideo 
Tel: 40-3102 

Cable: RADIUM Montevideo 

VENEZUELA 

Hewlett-Packard De Venezuela 

C.A. 

Apartado 50933 
Caracas 

Tel: 71.88.05, 71.88.69, 71.99.30 
Cable; HEWPACK Caracas 
Telex: 21146 HEWPACK 

FOR AREAS NOT LISTED, 

CONTACT: 

Hewlett-Packard 
INTERCONTINENTAL 
3200 Hillview Ave. 

Palo Alto, California 94304 
Tel: (415) 493-1501 
TWX: 910-373-1267 
Cable: HEWPACK Palo Alto 
Telex: 034-8300, 034-8493 



E 8-72 




EUROPE 



AUSTRIA 

Hcwlett-Pickard Ces.m.b.H 

Hindcltfci 52/3 

P.O. Boi 7 

A- 1205 VlMHi 

Tel: (0222) 33 66 06 to 09 

Cable: HEWPAK Vienna 

Telei: 75923 bewpik a 

BELGIUM 

Hewlett-Packard Benelux 

S.A./N.V. 

Avenue du Col-Vert, 1 
B-1170 Initteli 
Tel: (02) 72 22 40 
Cable: PAL08EN Brusiels 
Tflex: 23 494 

DENMARK 

Hewlett-Packard A/S 
Daljvej 38 
DK-3460 BIrkered 
Tel: (01) SI 66 40 
Cable: HEWPACK AS 
Telct: 16640 hp as 

Hewlett-Packard A/S 
Torvet 9 

DK-8600 SlIkebbTi 
Tel: (06)-82-71-66 
Telex: 16640 hp as 
Cable: HEWPACKAS 

FINLAND 
Hewlett-PKkard Oy 
BulevardI 26 
P.O. Box 12 185 
SF 00120 Helsinki 12 
Tel: (90) 13730 
Cable: HEWPACKOY-HeliInki 
Telex: 17-1563 hel 



Hewlett-Packard France 
Quartler de CourtaboeuI 
Bolte Postale No. 6 
F91401 Ortay 
Tel: (1) 907 78 25 
Cable: HEWPACK Orsay 
Telex: 60048 



Hewlett-Packard France 
4 Qua! des Etroits 
F-69321 Lyon Ctdai i 
Tel: (78) 42 63 45 
Cable: HEWPACK Lyon 
Telex: 31617 

Hewlett-PKkard France 
29 rue de la Care 
F- 3 1700 Blainac 
Tel: (61) 85 82 29 
Telex: 51957 

GERMAN FEDERAL 
REPUBLIC 

Hewlett-Packard Vertrlebs-CmbK 

Berliner Strasse 117 

Postlach 560 140 

D-6 Njeder-Eschbach/Ffm 56 

Tel: (0611) 50-04-1 

Cable: HEWPACKSA Franklurt 

Telex: 41 32 49 FRA 

Hewlett-Packard Vertriebs GmbH 

Herrenberierstrasse 110 

0 7030 Bdblinien. Wiirttemberg 

Tel: (07031) 66 72 87 

Cable. HEPAK Bbblincen 

Telex: 72 65 739 bbn 

Hewlett-Packard Vertriebs-GmbH 

Vocelsanger Wej 38 

D-4 Ousseldorf 

Tel: (0211) 63 80 31/35 

Telex: 85/86 533 hpdd d 

Hewlett-Packard Vertrlebs-GmbH 

Wendenstr. 23 

D-2 Hamburi i 

Tel: (0411) 24 05 51/52 

Cable: HEWPACKSA Hamburi 

Telex: 21 53 032 hphh d 

Hewlett-Packard Vertriebs-GmbH 

Unterhachinger Strasse 28 

ISAR Center 

0 8012 Ottobrunn 

Tel: (0811) 601 30 61/7 

Telex: 52 49 85 

Cable: HEWPACKSA Muchen 



(West Berlin) 

Hewlett-PKkard Vertriebs-GmbH 
Wilmersdorler Strasse 113/114 

0- 1000 Berlin W. 12 
Tel: (0311) 3137046 
Telex: 18 34 05 hpbln d 

GREECE 
Kostis Karayannis 
18, Crmou Street 
Athens 126 
Tel: 3230-303 
Cable: RAKAR Athens 
Telex: 21 59 62 rkar gr 

IRELAND 

Hewlett-Packard Lid. 

224 Bath Road 
Slaufh, SLl 4 OS, Bucks 
Tel: Slough (0753) 33341 
Cable: HEWPIE Slough 
Telex: 84413 
Hewlett-Packard Ltd. 

The Graftons 
Stamford New Road 
Aiuincham, Cheshire, England 
Tel: (061) 928-8626 
Telex: 668068 

ITALY 

Hewlelt-Packard llallana S.p.A. 
Via Amerigo Vespucci 2 

1- 20124 Milan 

Tel: (2) 6251 (10 lines) 

Cable: HEWPACKIT Milan 
Telex: 32046 

Hewlett-Packard llaliana S.p.A. 
Piarra Marconi 
1-00144 Remc ■ Eur 
Tel: (6) 5912544/5. 5915947 
Cable: HEWPACKIT Rome 
Telex: 61514 

Hewlett-Packard Italiana S.p.A. 
Vicolo Pastorl, 3 
I 35100 Padova 
Tel: (49) 66 40 62 
Telex: 32046 via Milan 



Hewlett-Packard Italiana S.p.A. 

Via Colli, 24 

1-10129 Tnrin 

Tel: (11) 53 82 64 

Telex: 32046 via Milan 

LUXEMBURG 
Hewlett-PKkard Benelux 

S.A./N.V. 

Avenue du Col-Verl, 1 
B-1170 Brussels 
Tel: (03/02) 72 22 40 
Cable: PALOBEN Brussels 
Telex: 23 494 

NETHERLANDS 
Hewlett-Packard Benelux, N.V. 
Weerdestein 117 
P.O. Box 7825 
Ams terilain, Z 1 1 
Tel: 020-42 77 77 
Cable: PALOBEN Amsterdam 
Telex: 13 216 hepa nl 

NORWAY 

Hewlett-Packard Norge A/S 
Box 149 
Nesveien 13 
N-1344 Haslum 
Tel: (02) 53 83 60 
Telex: 16621 hpnas n 

PORTUGAL 

Telectra-Empresa Tecnica de 
Equipamentos 
Electricos S.a.r.l. 

Rua Rodrigo da Fonseca 103 

P.O. Box 2531 

P Lisbon 1 

Tel: (19) 68 60 72 

Cable: TELECTRA Lisbon 

Telex; 1598 

SPAIN 

Hewlett-Packard Espanola, S.A. 

Jerez No 8 

Madrid 16 

Tel: 458 26 00 

Telex: 23515 hpe 



■lewlett Pickard EspaAola, S.A 
Milanesado 21-23 
E-Barcalnna 17 
Tel: (3) 203 62 00 
Telex: 52603 hpbe e 

SWEDEN 

Hewlett-PKkard Sverige AB 

Enlghetsvigen 1-3 

FKk 

S-iei 20 Bromma 20 
Tel- (08) 98 12 SO 
Cable: MEASUREMENTS 
Stockholm 
Telex; 10721 

Hewlett-Pxkard Sverige AB 
Hagakersgaian 9C 
S-431 41 Mblndal 
Tel: (031) 27 68 00./01 
Telex: 21 312 hpmindl s 

SWITZERLAND 

Hewlett Packard (Schweiz) AC 
Zurchersirasse 20 
P.O. Box 64 

CK-8952 Scblleren Zurich 
Tel: (01) 98 18 21/24 
Cable: HPAG CK 
Telex; 53933 hpag ch 
Hewlett-Packard (Schweiz) AC 
Rue du Bois-du-Lan 7 
P.O. Box 85 
1217 Meyrin 2 Geneva 
Tel: (022) 41 54 00 
Cable: HEWPACKSA Geneva 
Telex: 27333 hpsa ch 

TURKEY 

Telekom Engineering Bureau 

Saglik Sok No. 15/1 

Ayjspasa-Beyoglu 

P.O. Box 437 Beyoglu 

Istanbal 

tel; 49 40 40 

Cable: TELEMATION Istanbul 



AFRICA, ASIA, 

ANGOLA 

Telecira Empresa T4cnia 
de Equipamentos ElEctrlcos 

SAR 

Rua de Barbosa Rodrigues 
42-1" 

Box 6487 
Luanda 

Cable: TELECTRA Luanda 

AUSTRALIA 

Hewlett-Packard Australia 
Pty. Ltd. 

22-26 Weir Street 
Glen Iris, 3146 
Victoria 

Tel: 20-1371 (6 lines) 

Cable: HEWPARD Melbourne 
Telex: 31 024 

Hewlett-Packard Australia 
Pty. Ltd. 

Corner Bridge & West Streets 
Pymble, New South Wales, 2073 
Tel: 449 6566 
Cable: HEWPARD Sydney 
Telex-. 21561 

Hewlett-Packard Australia 
Pty. Lid. 

97 Churchill Road 
Prospect 5082 
South Australia 
Tel: 65-2366 

Cable. HEWPARD Adelaide 

Hewlett Packard Australia 
Ply Ltd 

2nd Floor, Suite 13 
Casablanca Buildings 
196 Adelaide Terrace 
Perth, W A. 6000 
Tel: 25 6800 
Cable: HEWPARD Perth 

Hewlett Packard Australia 
Ply. Ltd. 

to Woolley Street 
P.O. Box 191 
Olcksen A.C.T. 2602 
Tel: 49-8194 

Cable: HEWPARD Canberra ACT 
Hewlett-Packard Australia 
Pty. Ltd. 

6 Harvard Street 
P.O. Box 135 

Kenmore 4069 Queensland 
Tel: 70-4050 

CEYLON 

United Electricals Ltd. 

P.O. Box esi 
Yahala Building 
Staples Street 
Colombo 2 
Tel: 26696 

Cable: HOTPOINT Colombo 



AUSTRALIA 

CYPRUS 

Kypronics 

19 Gregorios & kenopoulos Road 

P.O. Box 1152 

Nicosia 

Tel: 45628/29 

Cable: Kypranks Pandehis 

ETHIOPIA 

African Salespower & Agency 
Private Ltd., Co. 

P.O. Box 718 
58/59 Cunningham St. 

Addis Ababa 
Tel: 12285 

Cable: ASACO Addisababa 
HONG KONG 

Schmidt & Co. (Hong Kong) Ltd. 
P.O. Box 297 

1511, Prince's Building 15lh Floe 

10, Chater Road 

Kong Kong 

Tel: 240168, 232735 

Cable: SCHMIDTCO Hong Kong 

INDIA 

Blue Star Ltd. 

Kaslurj Buildings 
Jamshedji Tata Rd. 

Bombay 20BR, India 
Tel: 29 50 21 
Telex: 3751 
Cable: BLUEFROST 

Blue Star Ltd. 

Band Box House 
Prabhadevi 
Bombay 2S0D, India 
Tel: 45 73 01 
Telex: 3751 
Cable: BLUESTAR 

Blue Star Ltd. 

14/40 Civil Lines 
Kanpur, India 
Tel: 6 88 82 
Cable: BLUESTAR 

Blue Star, Ltd. 

7 Hare Street 
P.O. Box 506 
Calcutta 1, India 
Tel: 23-0131 
Telex: 655 
Cable: BLUESTAR 

Blue Star Ltd. 

Blue Star House, 

34 Ring Road 
Lajpat Nagar 
New Delhi 24, India 
Tel: 62 32 76 
Telex: 463 
Cable: BLUESTAR 

Blue Star, Ltd. 

Blue Star House 
11/llA Magarath Road 
Bangalore, 25 
Tel: 51473 
Telex: 430 
Cable: BLUESTAR 



Blue Star, Ltd. 

1-1-117/1 
Sarojini Devi Road 
Secunderabad 3 
Tel: 7 63 91, 7 73 93 
Cable: BLUEFROST 
Blue Star, Ltd. 

23/24 Second Line Beach 
Madras 1, India 
Tel: 2 39 55 
Telex: 379 
Cable: BLUESTAR 
Blue Star, Ltd. 

IB Kaiser Bungalow 
Dindli Road 
Jamshedpur, India 
Tel: 38 04 
Cable: BLUESTAR 

INDONESIA 

Bah Bolon Trading Coy. N.V. 
Dialah Merdeka 29 
Bandung 

Tel: 4915; 515GO 
Cable; ILMU 
Telex: 08-809 

IRAN 

Mullicorp International Ltd. 
Avenue Soraya 130 
P.O. Box 1212 

Teheran 

Tel: 83 10 35-39 
Cable: MULTICORP Tehran 
Telex: 2893 mci In 

ISRAEL 

Electronics A Engineering 
Olv. of Motorola Israel Ltd. 
17 Amlnadav Street 
Til-Aviv 

Tel: 36941 (3 lines) 

Cable: BASTEL Tel-Aviv 
Telex: MOTIL IL 

JAPAN 

Yokogawa-Hewlelt-Packard Ltd. 
Ohashi Building 

1- 59-1 YoyogI 
Shibuya-ku, Tokyo 
Tel: 03-370-2281/92 
Telex: 232-2024YHP 

Cable: YHPMARKET TOK 23-724 

Yokogawa-Hewlett-Packard Ltd. 
Nisei Ibaragi Bldg. 

2- 2 8 Kasuga 
lharagiShi 

Osaka 

Tel: (0726) 23-1641 
Telex: 5332-385 YHP OSAKA 

Yokogawa-Hewlett Packard Ltd, 
Ito Building 
No. 59, Kotori-cho 
Nakamura-ku. Nagoya City 
Tel: (052) 551-0215 



Yokogawa-Hewlett-Packard Ltd. 
NItIo Bldg. 

2 4-2 Shinohara Kita 
Kohoku-ku 
Yokohama 222 
Tel: 045-432-1504 
Telex: 382-3204 YHP YOK 

Yokogawa-Hewlett-Packard Ltd. 
Chuo Bldg. 

Rm. 603 3, 

2-Chome 

IZUMI-CHO, 

Mito. 310 

Tel: 0292-25-7470 

KENYA 

Kenya Kinetics 
P.O. Box 18311 
Nairobi, Kenya 
Tel: 57726 
Cable: PROTON 
KOREA 

Amtraco Corporation 
Industrial Products Div. 

Seoul P.O. Box 1 103 
8th floor, DaeKyung Bldg. 

107 Sejong Ro 
Chongro-Ku, Seoul 
Tel: 73 8924-7 
Cable: AMTRACO Seoul 

LEBANON 

Constantin E. Macridls 
P.O. Box 7213 
Rf-Boirut 
Tel; 220846 

Cable: ELECTRONUCLEAR Beirut 

MALAYSIA 

MECOMB Malaysia Ltd. 

2 Lorong 13/6A 
Section 13 

Petaling Jaya, Selangor 
Cable-. MECOMB Kuala Lumpur 
MOZAMBIQUE 
A. N. Goncalves, LOA. 

4.1 Apt. 14 Av. 0. Luis 
P.O. Box 107 
Lourenco Marques 
Cable; NEGON 
NEW ZEALAND 
Hewlett-Packard (N.Z.) Ltd. 
94-96 Dixson St. 

P.O, Box 9443 
Courtenay Pface 
Wellington, N.Z. 

Tel: 56-559 

Cable: HEWPACK Wellinglon 
Hewlett Packard (N.Z.) Ltd. 

Box 51092 
Pukuranga 
Tel: 56-9837 

Cable; HEWPACK, Auckland 



PAKISTAN 

Mushko & (Company, Ltd. 
Oosmin Chambers 
Abdullah Haroon Road 
KarKhl 3 

Tel: 511027. 512927 
Cable: COOPERATOR Karachi 

Mushko & Company, Ltd 
38B, Satellite Town 

Rawalpindi 

Tel: 41924 

Cable: FEMUS Rawalpindi 

PHILIPPINES 

Electromex Inc. 

5lh Floor, Architects 
Center Bldg. 

Ayala Ave., Makati, Rizal 
C.C.P.O. Box 1028 
Makati, Rizal 
Tel: 86-18-87, 87-76-77 
Cable: ELEMEX Manila 

SINGAPORE 

Mechanical and Combustion 
Engineering Company Ltd. 

9, Jalan Kilang 

Red Hill Industrial Estate 

Singapore, 3 

Tel: 642361-3; 632611 

Cable: MECOMB Singapore 

Hewlett-Packard Far East 
Area Office 
P.O. Box 87 
Alexandra Post Office 
Singapore 3 
Tel: 633022 

Cable: HEWPACK SINGAPORE 

SOUTH AFRICA 
Hewlett Packard South Africa 
(Pty.), Ltd. 

P.O. Box 31716 

Braamfontein Transvaal 

Milnerlon 

30 De Beer Street 

Johannesburg 

Tel: 725-2080, 725-2030 

Telex: 0226 JH 

Cable; HEWPACK Johannesburg 

Hewlett Packard South Africa 
(Pty.), Ltd. 

Breecastle House 

Bree Street 

Cape Town 

Tel: 3-6019, 3-6545 

Cable: HEWPACK Cape Town 

Telex; 5-0006 

Hewlett Packard South Africa 
(Pty.). Ltd, 

641 Ridge Road, Durban 
P.O. Box 99 
Overport, Natal 
Tel: 83-6102 
Telex: 567954 
Cable: HEWPACK 



UNITED KINGDOM 
Hewlett Packard Ltd. 

224 Bath Road 
Slough, SLl 4 DS, Bucks 
Tel: Slough (0753) 33341 
Cable: HEWPIE Slough 
Telex; 84413 
Hewlett-Packard Ltd. 

"The Graftons" 

Stamford New Road 
Altrincham, Cheshire 
Tel: (061) 928.8626 
Telex: 668068 

SOCIALIST COUNTRIES 
PLEASE CONTACT: 

Hewlett-Packard (ies.m.b.H. 

Handelskai 52/3 

P.O Box 7 

A- 1205 Vienna 

Ph: (0222) 33 66 06 to 09 

Cable; HEWPACK Vienna 

Telex; 75923 hewpak a 

ALL OTHER EUROPEAN 
COUNTRIES CONTACT: 
Hewlett-Packard S,A. 

Rue ou Bois-du Lan 7 
P.O. Box 85 

CH-1217 Meyrin 2 Geneva 
Switzerland 
Tel: (022) 41 54 00 
Cable: HEWPACKSA Getrtvj 
Telex: 2.24.86 



TAIWAN 

Hewlett Packard Taiwan 
39 Chung Shiao West Road 
Sec. 1 

Overseas Insurance 
Corp. Bldg. 7th Floor 
Taipei 

Tel: 389160,1,2, 375121, 

Ext. 240-249 

Telex; TP824 HEWPACK 

Cable: HEWPACK Taipei 

THAILAND 

UNIMESA Co., Ltd. 

Chongkoinee Building 
56 Suriwongse Road 

Bangkok 

Tel: 37956, 31300, 31307, 
37540 

Cable: UNIMESA Bangkok 

UGANDA 

Uganda Tele-Electric Co.. Ltd. 
P.O. Box 4449 
Kampala 
Tel: 57279 

Cable: COMCO Kampala 

VIETNAM 

Peninsular Trading Inc. 

P.O, Box H-3 
216 Hten-Vuong 

Saigon 

Tel: 20-805, 93398 
Cable: PENTRA, SAIGON 242 

ZAMBIA 

R. J. Tilbury (Zambia) Ltd. 

P.O. Box 2792 

Lusaka 

Zambia. Central Africa 
Tel: 73793 

Cable: ARJAYTEE, Lusaka 

MEDITERRANEAN AND 
MIDDLE EAST COUNTRIES 
NOT SHOWN PLEASE 
CONTACT: 

Hewlett-Packard 
Co-ordination Office for 
Mediterranean and Middle 
East Operations 
Via Marocco, 7 
100144 Rome-Eur, Italy 
Tel: (6) 59 40 29 
Cable: HEWPACKIT Rome 
Telex; 61514 

OTHER AREAS NOT 
LISTED, CONTACT: 
Hewlett-Packard 
INTERCONTINENTAL 
3200 HIMview Ave. 

Palo Alto. Calilornia 94304 
Tel: (415) 326-7000 
(Feb. 71 493-1501) 

TWX: 910-373-1267 
Cable: HEWPACK Palo Alto 
Telex: 034-8300, 034-8493 
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CERTIFICATION 

Helwett-Packard Company certifies that this instrument met its published 
specifications at the time of shipment from the factory, Hewlett-Packard 
Company further certifies that its calibration measurements are traceable to the 
United States National Bureau of Standards, to the extent allowed by the 
Bureau^s calibration facility, and to the calibration facilities of other 
International Standards Organization members. 

WARRANTY AND ASSISTANCE 

This Hewlett-Packard product is warranted against defects in materials and 
workmanship for a period of one year from the date of shipment, except that 
in the case of certain components, if any, listed in Section I of this operating 
manual, the warranty shall be for the specified period. Hewlett-Packard will, at 
its option, repair or replace products which prove to be defective during the 
warranty period provided they are returned to Hewlett-Packard, and provided 
the proper preventive maintenance procedures as listed in this manual are 
followed. Repairs necessitated by misuse of the product are not covered by this 
warranty. NO OTHER WARRANTIES ARE EXPRESSED OR IMPLIED, 
INCLUDING BUT NOT LIMITED TO THE IMPLIED WARRANTIES OF 
MERCHANTABILITY AND FITNESS FOR A PARTICULAR PURPOSE. 
HEWLETT-PACKARD IS NOT LIABLE FOR CONSEQUENTIAL DAMAGES. 

If this product is sold as part of a Hewlett-Packard integrated instrument 
system, the above warranty shall not be applicable, and this product shall be 
covered only by the system warranty. 

Service contracts or customer assistance agreements are available for 
Hewlett-Packard products. 

For any assistance, contact your nearest Hewlett-Packard Sales and Service 
Office. Addresses are provided at the back of this manual. 
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Section I 



SECTION I 

GENERAL INFORMATION 

1-1. DESCRIPTION. resistance. It can be combined with the Model 34701 A, 

Model 34702A or Model 34703 A Plug-On Module, 
shown in Figure 1-1, to make these measurements. Table 
1-2. The Hewlett-Packard Model 34750A Display Mod- 1- 1 lists the various plug-on modules which condition 

ule is part of the low cost 3470 Measurement System the input to the Model 34750A, and indicates the 

designed to measure AC volts, DC volts, current and functions of each. 
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Table 1-1. 3470A Series Signal Conditioning Modules. 



Plug-On 

(Signal Conditioning) 
Module 


Fun 


ction 


DCV 




ACV 


DCA 


Auto- 

Ranging 


34701 A 












DC Voltmeter 


x 










34702A 












Multimeter 


x 


X 


x 






34703A 












DCV/DCA/f2 Meter 


x 


X 




X 


x 



1-3. Two center (sandwich) modules are also available 
for use with the Model 3 47 50 A and a signal conditioning 
module. These modules (Model 3 47 20 A and Model 
34721 A) add the capabilities of battery operation and 
BCD output to the 3470A measurement system. ^Fhese 
modules are also shown in Figure 1-1 . 

1-4., The digital readout of the 34750A consists of five 
full digits plus an overrange 'T’. Tlie LED (Liglit 
Emitting Diode) display provides a bright clear readout 
with a maximum display of 199999. 

1-5. The Model 34750A has an internal jumper wire 
which may be positioned to test the logic and display 
circuits. 

1-6. SPECIFICATIONS. 

1-7. Specifications for the 34750A are included in 
Jsection I of the Operating and Service manuals for the 
“plug-on” modules. 

1-8. OPTIONS. 

1-9. Options available for the 34750 A are listed in Table 
1 - 2 . 
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Table 1-2. Available Options. 



Option 


Purpose 


Measurement 

Rate 


060 

050 


Operation with 60 Hz line. 
Operation with 50 Hz line. 


5/sec 

8/sec 



1-10. ACCESSORIES AVAILABLE (See Figure 1-2). 

a. 1 1456A- Read Out Test Card - Facilitates testing 
and troubleshooting the Model 34750A Display Module. 

b. 1 80 1 9 A - Carrying Case - Accomodates the 
34750A Display Module, a center module, and a 
“plug-on” module plus the power cord and input cables. 

c. 1 1 457 A - Rack Mount Kit - Permits rack 
mounting of a 34750A Display Module, a 34721 B 
Center Module, and a “plug-on” module. 

d. 10576A- Rack Mount Kit- Permits rack 
mounting of a 34750 A Display Module and a “plug-on” 

module. 

e. 562A-16C - Printer Cable - Connects the output of 
the Model 34721 B BCD Module to a Model 5055 A 
Digital Recorder. 

1-11. INSTRUMENT AND MANUAL IDENTIFI- 
CATION. 

1-12. A ithree-section serial number is used to identify 
your Model 34750A. Figure 1-3 illustrates the meaning 
of the three parts of the number. 

1-13. This manual is kept up-to-date with revised pages. 
If the serial number on your instrument is lower than 
the one on the title page of this manual refer to the 
backdating information in Section VIII which adapts 
tills manual to your instrument. All correspondence with 
Hewlett-Packard Company should include the complete 
serial number. 



xxxx 



xxxxx 



o 



Four digit prefix Letter identifies the Five digit suffix 

identifies a series country where the identifies a par- 

of instruments. instrument was man- ticular instru- 

ufactured. ment in a series, 

(A America, U - United Kingdom, 

J - Japan, G - Germany) 



Figure 1-3. Instrument Serial Number (on rear panel). 
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SECTION II 
INSTALLATION 

2-1. INTRODUCTION. 2-5. POWER REQUIREMENTS. 



2-2. This section contains information and instructions 
for the installation and shipping of the 34750A. In- 
cluded are initial inspection procedures, power and 
grounding requirements, environmental information and 
repackaging for shipment. 

2-3. INITIAL INSPECTION. 

2A. This instrument was carefully inspected both me- 
chanically and electrically before shipment. It should be 
physically free of mars or scratches and in perfect 
electrical order upon receipt. To confirm this, the 
instrument should be inspected for physical damage 
incurred in transit. If the instrument was damaged in 
transit, file a claim with the carrier. Check to ensure you 
have received a power cord with the instrument. Using 
the performance test procedures referred to in Section 
V, test the electrical performance of the instrument. If 
there is damage or deficiency see the warranty on the 
reverse side of the title page of this manual. 



2-6. The 34750A can be operated from the following 
nominal prLmary power sources; 



Line Voltage 


Tolerances 


Frequency Range 


100 V 


+ 5%to- 10% 


48 to 440 Hz 


120 V 


-H5%to-10% 


48 to 440 Hz 


220 V 


-H 5% to -10% 


48 to 440 Hz 


240 V 


+ 5%to - 10% 


1 48 to 440 Hz 



The 34750 A is set for 120 volt operation at the factory. 
Refer to Figure 2-1 for the procedure to change your 
unit for operation on a different voltage. 



KAUTION3 

Ouuuuuuuuuuo 

IF THE INSTRUMENT IS NOT SET FOR THE COR- 
RECT PRIMARY POWER VOLTAGE IT MAY BE 
SERIOUSL Y DAMAGED. 



Receptacle for Primary Power Cord 




Shown for 100 VAC power line 



SELECTION OF OPERATING VOLTAGE 
1. Open cover door and rotate fuse-pull to left. 



Operating voltage is shown in module window. 




2. Select operating voltage by orienting PC 
board to position desired voltage on top-left 
side. Push board firmly into module slot. 

3. Rotate fuse-pull back into normal position. 

4. Check to ensure you are using the proper 
size fuse. A 0.5 amp fuse is required for 
100/1 20 VAC line operation, a 0.25 amp 
fuse should be used for 220/240 VAC oper- 
ation. 

5. Re-insert the fuse in the fuseholder. 



Figure 2-1. Voltage Selection. 
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The primary power voltage that is currently selected to 
operate your 34750 A can be observed in the power 
module window. (See Figure 2-1). 

2-7. GROUNDING REQUIREMENTS. 

2-8. To protect operating personnel, the National Elec- 
trical Manufacturers’ Association (NEMA) recommends 
that the instrument panel and cabinet be grounded. The 
Model 34750A is equipped with a three-conductor 
power cable that grounds the instrument when it is 
plugged into the appropriate receptacle. The offset pin 
on the power cable is the ground wire. 

2-9. To preserve this protection feature when operating 
from a two-contact outlet, use a three-prong to two- 
prong adapter and connect the pigtail on the adapter to 
power line ground. 

2-10. ENVIRONMENTAL REQUIREMENTS. 

2-11. The 34750 A should not be operated where the 
ambient temperature exceeds 0^ C to 50^ C (32^ F to 
122^ F) or stored where the ambient temperature 
exceeds - 40^ C to 75*^ C (- 40° F to 167° F). 

2-12. INSTRUMENT MOUNTING. 

2-13. Bench Use. 

2-14. The front of the 34750A may be elevated for 
operating convenience by lowering the tilt stand on the 
bottom module. 

2-15. Rack Use. 

2-16. Figure 2-2 shows the available kits for rack 
mounting the various module combinations of the 3470 
series of instruments. 

2-17. REPACKAGING FOR SHIPMENT. 

2-18. The following paragraphs contain a general guide 
for repackaging the instrument for shipment. Refer to 
Paragraph 2-19 if the original container is to be used; 
2-20 if it is not. If you have any questions, contact your 
nearest -hp- Sales and Service Office (See Appendix B 
for office locations). 



NOTE 

If the instrument is to be shipped to Hewlett-Packard for 
service or repair, attach a tag to the instrument 
identifying the owner and indicating the service or repair 
to be accomplished. Include the module number and full 
serial number of the instrument. In any correspondence, 
identify the instrument by model number and full serial 
number. 




2-20. If the original container is not to be used, proceed 
as follows: 

a. Wrap the instrument in heavy paper or plastic 
before placing in an inner container. 



2-19. Place the instrument in the original container with 
appropriate packing material and seal well with strong 
tape or metal bands. 



b. Race the packing material around all sides of the 
instrument and protect the panel face with cardboard 
strips. 
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c. Place instrument and inner container in a heavy 
carton or wooden box and seal with strong tape or metal 
bands. 

2-21. POWER CORDS AND RECEPTACLES. 

2-22. Figure 2-3 illustrates power receptacle (wall out- 
let) configurations that are used throughout the United 
States and in other countries. The -hp- part number 
shown directly below each receptacle drawing is the part 
number for a 34750A power cord equipped with the 
appropriate mating plug for that receptacle. If the 
appropriate power cord is not included with the instru- 
ment, notify the nearest -hp- Sales and Service Office 



and a replacement cord will be provided. The 34750A 
power cord, power input receptacle and mating connec- 
tors meet the safety standards set forth by the Inter- 
national Electrotechnical Commission (lEC). 
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SECTION III 

OPERATING INSTRUCTIONS 

3-5. WARM-UP. 



3-1. INTRODUCTION. 

3-2. This section contains instructions and information 
which will assist you in proper operation of your Model 
34750A Display Module. A signal conditioning module 
(Model 34701 A, 34702A or 34703 A) is required for 
proper operation of the display module. 

3-3. REAR PAMEL FEATURES. 

3-4. The rear panel of the Model 34750A is shown in 
Figure 3-1 . 



CAUTION 



DO NOT PLUG IN THE POWER CORD WITHOUT 
FIRST SELECTING THE PROPER LINE VOLTAGE. 



3-6. A warm-up period of 1 hour is normally required 
for the instrument to achieve specified accuracy. The 
instrument should be calibrated with the bottom and 
center modules to be used with the instrument. 

NOTE 

Due to temperature change inside the instrument be- 
tween line and battery operation, the + and - references 
must be readjusted when changing modes to achieve 
specified accuracy. The nominal temperature change 
between line and battery operation is - 15^ C. 

3-7. OPERATION WITH PLUG-ON MODULES. 

3-8. Information regarding operation of the instrument 
with a plug-on module can be found in the Operating 
and Service Manual for the plug-on. 



Sliding plastic cover. Prevents 

Apply power here after selecting access to fuse (FI) and voltage Instrument Serial Number Plate. 




Figure 3-1. 34750A Rear Panel. 



^CAUTION- 

ULAJUUUUL 



INSTALLATION OR REMOVAL OF PLUG-ON MOD- 
ULES IS TO BE MADE B Y QUALIFIED PERSONNEL 
ONLY. 
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Figure 4-1. Basic Block Diagram of 34750A. 
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1. This measurement example is for a dc voltage of + 1.2 volts measured on the 1 volt range of an -hp- Model 34701 A. For this 

measurement the voltage at A and B is + 1 .2 volts for the entire measurement sequence. 

2. Prior to Iq (during ^Tq of the previous measurement) was connected to ground and Sg was closed. The Auto-Zero circuit 

was enabled and a voltage applied to the + input of the Integrator Amplifier (point F) that causes the voltage at E to be 0 
volts. This voltage will stay at F until the Auto-Zero circuit is again enabled after the value of the input voltage has been 
determined. 

3. At tQ, is switched to the output of the signal conditioning unit and the Input Amplifier is given time to respond to its new 

value during qT^ . Sg is open during this time interval so the output of the Integrator remains at 0 volts. 

4. Sg is closed at t.j and the Integrator output ramps to a level proportional to the input voltage during 1^2. 

5. The output level of the Integrator remains constant during 2*^3 because Sg opens at t 2 > is switched to one of the reference 
voltage positions (- Ref. for a + voltage at B) and the Input Amplifier is given time to achieve its new output level. 

6. During ^T^ and 4 Tg, Sg is closed and the Integrator output ramps toward 0 volts. When zero detect occurs S^ is switched to 
ground and the Auto-Zero circuits are enabled. During the time interval from tg until zero detect occurs the output of a fixed 
frequency oscillator is counted. The counts accumulated during this time interval are transferred to storage buffers and 
displayed as measured result on the front panel. 

7. The auto-zero cycle begins at zero detect. Zero detect can occur as late as tg. The time interval ^Tq provides adequate time 
for the Auto-Zero circuits to complete the auto-zero cycle. 
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SECTION IV 

THEORY OF OPERATION 



4-1. INTRODUCTION. 

4-2. The 34750 A Display is a five-digit analog-to-digital 
converter that utilizes the dual slope integrating tech- 
nique and a LED (light-emitting diode) display. The 
34750 A is designed to operate with a signal-conditioning 
“Hug-On Module”. The signal-conditioning unit converts 
the input signal to a dc voltage between ± 2 volts (± 1 
volt full scale + 100 % overrange) which is measured and 
displayed by the 347 50 A. A Basic Block Diagram of the 
34750A (Figure 4-1) will be discussed in this section 
followed by a more detailed description of these blocks 
and the circuits involved. 

4-3. Basic Measurement Sequence. 

4-4. The dual dope integrating measurement technique 
employed by the 34750 A is described with waveforms 
and a timing sequence in Figure 4-1. Each measurement 



sequence is divided into she time intervals of equal 
length. Figure 4-1 shows the designations that will be 
used to identify the beginning of each time interval, the 
time intervals and a description of the measurement 
cycle. 

4-5. ANALOG CIRCUITS. 

4-6. Input Amplifier. 

4-7, A stable gain of +3.5 is provided by the Input 
Amplifier (see Figure 4-2). Only one of the FET 
switches Q1 through Q4 is conducting at a time to 
provide an input to the amplifier. Bias current is 
minimized by the FET input stage of the amplifier. 
Adjustment R8 sets the output at TPl to 0 V with point 
1 grounded. The FET Bias Network is discussed in Note 
1 of Figure 4-2. 



NOTE 1 




Switches Q1 through Q4 are 
FETs. The gate voltage for Q1 
through Q3 in the on (con- 
ducting) state is supplied by 
the FET BIAS NETWORK. 
When the control voltage goes 
to + 5 V CRA is reverse biased 
allowing the gate voltage to be 
supplied by the FET BIAS 
NETWORK. 




FfT BIAS 

f»£Tw0«« CRA 



- ♦ — 



VW-TAGE 



CCNfRO,. 

voltage 



*5V 

(conduCiirig ) 



Figure 4-2. Simplified Diagram of the Input Amplifier. 
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4-8. Integrator. 

4-9. The Integrator utilizes a high gain amplifier and a 
FET input stage to minimize the input current required 
by the amplifier. A simplified diagram of the Integrator 
is shown in Figure 4-3. Switch Q6 enables the Integrator 
during a measurement cycle. FET switch Q13 conducts 
during the auto-zero cycle to speed up the circuit 
response during auto-zero. This rapid response is re- 
quired to quickly recover from overload conditions. The 
Auto-Zero feedback voltage for the Integrator and the 
Slope Amplifiers is stored on the Auto-Zero Capacitor. 
This voltage is applied to the gate of Q7B during the 
measurement cycle. The auto-zero cycle is discussed in 
more detail in Paragraph 4-12. 




Figure 4-3. Simplified Diagram of the Integrator Circuit. 



4-10. Zero Detect Circuits. 

4-11. The Zero Detect circuits consist of two amplifiers, 
each with a gain of 10, and a high gain comparator 



shown in Figure 4-4. The second amplifier has diode 
clamps between its output and the inverting input to 
prevent amplifier saturation. Depending on the polarity 
of the input at point 1 with respect to point 2 the 
Comparator output is either + 3 V or 0 V*. The polarity 
of the voltage at point 2 is determined by the output of 
the Input Amplifier. At zero detect the Integrator 
output passes through 0 V. This causes the signal at 
point 1 to momentarily swing to the polarity opposite 
that at point 2. Accordingly, the Comparator Amplifier 
output switches to the level opposite the one that it 
previously held (i.e. -i- 3 V to 0 V or 0 V to + 3 V). 
Adjustments R24 and R27 are used to calibrate the 
instrument for small input voltages, 

4-12. Auto-Zero Cycle. 

4-13. Figure 4-5 shows the 34750A circuits in the 
auto-zero mode. FET switch Q13 is conducting, which 
speeds up the recovery of the Integrator to a 0 volt 
output level (this is important when recovery from 
overload is required). When Q16 conducts the voltage on 
the Auto-Zero Capacitor becomes equal to the offset at 
point 2 with point 1 grounded. After the auto-zero 
cycle, Q13 and Q16 do not conduct until the next 
auto-zero cycle. The voltage acquired on the Auto-Zero 
Capacitor during the auto-zero cycle remains as offset 
compensation for the rest of the measurement cycle. 

4-14. DIGITAL PROCESSING CIRCUITS. 

4-15. The Model 34750A Digital Processing Circuits 
comprise an Algorithmic State Machine (ASM). Figure 
4-6 shows a typical simplified block diagram of an ASM. 
The ASM is a sequential logic circuit that can be 
described completely with a flow chart. The “Next State 
Function” and “Output Function” blocks are combi- 
national logic networks. A combinational network is a 




* The Comparator Amplifier is clamped internally to prevent it from swinging to the + and - power supply voltages. 
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Figure 4-5. 34750A Circuits shown in Auto-Zero Mode. 



logical network whose output is completely determined 
by its present input states. Sequential logic circuits 
contain memory or storage elements such as flip-flops. 
As the circuits operate the state of the memory changes. 
The memory elements may have one state at first and 
later take on another state. The “Next State” that the 
memory goes to is dependent on the “Present State”, 
the Qock and the external inputs that are supplied to 
the logic circuit. The output is dependent on the 
external inputs and the “Present State” of the memory. 



The “Present State” of the memory is dependent on the 
past sequence of inputs that have been applied. 

4-16. The Algorithmic State Machine (ASM). The State 
Machine in the Model 34750 A is shown in Figure 4-7 in 
block form. The inputs to the State Machine come from 
the Analog Circuits and the plug-on modules. The 
output consists of the Data Display of the instrument 
and logic signals which are applied to the various plug-on 
modules. 




Figure 4-6. Block Diagram of Typical ASM. 
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Figure 4-7. ASM Simplified Block Diagram. 



4-17. Data Clock (Refer to Figure 4-8). 

4-18. The Data Qock generates controlled pulses to 
which the timing of the analog to digital converter of the 
Model 34750A is synchronized.* Its frequency is deter- 
mined by Crystal Y 1 . The crystal output is amplified by 
two inverting amplifiers (U6). The output of these 
amplifiers is then applied to the crystal to sustain 
oscillations. Buffer U7 is a unity gain amplifier which 
isolates the clock circuit and prevents loading of the 
clock by the external circuitry. 



CLOCK BUFFER 




2.5MH2 (opL050, 50Hz operation) 

34750A-8-3479 



Figure 4-8. Data Clock. 

4-19. Timing Generator Circuit (See Figure 7-8). 

4-20. The Timing Generator consists of three D flip- 
flops which generate signals A, B and C. Signal A is used 
to generate signal B, and signal B isjised to generate 
signal C. The inverse of signal C (i.e., C) is then used to 
produce signal A (via gates U16 and U8). The various 
combinations of signals A, B and C determine the “State 
Codes” of the instrument timing. Figure 4-9 shows the 
timing relationships for the Tuning Generator and 
provides a flow chart indicating the sequence in which 
events occur within the instrument. State Codes 101 and 
010 are illegal and will be entered only if caused to do so 



by transient pulses generated when the instrument is 
turned on. If an illegal state is entered, the Timing 
Generator flip-flops will be cleared on the next reset 
pulse. This sets the instrument to state 000, at which 
time an auto-zero cycle occurs. The timing sequence 
then continues in its normal fashion. 

4-21. Zero Detect and Data Transfer Circuits (Refer to 
Figure 4-10). 

4-22. The Zero Detect circuits generate a voltage tran- 
sistion when the integrator waveform reaches approx- 
imately 0 V. The polarity of the transistion is deter- 
mined by the polarity of the input. This pulse is then 
used by the Data Transfer circuits to initiate the 
following sequence of events: 

The polarity of voltage on the D input 
of Flip-Flop U18 during input enable 
determines whether the flip-flop is set 
or reset. If a negative voltage is con- 
nected to the 34750 A input, the Q 
output of the flip-flop is high (> 3 V). 

The zero detect pulse, in this instance, 
is a negative transistion. For a positive 
input the Q output of the flip-flop is 
high and the zero detect pulse is a 
positive transistion. If the Q output is 
high_the + Reference Gate is enabled. 

If Q is high the - Reference Gate is 
enabled. ITie zero detect pulse is ap- 
plied to the Zero Detect Gates. These 
gates generate a positive going tran- 
sistion regardless of the polarity of the 
Zero Detect Pulse. Normally, oscil- 
lations occur on the Zero Detect wave- 
form after the initial transistion at 
zero detect. The Zero Detect Catcher 
is a flip-flop which responds to only 



* This does not include the scanning system which has its own clock. 
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the first transistion of the positive 
pulse from the zero detect gates. It 
provides a negative going pulse to the 
Data Transfer Timing circuits. The 
Data Transfer Timing circuits inhibit 
the main clock during the period of 
data transfer within the Data Accu- 
mulator. The Transfer Timing Wave- 
forms in Figure 4-10 show the re- 
lationship between the Data Qock 
Disable pulse and the Transfer Pulse. 
The length of the Data Qock Disable 



pulse is set by the time constant of 
C23 and R52. The length of the 
Transfer pulse is set by the time 
constant of C26 and R53. Since the 
time constant of C23 and R52 is larger 
than that for C26 and R53 the Data 
Qock Disable pulse remains low for a 
longer period than the Transfer Pulse. 
This prevents the Data Qock from 
altering the count in the Data Accu- 
mulator during a transfer cycle. 





A. State 000 

1 . Mainframe auto-zero cycle occurs ( LM ATZ) . 

2. Integrator enabled. 

3. Cycle in auto-zero if "Hold" line is low. 



B. State 001 

1. Input enabled (LIEN). 

2. Integrator disabled. 



C. State 01 1 

1. Input enabled (LIEN). 

2. Integrator enabled (LIGE) starts run-up. 

3. Polarity of input determined, 

D. State 1 1 1 

1. Input disabled. 

2. Integrator disabled. 

3. Proper reference voltage selected (LNRE or LPRE). 

a. - reference selected for -i- input. 

b. + reference selected for - input. 



E. State 110 

1. Input disabled. 

2. Reset for about 128 counts (~ 40 ;is). 

3. Integrator enabled and run-down begins. 

4. Proper reference voltage enabled (LNRE or LPRE). 

5. Zero Detect Catcher enabled. Zero detect during this 
interval causes the following events to occur; 

a. Data Clock Disable pulse generated. 

b. Transfer pulse occurs. 

c. Reference voltage disabled. 

d. Auto-Zero Cycle begins. 

F. State 100 

1. Input disabled. 

2. Integrator enabled and run-down continues. 

3. Proper reference voltage enabled. 

4. Overrange "1" illuminated. 

5. Zero Detect Catcher enabled. Zero detect during this 
interval causes the following events to occur; 

a. Data Clock Disable pulse generated. 

b. Transfer pulse occurs. 

c. Reference voltage disabled. 

d. Auto-Zero Cycle begins. 



G&H. States 010 and 101 

These are illegal states and are not nornrtally entered. If the instrument enters an 
illegal state, it cycles through states 010 and 101 until the reset pulse occurs. Atreset, 
the Timing Generator is cleared to state 000 and a normal measurement cycle begins. 



Figure 4-9. 34750A Flow Chart. 
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Figure 4-10. Zero Detect and Data Transfer Timing. 



4-23. Data Accumulator and Storage (Refer to Figure 
7-7). 

4-24. The Data Accumulator counts pulses from the 
Data Qock starting at the beginning of run-(iown (T3 on 
Figure 4-9) and continuing until zero detect. The Data 
Accumulator reset pulse is generated at the beginning of 
run-down. This pulse resets the 5 decades of the Data 
Accumulator Counter. At zero detect the Transfer Pulse 
goes low and the Data Qock is inhibited. Each decade of 
the accumulated count is then transferred in 8421 



parallel BCD form to storage elements within the Data 
Accumulator. This data is then scanned a decade at a 
time by signals X, Y and Z, and applied to the BCD 
output lines. 

4-25. Data Display and Control Circuits (Refer to 
Figure 4-11), 

4-26. The Data Scanner controls the timing of the 
Display circuits. Signal X occurs at a 3 kHz rate. Signals 
Y and Z occur at a 1.5 kHz rate. Scanner clock and 



RIGHT /LEFT HALF 

RIGHT /LEFT HALF DRIVER TRANSISTORS 



CHARACTER SCAN ^ 




DIGIT BLANK 
(FROM PLUG-ON) 



) 



4-6 Rev. A 



Figure 4-1 1 . Data Display Circuits. 
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Right Half /Left Half character scan occur at a 6 kHz 
rate. The BCD data from the Data Accumulator is 
converted to a 10 line code. The desired lines go low 
(ground) when selected, providing a ground path for 
current through the Right Half/Left Half Driver Tran- 
sistors and the LED chips connected to the lines. Each 
character is individually scanned beginning with the least 
significant and proceeding to the most significant (right 
to left as you face the instrument). Each character is also 
divided into a left and right half. The selected LED’s of 
the right half are illuminated first followed by those of 
the left half. 

4-27. Reset Timing (See Figure 4-12). 

4-28. The Reset Timing circuits generate a reset pulse at 
the beginning of run-down (T3) in the measurement 
cycle. When signal “A” goes low the -^32 counter (U12) 
is reset causing Pin 2 of U8 to go low and pin 1 to go 
high. This initiates the Reset Pulse and enables the 
flip-flops in the 4 counter (Ull). Figure 4-12 shows 



the timing relationship of the reset pulse to signal A of 
the Timing Generator. The Data Clock is divided by a 
factor of 128 (4x32). Pin 2 of U8 goes high after 
approximately 128 counts of the Data Qock causing Pin 
1 of U8 to go low. This completes the reset sequence for 
one measurement cycle. 

4-29. Least Significant Digit Blank (Refer to Figure 
7-7). 

4-30. Depending upon the signal conditioning module 
used it is sometimes necessary to blank the last digit of 
the Model 34750A. This is accomplished by grounding 
Pin 12 of the character generator during the time the 
least significant digit is scanned. Two “Nor” Gates (U13) 
and one “Nand” Gate (U14) are used to do this. As 
indicated on the schematic diagram, all inputs to the Nor 
Gates (Pins 5, 6, 9 and 8) must be low in order to obtain 
a low at Pin 11 of U14. A low at Pin 11 of U14 wfll 
blank the digit. 



3MHz 

FROM DATA 
CLOCK 




SIGNAL 



"A” FROM 



34750A-B-348I 



TIMING 

GENERATOR 






CONTINUES LOW 
UNTIL to. 



RESET 

PULSE 



+ 5V 
OV 



128 COUNTS OF MAIN CLOCK 

(»40jjs for Opt. 060, « 48us for Opt. 050 ) 



Figure 4-12. Reset Timing. 
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SECTION V 
MAINTENANCE 



5-1. INTRODUCTION. 

5-2. Operational checks and Adjustment Procedures for 
the Model 34750 A are contained in this section of the 
manual. Performance tests relating to the operation of a 
34750A and a plug-on module are contained in the 
manual for the plug-on module (34701 A, 34702 A or 
34703 A). 

ronnnnnnnrYvj 

fcAUTIONJ 

JNSTALLA TION OR REMO VAL OF PL UG-ON MOD- 
ULES IS TO BE MADE B Y QUALIFIED PERSONNEL 
ONLY. 

5-3. OPERATIONAL CHECKS. 



5-4. The following checks will assist in determining if 
your instrument is functioning correctly. These tests are 
not intended to check instrument specifications. 




Figure 5-1. 11456A Readout Test Card. 



5-5. Connect an 11456A Readout Test Card to the 
model 34750A as shown in Figure 5-1. Use a short clip 
lead to make the required connections listed in Table 5-2, 
and compare the test results with those indicated. 

5-6. ADJUSTMENT PROCEDURE. 

5-7. Paragraphs 5-12 through 5-16 are adjustment pro- 
cedures for the Model 34750A Display. These pro- 
cedures require the use of a 34701 A, 34702A or 
34703 A plug-on module. We recommend that these 
procedures be performed only if the performance checks 
show that the instrument does not meet its specifi- 
cations. If the instrument cannot be adjusted to meet its 
specifications, refer to Troubleshooting (Paragraph 7-3) 
in Section VII. Table 5-1 lists test equipment recom- 
mended for the adjustment procedures and trouble- 
shooting. 



WARNING 



DISCONNECT THE POWER CORD BEFORE RE- 
MO VING THE CO VERS. 



Table 5-1. Recommended Test Equipment. 



Instrument 

Type 


Required 

Specifications 


Recommended 

Model 


DC Digital 
Voltmeter 


4 digit resolution 
Accuracy : 

± (.03 % of reading 
+ 0.01 % of range) 


-hp- Model 
34740A 


DC Standard 


1 V Range 
Accuracy : 

± (0.002 % of setting 
+ 0.0004 % of range) 


-hp- Model 740B 



Table 5-2. Operational Checks. 



Connections 
on 11456A Assembly 


Display 

Expected 


Refer to the following Areas of the Manual 
if the Correct Display is not Obtained. 


Input Pin to -f Ref. 


-1- 1.00000 ( ± 2 counts) 


Paragraph 5-16, Figure 7-3 


Input Pin to - Ref. 


- 1 .00000 ( ± 2 counts) 


Paragraph 5-16, Figure 7-3 


DPI to GND3 


XXX. XX 


Figure 7-3 


DP2 to GND3 


XX. XXX 


Figure 7-3 


DP3to GND3 


x.xxxx 


Figure 7-3 


DP4 to GND3 


.xxxxx 

NOTE 

X represents any digit 
between 0 and 9. 


Figure 7-3 
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5-8. Cover Removal. 

5-9. In order to perform two of the adjustments in this 
section, it will be necessary to obtain access to the 
interior of the instrument. If your Display Module is 
connected to a plug-on module separate the two 
modules by puUing the slide lock levers, shown in Figure 
3-1, to the rear and lifting the Display Module from the 
plug-on module. The 34750A Cover can then be 
removed by unscrewing a mounting bolt near the 
transformer (see Figure 5-2) and spreading apart two sets 
of plastic fingers which hold the Display printed circuit 
assembly in place. The printed circuit (px.) assembly is 
covered by a black metal shield which must also be 
removed. This is accomplished by unscrewing the four 
bolts holding it in place and lifting it off the p.c. 
assembly. Connect a plug-on module to the 34750A and 
apply power. 




Figure 5-2. Cover Removal. 



WARNING 



A NUMBER OF BRASS TERMINALS EXTEND FROM 
THE POWER MODULE fPMI) INTO THE INSTRU- 
MENT (SEE FIGURE 5-4). A PLASTIC COVER HAS 
BEEN PLACED OVER THE TERMINALS TO PRE- 
VENT ELECTRICAL SHOCK WHEN WORKING IN 
THE AREA OF THE POWER MODULE. EXTREME 
CARE SHOULD BE EXERCISED, PARTICULARL Y IF 
THIS COVER IS REMOVED, TO AVOID CONTACT 
WITH THE TERMINALS. THIS WARNING APPLIES 
WHENE VER THE INSTR UMENT IS CONNECTED TO 
THE POWER LINE. 

5-10. Adjustment Locator. 

5-11. Figure 5-4. shows the location of aU adjustments 
within the Model 34750A. 

NOTE 

The following procedures require a properly functioning 
plug-on module. Refer to the Operating and Service 



manual of the associated plug-on module if it appears to 
be malfunctioning. 

5-12. Power Supply Adjustment. 

a. Connect a dc voltmeter (-hp- Model 34740A/ 
34701 A or equivalent) between AlGNDl and the 
cathode of A1CR25. 

b. Observe the voltmeter and adjust A1R69 for 
+ 12 V ± lOmV. 

5-13. INPUT AMP. OFFSET ADJUSTMENT. 

a. Connect TP4 of the A1 assembly to GNDl. 

b. Connect a digital voltmeter (-hp- Model 34740 A/ 
34701 A or equivalent) to TPl, using GNDl as reference, 
and adjust A1 R8 for 0 V ± 1 mV. 

NOTE 

Before proceeding, all covers removed in Paragraph 5-8 
should be reinstalled. The instrument should then be 
allowed to warm up for approximately 2 hours. See 
Paragraph 3-5 for information on instrument warm-up 
time. 

5-14. ZERO DETECT COMPARATOR OFFSET. 

a. Connect the equipment as shown in Figure 5-3 

b. Set the plug-on module to the 1000 V range and 
the DC STANDARD for a .20000 V output. (If a Model 
34703 A plug-on is used, set it for “MANUAD” opera- 
tion.) Note the indication of the voltmeter display. 

c. Invert the input and again observe the display. If 
the indications in steps b and c do not agree, adjust the 
“Z” (ZERO) control on the rear panel until the display 
indication for both polarities is the same. 

5-15. ZERO DETECT HYSTERESIS ADJUSTMENT. 

a. With the instruments connected and set as in 
Paragraph 5-14, adjust the “H” Hysteresis on the rear 
panel to give a display indication of 20 counts. 




Figure 5-3. Zero Detect Comparator Offset Adjustment. 
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5-16. REFERENCE VOLTAGE ADJUSTMENTS. 

a. Apply + 1 .00000 V to the plug-on module input 
from the DC STANDARD. The plug-on module should 
be set to the 1 V range. 

b. Adjust the “+” control on the rear panel of the 



instrument for + 1 V ± 1 count. 

c. Apply - 1.00000 V to the Model 34750 A input 
from the DC STANDARD. 

d. Adjust the control on the rear panel of the 
instrument for - 1 V + 1 count. 




Q1 

(underneath) 



A1GND1 



A1CR25 



PM1 



A1R8 



Test Jumper 



J2 

(underneath) 



Figure 5-4. Chassis Mounted Component and Adjustment Locator. 
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Ag 

Al . . 
A . . . 
Au . . 

C . . . 
cer . . 
coef . 
com . 
comp 
conn 

dep . 
DPDT 
DPST 

elect , 
encap 

F . . . 
FET 
fxd . 

GaAs 

GHz 

gd 

Ge . . 
gnd . 

H . . . 
Hg . . 



A . 
B . 
BT 
C . 
CR 
DL 
DS 



silver 

aluminum 

ampere(s) 

- gold 

capacitor 

ceramic 

coefficient 

common 

composition 

connection 

deposited 

double-pole double throw 
. double-pole single-throw 

electrolytic 

encapsulated 

. . farad(s) 

. . . . field effect transistor 

fixed 

gallium arsenide 

. . . gigahertz = hertz 

guard(ed) 

germanium 

groundledi 

. . . . . .henry(ies) 

mercury 



ABBREVIATIONS 

Hz hervz (cyde(s) per second! NPO . 

ID ... inside diameter ns . . . . 

impg impregnated nsr . . . . 

incd incandescent 

ins insulation(ed) . . . . 

obd . , , 

kf2 kilohm(s) = 10‘*'^ohms OD . . . 

kHz kilohertz = hertz 

P 

L inductor pA . . . . 

lin linear taper pc ... . 

log logarithmic taper pF . . . . 

piv . . , . 

mA milliampere(s) = 10'^ amperes p/o . , . 

MHz megahertz - hertz pos . . . 

mS 2 megohm(s) ■ 10^® ohms poly , 

met fim metal film pot . . . 

mfr manufacturer p-p . . . 

ms . . . . millisecond ppm . . 

mtg mounting prec . . . 

mV millivolt(s) = 10'^ volts 

/iP microfarad(s) 

/Js microsecond (s) R 

jdV microvoli(s) = 10 6 volts Rh . , . . 

my Mylar(^ ThS. , . . 

rot ... . 

nA nanoampere(s) = lO'^ amperes 

NC normally closed Se . . . . 

Ne neon sect . . . 

NO ... normally open Si . . 



negative positive zero 

(zero temperature coefficient) 
.... nanosecond(s) = lO'^ seconds 
not separately replaceable 

ohm(s) 

order by description 

outside diameter 

peak 

picoampere(s) 

. . printed circuit 

picofarad(s) farads 

peak inverse voltage 

part of 

. . , . position(s) 

polystyrene 

potentiometer 

peak-to-peak 

parts per million 

. . . precision (temperature coeffient, 

long term stability and/or tolerance) 

resistor 

rhodium 

rooi-mean-square 

rotary 

selenium 

seclion(s) 

silicon 



DECIMAL MULTIPLIERS 



si slide 

SPOT single-pole double-throw 

SPST single-pole single throw 

Ta tantalum 

TC temperature coefficient 

Ti02 titanium dioxide 

tog toggle 

tol tolerance 

trim trimmer 

TSTR transistor 

V volt(s) 

vacw alternating current working voltage 

var variable 

vdcw . direct current working voltage 

W watt(s) 

w/ with 

wiv working inverse voltage 

w/o without 

ww wirewound 



optimum value selected at factory, 

average value shown (part may be omitted) 

no standard type number assigned 

selected or special type 

Dupont de Nemours 



Prefix 


Symbols 


Multiplier 


Prefix 


Symbols 


Multiplier 


tera 


T 


10’2 


cent! 


c 


10-2 


9'ga 


G 


109 


milli 


m 


10-2 


mega 


M or Meg 


1Q6 


micro 




10'® 


kilo 


K or k 


10^ 


nano 


n 


10'9 


hecto 


h 


1Q2 


pica 


P 


10-12 


deka 


da 


10 


femto 


f 


10-15 


deci 


d 


10-1 


ano 


a 


10-18 



assembly 

motor 

battery 

capacitor 

diode 

....... delay line 

lamp 

misc electronic part 
fuse 



DESIGNATORS 

FL filter Q . . . . 

HR heater OCR . 

1C .... integrated circuit R . . . . 

J lack RT . . 

K relay S . . . . 

L inductor T . . . . 

M meter TB . . . 

MP mechanical part TC . . . 

P plug TP . . . 



transistor 

transistor-diode 

resistor 

. . . . thermistor 

switch 

. . . transformer 
. terminal board 
. thermocouple 
test point 



TS . 
U . 

V . . 
W . 
X . 
XDS 
XF 

Y . . 



STD-B-2734 



terminal strip 

microcircuit 

vacuum tube, neon bulb.photocell, etc. 

cable 

socket 

lampholder 

fuseholder 

crystal 

network 
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SECTION VI 
REPLACEABLE PARTS 



6-1. INTRODUCTION. 

6-2. This section contains information for ordering replace- 
ment parts. Table 6-1 lists parts in alphameric order of their 
reference designators and indicates the description, -hp- 
Part Number of each part, together with any applicable 
notes, and provides the following: 

a. Total quantity used in the instrument (Qty column). 
The total quantity of a part is given the first time the part 
number appears. 

b. Description of the part. (See list of abbreviations 
below.) 

c. Typical manufacturer of the part in a five-digit code. 
(See Appendix A for list of manufacturers.) 

d. Manufacturers part number. 

6-3. Miscellaneous parts are listed at the end of Table 6-1. 

) 6-4. ORDERING INFORMATION. 

6-5. To obtain replacement parts, address order or inquiry 
to your local Hewlett-Packard Field Office. (See Appendix 
B for list of office locations.) Identify parts by their 
Hewlett-Packard part numbers. Include instrument model 
and serial numbers. 



6-6. NON-LISTED PARTS. 

6-7. To obtain a part that is not listed, include: 

a. Instrument model number. 

b. Instrument serial number. 

c. Description of the part. 

d. Function and location of the part. 

6-8. PARTS CHANGES. 

6-9. Components which have been changed are so marked 
by one of three symbols; i.e. A, A with a letter subscript, 

e.g. Ag, or A with a number subscript e.g. Aio - A A with 
no subscript indicates the component listed is the preferred 
replacement for an earlier component. A A with a letter 
subscript indicates a change which is explained in a note at 
the bottom of the page. A A with a number subscript 
indicates the related change is discussed in backdating 
(Section 8). The number of the subscript indicates the 
number of the change in backdating which should be 
referred to. 

6-10. PROPRIETARY PARTS. 

6-11. Items marked by a dagger (t) in the reference 
designator column are available only for repair and service 
of Hewlett-Packard instruments. 



) 
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Table 6-1. Replaceable Parts 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A1 


347 50-66 501 


1 


8 OARO ASSYiMAIN (INCLUDESA2) 


2848C 


34750-66501 


Aid 


0140-0204 


3 


C;FXD MICA 47PF 500V 


72136 


DM15E470J0500WV1CR 


A1C2 


0160-2207 


2 


C:FXD MICA 300 PF 5* 


2848C 


0160-2207 


A1C3 


0160-2204 




C :FXD MICA lOOPF 5 % 


72136 


RDM15F101J3C 


A1C4 


0160-3622 


10 


C:FXD C£R 0.1 UF +80-20* lOOVDCW 


72982 


8131-100-651-104Z 


A1C5 


0140-0204 


2 


C:FX0 MICA 47 PF 5* NPQ 500VOCW 


14655 


RCMl 5E470J5C 


A1C6 


0160-2199 


2 


C:FX0 MICA 30 PF 5* 30CVDCW 


2848C 


0160-2199 


A1C7 


0150-0045 


1 


C:FX0 TI 8.2 PF 5* 50GVDCW 


78488 


TYPE GA 


A1C8 


0160-3622 




C:FXD CER O.i UF +80-20* lOOVDCW 


72982 


8131-lOO-65i“104Z 


A1C9 


0160-3622 




C:FXD CER 0.1 UF +80-20* lOOVDCW 


72982 


8131-100-651-104Z 


AICIO 


0160-4025 


1 


C :FXD 0.33 UF 10* 


2848C 


0160-4025 


AlCll 


C160-2207 




C:FXD MICA 300 PF 5* 


28480 


C160-22C7 


A1C12 


0160-3501 


1 


C:FXD POLY 4 UF 10* 50VDCW 


8441 1 


HEW 138 


A 1C13 


0160-0820 


1 


C:FXU CER 0.05 UF +80-20* 25VDCW 


72982 


5855 Y5U 5C3Z 


A1C14 


0150-0050 


2 


C:FXD CER 1000 PF +80-20* lOOOVDCW 


56289 


C067B1026102ZS26-CDH 


A1C15 


0180-1794 


1 


C:FXD ELECT 22 UF 10* 35VDCW 


56289 


150D226X9035R2-DYS 


A1C16 


0160-2199 




C:FX0 MICA 30 PF 5* 300VDCW 


28480 


0160-2199 


A1C17 


0160-3077 


2 


C:FXD my 0.C27 UF 10* lOOVDCW 


56289 


225P2739WB1-PWM 


A1C18 


0160-3077 




C:FXD my 0.027 UF 10* ICOVOCW 


56289 


225P2739WB1-PWM 


A1C19 


0160-3622 




C:FXD CER 0.1 UF +80-20* lOOVDCW 


72902 


8131-1QC-651-104Z 


A1C21 


0160-3622 




C:FXD CER 0.1 UF +80°20* lOOVDCW 


72982 


S131-10Q-651-104Z 


A1C22 


C14C-C204 




C:FX0 MICA 47 PF 5* NPG 50CVDCW 


14655 


RDM15E470J5C 


A1C23 


0160-3847 


2 


C:FXD CER 0.01 UF +100-10* 25VDCW 


72982 


aOO5-OlAC0-W5R-lC3P 


A1C24 


0180-1701 


2 


C:FXD ELECT 6.8 UF 20* 6V0CW 


28480 


0180-1701 


A1C25 


0160-3622 




C:FX0 CER 0.1 UF +80-20? lOOVOCW 


72982 


8131-100~651-104Z 


A1C26 


0160-3847 




CtFXD CER 0.01 UF +100-10* 25VDCW 


72982 


8005-Q1ACB-W5R-105P 


A1C27 


0140-0200 


t 


C:FX0 MICA 390 PF 5* 


72136 


RDM15F391°J3C 


A1C28 


0 180-0229 


1 


C:FXD ELECT 33 UF 10* lOVDCW 


28480 


0180-0229 


A1C29 


0 160-0362 




CtFXD MICA 510 PF 5 % 


28480 


01 60-0362 


A1C31 


0160-3622 




C:FXD CER 0.1 UF +80-20* lOOVDCW 


72982 


8131-100-651-1047 


A1C32 


0160-3622 




C:FXD CER 0.1 UF +80-20* lOOVOCW 


72982 


8131-1CC-651-104Z 


A1C33 


C16C-3622 




CtFXD CER O.i UF +80-20* lOOVOCW 


72982 


8131-100-651-1Q4Z 


AIC34 


0180-0228 


2 


CtFXD ELECT 22 UF 10* 15VDCW 


56209 


1 5CD226X9015B2-DYS 


A1C35 


0180-0465 


2 


CtFXD 500 UF 3CVDCW 


28480 


0160- 408C 


A1C36 


0180-0465 




CtFXD 500 UF 30VDCW 


28480 


0160-4080 


A1C37 


0180-G228 




CtFXD ELECT 22 UF 10* 15VDCW 


56289 


150D226X9015B2-DYS 


A1C38 


016C-3622 




CtFXD CER O.i UF +80-20* lOOVDCW 


72982 


8131-100-651-104Z 


A1C39 


0180-0466 


1 


CtFXD 2200 UF 15V0CW 


2848C 


0 16C-4081 


A 1C41 


0150-0050 




CtFXD CER lOOO PF +80-20* lOOOVDCW 


56289 


CC67Bi02E102ZS26-CDH 


A1C42 


oiao-1701 




CtFXD ELECT 6-8 UF 20* 6 VDCW 


26480 


0180-17CI 


A 5 A 1C43 
AlCR 1, 2 


0160-4095 




ClFXD .5PF 500V 


95275 


VY13C0R5B 


1901-0040 


10 


DIODE iSILICQN 50 MA 30 WV 


07263 


FDG1088 


A1CR3 


1901-0040 




DI ODE tSILlCON 50 MA 30 WV 


07263 


FDGidaa 


A1CR4 


1901-0040 




DIODE tSILICON 50 MA 30 WV 


07263 


FDGioea 


A1CR5 


1901-0376 


3 


DIODE iSILICCN 35V 


28480 


1901-0376 


A 1CR6 


1901-0040 




DI ODE : S I L ICON 50 MA 30 WV 


07263 


FDG1088 


A1CR7 


19J2-0C41 


2 


DIOOEtBREAKDOWN 5.11V 5* 


04715 


SZ10939-98 


A1CR8 


1901-0040 




OIODEtSILlCON 50 MA 30 WV 


07263 


FCG1Q88 


A1CR9 


1901-0040 




DIODE tSILICON 50 MA 30 WV 


07263 


FDG1C88 


AICRIC 


1901-0586 


1 


DIOOEtSI 30 WV lu PA LEAKAGE 


2848C 


1901-0586 


AlCRU 


1901-0376 




OIODEtSILlCON 35V 


2848C 


1901-0376 


A 1C R 1 2 


1901-0040 




DIODE tSILICON 50 MA 30 WV 


07263 


FDG1088 


A1CR13 


19C 1-0376 




DIODE tSILICON 35V 


2848C 


1901-0376 


A 1CR14 


1902-0040 


3 


DIODE tBREAKDOWN 6.81V 5* 


04713 


SZ10939-134 


A1CR15 


1901-0040 




DIODE tSILICON 50 MA 30 WV 


07263 


FDG1088 


A 1CR16 


19C 1-0040 




DIODE tSILICON 50 MA 30 WV 


07263 


FDG1088 


A1CR17 


1901-0518 


1 


OIOQEtHQT CARRIER 


2848C 


1901-0518 


A1CR18 


1902-0048 




DIODEtSREAKDQWN 6.81V 5* 


04713 


SZ10939-134 


A ICR 19 


1901-0028 


7 


DIODE tSI LICGN 0.75A 400PIV 


04713 


SR1358-9 


A1CR21 


1901-C028 




DI JOEiSILICON U.75A 400PIV 


04713 


SR1358-9 


A 1CP22 


1901-0028 




OIODEtSILlCON 0.75A 400PIV 


04713 


SR135fi-9 


A1CR23 


1901-0028 




OIODEtSILlCON 0.75A 400PIV 


04713 


SR1358-9 


A1CR24 


1902-0048 




ni ODE tBREAKDOWN 6.01V 5* 


04713 


SZ10939°134 


A1CR25, CR26 
A1CR27, CR28 


1902-0202 


2 


diode BREAKDOWN:15.0V 5% 1W 
DIODE BREAKDOWNi6.43V (MATCHED WITH A1U25 
AS A SET, SEE A1U25 FOR PART NUMBER TO ORDER) 


28480 


1902-0202 


A1CR29, CR31 


1901-0028 




DI0DE:SILIC0N 0.75A 400PIV 


04713 


SR 1358-9 


A1CR32 


1902-0551 


1 


DIODE BREAK0CWNI6. 19V 5* 


28480 


1902-0551 


A 1CR33 


1901-0028 




DIODE tSILICON C.75A 400PIV 


04713 


SR1358-S 


A1CR34 


1902-C041 




DIODE tBREAKDOWN 5.1LV 5* 


04713 


SZ10939-98 


A ILl 


91CC‘3223 


2 


COILtFXD 220 UH 


26480 


9100-3223 


A 1L2 


9100-3223 




CulLtFXD 220 UH 


2848C 


9100-3223 


A1L3 


9170-0894 




BEAD-.SHIELDING 


02114 


56-59-65/4A6 



See introduction to this section for ordering information 
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Table 6-1. Replaceable Parts(Cont’d) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A1L4 


9170-0894 




BEADiSHIELDING 


2848C 


9170-0094 


A1L5 


9170-C894 




BEADiSHIELOING 


2848C 


9170-0094 


A1L6 


9170-0894 




B£A0:SHIELDING 


28480 


9170-0894 


A1L7 


91 70-0894 




BEAD;SHI£L0ING 


2848C 


9170-0894 


AlOl 


1855-0208 


6 


TSTR: SI 


17856 


2N4117 


A1Q2 


1855-0305 




TSTR:SI 


80131 


2N41 17A 


A1Q3 


1855-0305 




TSTR:SI 


80131 


2N4117A 


AlO^ 


1855-0305 




TSTR:SI 


80131 


2N4117A 


A1Q5 


1855-0418 


1 


TRANSlSTORiFET 


28480 


1855-0410 


A1Q6 


1855-0093 


1 


TSTR:FET N-CHANNEL 


2848C 


1855-0093 


A1Q7 


1855-0308 


1 


TSTRiSI NPN DUAL 


28480 


1855-0300 


A108 


1853-0020 


5 


TSTR:S1 PNPISELECTED FROM 2N3702) 


28480 


1853-0020 


A109 


1853-0020 




TSTR:SI PNPfSELECTEO FROM 2N3702) 


2848C 


1853-0020 


AIQU 


1853-0020 




TSTR:S1 PNPISELECTED FROM 2N3702) 


2848C 


1853-0020 


AIQ12 


1853-002C 




TSTR:SI PNPISELECTED FROM 2N3702) 


28480 


1853-0020 


A1Q13 


1855-0412 




TSTRiFET 


28480 


1855-0412 


AlOlA 


1854-0071 


5 


TSTR:SI NPNtSELECTEO FROM 2N3704) 


2848C 


1854-0C71 


A 1015 


1854-0071 




TSTR:SI NPN(SELECTED FROM 2N3704J 


2848C 


1854-0071 


A 1Q16 


1855-0412 




TSTR.-FET 


2848C 


1855-0412 


A1017 


1853-0020 




TSTR:SI PNPISELECTED FROM 2N3702) 


28480 


1353-0020 


A 10 18 


1853-0089 


1 


TSTR:S1 PNP 


80131 


2N4917 


A1Q19 


1854-0094 


1 


TSTR: SI NPN 


80131 


2N3646 


A1Q21 


1854-0071 




TSTRiSI NPNfSELECTEO FROM 2N3704) 


28480 


1854-0071 


A1022 


1854-0071 




TSTRiSI NPNtSELECTEO FROM 2N3704) 


28480 


1854-0071 


A1Q23 


1854-0039 


1 


TSTR:S1 NPN 


80131 


2N3053 


A1Q24 


1853-0016 


1 


TSTRrSI PNP 


80131 


2N3638 


A1025 


1853-C051 


1 


TSTR:SI PNP 


80131 


2N4C37 


AlRl 


0684-5641 


1 


R:FXD COMP 560K OHM lOf 1/4H 


01121 


CB 5641 


A1R2 


C684-2241 


3 


R:FXD COMP 220K OHM 10* 1/4W 


C112 1 


C6 2241 


A1R3 


0684-2241 




R:FXO COMP 220K OHM 10* 1/4W 


G1121 


CB 2241 


AIRA 


0684-2241 




R:FXD COMP 220K OHM 10* 1/4W 


01121 


CB 2241 


A1R5 


0684-3331 


2 


R:FX0 COMP 33K OHM 10* 1/4W 


01121 


CB 3331 


da A1R6 


0757-0446 


6 


R:FXD FLM 15K OHM 1% 1/8W 


28480 


0757-0449 


Ag A1R7 


C757-0446 




R:FXD FLM 15K OHM 1% 1/8W 


28480 


0757-Q449 


A1R8 


2100-2061 


1 


R:VAR FLM 20C OHM 10* LIN 1/2M 


28480 


2100-2061 


A IR9 


0757-0442 


5 


R:FXO MET FLM 10-OK OHM 1* 1/8W 


28480 


0757-0442 


AlRll 


0698-3558 


3 


R:FXO MET FLM 4.02K OHM 1* 1/8W 


28480 


0698-3558 


A1R12 


0757-0978 


1 


R:FX0 FLM 95. 3K OHM I* 1/8*J 


2848C 

28480 


0757-0978 

0698-3271 


A1R13 


0757»0449 




R:FXD FLM 20K OHM 1* 1/8W 


28480 


0757-0449 


A IR lA 


C7 5 7-0449 




R:FXD FLM 20K OHM 1* 1/8W 


28480 


0757-0449 


A1R15 


0684-2701 


1 


R:FXD COMP 27 OHM 10* 1/4H 


01121 


CB 27C1 


AlRlfc 


0684-271 1 


1 


R:FXD COMP 270 OHM 10* 1/4W 


01121 


CB 2711 


A1R17 


0757-0283 


1 


R:FXD MET FLM 2.00K OHM 1* 1/8W 


28480 


0757-0283 


A1R18 


0757-0449 




R:FXD FLM 20K OHM 1* 1/8W 


28480 


0757-0449 


A1R19 


0698-3443 


1 


R:FX0 MET FLM 287 OHM 1* 1/8W 


2848C 


0698-3443 


A1R21 


0757-0280 


1 


R:FXD MET FLM IK OHM 1* 1/8W 


28480 


0757-0280 


A1R22 


0757-0288 


1 


R:FXD MET FLM 9.09K OHM 1* 1/8W 


2848C 


0757-0288 


A1R23 


0698-4428 


1 


R:FXD FLM 1.69K OHM 1* 1/6H 


2848C 


0698-4428 


A1R2A 


2100-3207 


1 


R:VAR CERMET 5K OHM 10* LIN 1/2W 


2848C 


2100-3207 


A1R25 


0698-3445 


1 


R:FXD MET FLM 348 OHM 1* 1/8H 


2848C 


0698-3445 


A1R26 


0698-3159 


1 


R;FXD MET FLM 26. IK OHM 1* 1/8W 


28480 


0698-3159 


A1R27 


2100-3353 


1 


R:VAR CERMET 20K OHM 10* 1/2W 


20480 


2100-3353 


A1R28 


1810-0171 


1 


RES. NETWORK 5 X 2.7K OHM 


284BC 


1810-0171 


A1R29 


0684-1031 


5 


R:FXD COMP lOK OHM 10* 1/4W 


C1121 


CB 1031 


A1R31 


1810-0151 


1 


RESISTIVE NETWORK 


2840C 


1810-0151 


A1R32 


0684-1031 




R:FXD COMP lOK OHM 10* 1/4W 


01121 


CB 1031 


A1R33 


0684-1031 




R;FXD COMP lOK OHM 10* 1/4W 


01121 


CB 1031 


A1R34 


0684-1031 




R;FXD COMP lOK OHM 10* 1/4W 


0112 1 


Ca 1031 


A1K35 


3 757-C449 




R:FXD FLM 2CK OHM i* 1/8W 


2848C 


0757-0449 


A1R36 


0684-5631 


2 


R;FXD COMP 56K OHM 10* 1/4W 


01121 


CB 5631 


Ag A1R37 


0698-3268 




R:FXD MET FLM 10. OK OHM 1* 1/8W 


28480 


0757-0442 


A1R38 


0757-0430 


1 


R:FXD met FLM 2.21K OHM 1* 1/8W 


28480 


C757-C430 


A1R39 


0757-0442 




R:FXO MET FLM 1C. OK OHM 1* 1/8W 


2848C 


C757-0442 


AlRAl 


0698-3558 




R:FXD MET FLM 4.02K OHM 1* 1/8W 


2848C 


0698-3558 


A1RA2 


0698-3268 


1 


R:FXO FLM 1 1 . 5K OHM 1* 1/8W 


28480 


0698-3268 


A1RA3 


0684-5631 




R:FXO COMP 56K OHM 10* 1/4W 


01121 


CB 5631 


AIRAA 


C698-3499 


1 


R:FXD FLM 40. 2K OHM 1* 1/8W 


28480 


0698-3499 


A 1RA5 


0684-1031 




R:FXD COMP lOK OHM 10* 1/4W 


01121 


CB 1031 


A1RA6 


0684-3321 


3 


R:FXD COMP 3300 OHM 10* 1/4W 


01121 


C6 3321 


A1R47 


0684-3321 




R:FXD COMP 3300 OHM 1C* 1/4W 


01121 


CB 3321 


A 1RA8 


1810-0139 


4 


RES. NETWORK 4 X 22K OHM 5* 0.125W EA. 


2848C 


1810-C139 


A1RA9 


1810-0172 


1 


RES. NETWORK 


2848C 


1810-0172 


A1R51 


0684-3321 




R:FXD COMP 3300 OHM 10* 1/4W 


01121 


CB 3321 


A1R52 


0698-3153 




R:FXD MET FLM 3.83 K OHM 1* 1/8W 


28480 


0698-31 53 



See introduction to this section for ordering information 



A a Use for all replacement. Replace all components marked any one is replaced. 



Rev. B 6-3 





Section VI 



Model 3475(A 



Table 6-1. Replaceable Parts(Cont'd) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A1R53 


0698 4431 


2 


R:RXD MET FLM 2.05 K OHM 1 % 1/8H 


284B0 


0698-4431 


A1R5^ 


1810-0173 


1 


RES. NETWORK 


28480 


1810-0173 


A1R55 


0684-3331 




R:FXD COMP 33K OHM 10* 1/4W 


C1121 


CB 3331 


A1R56 


1810-0139 




RES. NETWORK 4 X 22K OHM 5* 0.125W EA. 


28480 


1810-0139 


A1R57 


1810-0139 




RES. NETWORK 4 X 22K OHM 5* 0.125W EA. 


28460 


1810-0139 


AlRSe 


1810-0139 




RES. NETWORK 4 X 22K OHM 5* 0.125H EA. 


2848G 


1810-0139 


A1R59 


0684-3311 


4 


R:FX0 COMP 330 OHM 10* 1/4W 


CI121 


CB 3311 


A1R61 


0684-3311 




R:FXD COMP 330 OHM 10* 1/4W 


0112 1 


CB 3311 


A1R62 


0684-3311 




R:FXD COMP 33C OHM 10* 1/4W 


CU21 


CB 3311 


A1R63 


0684-3311 




R:FX0 COMP 330 OHM 10* 1/4W 


0112 1 


CB 3311 


A1R6A 


0757-0429 


1 


R:FXD MET FLM 1.82K OHM 1* 1/8W 


2848C 


0757-0429 


A1R65 


0757-0273 




R:FXD MET FLM 3. OIK OHM 1* 1/8W 


2848C 


0757-0273 


A1R66 


0687-2701 


1 


R:FXD COMP 27 OHM 10* 1/2W 


01121 


EB 2701 


A1R67 


0683-0365 


1 


R:FXD COMP 3.6 OHM 5* 1/4W 


01121 


CB-36G5 


A1R68 


0698-4441 


1 


R:FXO MET FLM 3.74K OHM 1* 1/8W 


28480 


0698-4441 


A1R69 


2100-2497 


1 


R:VAR FLM 2000 OHM 10* LIN 1/2W 


2840C 


2100-2497 


A1R71 


0757-0290 


1 


R:FXD MET FLM 6.19K OHM 1* 1/8W 


28480 


0757-C290 


A1R72 


0812-0040 


1 


R:FX0 WW 0.27 OHM 5* 1/2W 


2848C 


0812-0040 


A1R73 


0683-1025 


1 


R:FXD COMP ICOO OHM 5* 1/4W 


C1121 


CB 1025 


A1R74 


0757-0442 




R:FXD MET FLM 10. OK OHM 1* 1/8W 


2848C 


0757-0442 


A1R75 


0698-4470 


1 


R;FX0 FLM 6.98K OHM 1* 1/8W 


28480 


0698-4470 


AIR76 


0690-3279 


1 


R:FXD MET FLM 4990 OHM 1* 1/8W 


28480 


0690-3279 


A1R77 


0757-0442 




RrFXO MET FLM 10. OK OHM 1* 1/8W 


2848C 


0757-0442 


A1R78 


0684-0271 


1 


R:FXD COMP 2.7 OHM 10* 1/4W 


01121 


CB 27G1 


A1R79 


0687-1201 


1 


R:FXD COMP 12 OHM 10* 1/2W 


Q1121 


EB 12C1 


A1R80 


0683-1525 




R:FXD 1.5K OHM 5% 1/4W 


01121 


CB1525 


A1R81 


2100-3274 


2 


R:VAR CER iOK OHM 10* LlN 1/2W 


28480 


2100-3274 


A1R82 


2100-3274 




R:VAR CER lOK OHM 10* LIN 1/2W 


2848C 


2100-3274 


Ab A1R83, 84 


0811-0639 




R:FXD510HM 5% 1%W 


75042 


BW-20 


Ab A1R85 


0684-2721 




R:FXD 2700 OHM 10% 1/4W 


01121 


CB2721 


A1S1 


3101-1723 


1 


SWITCH:PUSHBUTTON 4PDT SINGLE STA. 


71590 


A-3101-1723-1 


A1U1 


1820-0223 


3 


INTEGRATED CIRCU1T:0PERATI0NAL AMPL. 


28480 


1820-0223 


A1U2 


1820-0223 




INTEGRATED C I RCU I T : QPER AT I ONAL AMPL. 


2848C 


1820-0223 


A1U3 


1826-0009 


1 


ICrUNEAR OP. AMPL. 


2848C 


1826-0009 


A1U4 


1820-0223 




INTEGRATED C I RCU I T : OPER AT I ONAL AMPL. 


28480 


1820-0223 


A1U5 


1820-0321 


1 


INTEGRATED C I RCU I T : H I- SP EE D COMPARATOR 


01295 


SN72 71CL 


A1U6 


1820-0586 


1 


IC:TTL LP HEX INVERTER 


1204C 


0M74L04N 


A1U7 


1820-0668 


1 


1C:TTL HEX DRIVER W/OPEN COLLI30V) 


01295 


SN74C7N 


A1U8 


1820-0583 


4 


IC:TTL LP QUAD 2-INPT NANO GATE 


12040 


DM74LOON 


A1LI9 


1820-0839 


1 


IC:TTL QUAD D-TYPE F/F 


01295 


SN74175N 


AlUll 


1820-0596 


2 


IC:TTL LP DUAL EDGE TRIG, 0 F/F 


1204C 


DM74L74N 


A1U12 


1820-1150 


1 


IC:RESET COUNTER 


28480 


1820-1150 


A1U13 


1820-0584 


1 


IC:TTL LP QUAD 2-INPT NOR GATE 


12040 


0M74L02N 


A1U14 


1820-0583 




IC:TTL LP QUAD 2-lNPT NAND GATE 


12040 


OM74LOON 


A1U15 


1820-0598 


1 


IC;TTL LP QUAD 2-INPT EXCL. OR GATE 


12040 


DM74L86N 


AIU16 


1820-0583 




1C:TTL LP QUAD 2-INPT NAND GATE 


1204C 


DM74LC0N 


A1U17 


1820-0587 


1 


1C:TTL LP TRIPLE 3-INPT NAND GATE 


1204C 


DM74L10N 


A1U18 


1820-0596 




IC:TTL LP DUAL EDGE TRIG, 0 F/F 


1204C 


0M74L74N 


A1U19 


1820-0585 


1 


IC:TTL LP QUAD 2-INPT NANO GATE 


12040 


DM74L03N 


A1U2U 


1820-0798 


1 


1C:TTL SIX DECADE 


2848C 


182C-0798 


A1U22 


1820-0196 


2 


IC:LINEAR VOLTAGE REGULATOR! INPUT ) 


2848C 


1820-0196 


A1U23 


1826-0043 


1 


IC:LINEAR OPERATIONAL AMPLIFIER 


28480 


1826-0043 


A1U24 


1820-0196 




IC:LINEAR VOLTAGE REGULATOR ( INPUT ) 


2848G 


1820-0196 


AlU25t 


1813-0032 


1 


REFERENCE:HYBRIO 


20480 


1813-0032 


AlXAl 


1251-2564 


1 


CONNECTOR:R t P, 50 CONTACT PLUG 


7486E 


57-10500-27 


AlYl 


0410-0467 


1 


CRYSTAL 

(FOR 60 HZ OPERATION) 


2848C 


0410-0467 


AlYl 


0410-0490 


1 


crystal :QUARTZ 

(FOR 50 HZ OPERATION) 


28480 


0410-0490 


A2 


34750-66502 


1 


BOARD ASSY: HPA (PART OF A1 ASSY) 


2848C 


34750-66502 


A2CI 


0180-1714 


1 


C:FXD ELECT 3j0 UF 10* 6VDCW 


2848C 


0180-1714 


A2C2 


0160-0156 


1 


C:FXO MY 0.0039 UF 10* 200VDCW 


56285 


192P39292-PTS 


A2Q1 


1854-0215 


1 1 


TSTR:SI NPN 


80131 


2N3904 


A2Q2 


1854-0215 




TSTR:SI NPN 


80131 


2N3904 


A2Q3 


1854-0215 




TSTRiSI NPN 


8013 1 


2N3904 


A20A 


1854-0215 




TSTRiSI NPN 


80131 


2N3904 

1 



See introduction to this section for ordering information 



6-4 Rev. A 



Ab These components did not exist on instrument Serial No's. 1304A00275 and below. 





Model 34750A 



Table 6-1. Replaceable Pa rts(Con t'd) 



Reference 

Designation 



HP Part Number 



Description 



Mfr Part Number 



1854-0215 

1854-0215 

1854-0215 

1854-0215 

1854-0215 

1854-0215 

1854-0215 

1854-0C71 

0684-4721 

0684-8201 

0684-8201 

1820-0635 

1990-0413 

199C-04C5 

1820-0583 



TSTRiSI NPN 
TSTR:SI NPN 
TSTR:SI NPN 
TSTRiSI NPN 
TSTRiSI NPN 

TSTRiSl NPN 
TSTRiSl NPN 

TSTR:SI NPN(SELECTED FROM 2N3704) 
R:FXD COMP 4700 OHM 10* 1/4W 
R:FXD COMP 82 OHM 10* 1/4W 

R;FXD COMP 82 OHM 10* 1/4W 

1C :D1GITAL 

NUMERIC DISPLAYiLED 

NUMERIC 01 SPLAY :LED( PLUS-MINUS ) 

IC:TTL LP QUAD 2-INPT NANO GATE 

IC:TTL NUMERIC DISPLAY CHARACTER GEN. 



2N3904 
2N3904 
1854-0071 
CB 4721 
CB 8201 

CB 8201 

1820-C635 

1990-0413 

1990-0405 

DH74LCQN 



CHASSIS MOUNTED COMPONENTS 



2110-0012 
21 10-0004 
1251-0291 



FUSE:0.5 AMP 250V 
FUSE;CARTRIDGE 1/4 AMP 250V 
C0NNECT0R:14 PIN 



312. 5CC 

3AG/CAT. 312.250 
57-10140 



34750-28801 

1854-0245 



POWER MODULE 
TRANSI STGR: SI NPN 



34750-28801 

2N3771 



TRANSFORMERiPGWER 



CABLE ASSYiPOWER, DETACHABLE 



05300-20010 

34750-00601 

34750-61601 

4040-0920 

7120-3265 

7120-3534 

7122-0C58 

7124-2308 



CASE 

SHlELDiPOWER INPUT PROTECTION 
CABLEIFROM XA2 TO MOTHER BOARD) 
PANE LiFRONT 

NAMEPLATE 

DECAL 

PLATE:S£RIAL 

LA6EL:1NF0RHATI0N 



05300-20010 

34750-00601 

34750-61601 

4040-0920 

7120-3265 

7120-3534 

7122-0058 

7124-2308 



KNOB. PUSHBUTTON 
SHIELD: ANALOG fL - SHAPED) 
INSULATOR: POWER SWITCH 
SOCKET: 1C 8LK 16 CONTACT 



0370-2159 
1600-0421 
0340-078 7 
CSA2900 - 16B 



1 205-0002 
34750-60601 
34750-61602 
1 200-0462 

9170-0894 

0340-0782 

0340-0783 

5040-7001 

5040-6000 



HEAT SINK: TRANSISTOR 
SHIELD ASSY: TRANSFORMER 
CABLE: INPUT 

SOCKET: 1C CONTACT (FOR DISPLAY) 

BEAD: SHIELDING (USED ON A2 ASSEMBLY) 
INSULATOR:TRANSISTOR 
INSULATOR:SPRING ) 

SLIDE LOCK, BLACK, RIGHT 
SLIDE LOCK, BALCK, LEFT 



3AL-635-2R 
34750-80601 
34750-61 602 
3-116141-2 

91 70-0894 

0340-0782 

0340-0783 

5040-7001 

5040-6000 



Use for all replacement. 



See introduction to this section for ordering information 




Model 34750A 



Section VII 



SECTION VII 

CIRCUIT DIAGRAMS 
TROUBLESHOOTING 



7-1. INTRODUCTION. 

7-2. This section of the Operating and Service Manual 
contains troubleshooting information and circuit dia- 
grams for the Model 34750 A Display Module. Included 
are troubleshooting trees, a functional block diagram, 
schematic and component location diagrams and timing 
diagrams. 

7-3. TROUBLESHOOTING. 

7-4. Troubleshooting Trees. 

7-5. Figures 7-1 through 7-3 are troubleshooting trees 
designed to assist in the isolation of malfunctions. Table 
7-1 lists the troubleshooting trees and their respective 
figure numbers. 

Table 7-1. Troubleshooting Trees. 



Figure 


Troubleshooting Tree 


7-1 


Power Supply T roubleshooting T ree 


7-2 


Analog Troubleshooting Tree 


7-3 


Digital Troubleshooting Tree 



7-6. Troubleshooting Procedures. 

7-7. The following procedure is recommended for trou- 
bleshooting the Model 3 4750 A. 

a. Ensure the signal conditioning plug-on is func- 
tioning properly. Normally, if the Model 34750A passes 
the operational checks given in Paragraph 5-3, the 
Display Module is functioning properly and the signal 
conditioning module is malfunctioning. If you have 
checked the signal conditioning module and found it to 
be good proceed to step b. 

b. Determine the exact symptoms of the failure. This 
can usually be accomplished by attempting the perfor- 
mance tests for the instrument. These procedures are 
found in the Operating and Service Manual for the signal 
conditioning plug-on module. Often this method will 
isolate the trouble to a particular circuit which affects 
the parameter under test. 

c. Once the problem has been characterized, 
assuming the instrument is not completely dead, attempt 
the Adjustment Procedures outlined in Section V. 
Some apparent malfunctions can be corrected by these 



adjustments. Inability to obtain a correct adjustment can 
also help in localizing the problem. 

d. Check for burned or loose components, or other 
conditions which might be the source of trouble. 

e. Begin with the Power Supply Troubleshooting 
Tree (No. 1). If the power supplies are functioning 
properly the tree wfll quickly lead to the trouble- 
shooting tree for either the analog or the digital portion 
of the instrument. 

f. If the end of a tree is reached without finding the 
trouble, carefully recheck the symptoms to ensure you 
have interpreted them properly. Using the schematics, 
voltages and timing waveforms in Section VII (Figures 
7-5 through 7-8) attempt to localize the malfunction. 
Die problem can usually be isolated to the analog or 
digital section by connecting the test jumper shown in 
Figure 5-4 to “B”. A + 1.00000 should be displayed. If 
it is not, the digital section is malfunctioning. 

7-8. FUNCTIONAL BLOCK DIAGRAM (Figure 7-4). 

7-9. The Functional Block Diagram is a detailed block 
diagram showing the overall relationship between circuit 
elements of the Model 34750 A. The diagram shows all 
adjustments within the Model 34750 A and provides 
waveforms that should be helpful in troubleshooting. 

7-10. TIMING DIAGRAM (Figure 7-5). 

7-11. Figure 7-5 shows the timing relationships between 
the major signals generated within the Model 34750A. 
Each signal has been assigned a number within a circle, 
e.g. (3) , which corresponds to an identical number on 

one of the schematic diagrams. Illustrations of the 
34750-66501 and 34750-66502 printed circuit assem- 
blies, showing the physical location of each signal is also 
provided. 

7-12. SCHEMATIC DIAGRAMS (Figures 7-6, 7-7 and 
7-8). 

7-13. The circuits contained within the Model 34750 A 
are shown in the schematic diagrams. These diagrams are 
provided to assist in troubleshooting the instrument. 

7-14. CDMPDNENT LOCATION DIAGRAMS. 

7-15. Component Location Diagrams are provided with 
each schematic to show the location of the various 
components mounted on the printed circuit assemblies. 
Each component is identified by a reference designator. 








Section VII 



Model 34750 A 



GENERAL SCHEMATIC NOTES 



1. PARTIAL REFERENCE DESIGNATIONS ARE 
SHOWN. PREFIX WITH ASSEMBLY OR SUB- 
ASSEMBLY DESIGNATION(S) OR BOTH FOR COM- 
PLETE DESIGNATION. 

2. COMPONENT VALUES ARE SHOWN AS FOLLOWS 
UNLESS OTHERWISE NOTED. 

RESISTANCE IN OHMS 
CAPACITANCE IN MICROFARADS 
INDUCTANCE IN MILLIHENRIES 



17. WAVEFORMS AND AC VOLTAGE MEASUREMENTS 
WERE MADE WITH RESPECT TO CHASSIS GROUND 
USING AN OSCILLOSCOPE WITH A 10:1 DIVIDER 
PROBE (10 MEGOHM, 10 pF). THE VOLTAGE LEV- 
ELS SHOWN ON THE WAVEFORMS ARE ACTUAL 
VOLTAGE LEVELS AND ARE NOT TO BE CON- 
FUSED WITH OSCILLOSCOPE SETTING. THE VOLT- 
AGE LEVELS SHOWN ARE NOMINAL AND MAY 
VARY FROM ONE INSTRUMENT TO ANOTHER. A 
VARIATION OF ±10% IN MEASUREMENTS 
SHOULD BE ALLOWED. 



3. 



4 



DENOTES EARTH GROUND. 

USED FOR TERMINALS WITH NO LESS 
THAN A NO. 18 GAUGE WIRE CON- 
NECTED BETWEEN TERMINAL AND 
EARTH GROUND TERMINAL OR AC 
POWER RECEPTACLE. 



" 1 



DENOTES FRAME GROUND. 

USED FOR TERMINALS WHICH ARE 
PERMANENTLY CONNECTED WITHIN 
APPROXIMATELY 0.1 OHM OF EARTH 
GROUND. 



DENOTES GROUND ON PRINTED CIR- 
CUIT ASSEMBLY. (PERMANENTLY 
CONNECTED TO FRAME GROUND). 



ANY LETTER OR NUMBER IN TRI- 
ANGLE DENOTES A SPECIAL 
GROUND. 

7. — > ~ DENOTES 

ASSEMBLY. 

8. DENOTES 

MAIN SIGNAL 
PATH. 



9. 



DENOTES 

FEEDBACK 

PATH. 



10 . 



DENOTES FRONT PANEL 
MARKING. 



11. I 1 

I I 



DENOTES REAR PANEL 
MARKING. 



12 . 



DENOTES SCREWDRIVER ADJUST. 



13. AVERAGE VALUE SHOWN. OPTIMUM VAL- 

* UE SELECTED AT FACTORY. THE VALUE 
OF THESE COMPONENTS MAY VARY 
FROM ONE INSTRUMENT TO ANOTHER. 




DENOTES SECOND AP- 
PEARANCE OF A CONNEC- 
TOR PIN, 



15. DENOTES WIRE COLOR: COLOR CODE 

SAME AS RESISTOR COLOR CODE. 
FIRST NUMBER IDENTIFIES BASE 
COLOR, SECOND NUMBER IDENTIFIES 
STRIP. 



16. ALL RELAYS ARE SHOWN DEENERGIZED. 



18. DC VOLTAGE LEVELS WERE MEASURED WITH 
RESPECT TO CIRCUIT GROUND USING A VTVM 
WITH 10 MEGOHM INPUT IMPEDANCE. THE VOLT- 
AGE LEVELS SHOWN ARE NOMINAL AND MAY 
VARY FROM ONE INSTRUMENT TO ANOTHER 
DUE TO CHANGE IN TRANSISTOR CHARACTER- 
ISTICS. A VARIATION OF ±10% SHOULD BE 
ALLOWED. 




DENOTES BUFFER 



A A 

DENOTES INVERTER 



A B Q 




DENOTES AND GATE 




DENOTES NAND GATE 




DENOTES NOR GATE 0 0 1 




0 0 0 



DENOTES "EXCLUSIVE" OR GATE 
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GO TO TROUBLESHOOTING TREE NO. 
2 (ANALOG). 



START- 



CHECK THE + AND - REFERENCE I 
VOLTAGES, THE -12 V, +6V AND I 
■ +12V POWER SUPPLIES ON PINS 21 | 
THRU 25 OF XAl (ON A1 ASSEMBLY). 




TROUBLESHOOT THE REFERENCE 
POWER SUPPLY (A1U25) and A1CR27, 







CONNECT -Hi V TO THE PLUG-ON MOD- 
ULE INPUT. CONNECT A DC COUPLED 
OSCILLOSCOPE TO XAl PIN 19. 




YES 



TROUBLESHOOT THE ANALOG SEC- 1 
TION OF THE INSTRUMENT (SEE 
TROUBLESHOOTING TREE NO. 2). 




TROUBLESHOOT THE REFERENCE 
POWER SUPPLY (A1U26) AND A1CR27 
AND 28. 








CONNECT - 1 V TO THE PLUG-IN INPUT. 
CONNECT AN OSCILLOSCOPE TO A1J1 
PIN 20. DC COUPLE THE OSCILLO- 
SCOPE. 




YES 



\N0 


CHECK VOLTAGE AT POSITIVE SIDE 


1 , 




MATELY 10 Vdc. 





2. UNLESS otherwise SPECIFIED VOLT- 
AGES WERE OBSERVED WITH A PLUG-ON 
MODULE CONNECTED TO THE DISPLAY. 
WHEN CHECKING RESISTANCE BE SURE TO 
DISCONNECT THE DISPLAY FROM LINE 
VOLTAGE. 





NO 


CHECK VOLTAGE ON POSITIVE SIDE 
OF A1C35, SHOULD BE ABOUT 25 Vdr 








CHECK POWER MODULE (PMI). MAKE 
SURE FUSE FI IS OK. CHECK PRINTED 
CIRCUIT INSTALLED IN THE POWER 
MODULE AND INSURE IT IS PROPERLY 
ORIENTED FOR YOUR LINE VOLTAGE 
(SEE FIGURE 2-1 FOR INSTALLATION 
PROCEDURE), CHECK TRANSFORMER 
T1 AND DIODES A1CR19, 21, 22 AND 
23. ENSURE A1C3S AND 36 ARE NOT 
SHORTED. 




DISCONNECT THE PLUG-ON MODULE. 
RECHECK THE VOLTAGE ACROSS 
A1R72. 



YES 




CHECK A1CR29, A1CR31 AND A1C39. 
ALSO CHECK secondary WINDING 
ON T1 WHICH IS USED FOR + 5 V SUP- 
PLY. 




BEING CAREFUL NOT TO INJURE THE 
CONNECTOR, CONNECT PIN 24 OF XAl 
TO PIN 49. CHECK THE VOLTAGE A- 
CROSS A1R78. 



DISCONNECT THE DISPLAY FROM 
LINE VOLTAGE AND CHECK FOR A 
SHORT OR LOW IMPEDANCE FROM PIN 
24 TO GROUND. 




DISCONNECT THE DISPLAY FROM 
LINE VOLTAGE AND SET THE ON/OFF 
SWITCH TO ON. REMOVE THE JUMPER 
PREVIOUSLY CONNECTED TO XAl 
PINS 24 AND 49, CHECK FOR A SHORT 
OR LOW IMPEDANCE FROM PIN 49 OF 
XAl TO GROUND, 



CHECK VOLTAGE ACROSS A1R67. IT 
SHOULD BE < .7 V. 









BEING CAREFUL NOT TO INJURE THE 
CONNECTOR, CONNECT PIN 23 OF XAl 
TO PIN 48, CHECK THE VOLTAGE A- 
CROSS A1R78. 




DISCONNECT THE DISPLAY FROM 
LINE VOLTAGE AND SET THE ON/OFF 
SWITCH TO ON, REMOVE THE JUMPER 
PREVIOUSLY CONNECTED TO XAl 
PINS 23 AND 48. CHECK FOR A SHORT 
OR LOW IMPEDANCE FROM PIN 48 OF 
XAl TO GROUND. 
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DISCONNECT THE DISPLAY FROM 
LINE VOLTAGE AND CHECK FOR A 
SHORT OR LOW IMPEDANCE XAl TO 
PIN 23 TO GROUND. 



BEING CAREFUL NOT TO INJURE THE 
CONNECTOR, CONNECT PIN 26 OF XAl 
TO PIN 60. CHECK THE VOLTAGE A- 
CROSS A1 R67. IT SHOULD BE < .7 V, 




TROUBLESHOOT YOUR PLUG-ON MOD- 
ULE. (SEE THE OPERATING AND SER- 
VICE MANUAL FOR YOUR PLUG-ON 
MODULE TO OBTAIN TROUBLE- 
SHOOTING INFORMATION. 



DISCONNECT THE DISPLAY FROM 
LINE VOLTAGE AND CHECK FOR A 
SHORT OR LOW IMPEDANCE FROM 
XAl PIN 25 TO GROUND. 



DISCONNECT THE DISPLAY FROM 
LINE VOLTAGE AND SET THE ON/OFF 
SWITCH TO ON. REMOVE THE JUMPER 
PREVIOUSLY CONNECTED TO XAl 
PINS 26 AND 50. CHECK FOR A SHORT 
OR LOW IMPEDANCE FROM PIN 60 OF 
A1J1 TO GROUND. 



Figure 7-1. Power Supply Troubleshooting Tree. 
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START 



SET INSTRUMENT TO MEASURE DC 
VOLTS, 1 V RANGE. APPLY + 1 .2 V TO 
INPUT TERMINALS. USING AN OSCIL- 
LOSCOPE, CHECK THE VOLTAGE AT 
THE JUNCTION OF A1C1 AND A1R1. IT 
SHOULD APPEAR AS SHOWN BELOW; 



34701 A 
34702A 



J +1.2V 

J OV 



+ 1.2 V 
0 V 



I n. J 




IS THE VOLTAGE CORRECT? 



vYES 



CHECK INTEGRATOR WAVEFORM AT 
A1U2 PIN 6. IT SHOULD APPEAR AS 
1 SHOWN BELOW; 

+ 2.4 V 





NO 


CHECK CONNECTOR (XA1) AND PLUG- 
ON MODULE. ALSO CHECK, CABLE 
FROM J1 PIN 1 TO A1R1. | 








CHECK WAVEFORM AT THE OUTPUT 
OF SLOPE AMPLIFIER (TP2). IT 
SHOULD APPEAR AS SHOWN BELOW: 



92 ms 


•- 108 ms 




COR^ECTT^^^ 




^110_^ \ 

ms k\ 




' 




~~—rrr:z 




LJ L 



CHECK WAVEFORM AT TP1. IT I 
SHOULD APPEAR AS INDICATED BE- | 
LOW: 

+ 3.5 V 



OV -• 





_xn 




-67T 


»- 134 -J 


'67 '1 


ms r 


ms 


ms 



TROUBLESHOOT THE SLOPE AMPLI- 
FIER (A3, U4 AND ASSOCIATED COM- 
PONENTS). ALSO CHECK AUTO - ZERO 
FET (A1Q16). 



CHECK THE WAVEFORM AT YhE OUT- 
PUT OF THE COMPARATOR (YZDT). IT 
SHOULD APPEAR AS SHOWN BELOW: 




YES 



IS THE WAVEFORM CORRECT? 




PROCEED TO THE DIGITAL TROUBLE- 
SHOOTING TREE (NO. 3). 



[NO 



(NEGATIVE INPUT ONLY) 



I TROUBLESHOOT COMPARATOR AM- 
PLIFIER (A1U5) AND ASSOCIATED CIR- 
' CUITS. 

NOTE 

IF HYSTERESIS AND OFFSET ADJUST- 
MENTS ARE NOT SET PROPERLY THEY 
MAY BE THE SOURCE OF TROUBLE. 




IS THE WAVEFORM CORRECT? 




TROUBLESHOOT THE INTEGRATOR 
(A1Q7, U2) AND ASSOCIATED CIRCUIT. 
make SURE A1Q6 IS FUNCTIONING 
PROPERLY. 



NO 



I 



CHECK WAVEFORM AT GATE OF 
A1Q5A. IT SHOULD APPEAR AS SHOWN 
BELOW: 






TROUBLESHOOT 


THE INPUT AMPLI- 




ricn 1 V 1 / 

CIRCUIT. 


1 CU 



NOTE 

1. UNLESS OTHERWISE SPECIFIED WAVE- 
FORMS WERE CHECKED WITH OSCILLO- 
SCOPE SET TO INT. TRIGGER, + SLOPE. 
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TROUBLESHOOT THE FET SWITCHES 
CONNECTED TO THE INPUT (A1Q1,Q2, 
03 AND 04) AND THEIR ASSOCIATED 
CIRCUITS. 

HINTS -IF + OR - REF. FETS ARE 
SHORTED OR TURNED ON CON- 
STANTLY THE GATE OF Q5A WILL BE 
CLAMPED TO +1V OR -IV DE- 
PENDING ON WHICH REFERENCE IS 
DEFECTIVE. IF THE - REFERENCE FET 
(03) IS OPEN OR NOT TURNING ON, 
THE SIGNAL AT THE GATE OF 05A 
WILL NOT GO TO THE -H V REFER- 
ENCE LEVEL SHOWN IN THE PREVIOUS 
WAVEFORM. IF THE AUTO - ZERO FET 
IS SHORTED OR ON AT ALL TIMES THE 
GATE OF Q5A WILL BE CLAMPED TO 
GROUND. ALSO CHECK + REFERENCE 
FET FOR A SHORT OR OPEN. 



Figure 7-2. Analog Troubleshooting Tree. 
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CHECK 3 MHz CLOCK WAVEFORM AT 
U21 PIN 14. IT SHOULD APPEAR AS | 
I SHOWN BELOW; 

+ 4 V 



-.27 its 

NOTE 

FOR OPTION 050 THIS PERIOD IS| 
.264 




IS THE WAVEFORM CORF 





NO 


CHECK 3 MHz CLOCK WAVEFORM AT I 
U7 PIN 9, IT SHOULD APPEAR AS 


SHOWN BELOW: 

f--' 


-I 5 V 


List -22 fs 


Cl7 OV 


(.1264 fo, FOR OPTION 050) | 








CHECK WAVEFORM ON COLLECTOR 
OF A1Q21. IT SHOULD APPEAR AS 
SHOWN BELOW; ' 

+ 5 V 





IS THE WAVEFORM CORRECT 




NO 






YES 


TURN OFF THE INSTRUMENT AND RE- 
MOVE A1U21 FROM ITS SOCKET. 




A1U21 IS AN m6s C 
DESTROYED BY C 
STATIC CHARGE. 
CHECK THE WAVEF 
THE CONNECTOR FC 
APPEAR AS SHOWN 1 

— H r 

NO' 

FOR OPTION 050 
J264 fis. 


>EviCE. IT CAN BE 
ONTACT WITH A 

ORM AT PIN 14 OF 
5R U21. ITSHOULD 
3ELOW: 


- .72 m 
FE 

THIS PERIOD IS 







TROUBLESHOOT TH^ MAIN CLOCK 
(U6, YD AND ASSOC ATE D CIRCUIT. 
ENSURE INPUT TO U7 (91 IS NOT 
SHORTED. 






IS THE WAVEFORM COR 




1 DEFECTIVE. 





NO 


CHECK A1U7 (PINE 
A1U19 (PINS 11,12. 
PER OPERATION. 


' 8 AND 9) AND 
AND 13) FOR PRO- 



YES 



THE WAVEFORM CORREC1 




CHECK WAVEFORM AT TP3. IT 
SHOULD APPEAR AS SHOWN BELOW: 





NO- 


CHECK WAVEFORM AT PIN 7 OF 
A1U21. IT SHOULD APPEAR AS SHOWN 
BELOW: 


33 ms [ 4 - 


OV 

-.5 V 







H5 V 

— • 100ms«* 1(X)ms ^ 

D V 




IS THE WAVEFORM CORRECT? 



sYES 



CHECK A1Q21 AND A1U6 (PINS 1 AND 
2) FOR PROPER OPERATION. CHECK 
CONNECTOR XA1 PIN 9 ANDPLUGON. 





NO 


CHECK WAVEFORM ON PIN 11 OF 
A1U21 . IT SHOULD APPEAR AS SHOWN: 

j 


IT 


42 MS 








YES 



IS WAVEFORM CORRECT? 




A1Q21 PROBABLY DEFECTIVE, 



NO 



CHECK RESET CIRCUIT (U11, 12 AND 
13). IF OK, CHECK RESET LINE FOR 
SHORT TO GROUND VIA U8 PIN 2 OR 
U21 PIN 11. 
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IS WAVEFORM CORRECT? 





NO 


CHECK FOR 30 Hz CLOCK ON PIN 9 OF 
A1U9. IT SHOULD APPEAR AS SHOWN: 

Tir:; 

— p— 33 ms 







TRIGGER OSCILLOSCOPE ON EXT. AT 
TP3. CHECK TIMING WAVEFORMS B 
AND C. SHOULD APPEAR AS SHOWN: 



^HECK WAVEFORM ON PIN 6 OF I 
A1U16. IT SHOULD APPEAR AS SHOWN. 
(TRIGGER OSCILLOSCOPE ON 
"INT.”): 

1 33 I + 4 ,8 V I 

177 ms— OV 





CHECK WAVEFORM ON P|N 11 OF 
A1U15. ITSHOULD BE: 



H 



3.2 

J 0 V 




CHECK WAVEFORM AT PIN 13 OF 
A1U9, IT SHOULD APPEAR AS SHOWN: 



+ 4.8 V 

— ► 100 ms ♦♦100 ms ^ 

0 V 




IS WAVEFORM CORRECT? 




YES 


CHECK VOLTAGE AT PIN 1 A1U9, IT 


1 


) 


SHOULD BE ABOUT + 4.8 V. 







NO 


CHECK VOLTAGE AT A1TP4. IT 
SHOULD BE HIGH (APPROXIMATELY 
+ 5 V). 








IS VOLTAGE CORRECT? 



YES 




A1 U9 PROBABLY DEFECTIVE. 



NO 



CHECK A1U8 (PINS 1, 2, 3) AND RESET 
pIRCUIT FOR PROPER OPERATION. 




CHECK A1U8 AND U16 FOR PROPER 
OPERATION. 



CHECK FOR PIN 26 OF A1XA1 (CON- 
NECTOR) OR PIN 4 OF U8 SHORTED TO 
GROUND. 




IS WAVEFORM CORRECT? 




NO 



CHECK A1U15 AND U8 FOR PROPER 
OPERATION. 



p/o Figure 7-3. Digital Troubleshooting Tree. 
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START 




NO 




A1U6 PROBABLY DEFECTIVE. 



CHECK A1U7 (PINS 8 AND 9) AND 
A1U19 (PINS 11, 12 AND 13) FOR PRO- 
PER OPERATION. 
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APPLY +1.2V TO 34 7 50A INPUT AND 
OBSERVE DISPLAY, THE OVERRANGE 
■T' SHOULD ILLUMINATE. 



TROUBLESHOOT A2U5 AND BCD1 
GATE OF A1U4. 






















p/o Figure 7-3. Digital Troubleshooting Tree. 
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PIN 8, AIU7 



Al 



INPUT \ \ 
VOLTAGE / r 



. RESET PULSE - 
GENERATOR 








DATA 

CLOCK 


3MHz 




-i- 4 


► 


RESET 

/■VM IMT CD 


liMHU t bWI 1 UMINo y ’ INrU 1 Amr \ y IN 1 tbKA 1 UK v t SLOPE AMP v 

\ / \ / \ / \ 












UUUIN 1 tK 



— 


(AIQ2 DRAIN) 
















, J 


AUTO- 

ZERO 




1 . 

I 

i J 


\r~\ 

I 

I 

I 

I 



+ REF 
VOLTAGE 
(+Vref) 



-l-REF 

ENABLE 

(LPRE) 



INPUT 
I ENABLE 
L(LIEN) 



-REF 

VOLTAGE 

(-Vref) 



-REF 

ENABLE 

(LNRF) 



FET SWITCH 
DRIVE 
CIRCUITS 



-h/- 

REF 

ENABLE 



ZERO DETECT 
HELD (LZDH) 




INTEGRATOR ENABLE (UEN) 
AUTO -ZERO (LMATZ) 
INPUT ENABLE (LIEN) 



MEASURE- 


TIMING 




■i I 1 I. 

+ /- 

REFERENCE 


MENT 

TIMING 


GENERATOR 
« SIGNALS 


+I2VS 


CIRCUITS 


(A.B.C) 


SOURCES 



FROM 

SCANNER 



- NOTE - 
ALL WAVEFORMS 
WERE OBTAINED 
WITH-I.2V APP- 
LIED TO THE 
INPUT. 



(X,Y,Z) 

FROM 

SCANNER 



OVER- 
RANGE 
IDIGIT SCAN 
DETECT 



COf^YRIGHT 



1973 BY HEWLETT-PACKARD COMPANY 



34750 A- 




A2 



-ZPL 

ov -I"* LaA N 



. RESET PULSE - 
GENERATOR 





DATA 


\ 
3MHz X 


RESET 


OPE AMP 


CLOCK 




• ^ COUNTER 



, 

30Hz PLUG -ON 

/ IVK)DULE 



SCANNER CLOCK 
(TO CHARACTER GENERATOR) 



RIGHT HALF / LEFT HALF 
SCANNING PULSES 



DRIVER 

TRANSISTORS 



/=ZERO DETECT^^ 
/ COMPARATOR \ 



POSITIVE 

INPUT 



INPUT 
POLARITY 
FUP- FLOP ■ 



TO FET DRIVE 
CIRCUITS 



+ / - 

REFERENCE 

ENABLE 



RESET PULSE 
PIN II, AIU2I 



POLARITY 
/ ENABLE 
\42 



\ DISPLAY 
ENABLE 



(X.Y.Z) 

TO DATA ACCUMULATOR AND 
OVERRANGE DIGIT SCAN DETECT 



HYSTERESIS 

(H) 



COMPARATOR 
^ OFFSET 
(Z) 



ZERO DETECT 
PROCESSOR h 



ZERO DETECT 
HELD 



DATA CLK 
DISABLE a 
. TRANSFER - 
PULSE 
GENERATOR 



TRANSFER (AIU2I PIN4) 
PULSE 

+4.6V 



ACCUMU- 

LATOR 



I BCD OUTPUT (1, 2, 4, 8) 



(X,Y,Z) 

FROM 

SCANNER 



POSITIVE 
INPUT "// 




OVER- 

RANGE 

DETECT 



R8I R82 



REFERENCE 

SOURCES 



FROM 

SCANNER 



OVER- 


i 1 BCD 2,4,8 1 1 




RANGE 


1 BLANKING | 


UI01 1 


* • ^ UIKCUIIS * 


DETECT 


! 





BCD 

CONTROL 

GATES 



CHARACTER 

GENERATOR 



SCANNER 

CLOCK 



4 LINE 
BCD CODE 



34750 A -E 


! -3478 


Figure 7-4. Functional Block Diagram. 






7-9/7-10 




34750A TIMING a DATA WAVEFORMS 





34750A SCANNING SYSTEM 



© 

@ 

<0 

0 



DISPLAY DIGITS 2 5 




34750 MNEMONIC DICTIONARY 



lHld 

lMatz 

LEDH 

LfiDB 

LpOE 

HbPP 

L|DP4 

LDP3 

I 

LpP2 

LDP1 

LOVL 

LBLK 

LIGE 

LIEN 

l]nre 

LPRE 



(Low HoLD) - When low, this signal inhibits the instrument from taking additional readings. 
(Low Mainframe Auto - Zerol - This signal goes low during mainframe auto - zero period. 

(Low Zero Detect Hold) - This signal goes low at zero detect. 

(Low 5th Digit Blank) - When low, this signal blanks the 5th digit of the mainframe. 

(Low polarity Enable) - When low, this signal enables the polarity display digit. 

(High Display Positive Polarity) - When high, this signal causes the polarity indicator to show a +. 
(Low Decimal Point 4) - When low, this signal illuminates decimal point 4. 

(Low Decimal Point 3) - When low, this signal illuminates decimal point 3. 

(Low Decimal Point 2) - When low, this signal illuminates decimal point 2. 

(Low Decimal Point 1 ) - When low, this signal illuminates decimal point 1 . 

(Low OVerLoad) - When low, this signal indicates the instrument is in overload. 

(Low BLanK) - The display is blanked when this signal is low. 

(Low InteGrator Enable) • When low, this signal enables the integrator. 

(Low Input ENable) - When low, this signal enables the 34750A input circuits. 

(Low Negative Reference Enable) - When low, this signal enables the negative reference supply. 
(Low Positive Reference Enable) - When low, this signal enables the positive reference supply. 




11456AREAD0UTTEST CARD 



Connect to GND 
display. 

Point display. 



to blank 



Power Supply Voltages. 



±0.25 V- 






Reference 'Voltages. 
Connect these pins to IN- 
PUT pin to test full scale 
readout. Display should be 
100,000 ± 10) counts). 




± 2 % -f 12V 



12 kHz ■ 



A dc voltage up to 
± 1.99999 V may be ap- 
plied to the INPUT pin 
and GND 1 to test opera- 
tion. 

Direct Input 1 V Range 
(Connect this pin to GND 
1 to check zero.) 

A difference of more than 
4 counts in the zero 
reading when this pin is 
connected to GND 1 indi- 
cates a leaky FET. 



- Leakage Test Input 

<T) 

Timing Signals. \ / 

T rigger oscilloscope on 
Signal A (positive slope) to 
troubleshoot timing and 
data systems. 



3470A - B - 3010 



T rigger oscilloscope on 
Signal Z (negative slope) 
to troubleshoot Scanning 
System. 



Positive Input 
Polarity. 



® 



Digit Display 
Switches. 

Down position true. Sum 
of switch positions equals 
display digit in all decades. 
INPUT pin must be con- 
nected to GND 1. 



' Analog Ground. 

Goes low during Auto- 
Zero interval. 

Connect this point to 
' GND 3 to stop timing in 
Auto-Zero interval. 



Figure 7-5. Timing Waveforms. 
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NOTES 



I DENOTES SCHEMATIC ON WHICH 
I SIGNAL CONNECTION IS MADE. 



NUMBERS IN CIRCLES REFER TO 
WAVEFORMS ON FIGURE 7-5. 



USE FOR ALL REPLACEMENT. IF 
EITHER R6, R7, OR R37 IS RE- 
PLACED, ALL SHOULD BE RE- 
PLACED. 



INSTRUMENT SERIAL NO's. 
1304A00275 AND BELOW DID NOT 
CONTAIN R85. IT WAS PART OF 
RESISTOR PACK R28. 

REFER TO CHANGE N0.1 IN SEC- 
TION 8 FOR INSTRUMENT SERIAL 
NO.'S 1304A00275 AND BELOW. 
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MOTHER BOARD 034750-66501 
(ANALOG SIGNAL PROCESSOR SECTION) 



■ INTEGRATOR = 
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Figure 7-6. Analog Signal Processor. 

Rev. B 7-13/7-14 





Rev. B 7-15/7-16 










A 




Al 

hp Part No. 034750-66501 
Rev D 









— -FI6V 


BATTERY CHARGE 


■\13^ 


16V 


BATTERY CHARGE 


<,4^ 


— BATTERY MODULE GND 




— +8V 


BATTERY CHARGE 




— -h8V 


RAW 




— -^8V 


RAW 



BATTERY MODULE 



3 



Figure 7-8. Power Supply. 
Rev. B l-MP-M 









Model 34750A 



Section VIII 



SECTION VIII 
BACKDATING 



8-1. INTRODUCTION. 



CHANGE NO. 1 



8-2. This section contains backdating information which 
adapts this manual to instruments with serial numbers 
lower than that shown on the title page. 

8-3. CHANGE SEQUENCE. 

8^. Changes are listed in the serial number order that they 
occurred in the manufacture of the instrument. However, in 
adapting this manual to an instrument with a particular 
serial number, apply the changes in reverse order. That is, 
begin with the latest change and progress to the earUest 
change that apphes to the serial number in question. Table 
8-1 hsts the serial numbers to which each change applies. 

8-5. PARTS NOT INCLUDED IN BACKDATING. 

8-6. When replacing a part whose value or part number 
differs from the schematic diagram or parts list in this 
manual, yet is not listed in the following changes, use the 
replacement part number shown in Section VI. These parts 
are identified by the symbol A. 



Table 8-1. Manual Backdating Changes. 

I nstrument Serial Prefix Make Manual Changes 



1304A00275 and below 


1 















































Applies to instrument Serial No’s 1304A00275 & below. 

Change the 34750-90001 Component Locator 
as shown below: 
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CODE LIST OF MANUFACTURERS 



The following code numbers are from the Federal Supply Code for Manufacturers Cataloging Handbooks H4-1 {Name to Code) and H4-2 {Code 
to Name) and their latest supplements. The date of revision and the date of the supplements used appear at the bottom of each page. Alpha- 
betical codes have been arbitrarily assigned to suppliers not appearing in the H4 Handbooks. 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer Addre.s.s 



00000 U.S. A Common Any supplier of U.S, 

00136 McCoy Electronics. . .Mount Holly S^irings, Pa. 
00213 Sage Electronics Corp. .... Rochester, N. Y. 

00287 Cemco, Inc. Danielson, Conn. 

00334 Humidial Colton, Calif. 

00348 Mictron, Co. , Inc Valley Stream, N. Y. 

00373 Gar lock Inc. Cherry Hill, N. J . 

00656 Aerovox Corp New Bedford, Mass. 

00779 Amp. Inc. Harrisburg, Pa. 

00781 Aircraft Radio Corp Boonton, N. J . 

00809 Croven, Ltd. Whitby, Ontario, Canada 

00815 Northern Engineering 

Laboratories, Inc Burlington, Wis. 

00853 Sangamo Electric Co. , 

Pickens Div. Pickens, S. C. 

00866 Goe Engineering Co. . • • .City of Industry, Cal, 

00891 Carl E. Holmes Corp Los Angeles, Cal. 

00929 Microlab Inc Livingston, N. J . 

01002 General Electric Co. , 

Capacitor Dept Hudson Falls, N. Y. 

01009 Alden Products Co. Brockton, Mass. 

01121 Allen Bradley Co Milwaukee ,Wia 

01255 Litton Industries, Inc. .... Beverly Hills, Cal. 

01281 TRW Semiconductors, Inc Lawndale, Cal. 

01295 Texas Instruments, Inc. , 

Transistor Products Div Dallas, Texas 

01349 The Alliance Mfg. Co Alliance, Ohio 

01538 Small Parts Inc Los Angeles, Cal. 

01589 Pacific Relays, Inc Van Nuys, Cal. 

01670 Gudebrod Bros. Silk Co New York, N.Y. 

01930 Amerock Corp. Rockford, HI. 

01960 Pulse Engineering Co Santa Clara, Cal. 

02114 Ferroxcube Corp. of 

America Saugerties, N.Y. 

02116 Wheelock Signals, Inc. Long Branch, N.J. 

02286 Cole Rubber and Plastics Inc . .Sunnyvale, Cal. 
02660 Amphenol-Borg Electronics 

Corp Broadview, 111. 

02735 Radio Corp. of America, Semi- 

conductor and Materials 

Division Somerville, N. J. 

02771 Vocaline Co. of America, 

Inc Old Saybrook, Conn. 

02777 Hopkins EngineeringCo. . ■ San Fernando, Cal. 

02875 Hudson Tool & Die Newark, N.J . 

03296 Nylon Molding Corp Springfield, N. J. 

03508 G. E. Semiconductor Prod. 

Dept Syracuse , N.Y. 

03705 Apex Machine & Tool Co Dayton, Ohio 

03797 Eldema Corp. Compton, Calif. 

03818 Parker Seal Co Los Angeles, Cal. 

03877 Transitron Electric Corp. . . .Wakefield, Mass. 

03888 Pyrofilm Resistor Co. , 

Inc Cedar Knolls, N.J. 

03954 Singer Co, , Diehl Div. , 

Finderne Plant Sumerville, N.J. 

04009 Arrow, Hart and Hegeman 

Elect. Co. Hartford, Conn. 

04013 Taruus Corp Lambertville , N.J. 

04062 Arco Electronic Inc Great Neck, N.Y. 

04217 Essex Wire Los Angeles, Cal. 

04222 Hi-Q Division of Aerovox. .Myrtle Beach, S. C. 

04354 Precision Paper Tube Co Wheeling, HI 

04404 Palo Alto Division of Hewlett- 

Packard Co Palo Alto, Cal. 

04651 Sylvania Electric Products, 

Microwave Device Div. . .Mountain View, Cal. 

04673 Dakota Engr.Inc Culver City, Cal. 

04713 Motorola Inc. Semiconductor 

Prod. Div Phoenix, Arizona 

04732 Filtron Co. ,Inc. Western 

Div Culver City, Cal. 

04773 Automatic Electric Co Northlake, 111. 

04796 Sequoia Wire Co Redwood City, Cal. 

04811 Precision Coil Spring Co El Monte, Cal. 

04870 P.M. Motor Company Westchester, III 

04919 Component Mfg. Service 

Co W. Bridgewater, Mass 

05006 Twentieth Century Plastics, 

Inc Los Angeles, Cal. 

05277 Westinghouse Electric Corp. 

Semiconductor Dept Youngwood, Pa. 



05347 Ultronix, Inc San Mateo, Cal. 

05397 Union Carbine Corp., Elect, 

Div New York, N.Y. 

05574 Viking Ind. Inc Canoga Park, Cal. 

05593 Icore Electro-Plastics Inc Sunnyvale, Cal. 

05616 Cosmo Plastic (c/o Electrical 

S!pec.Co.) Cleveland, Ohio 

05624 Barber Colman Co Rockford, 111. 

05728 Tiff en Optical Co 

Roslyn Heights, Long Island, N.Y. 

05729 Metro-Tel Corp Westbury ,N. Y. 

05783 Stewart Engineering Co Santa Cruz, Cal. 

05820 Wakefield Engineering Inc Wakefield, Mass. 

06004 Bassick Co. , Div. of Stewart 

Warner Corp Bridgeport, Conn. 

06090 Raychem Corp Redwood City, Cal. 

06175 Bausch and Lomb Optical 

Co Rochester, N. Y. 

06402 E.T.A. Products Co. of 

America Chicago, 111. 

06540 Amatom Electronic Hardware 

Co. , Inc New Rochelle, N. Y. 

06555 Beede Electrical Instrument 

Co., Inc Penacook. N. H. 

06666 General Devices Co. ,Inc Indianapolis, Ind. 

06751 Components Inc. ,Ariz.Div. . . Phoenix, Arizona 
06812 Torrington Mfg. Co. ,West Div. . . Van Nuys, Cal. 

06980 Varian Assoc. Etmac Div San Carlos, Cal. 

07088 Kelvin Electric Co Van Nuys, Cal. 

07126 Digitran Co Pasadena. Cal. 

07137 Transistor Electronics 

Corp Minneapolis, Minn. 

07138 Westinghouse Electric 

Corp. , Electronic Tube Div Elmira, N.Y. 

07149 Filmohm Corp New York, N.Y. 

07233 Cinch-Graphik Co City of Industry, Cal. 

07256 Silicon Transistor Corp. . . . Carle Place, N.Y. 

07261 Avnet Corp Culver City, Cal. 

07263 Fairchild Camera & Inst. Corp. , 

Semiconductor Div Mountain View, Cal. 

07322 Minnesota Rubber Co Minneapolis, Minn. 

07387 Birtcher Corp, The Monterey Park, Cal. 

07397 Sylvania Elect. Prod. Inc. , 

Mt. View Operations .... Mountain View, Cal. 
07700 Technical Wire Products 

Inc Cranford, N. J. 

07829 Bodine Elect. Co Chicago, 111, 

07910 Continental Device Corp. ..... JIawthorne, Cal. 

07933 Raytheon Mfg. Co. , Semi- 
conductor Div Mountain View, Cal. 

07980 Hewlett-Packard Co. , 

New Jersey Division Rockaway, N.J. 

08145 U.S. EngineeringCo Los Angeles, Cal. 

08289 Blinn, Delbert Co Pomona, Cal. 

08358 Burgess Battery Co 

Niagara Falls, Ontario, Canada 

08524 Deutsch Fastener Corp Los Angeles, Cal. 

08664 Bristol Co. , The Waterbury, Conn 

08717 Sloan Company Sun Valley, Cal. 

08718 ITT Cannon Electric Inc. , 

Phoenix Div Phoenix, Arizona 

08727 National Radio Lab. Inc Paramus, N.J. 

08792 CBS Electronics Semiconductor 

Operations, Div. of CBS Inc .... Lowell, Mass. 
08806 General Electric Co. , 

Miniature Lamp Dept Cleveland, Ohio 

08984 Mel-Rain Indianapolis, Ind. 

09026 Babcock Relays Div Costa Mesa, Cal. 

09097 Electronic Enclosures Inc.. . Los Angeles, Calif . 

09134 Texas Capacitor Co Houston, Texas 

09145 Tech. Ind. Inc. Atohm 

Elect Burbank, Cal. 

09250 Electro Assemblies, Inc Chicago, 111. 

09353 C & K Components Inc Newton, Mass. 

09569 Mallory Battery Co. of 

Canada, Ltd Toronto, Ontario, Canada 

09795 Pennsylvania Florocarbon. Clifton Heights, Penn. 

09922 Burndy Corp Norwalk, Conn. 

10214 General Transistor Western 

Corp Los Angeles, Cal. 

10411 Ti-Tal,Inc Berkeley, Cal. 

10646 Carborundum Co Niagara Falls, N.Y. 



11236 CTS of Berne, Inc Berne. Ind. 

11237 Chicago Telephone of 

California, Inc. So. Pasadena, Cal. 

11242 Bay State Electronics Corp. . . . Waltham, Mass. 
11312 Teledyne Inc. , Microwave 

Div. Palo Alto, Cal. 

11314 National Seal Downey, Cal. 

11453 Precision Connector Corp. .... Jamaica, N. Y. 

11534 Duncan Electronics Inc. Costa Mesa, Cal. 

11711 General Instrument Corp. , 

Semiconductor Division Products 

Group Newark, N.J. 

11717 Imperial Electronic , Inc Buena Park, Cal. 

11870 Melabs, Inc. Palo Alto, Cal. 

12136 Philadelphia Handle Co Camden, N.J. 

12361 Grove Mfg. Co. , Inc Shady Grove, Pa. 

12574 Gulton Ind. Inc. ,Data System 

Div Albuquerque, N. M. 

12697 Clarostat Mfg. Co. Dover, N.H. 

12728 Elmar Filter Corp W. Haven, Conn. 

12859 Nippon Electric Co. , Ltd Tokyo, Japan 

12881 Metex Electronics Corp Clark, N.J. 

12930 Delta Semiconductor Inc. . , Newport Beach, Cal. 

12954 Dickson Electronics Corp. . . Scottsdale, Arizona 

13019 Airco Supply Co. , Inc Witchita, Kansas 

13061 Wilco Products Detroit, Mich. 

13103 Thermolloy Dallas, Texas 

13327 Solitron Devices Inc Tappan, N.Y. 

13396 Telefunken (GmbH) Hanover ,Ger many 

13835 Midland -Wright Div. of 

Pacific Industries, Inc. . . . Kansas City, Kansas 

14099 Sem-Tech Newbury Park, Cal. 

14193 Calif. Resistor Corp Santa Monica, Cal. 

14298 American Components, Inc.. . Conshohocken, Pa. 
14433 ITT Semiconductor, a Div. of 
Int. Telephone and Telegraph 

Corporation West Palm Beach, Fla. 

14493 Hewlett-Packard Company Loveland, Colo. 

14655 Cornell Dublier Electric Corp . . . Newark, N.J. 

14674 Corning Glass Works Corning, N.Y. 

14752 Electro Cube Inc San Gabriel, Cal. 

14960 Williams Mfg. Co San Jose, Cal. 

15106 The Sphere Co. , Inc Little Falls, N.J. 

15203 Webster Electronics Co New York, N, Y. 

15287 Scionics Corp Northridge,Cal, 

15291 Adjustable Bushing Co N. Hollywood, Cal. 

15558 Micron Electronics. .Garden City , Long Is land,N. Y. 

15566 Amprobe Inst. Corp Lynbrook, N.Y. 

15631 Cabletronics Costa Mesa, Cal. 

15772 Twentieth Century Coil 

Spring Co. Santa Clara, Cal. 

15801 Fenwal Elect. Inc Framingham, Mass. 

15818 Amelco Inc Mountain View , Cal. 

16037 Spruce Pine Mica Co Spruce Pine, N. C. 

16179 Omni-Spectra Inc Detroit, 111. 

16352 Computer Diode Corp Lodi, N J. 

16554 Electroid Co Union, N.J. 

16585 Boots Aircraft Nut Corp Pasadena, Cal. 

16688 Ideal Prec. Meter Co. , Inc. , 

De Jur Meter Div Brooklyn, N.Y. 

16758 Delco Radio Div. ofG.M.Corp. . . .Kokomo, Ind. 

17109 Thermonetics Inc Canoga Park, Cal. 

17474 Tranex Company Mountain View , Cal. 

17675 Hamlin Metal Products Corp Akron, Ohio 

17745 Angstrohm Prec. Inc No. Hollywood, Cal. 

17856 Siliconix Inc Sunnyvale , Cal. 

17870 McGraw-Edison Co Manchester, N.H. 

18042 Power Design Pacific Inc Palo Alto, Cal. 

18083 Clevite Corp. Semiconductor Div. . Palo Alto. Cal. 

18324 Signetics Corp Sunnyvale , Cal . 

18476 Ty-Car Mfg. Co. , Inc Hollislon, Mass, 

18486 TRW Elect. Comp. Div Des Plaines, 111, 

18565 Chomerics Plainville, Mass. 

18583 Curtis Instrument, Inc Mt. Kisco,N.Y, 

18612 Vishay Instruments Inc Malvern, Pa. 

18873 E.I. DuPont and Co. , Inc. . . . Wilmington, Del. 

18911 Durant Mtg. Co Milwaukee, Wis. 

19315 The Bendix Corp. , Navigation & 

Control Div Telerboro, N.J. 

19500 Thomas A. Edison Industries , 

Div , ol McGraw-Edison . . . .West Orange , N.J. 
19589 Concoa Baldwin Park. Cal. 
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19644 
19701 
20183 
21226 
21355 
21520 
23020 
23042 
23783 
24455 
24655 
24681 
26365 
26462 
26851 
26992 
284 80 
28520 
30817 

33173 

35434 

36196 

36287 

37942 

39543 

40920 

40931 

42190 

43990 

44655 

46384 

47904 

48620 

49956 

52090 

52983 

54294 

55026 

55933 

55938 

56137 

56289 

58474 

59446 

59730 

60741 

61775 

62119 

63743 

64959 

65092 

66295 

66346 

70276 

70309 

70318 

70417 
704 85 
70563 
70674 
70903 
70998 
71002 
71034 
71041 

71218 

71279 

71286 

71313 

71400 

71436 

71447 

71450 

71468 

71471 



CODE LIST OF MANUFACTURERS (Continued) 



Manufacturer 

LRC Electronics Horseheads,N. Y. 

Electra Mfg. Co Independence , Kansas 

General Atronics Corp. Philadelphia, Pa. 

Executone, Inc. Long Island City, N.Y. 

Fafnir Bearing Co. ,The . . . New Britian, Conn. 
Fansteel Metallurgical Corp. . . .N. Chicago, 111. 

General Reed Co Metuchen, N. J. 

Texscan Corp. Indianapolis, Ind. 

British Radio Electronics Ltd. . .Washington, D.C. 
G. E. Lamp Division , Nela Park, Cleveland, Ohio 

General Radio Co West Concord, Mass. 

Memcor Inc. ,Comp.Div Huntington, Ind. 

Gries Reproducer Corp. . . . New Rochelle, N.Y. 
Grobert File Co. of America, Inc. Carlstadt, N.J, 

Compac/Hollister Co Hollister, Cal. 

Hamilton Watch Co Lancaster, Pa. 

Hewlett-Packard Co Palo Alto, Cal, 

Heyman Mfg. Co Kenilworth, N.J. 

Instrument Specialties Co. , 

Inc Little Falls, N. J. 

G. E. Receiving Tube Dept Owensboro, Ky. 

Lectrohm Inc Chicago, 111. 

Stanwyck Coil Products. 

Ltd Hawkesbury, Ontario, Canada 

Cunningham, W.H. & Hill, 

Ltd Toronto, Ontario, Canada 

P. R. Mallory & Co. , Inc Indianapolis, Ind. 

Mechanical Industries Prod. Co. . Akron. Ohio 
Miniature Precision Bearings , Inc. . Keene, N.H. 

Honeywell Inc Minneapolis, Minn. 

Muter Co Chicago, 111. 

C. A, Norgren Co Englewood, Colo. 

Ohmite Mfg. Co. Skokie, 111. 

Penn Eng. & Mfg. Corp Doylestown, Pa. 



Code 

No. 



Manufacturer 



. Cambridge, Mass. 

Southampton, Pa. 
. Waltham, Mass. 
.Westminster, Md. 



Polaroid Corp. 

Precision Thermometer & 

Inst. Co 

Microwave & Power Thjbe Div. 

Rowan Controller Co 

HP Co , Med. Elec. Div Waltham, Mass. 

Shallcross Mfg. Co Selma, N. C. 

Simpson Electric Co. Chicago, 111. 

Sonotone Corp. Elmsford, N. Y. 

Raytheon Co. Commercial Apparatus 

& System Div So. Norwalk, Conn. 

Spaulding Fibre Co. , Inc. .... Tonawanda, N. Y. 

Sprague Electric Co North Adams, Mass. 

Superior Elect. Co. Bristol, Conn. 

Telex Corp Tulsa, Okla. 

Thomas & Betts Co. Elizabeth, N.J. 

Triplett Electrical Inst. Co Bluffton, Ohio 

Union Switch and Signal Div. of 
Westinghouse Air Brake Co. . . Pittsburgh, Pa. 

Universal Electric Co Owosso, Mich. 

Ward-Leonard Electric Co. . . Mt. Vernon, N. Y. 
Western Electric Co. , Inc. . . . New York, N.Y. 
Weston Inst. Inc. Weston-Newark . J4ewark, N.J. 

Wittek Mfg. Co Chicago, 111. 

Minnesota Mining & Mfg. Co. 

Revere Mincom Div St. Paul, Minn. 

Allen Mfg. Co Hartford, Conn. 

Allied Control New York. N.Y. 

Allmetal Screw Product Co. , Inc. 

Garden City, N. Y. 

Amplex. Div. of Chrysler Corp. .Detroit, Mich. 
Atlantic India Rubber Works, Inc. . . Chicago, 111. 

Amperite Co. , Inc Union City, N.J. 

ADC Products Inc Minneapolis, Minn. 

Belden Mfg. Co Chicago. 111. 

Bird Electric Corp Cleveland, Ohio 

Birnbach Radio Co New York. N.Y. 

Bliley Electric Co. .Inc Erie. Pa. 

Boston Gear Works Div. of 

Murray Co. of Texas Quincey, Mass. 

Bud Radio. Inc Willoughby, Ohio 

Cambridge Thermionics Corp. Cambridge, Mass. 

Camloc Fastener Corp Paramus. N.J. 

Cardwell Condenser Corp. 

Lindenhurst, L. 1. , N.Y. 

Bussmann Mfg. Div. of 

McGraw-Edison Co St. Louis. Mo. 

Chicago Condenser Corp Chicago, 111. 

Calif. Spring Co. , Inc Pico-Rivera. Cal. 

CTS Corp Elkhart, Ind. 

ITT Cannon Electric Inc. . . . Los Angeles. Cal. 

Cinema. Div. Aerovox Corp Burbank. Cal. 



71482 C.P. Clare & Co Chicago. III. 

71590 Centralab Div. of 

Globe Union Inc Milwaukee, Wis. 

71616 Commercial Plastics Co Chicago, III. 

71700 Cornish Wire Co. , The New York, N. Y. 

71707 Goto Coil Co. , Inc Providence, R. 1. 

71744 Chicago Miniature Lamp Works . . .Chicago, 111. 
71785 Cinch Mfg. Co. , 

Howard B. Jones Div Chicago, 111. 

71984 Dow Corning Corp Midland, Mich. 

72136 Electro Motive Mfg. Co. , Inc. 

Willimantic, Conn. 

72619 Dialight Corp Brooklyn, N. Y. 

72656 Indiana General Corp, . 

Electronics Div Keasby, N.J. 

72699 General Instrument Corp. , 

Cap Division Newark, N.J. 

72765 Drake Mfg. Co Harwood Heights, 111. 

72825 Hugh H. Eby Inc Philadelphia, Pa. 

72928 Gudeman Co Chicago, 111. 

72962 Elastic Stop Nut Corp Union. N.J. 

72964 Robert M. Hadley Co Los Angeles, Cal. 

72982 Erie Technological Products, Inc. . . .Erie, Pa. 

73061 Hansen Mfg. Co., Inc Princeton, Ind. 

73076 H.M. Harper Co Chicago. 111. 

73138 Helipot Div. of Beckman Inst. , Inc. 

Fullerton , Cal. 

73293 Hughes Products Division of 

Hughes Aircraft Co. . . . Newport Beach, Cal. 
73445 Amperex Elect. Co. . . . Hicksville, L. 1. , N. Y. 
73506 Bradley Semiconductor Corp. 

New Haven, Conn. 

73559 Carling Electric . Inc Hartford. Conn, 

73586 Circle F Mfg. Co Trenton. N.J. 

73682 George K. Garrett Co. . 

Div. MSL Industries. Inc. . . Philadelphia, Pa. 

73734 Federal Screw Products, Inc Chicago, 111. 

73743 Fischer Special Mfg. Co Cincinnati, Ohio 

73793 General Industries Co, , The Elyria, Ohio 

73 846 Goshen Stamping & Tool Co Goshen, Ind, 

73899 JFD Electronics Corp Brooklyn. N.Y. 

73905 Jennings Radio Mfg. Corp San .lose. Cal. 

73957 Groove- Pin Corp Ridgefield. N.J. 

74276 Signalite Inc Neptune, N.J. 

74455 J.H. Winns, and Sons .... Winchester. Mass. 

74861 Industrial Condenser Corp Chicago, III. 

74868 R. F. Products Division of 

Amphenol-Borg Electronic Corp. 

Danbury, Conn. 

74970 E. F. Johnson Co Waseca, Minn. 

75042 International Resistance Co. . Philadelphia, Pa. 

75263 Keystone Carbon Co. , Inc St. Marys, Pa, 

75378 CTS Knights, Inc Sandwich, 111, 

75382 Kulka Electric Corp Mt. Vernon N.Y. 

75818 Lenz Electric Mfg. Co Chicago, 111. 

75915 Littlefuse, Inc Des Plaines, 111. 

76005 Lord Mfg. Co Erie, Pa. 

76210 C.W. Marwedel San Francisco, Cal. 

76433 General Instrument Corp. , 

Micamold Division Newark, N.J, 

76487 James Millen Mfg. Co. , Inc. . . Malden, Mass. 

76493 J.W. Miller Co Los Angeles, Cal. 

76530 Cinch-Monadnock, Div. of United Carr 

Fastener Corp San Leandro, Cal. 

76545 Mueller Electric Co Cleveland, Ohio 

76703 National Union Newark, N.J. 

76854 Oak Manufacturing Co Crystal Lake, 111. 

77068 The Bendix Corp. , 

Electrodynamics Div. , . . N. Hollywood, Cal. 

77075 Pacific Metals Co San Francisco, Cal. 

77221 Phaostran Instrument and 

Electronic Co So. Pasadena, Cal. 

77252 Philadelphia Steel and 

Wire Corp Philadelphia, Pa. 

77342 American Machine & Foundry Co. 

Potter & Brumfield Div Princeton, Ind. 

77630 TRW Electronic Components Div, Camden, N.J. 

77638 General Instrument Corp. , 

Rectifier Division Brooklyn, N.Y. 

77764 Resistance Products Co Harrisburg, Pa. 

77969 Rubbercraft Corp. of Calif. . . . Torrance, Cal. 

78189 Shakeproof Division of 

Illinois Tool Works Elgin, 111. 

78277 Sigma So. Braintree, Mass. 

78283 Signal Indicator Corp New York, N.Y. 

78290 Struthers-Dunn Inc Pitman, N.J. 



Code Address 

Manufacturer 
No. 

78452 Thompson-Dremer & Co Chicago. 111. 

784 71 Tilley Mfg, Co San Francisco, Cal. 

78488 Stackpole Carbon Co ,St. Marys. Pa. 

78493 Standard Thomson Corp Waltham, Mass. 

78553 Tinnerman Products, Inc Cleveland, Ohio 

78790 Transformer Engineers .... San Gabriel, Cal. 

78947 Ucinite Co Newtonville, Mass. 

79136 Waldes Kohinoor Inc. . . Long Island City, N. Y, 

79142 Veeder Root, Inc Hartford, Conn. 

79251 Wenco Mfg. Co Chicago, 111. 

79727 Continental -Wirt Electronics Corp. 

Philadelphia, Pa. 

79963 Zierick Mfg, Corp New Rochelle, N.Y. 

80031 Mepco Division of Sessions Clock Co, 

Morristown, N. J. 

80033 Prestole Corp Toledo, Ohio 

80120 Schnitzer Alloy Products Co. . . Elizabeth, N.J. 

80131 Electronic Industries Association, 

Standard tube or semi-conductor device, 
any manufacturer. 

80207 Unimax Switch, Div. Maxon Electronics 

Corp Wallingford, Conn. 

80223 United Transformer Corp. . , .New York, N.Y. 

80248 Oxford Electric Corp Chicago, 111, 

80294 Bourns Inc Riverside, Cal. 

80411 Arco Div. of Robertshaw Controls Co, 

Columbus , Ohio 

80486 All Star Products Inc Defiance, Ohio 

80509 Avery Label Co Monrovia, Cal. 

80583 Hammarlund Co. , Inc Mars Hill, N, C. 

80640 Stevens, Arnold. Co, .Inc Boston, Mass, 

80813 Dimeo Gray Co Dayton, Ohio 

81030 International Inst, Inc Orange, Conn. 

81073 Grayhill Co LaGrange, 111. 

81095 Triad Transformer Corp Venice, Cal. 

81312 Winchester Elec. Div. Litton Ind. , Inc. 

Oakville, Conn. 

81349 Military Specification 

81483 International Rectifier Corp, . El Segundo, Cal. 
81541 Airpax Electronics, Inc. . Cambridge, Maryland 
81860 Barry Controls, Div. Barry Wright Corp, 

Watertown, Mass. 

82042 Carter Precision Electric Co Skokie, 111. 

82047 Sperti Faraday Inc. . Copper Hewitt 

Electric Div Hoboken, N.J. 

82116 Electric Regulator Corp Norwalk, Conn. 

82142 Jeffers Electronics Division of 

Speer Carbon Co Du Bois, Pa. 

82170 Fairchild Camera & Inst. Corp. , 

Space & Defense Systems Div, .Paramus, N.J. 

82209 Magurie Industries, Inc Greenwich, Conn. 

82219 Sylvania Electric Prod, , Inc. 

Electronic Tube Division . . . Emporium, Pa. 

82376 Astron Corp East Newark. Harrison, N. J. 

82389 Switchcraft, Inc Chicago, Hi. 

82647 Metals & Controls Inc. , 

Spencer Products Attleboro, Mass. 

82768 Phillips-Advance Control Co Joliet, III. 

82866 Research Products Corp Madison, Wis. 

82877 RoltonMfg. Co., Inc Woodstock, N.Y. 

82893 Vector Electronic Co Glendale, Cal. 

83058 Carr Fastener Co Cambridge, Mass. 

83086 New Hampshire Ball 

Bearing, Inc Peterborough, N.H. 

83125 General Instrument Corp. , 

Capacitor Div Darlington. S. C. 

83148 ITT Wire and Cable Div Los Angeles, Cal. 

83186 Victory Eng. Corp Springfield, N.J, 

83298 Bendix Corp. , Red Bank Div. . . Red Bank, N.J, 

83315 Hubbell Corp Mundelein, 111. 

83324 Rosan Inc Newport Beach, Cal. 

83330 Smith, Herman H. , Inc Brooklyn, N.Y. 

83332 Tech Labs Palisades Park, N.J. 

83385 Central Screw Co Chicago, 111. 

83501 Gavitt Wire and Cable Co, , Div, of 

Amerace Corp Brookfield, Mass. 

83594 Burroughs Corp, , Electronic 

Tube Div Plainfield, N.J, 

83740 Union Carbide Corp. , Consumer 

Prod. Div New York, N.Y. 

83777 Model Eng. and Mfg, , Inc. . . . Huntington, Ind. 

03821 Loyd Scruggs Co Feslus, Mo. 

83942 Aeronautical Inst. & Radio Co Lodi, N.J. 

84171 Arco Electronics Inc Great Neck, N.Y. 

84396 A. J. Glesener Co. , Inc. . . San Francisco, Cal. 

84411 TRW Capacitor Div Ogallala, Neb. 
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Code 

No. Manufacturer Address 

94870 Sarkes Tarzian, Inc Bloomington, Ind. 

85454 Boonton Molding Company Boonton, N. J. 

85471 A.B. Boyd Co San Francisco, Cal. 

85474 R. M. Bracamonte & Co. . . . San Francisco, Cal. 

85660 Koiled Kords, Inc Hamden, Conn. 

85911 Seamless Rubber Co Chicago, HI. 

86174 Fafnir Bearing Co Los Angeles, Calif. 



86197 Clifton Precision Products Co. , Inc. 

Clifton Heights, Pa. 

86579 Precision Rubber Products Corp. Dayton, Ohio 
86684 Radio Corp. of America, Electronic Comp. 



& Devices Division Harrison, N.J. 

86928 Seastrom Mfg. Co Glendale, Cal. 

87034 Marco Industries Anaheim, Cal. 



87216 Philco Corporation (Lansdale Division) 

Lansdale, Pa. 

87473 Western Fibrous Glass Products Co. 

San Francisco, Cal. 

87664 Van Waters & Rogers Inc. . . San Francisco, Cal. 

87930 Tower Mfg. Corp Providence, R. I. 

88140 Cutler -Hammer, Inc Lincoln, 111. 

88220 Gould-National Batteries, Inc. . . St. Paul, Minn. 

88698 General MiUs, Inc Buffalo, N. Y. 

89231 Graybar Electric Co Oaldand, Cal. 

89473 G. E. Distributing Corp Schenectady, N. Y. 

89479 Security Co Detroit, Mich. 

89665 United Transformer Co Chicago, ni. 

90030 United Shoe Machinery Corp. . . . Beverly, Mass. 
90179 U.S. Rubber Co. , Consumer Ind. & 

Plastics Prod. Div Passaic, N.J. 

90365 Belleville Speciality Tool Mfg. , Inc. 

Belleville, ni. 

90763 United Carr Fastener Corp Chicago, 111. 

90970 Bearing Engineering Co. . . . San Francisco, Cal. 
91146 ITT Cannon Elect. Inc. , SWem Div. 

Sblem, Mass. 

91260 Connor Spring Mfg. Co. . . . San Francisco, Cal. 
91345 Miller Dial & Nameplate Co. . . . El Monte, Cal. 

91418 Radio Materials Co Chicago, 111. 

91506 Augat Inc Attleboro, Mass. 

91637 Dale Electronics, Inc Columbus, Nebr. 

91662 Elco Corp Willow Grove, Pa. 

91673 Epiphone Inc NewYork, N. Y. 

91737 Gremar Mfg. Co. , Inc Wakefield, Mass. 

91827 K F Development Co. ..... Redwood City, Cal. 
91886 Malco Mfg. , Inc Chicago, 111. 



Code 

No. Manufacturer Address 



91929 Honeywell Inc. , Micro Switch Division 

Freeport, 111. 

91961 Nahm-Bros. Spring Co Oakland, Cal. 

92180 Tru-Connector Corp. Peabody, Mass. 

92367 Elgeet Optical Co. , Inc Rochester, N. Y. 

92607 Tensolite Insulated Wire Co. , Inc. 

Tarrytown, N. Y. 

92702 IMC Magnetics Corp. . . .Westbury, L. I. , N. Y, 

92966 Hudson Lamp Co Kearney, N.J. 

93332 Sylvania Electric Prod. Inc. , 

Semiconductor Div Woburn, Mass. 

93369 Robbins & Myers Inc. . . . Pallisades Park, N.J. 
93410 Stemco Controls, Div. of Essex 

Wire Corp Mansfield, Ohio 

93632 Raters Mfg. Co Culver City, Cal. 

93929 G. V. Controls Livingston, N.J. 

94137 General Cable Corp Bayonne, N.J. 

94144 Raytheon Co. , Comp. Div. , 

Ind. Comp. Operations Quincy, Mass. 

94148 Scientific Electronics 

Products, Inc Loveland, Colo. 

94154 Wagner Elect. Corp. , 

Tung -Sol Div Newark, N.J. 

94197 Curtiss -Wright Corp. , 

Electronics Div East Patterson, N.J. 

94222 South Chester Corp Chester , Pa. 

94330 Wire Cloth Products, Inc Bellwood, HI. 

94375 Automatic Metal Products Co. . Brooklyn, N.Y. 
94682 Worcester Pressed Aluminum Corp. 

Worcester, Mass. 

94696 Magnecraft Electric Co Chicago, 111. 

95023 George A. Philbrick Researchers, Inc. 

Boston, Mass. 

95146 Alco Elect. Mfg, Co Lawrence, Mass. 

95236 Allies Products Corp Diania, Fla. 

95238 Continental Connector Corp, . . Woodside, N. Y. 

95263 Leecraft Mfg. Co., Inc Long Island, N.Y. 

95265 National Coil Co Sheridan, Wyo. 

95275 Vitramon, Inc Bridgeport, Conn. 

95348 Gordos Corp Bloomfield, N.J. 

95354 Methode Mfg. Co Rolling Meadows, 111. 

95566 Arnold Engineering Co Marengo, 111. 

95712 Dage Electric Co. , Inc Franklin, Ind. 

95984 Siemon Mfg. Co Wayne, 111. 

95987 Weckesser Co Chicago, 111. 

96067 Microwave Assoc. ,West, Inc. . Sunnyvale, Cal. 



Code 

No. Manufacturer Address 

96095 Hi-Q Div. of Aerovox Corp Glean, N.Y. 

96256 Thordarson-Meissner Inc. . . . Mt. Carmel, 111. 

96296 Solar Mfg. Co Los Angeles, Cal. 

96396 Microswitch, Div. of 

Minn. -Honeywell Freeport, 111. 

96330 Carlton Screw Co Chicago, HI. 

96341 Microwave Associates, Inc. . Burlington, Mass. 

96501 Excel Transformer Co Oakland, Cal. 

96508 Xcelite, Inc .Orchard Park, N.Y. 

96733 San Fernando Elec. Mfg. Co. San Fernando, Cal. 

96881 Thomson Ind. Inc Long Island, N.Y. 

97464 Industrial Retaining Ring Co. . .Irvington, N.J. 
97539 Automatic & Precision Mfg. . . Englewood, N.J. 

97979 Reon Resistor Corp Yonkers, N.Y. 

97983 Litton System Inc. , Adler -Westrex 

Commun. Div New Rochelle, N.Y. 

98141 R-Tronics, Inc Jamaica, N.Y. 

98159 Rubber Teck, Inc Gardena, Cal. 

98220 Hewlett-Packard Co. , 

Medical Elec. Div Pasadena, Cal. 

98278 Microdot, Inc So. Pasadena, Cal. 

98291 Sealectro Corp Mamaronech, N.Y. 

98376 Zero Mfg. Co Burbank, Cal. 

98410 Etc Inc Cleveland, Ohio 



98731 General Mills Inc. , Electronics Div. 

Minneapolis, Minn. 

98734 Paeco Division of Hewlett-Packard Co. 

Palo Alto, Cal. 

98821 North Hills Electronics, Inc. . Glen Cove, N.Y. 
98978 International Electronic Research Corp. 

Burbank, Cal. 

99109 Columbia Technical Corp. . . . New York, N.Y. 

99313 Varian Associates Palo Alto, Cal. 

99378 Atlee Corp Winchester, Mass. 

99515 Marshall Ind. , Capacitor Div. . Monrovia, Cal. 
99707 Control Switch Division, Controls Co. 

of America El Segundo, Cal. 

99800 Delevan Electronics Corp. . East Aurora, N. Y. 

99848 Wilco Corporation Indianapolis, Ind. 

99928 Branson Corp Whippany, N.J. 

99934 Rembrandt, Inc Boston, Mass. 

99942 Hoffman Electronics Corp. , 

Semiconductor Division £1 Monte, Cal. 

99957 Technology-Instrument Corp. 

of California Newbury Park, Cal. 



The following HP Vendors have no number assigned in the latest supplement to the Federal Supply Code for Manufacturers Handbook. 



OOOOF Malco Tool and Die Los Angeles, Calif. 

OOOOZ Willow Leather Products Corp. . . Newark, N.J. 

OOOAB ETA England 

OOOBB Precision Instrument Comp. Co. Van Nuys, Cal. 



OOOCS Hewlett-Packard Co. , Colorado 

Springs Div. . . . Colorado Springs, Colorado 
OOOMM Rubber Eng. & Development . . .Hayward, Cal. 
OOONN A "N" D Mfg. -Co San Jose, Cal. 



OOOQQ Cooltron Oakland, Cal. 

OOOWW California Eastern Lab Burlington, Cal. 

OOOYY S.K. Smith Co Los Angeles, Cal. 



SUPPLEMENTAL CODE LIST OF 

Code 

No. Manufacturer 



MANUFACTURERS 

Address 



12040 National Semiconductor Corp. Danbury, Connecticut 06810 

23880 Stanford Applied Engineering Santa Clara, California 95050 
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WORLD WIDE 

SALES & SERVICE OFFICES 



UNITED STATES 



ALABAMA 

8290 WhiiPsOufC nr S E 
® 0 Box 4207 
Huntsville 35802 
Tel 12051 88' '459t 
Vm 8 1 0-726 2204 
'Birmingham 
Medicai Se-'.ice oily 
Tel (2051 879-208' 

ARIZONA 

2336 t Magnul-a Si 
Phoenix 8S03J 
let (6021 244.1361 
rwx 9I0-9S’ i33S 
2424 East A'ayo" R4 
Tucson 85706 
'■(?' < 602 1 889- 4861 
CALIFORNIA 
1430 East O'angeinnrpp Ave 
Fullerton 9263 1 
Te' |7!4( 870 tOOO 
rwx 910-592-1288 
3939 Lant-ershim Boulex-a'd 
North Hollywood 9!fi()J 
Tel I.213) 8/7-1282 
T’vVX 9? 0 499 ? 170 
6305 Afco'ta Place 
Los Angeles 90045 
Te' ,2'3i 649-25 M 
tWX 910-.328-6I47 
Los Angeles 
Tel i2rji ’70 7500 
3003 Scon Boulevard 
Santa Clara 95050 
"e -408)243 7000 
•WX 910-338 0518 
■Ridgecrest 
7ei (714| 446 6165 
2220 W27 Ave 
Sacramento 95925 
Tel i9i6( 482.'46:t 
rwx 910-367-209? 

9606 Aero Ottve 
P 0 Box 23333 
San Diego 9212.3 
Tei 171-:. 279 3200 
T'A'x 910-335 2000 



COLORADO 
5600 Souin Ijisie- ‘‘a-kway 
Englewood SOl’i.- 
Tel (.W3i 77 1-3455 
TWX 91Q 935 0705 

CONNECTICUT 
Lunar Drive 
New Haven 06525 
■'el 12031 399 655’ 

TWX -10 4 65 2029 
FLORIDA 
P 0 6o« 24210 
?80f vv Oakland Park B'vd 
Ft, Lauderdale 33307 
lei (305. 731-2020 
TWX 510-955-4099 
■Jacksonville 
‘Jedii.ai Service only 
Te- 1904) 725 6333 
P 0 Bon 1.3910 
f ' " 1 .a.-," tiiemn Dr 
Orlando 32809 
Tel i305i 859-2900 
TWX 810-850-0113 
21 East kVngtiT S: 

Sv-ie I 

Pensacola 32501 
Tei lOCAi 434-3081 

GEORGIA 
P 0 Bcj 28234 
450 'cierstate 9oMh 
Atlanta 30328 
tel ,4041 434 4000 

TWX e-o-reo-iSM 

HAWAII 

2875 Sp King Sneei 
Honolulu 96814 
Tpi -808. 955 .4455 
ILLINOIS 
.Caicuuiois Only! 

100 S WacKf’ Drive 
Suiie 1100 
Chicago 60606 
Tei i3!2i 346 9701 
5500 Huwaifl Suet:'. 

Skokie 60076 
Tei i312i 677-0400 
-WX 910 223-3615 
'St. Joseph 
Tei i.'’7i 469-2133 



INDIANA 

3839 Meadovts Otive 
Indianapolis 46205 
Tgt (3171 546 4891 
'WX 810 34' 326,1; 

IOWA 

’902 Brnadway 
Iowa City 52240 
Tet 1319) 336 9466 
iNigiil 1319,338 9467 

■KANSAS 

Derby 

'el 3 ti5) 267-3655 

LOUISIANA 
PO Bo.x840 
3239 W.lliams Boulevard 
Kenner 7006? 

’el (5041 721-6201 
TWX 810 955-5524 
MARYLAND 
5707 Whiiestnne Road 
Baltimore ?i207 
ir i3(Jli 944-540CI 
TWX 7l0-8e2-9l57 
4 Choke Cheiry Road 
Rockville 20850 
Tei (30 n 946 63.’t? 

TWX 7I0-828-96S5 
710-828-0487 
P 0 B'jx ’648 
2 ChoKe Onerry Road 
Rockville 20850 
lei 1301(948-6370 
'WX 710-828 9684 
MASSACHUSETTS 
j 2 HariweP Ave 
Lexington 0?' 73 
'el ifiir, 861 8%0 
TWX 710-325 6904 . 
MICHIGAN 
23855 Research 0t(vc 
Farmington 48024 
ie. .3131 4 76-6400 
IWX 810-2-t?-?900 



MINNESOTA 
2400 *J Prior .Vvt 
Roseville 'E ' 1 j 
Tel -6121636 0700 
TWX 910-563 3734 



MISSISSIPPI 
•Jackson 
Med'Cai Service o'liy 
Tel i601 1 982-9363 

MISSOURI 
11131 Cotorado Ave 
Kansas City 64 137 
Tei ;fiib ’63 8000 
TWX 9'0-771 2087 
148 We-'flon Parkw.ty 
Maryland Heights PTTU.t 
te< -314- 567 >455 
'WX 910 764-0830 
NEBRASKA 
iMeii.cai Only I 
11902 Elm Sueei 
Suite 4C 
Omaha 68t44 
Tr 4Q2« 333-6017 
NEVADA 
Las Vegas 
Te .-ri 382-5777 



NEW JERSEY 
W '20 Century Rc 
Paramus 07652 
Tel 1 20 1 | 255-5000 
T'WX 7 10-990-4951 



TW’X 910 989- '665 



'56 Wyan Drive 
Las Cruces 88001 
Tel (5051 b?6 ?46a 
TWX 910-983-0550 



NEW YORK 
6 Aulomaiion Lane 
Compuipr Pjik 
Albany 12205 
T. i5’£ 458 1550 
TWX 710-4418270 
New York City 
Mannaiiar; ftimix 
Coniaci Patamus NJ Oiiice 
Tel i20ii 265 5000 
Brooklyn Queens Ricf>mono 
Coniaci WnodDu'v Ttv OHice 
Tel i5it'-i 921 0300 
201 Souih Aver-ue 
Poughkeepsie ' PfiC 
Tt’ 1-4 -1^4 "330 
IWX 510 246 0012 
39 Saginaw Drive 
Rochester '4623 
I«. (716 ) 473-9500 
TWX 510-253-5981 
5858 East Meiloy Roa-3 
Syracuse I32H 
Ter 13151455-2486 
IWX .'10-541-0482 
! Ctcrss'wa/s Park Wesi 
Woodbury ' 1 797 
lei 1516 4,;i.|) 300 
IWX 510-?2i-?16a 
NORTH CAROLINA 
P 2 3n* 5186 
’.'323 Nonh Ma:h Street 
High Poinl 27262 
Te ,919(885-8101 
"WX 510-926 '516 
OHIO 

'6500 Spra-g-je Roao 
Cleveland 44530 
Tei (216t 243-7300 
Niqm 243-7305 
TWX 810-423 9431 
330 Progress Rd 
Dayton '.5449 
Te. i5i3) 859-620? 
rwx 810-459 1925 
104 1 Kingsmili Pifkway 
Columbus 43229 
Tel *b14, 436-1041 



OKLAHOMA 

P 0 Box 320fl9 

Oklahoma City '3132 

Tei (4051 7?( O.TQO 
TWX 910 830-6862 



OREGON 

’7890 SW Boones Perry Road 
Tualatin 9, ’062 
Tei 1503 ) 620-3350 

r.vx 910-467 871-1 



PENNSYLVANIA 

' 1 ' 7ela Olive 
Pittsburgh 15238 
’el ,4 12; ,'82-0400 
Nighl 782-0401 
TWX 71Q- ’95-3124 



i0?i 81Ti Avenue 
K nq of Prussia iniJusHia; Psfx 
King of Prussia i5406 
Tel (2i5i 265-7000 
TWX 510-660-2670 



SOUTH CAROLINA 
694'-0 ,'v T'ennorih Read 
Columbia 29260 
'e< (803, 6493 



TENNESSEE 
'Memphis 
Medicji Service omy 
Tel 9011 274 7472 
'Nashville 
Medical 'Service only 
le' i6l5i 244-(’448 



TEXAS 
P 0 box 1270 
2C1 E AraeahQ Rd 
Richardson 75080 
Tel I?I4) 231 6I01 
TWX 910-867-4723 
P 0 Box 274L19 
630C Wesipark Drive 
Sude 1 00 

Houston 77077 
Tei |7’3i 781-6000 
rwx 910-881-2646 



205 8i;ly Mii;ne:: Road 
San Antonio '8??5 
Tel i5i2i .134 824! 
rwx 910 871 1170 

UTAH 

?S9<,) Su-jK' M„n S"eei 
Sail Lake City 84115 
T.,1 i80n 497 07’5 
’WX 910-926-568 1 

VIRGINIA 

'Norlolk 

Medical Se('.'ice only 
Tel 1804; 497 1026 
P 0 Bo> 9854 
29’4 Hungary Spnngs Road 
Richmond 23228 
Te; (804: 285-34 31 
rwx '10-956-0157 

WASHINGTON 

fienefieid Office Pk 
1203- ”4m St 
Bellevue 98004 
lei :206. 454 39." 
rwx 910-443-2446 
■WEST VIRGINIA 
Charleston 
!ei CW4, 345-164U 

WISCONSIN 
943! W Beioi' Road 
Suite 1*7 

Milwaukee 532?.' 

’e( 414| 541-0550 



FOR U S. AREAS NOT LISTED: 
Comaci ihe regiona- odice 
neatesi vou Alianfi Geo-gia 
Njnr, HoitywooiJ California 
Rocky, -e (4 Choke Cherry Rd i 
Ma'vUna Skome Illinois 
’heir comoiete addresses 
a'« listed aoove 

Service Only 



CANADA 

ALBERTA 

Hewieii Packatd (Canadai Lie 
1 ( 7-58 Kingsway A.-e 
Edmonton TSG 0X5 
Tel i4'i)3' 452 3670 
rwx 610-831 2431 
Hewlett-Packard (Canadai Lid 
915 42 Avenue S t Suite i02 
Calgary T2G 121 
To! .(,o 287 1672 



BRITISH COLUMBIA 
Hew-eii- Packard (Canada' Ud 
83*8 Cordova Siren 
Vancouver V6A 3R2 
Tel ,604: 254-0531 
TWX 610-922 5059 



MANITOBA 

Hewie" 'PacKaid .Canadai Lid 
513 Ceniiry Si 

Si James 

Winnipeg R3H 0L8 

Tel icixi 7-56 ’58* 

TWX 6I0-671-353I 



NOVA SCOTIA 
Htwieir Packard iCanadai lli! 
800 Windmill Road 
Dartmouth B3C ’1 1 
I el i90?i 469 '820 



ONTARIO 

Hewiett-Packa'd iCanadai IM 
'785 WuOOward Or 
Ottawa K2C OPS 
Tel (613,225 6530 
TWX 61(1-562 8968 
Headed- Packard (Canada' Lirt 
6877 Goreway 0'*ve 
Mississauga L-4V II 9 
Tf. .416' 6'.= 9-130 
rwx 610-492-4246 



QUEBEC 

Heviittr Packard -Canadai Lid 
275 Hymus Blvd 
Poinie Claire h9R 'fir 
’el 1514.697 4232 
Tiy,x 610-422-3022 
Tlx 05-821521 HPCL 



Hewier-Packa'd iCanadai l 
3376 Galvan, Sireei 
Ste-Foy GIN 4G4 
ter 14181683-8710 



FOR CANADIAN AREAS NOT LISTED: 
Coniaci Hfwieit Packard (Canada) 

Ltd ih Viivssauga 



CENTRAL AND SOUTH AMERICA 



ARGENTINA 
Mewled ParLarri A-geniina 
£ A C « , 

Lavaiie ti7i 3 P'so 
Buenos Aires 

Tei 35-04.36-35-0627 35-0341 
Telc-k 012 1009 
Ca6ie fHfWPACK ARG 

BOLIVIA 

Siamduk i Wa-’k iBohwai Lioa 
Av Mariscal Santa C'uc 1-342 
La Paz 

Tei 40626 53163 524?! 

Telex 3560014 
Cable 0ij,(<MAR 

BRAZIL 

Hewlett-Packard Oo B'astI 
I £ C uiaa 

Roa Frei Car.tca 1 152-Bela Vista 
i)1307-Sflo Paulo-SP 
Tel 288-71-11 287-81 20 
287 bi 93 
Telex 309151 2 3 
Cab'* HE-vVPACk Sio Paulo 



riewie;i-P3„kard Oo Brasd 
I E C Lida 

Praca Oom Peirciano 78-8 
andar 'SaU 806 8i 
9000-Pdrlo Alegre RG 
IH 25-84 7ij lit::] :05i2l 
C,jDte HEWPACK PAno Alegre 
Hewlett Packard Oo Brawl 
I E C Lida 

Rua Stqueita Caeiooi 53 4 
anda- Copa-:a0ana 
2000-RiO de Janeiro 3B 
Tel 257 80 94-000 t02I, 
Telex 2100 79 HEWPACK 
Cable HtwPACK 
Hio de Janeiro 
CHILE 

Caicagoi y Meicjiie i iia 
Calle Lira 81 Oiicma 5 
Castlla 2118 
Santiago 
Tei 39851.1 
Cable CAlMET 



COLOMBIA 

'nsifurneniaoOo 

Henrik A uangebaen 6 Kter 5 n 
Carrera 7 No 48 59 
A(j.j.-fa(lo Aetec 6287 
Bogota. 1 D E 
Te- 45. ,'8-06 45-55-46 
Cable AART5 Bogoia 
Teie< 44400INSTCO 

COSTA RICA 

LiC Ailredo Gallegos Gurflian 

Ap.jnaoc- 10' 59 

San Jose 

iel 21 86 1 J 

Cabiu GALGUR San Jo^e 

GUATEMALA 

IPESA 

A-venida La Reform^ 3-J8 

Zona 9 

Guatemala 

Tel 63627. 54736 

Teiex 4192 TELTHO GU 



MEXICO 

HsAier-Packard .M*k,cana 
S A ,ie C.v 

Torres Adand Nil 21 1’ PiMi 
Col del Valle 
Mexico 17 0 7 
lel '9051 54) 42 32 
Tele* 017 74-507 
Hewi-'ir-Packard Mexica--.a 
5 A de C V 

Ave Consiitucibn No 2'64 
Monterrey. N I. 

Tel 43 71-32. 48-71-84 

NICARAGUA 
RoDeno Jpfin G 
Aparfado Posia' 68S 
Eoiiio'.; Teran 
Managua 
Tei 3451. 3452 
Cable ROTERAN Mar.j.jua 



PANAMA 

Fieciiomco fiai&cyi S A 
P 0 Bck 192S 
Calle Samuel lewis 
Culdad de Panama 
7*1 64-.-r700 
TeJex 3431 'u3 Curunda 
Canal Zone 

Cable ELEC'ROn Panama 
PARAGUAY 
Z .1 Mefamed S R 
Division Aparatos y Eqmpos 
Medicos 

OwiSion Aparaios y Eojipos 
Screnhlicos y de 
I n vest ,g 3 Don 
k* 0 Box 676 

Chile. 482. Ediiicic Vic'.ona 

Asuncidn 

ret 4 5069 4-6272 

Cahie RAMEl 



PERU 

Compadia Electro Meoica S A 
Ave Enrique Canaua. 312 
San isidio 
Casiiia '030 
Lima 

Te' 22 3900 
Cable ELMEO Luna 
PUERTO RICO 
San Juan tiecironics Inc 
PO Box 5157 . 

Ponce ae Leon 154 

Pda 3 -pta de r-e-ra 

San Juan 00906 

Tei l809i 725-3342 7?2 3342 

Cable SATRONICS San Juar 

Telex SATRON 3450 332 

URUGUAY 
Paolo Eefrjnoo S A 
Comercial e indusmal 
Aveoida liana 26’7 
Casma de Cm-ec 370 



Montevideo 
>el 40-3102 

Cable RAOlUM Mo'mevidec 
VENEZUELA 

Hewied-Fackard de Venejiieia 
C A 

Apanaao 50933 
Editicio Segre 
Teiceta Transve'’ia! 

Los Ruices None 
Caracas '.O' 

Tel 35-00-11 

Telex 21146 HE WPACK 

Cable HEWPACK Ca'acas 



FOR AREAS NOT LISTED. CONTACT: 
Hewieii ParkdKi 
iniet-Ainericas 
3200 HiJview Ave. 

Palo Alto. Calilotnia 94304 
Tel 4151493-1501 
T'WX 910'373-1?60 
Cable HEWPACK Palo Alio 
Telex 034-8300 034-8493 



EUROPE 

AUSTRIA 

Hewieii '^acka, 'It Ges m m 
M andelska 5? 3 
P 0 Box 7 
A- 1205 Vienna 
Ter 10222) 33 66 06 10 09 
Cable HEWPAK vienm 
Telex T5923 Pewcak 3 



BELGIUM 

He-w.e'.l-PacRird Benelu* 

5 A N V 

Avenue de Coi-Ven i 
iGroenkraa.^iaam 
B-1 170 Brussels 
Tel 1021 6 ■? 22 40 
Cable PALOBEN BiuSSfls 
Tele* 23 494 paionen biu 



DENMARK 

Hewi'ii Paitkafi; A S 
Daiavei 52 
DK 3460 Birkerod 
:»( lOli 8*' 66 4P 
Cable HEWPACK AS 
Teex '66 40 Op 33 



Hew:er Patvan A $ 

L-K b 6; Sdkeborg 
Iel :06‘ 82 71 66 
Tele. 166 40 hp as 
Cable HEWPAfy; AS 



FINLAND 
Hewlett Packard Oy 
Nahkahousunhe 5 
P 0 BOk 6 

SE 00?i ' Helsinki 21 
Ter 6923031 

Cable HEWPACKGY Helsinki 
Terex 12 15363 



FRANCE 

Hewseii oaexard France 
OuaHier ,ie Ctjuiaboeui 
Bode Posiale No 6 
F-9'.40'. Orsay 
Te! Ill 907 7? 26 
Cable HEWPACK 0";av 
Telex 60048 



I--W nr Parkard Ftance 

Aqe"ce Regional 

Cnemi-i iKfs Muijiiies 

9i>!e Posiai-e 'Nc 1? 

' 69*30 Ecully 
If I 'h. 33 81 25 
S3 65 26 




SALES & 



Mew en PscKafd f'ance 
Ag^nce Regionale 
Zone Af.'onauliQue 
Avenue C'en^ft AOe' 
f 1*. ’’0 Colomiers 
Tel '61. ’8 M 55 
Tele* 5I9S,' 

Hew 'ell Pa' M'fi F'ance 
Ageoce Reg'onjie 
Ce-ii'e IT avi3i:£>n generiir 
f ijrZ! A^roport de 
Marignane 
T« i9:, 33 '2 36 
".Y< 4 -TQf 
HewifH-Pj:«3-n f’jnne 
Agence flegionaie 
63 Avenue de Roenester 
F 3500r. Rennes 
Tei T49'2 t 
T e'e* -4 5‘2F 
Hewien Packard Fiance 
Agp'-.:r RegiOnJie 
■J AHee ae ii Rnbeasau 
F-oTOOC Strasbourg 
Tpi '861 15 ?1 2C2' 

Te.e* 89 ui 

CaSll hfWPACK SIR6G 

GERMAN FEDERAL REPUBLIC 

Hew'en Pai:«ard GmbH 

VertneDsceni'aie f-ankfurt 

Beinerstiasse 1 1 2 

Postiach 560 I'iC 

0-6000 Frankfurt 56 

Tel iD6tn 5C O-l l 

Cable HEWPACkSA Fiankfun 

Tele* ■! 1 32 39 ^a 

He'w e'.i PicKj-a Q-nnH 

Vedfieosb.jro Bobi^ je' 

rte''fnDer.v?-N!rdSse i '0 
0-’030 BPblingen //.jrliembeiq 
Tei i0’03'. 66 8/ 

Cable HEPAk B.JDnngei. 

Telex rz 65 ’35 bbn 



AFRICA, ASIA 

ANGOLA 

leiectij 

Emprtia Termca de 
Eguipairienlos 
Eieci/icos S A ft 
n Barbosa HbUfgues A2 I QT 
Caixa Poila- 648T Luanda 
Tft 35515 6 

Cable tFlECTRa Luanda 

AUSTRALIA 

Hew ftH PdCxarc Ausirai.a 

P!> f'3 

3 ITT icseph Slreei 
Blackburn victona 3130 
[f 89-6351 89-6306 
Iete« 31 024 

Cable HEWPARC) Meibouine 
Hewier Pa-.«arfl AuxHaiia 
P-v Ltd 

3’ Br.dge Sneri 
F>vmbie 

New Scuib tVj'fi 207.1 
IfH 449-6566 
Tele* 2156' 

Cable hEWPARD Syd-nev 
hew'eii PackarG A'lSi'ai-a 
Pb/ Lid 

97 Diuicbi'T Rc-ac 
Prospect 5082 
Souin Australia 

lei 44 3151 

Cable MfWPARD Aneiame 
Mew ett PacKatc Australia 
Pt'y Ll-1 

’41 Sli' ing Niqnwjy 
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18 LT-nou 5”et". 

GP-Athens ;26 
ifi 3230- 303 S.Fes SVC 

3230-305 A;-. C'-.f, Pr&c 
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’eie* 2' 39 62 '* 1 ' g- 
Hewieu-Pacna'G S a 
M r.',i,> •.vieir 8 M Idle flit 
Oper.tiions 
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Pi3i,a Kefaiiai-ou 
G'-kil,ssie Athens 
Tei 8080337 3080359 
8080429 80*8693 
Teie* .•* ■, 6588 
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Mf'wier Pj.'-.Micl Liii 
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W.rnersh Wnrsingtiam. 
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Te;ei< 32046 

Hewies Pac«arn lupana S p A 
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LUXEMBURG 
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S A N V 
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fl - 1 1 /u Brussels 
Tel <02l 672 22 40 
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Tele* 23 434 

NETHERLANDS 
Hew;ev Packard Benelu* N V 
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P 0 Bo* 7825 
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lei i020i 5411522 
Came PAuDBEN Amsterdam 
’’ele* 13 216 nepa -* 
NORWAY 

Hewlett Packard No'' 3 s A S 
NeVveen ’.1 
So* 149 

N-13J4 Haslum 
Tel »02i 53 83 60 
Telex '6621 npnas n 
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Teiecra E’noresi Tecmca -de 
Equipamemos Eleciri-:os S .i ■ ■ 
R'jI R'idrign da Fr.nseM *03 
PO 8o> 253l 
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Tei ,i9‘. 68 60 '2 
Cable rtiECTRA L.-.'o'’ 

Teie* I2S96 
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Hewie't Paikjfd EsoaAoia S a 
J eter N-d 3 
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Tfi 458 26 00 
Teiex 23515 tipe 
Hewlett Packard Espaftuia S A 
Mi-anesadc 2i-?3 
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Tel '3: 36200- OB 

2044098 9 
Te ex 32603 npbe e 
He-wif" Packaid E'..padoU S A 
A* Ramon y Cad' i 
E'dilicio Sevilla - pia^u 9 
F Seville 
I,- yd 44 54 SB 



Hew ud Pac*.)l T Ely.tn.;. S A 
E’-' v'i 'Mbrt II ' fl 
’ Bilbao 

- ' ; Hi 0 77 52 15 

SWEDEN 

Hewieti PsiTidtc Svei ge AS 
E nig bets-.' age:, ' 3 
Fack 

S 16' 20 Bromma 20 
Tel i08l 730 05 50 
Cable measurements 
S tockholm 
Telex 1072 1 

H-ewiei’ PackarG S’<ei'ge ab 
H agaxe'sgalan 9C 
S-431 4’ Moindal 
r.i ,0311 27 68 000' 
letei Via Biamma 



SWITZERLAND 
HewTeli Px. xj'd bcnwe/j, AG 
ZurcbBfSirasse 20 
P 0 Be I 54 

CH-895? Scbiie't'. Zurich 
T»l .2' 98 '8 2’ 

Cable HPAG CFf 
Teie* 5,1933 npig 

H,-w eii Pac*ar.d (Sr'nv.-,.-' AG 
9 cnemin 1 ouis P'Ciei 
Ctl 12 's vernir Geneva 
Tni i022i 4' 49 50 
Cable HEWRACkSA Gerevi 
Terex 27 333 np>a -:5 
TURKEY 

TetemafT’ E''g,r,eetinq Bureau 
Say:,k Suk fii-o i5 I 
Ay.isoasa, Beyogiy 
PO 0,1* 4 r Beyrigiu 
TR Istanbul 
Tei 49 40 4j 

Cable TELEVA’ION Islanout 
UNITED KINGDOM 
Hewie'i Pa:*ara LtJ 
K.n-g Street Line 
Wme'sh W,;t'inghani 
GB Berkshire RGI' 5AH 
Tel Wcrkingbam 784,' .'4 
Tfdx 847178 848179 
neweit Pictwj'd I'd 
Tne Grattopx' 

Siarniom -'tev. Pi.uG 
G0 Altrincham Cheshire 
Tei 1061.928 9021 
Tele* 668066 
Kew'eit Packatfl i tc 

C C M.»k-D 

Sbuin 3erv.ee wticiesaie Centre 
A.-^Se* .V'xy 

Haiesowe” i'-dusit*ai Estate 
GB- Halesowen Wurcs 
T.>' Biimtngha-n 7860 



Hewier P3c*atc Lig 

4tb Fiaur 

Wedge House 

799 London Ri'.ad 

GB Thornton Heath CR4 6XL 

Sutrey 

Te' lO'i 684 0105 
Teie* 945325 , 

Mp'wiett Packai-d Lid 

c 0 Maxi'4 

South Service Wholesale Cenue 
Wear mcusirial Estate 
Washington 

GB New Town. County Durham 
iel WaSh-ngiOT! 464001 n*i '7 58 
Hewieti-PacHnt.d i.tc s registered 
address for V A ’ purposes 
only 

70 Finsb,.,n, Ps.,-#rTieni 
London EC.'AlSX 
Reg.sie'edNo 69C5S7 
USSR 

Hewip’i PdCM-'d 
Flepreseniaiive Otfice USSR 
Hole' Bu,lapesi Room 20’ 
PeifovSKie Lihti 2 18 
Moscow 
Tel 221-79 ’’ 



YUGOSLAVIA 
iskra Standard Hewlett I 
Topn-sk,a 58 3 
610OC Ljubliana 

Tel 31455! or 3 '4927 
Teie* 31300 



SOCIALIST COUNTRIES 
PLEASE CONTACT: 
Mewiff Packard S A 
7 rue du Bdis du Lan 
P D 3d* )49 

CH '2'/ Mev',n ' Geneva 
Swiiiedand 
Te< i022i 41 54 00 
Came HFWPAL.kSA Gent.vj 
Tele* 2 24 36 



, AUSTRALIA 

CYPRUS 

K.yprOhiCS 

Gregotios .5 xenopouios Rd 
P 0 8c* 1152 
C l - Nicosia 
Tei 45628 29 

Cab-e kxPRONiCS PANOEhi'5 

ETHIOPIA 

A‘- ,:an Saiespowc' & 

Pfiv.ats L’d Co 
P 0 Box 7'6 
58 59 Cunn.ngham Si 
Addis Ababa 
Tci 12285 

Cable ASACO Aiiisadaba 
HONG KONG 

Schmidi S Cn iHong kngi 'Lid 
PO Box 297 
Connaiigm Cenue 
39th Floor 

Conr.aug" Boas Central 
Hong Kong 
Fet. .740)68 232735 
Tele* HX4 766 

Came SChMiOTCO Hong .ko”} 

INDIA 

Blue Siar Ltd 
Kasiu'i Buildings 
Ja'nshedd ’a’a Rd 
Bombay 400 020 
lei 29 2i 
fete* 3751 
Came 9LUEFROST 
Blue S!3' Liu' 

Sahas 

4t4 2 V.' Sava'xar Marg 
P-abnadevi 
Bombay 400 025 
Tel 45 76 87 
Teipx 4093 
Cable FROSTBiuE 
Blue Siai Lin 
Ban'd Box House 
Praohailevi 
Bombay 400 025 
'el 45 "3 O' 

T-te* 375! 

Cable 9LUESTAR 
Blue Sur Ltd 
14 40 Civi' Lines 
Kampur 208 00’ 

Tp 6 Sfl 82 
Cable BLUEStar 
B lue Siai Ltd 
7 Hi'k Sfeei 
P 0 Bo* 506 
Calcutta 700 00i 
Tei 23-013' 

Tele* 655 
Cable BLUFSTaR 



B'ue Slat UC 

B'ue Star House 

.34 fling RcaC 

Laipat Njyar 

New Delhi '1(3 024 

Tel 6.2 32 76 

Teie* 2463 

Cable BLJESTAfl 

B'ue Star Lid 

0 S',)! House 

' ’ "A vagaraih Road 

Bangalore 560 0 25 

Tel 5 5666 

Th?x 430 

Cable Blue STAR 

BGe Siai Ltd 

‘Aeea*sh, ManOt'an 

XIX 1578 Ma'iaima Ganiin Ra 

Cochin 682 016 Kerala 

fli-je Star Ltd 

Saioiini Oevi Road 

Secunderabad 5(X3 003 

Tel 7 63 9’ 7 ;J 93 

rab'k 8LUETR0ST 

Te*e* 459 

Blue S'l’ LM 

23 24 Second Line fleicn 

Madras fl-OQ 001 

Tet 239b4 

Tele* 379 

Caoie iBlUES’mR 

Blue Star Lid 

Naihrai Mansions 

2nd Floor BiStuPur 

Jamshedpur 831 001 

’fi' 38 04 

Cable BLUtSTAR 

Telex 240 

INDONESIA 
BERCA moonesia t* • 

P 0 Box 4% 

Is' Flori' JL Cikim Rava 6i 
Jakarta 

Te- 56038 49369 19886 
Te’e* 2895 Jakana 

IRAN 

MuHi Corp miernalionai Lin 
A'xenue Soriy.* 13C 
P 0 Box 1212 
iP-Teheran 
Tet 83 10 35 39 
Cable MuiTICOflP Te-^'an 
Tele* 2893 mo in 
ISRAEL 

Electronics i Engmeefng 
D'V O' MoiorcU Israel I 'd 
' 7 Ammanav Sueei 
Tel-Aviv 

Iel 3694' -j .me-.', 

Cable 8ASTE.L Tei A„y 
Te:e* 33569 



JAPAN 

Yokog.a'wa Mewiefi Packard no 

Ohashi Building 

'-59 ' Yryog- 

Shibuya-ku Tokyo 

Tel 03-37C 2281 92 

Terex 232- 2024 YHP 

Cable YHPMARKtT tqk 73 7?4 

Y-ikoga-wa Hewien Packain lw 

Ni.se> iba'aqi Bmg 

2 2 8 Kasuga 

itiray: S" 

Osaka 

lei 10726.33 164’ 
leie* 5332-385 T'hP OSAKA 
Yokogawi-Hewie'i fdCk^'O od 
'ijMmn Buiifling 
No 24 Kimisasa/i'mj-cno 
Nakamuia-.kij Nagoya CiTy 
Tel (052i 571-5171 
Vokogaw-nr-wiei: Pack.vl in 
Niiio Bldg 

2 -i ? Stiihonara <ir.i 

KOhOku kij 

Yokohama 222 

Te' 045 432-tyj4 

Temx 382 3'204 yhP yUk 

viikogawi Hewifd Pacxjr't i '1 

ChuO Bldg 

Rm 603 3 

2 Chorre 

'ZUMI CHO 

Mito 3I0 

Tr 0292-25 7470 

KENYA 

lecniica. kngineering .Sen/ices 

PO So* i8j1' 

Nairobi Kenyj 
tel 57726 
Cab'e proton 

KOREA 

American T'acl'ng Ccmpany 
Kij.-ea 

1 P 0 Bo* I '03 
Dae Kyung fliog Sm Floor 
107 Seiong-Ro 
Chonqio K\. Seoul 
Tel .4 imesi '3 8924 7 
Cable AMtRACO Seoul 
KUWAIT 

A!-K!iald,ya Tia'Ting & 
Contraciir-g Co 
Ai Sooi Si.’eei 
Mir.h.un Bidg Mo 4 
Kuwait 
Tei 42 99 lO 
Cable '7ISCOUNI 



LEBANON 
Cohsianiin £ Mac'idis 
Ciemenceau Siieet 34 

PO B'T* 7213 

Rl -Beirut 

le- 2/0845 

Te'e* 2 MU Let 

Cable ElECTRONUClF AR Bci'ui 

MALAYSIA 

VECuMB Vaiaysia LM 

2 Lo-'ong i j 6A 

Section 13 

Pglalmg Jiya Selangor 
Cable iMtCOMB Kuafa L,.mpur 



Mushko a Company Ud 
388 Sitetliie Towi’ 
Rawalpindi 

Cable FEMUS Rawalpindi 
PHILIPPINES 
Eeciiome* Inc 
6ih Figoi Amalgamited 
Development Corp B;dg 
Ayal.a Avenue. Ma*3'i Ri;ai 
C C p 0 Bo* 1028 
Makati Ricai 
Tel 36 18 87 87 76 77 
Cabtf FlfMEX M.i", .j 



MOZAMBIQUE 
A *1 Goncii.'es Lii 
162 ’ A-g; 14 Av D Luis 
C a.*a Pasta-' '07 
Lourenco Marques 
Tet 2 ’ 09 , 27114 
Tele* 6-203 Ntgon Mo 
Cable NfGON 
NEW ZEALAND 
Hewel' Pacxj'd 'N 2 ' L'd 
94 96 Dixon Sitet'i 
PO Box 9443 
Courte.'-iy Pijce 
Wellington 
Tel 59 559 
Telex 3898 

Cab'f mEWPACk WeMingion 
Hewen-Pa'rxa'd in 7 - tin 
Pakumga P'olessiona' Cenire 
267 Pakuranga H"jhw3y 
Bo* 51092 
Pakuranga 
Iel 55'3 d5' 

Cable HEWPACk A.jck.and 



NIGERIA 

The Electronics 
Insirumeniaiiot'.s Lin 
N6B 7 70 Oyo Roan 
Oiuseun House 
P M 8 5402 
Ibadan 
Tm 22325 

Cable ThETEil ibidj" 



The tieci'onics instrumema- 
i-Ohs Lid iTEILi 
’6ih Floor Cocoa Hauie 
P M.8 540? 

Ibadan 
let 22325 

Cable ThETFh ihail.v' 



PAKISTAN 

Mushko & CO'mpan,' Lid 
Oosman Chambers 
.4bdiiii.ih Haroon Road 
Karachi 3 
Te- 511027.512927 
Cable COOPERATOR Ka-.ach, 



SINGAPORE 
Me "anical 4 ComduS'ion 
Engineering CorTpany Pie 

Ltd 

'0 12 Ja'anK ijng 
Ren Hill indusinai fsuie 
Singapore 3 
Tel ’,47'5l ‘7 iit’fxi 
Cable MECOMB Singapore 
Hewirtl Packard Singapore 
p'e I no 

Bik 2 6lh FLOOFi Jalan 
Bukn Me.MP. 

ReChiii indusir-ai Esiait 
AWMinRid P 0 By* 87 
Singapore 3 
Tei R3r'G” 

■'eie* HPSG FTS 2i48C 
Cable HEWPACK Singapore 

SOUTH AFRICA 

Hewe't-Pa'ka'-i South A*''i:,i 
iPty. LM 

Hew H'l-Packam House 
Daphne Sireai irVnri-iywupfl 
Sandton 7ri.risyiii 200’ 

Tel 302 '040 
lele* SA44 1762JH 
Cable HEWPACK 
Hewlett Packar-3 South A'nca 
'■Pty I. Ltd 
Breecasiie House 
Stec Sueei 
Cape Town 
Te- 2-69412 3 
Cable HEWPACK Cape Town 
Tt-e* 0006 CT 
Hewieti-Packard Souih Aiu-.a 
I Pty • Ltrt 

641 Hidqe Road Durban 
P 0 Bo* 9B 
Overport Nata' 

Tel 6102 
Tele* 567954 
Cable MEVyPACK 



TAIWAN 

.Hewlett Packard T.j wan 
39 Chung Shiao YVest Roan 
Sec ’ Overseas insurance 
Coip Bldg 7ih Floor 
Taipei 

Tel 389I60 I 2 375121 

Ext 240 249 

Tele* TP824 HEWPACk. 

Cable hEyVPACK Taipe- 

Hewieit Pacxa.'.'r la wi'- 

38 Po-Ai Ur,? San Mm Chu 

Kaohslung 

Iel 297319 

THAILAND 

UNIVESA Co Lid 

Elsom Research Buiirting 

Bangiak Sukumvii Avc 

Bangkok 

Tel Ti.-rjg 7. 930338 

Cable UNIMESA Bangkok 
UGANDA 

uganoa Teie-Eiecinc Co Ltd 
P 0 3U* 4449 
Kampala 
Tel 57279 

Cable COMC'7' Kampala 
VIETNAM 

Peninsular Trading inc 
P 0 Box H-3 
2’6 Mie.n-Vuong 
Saigon 

Tei 20 305. 93398 
Cable PENTRA SAiGON 242 

ZAMBIA 

R J Tilbury iZembii! LM 
P G Bn* 2792 
Lusaka 

2.rmaia Ce'iiM! AU'ca 
Tef 73793 

Cab'e aRjayTEE. Lusaka 

MEDITERRANEAN AND 

MIDDLE EAST COUNTRIES 

NOT SHOWN PLEASE CONTACT: 

Hewien- Packarg S A 

Mediietranean and f^.-d'iie 

Easi Operations 

35 Koiokounni Si-eei 

P’liia Kelailariou 

GW-Kitm,:. -a Athens 

Telex 2’ 6580 

Cable HEWPACKSA Aihfr.s 

OTHER AREAS NOT LISTED, COhETACT: 

Hewion-Packi'c 
Export Trade Company 
3200 H.'lvicw Ave 
Paid Alic Cahtoin.a 9430-5 
tel '4151 493 1501 
rwx 910-373-1267 
Cable HEWPACK Paio ACo 
Tele* 034-8300 034 8593 
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MODEL 34720A 
BATTERY MODULE 



The main body of this instruction manual applies to 

Serial Number 1224A00101 

and higher. Any changes made in instruments having 
serial numbers higher than the above number are, or 
will be, integrated into the manual by page revision as 
they occur. Revised pages are identified by a revision 
letter in the lower corner of the page. You may 
receive subsequent revised pages by returning the 
questionnaire in the front of the manual with the 
appropriate square marked. If a change is made that 
does not apply to all previously manufactured instru- 
ments, backdating information in Section VIII adapts 
the manual to the earlier instruments. 



Copyright Hewlett-Packard Company 1972 
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complete, fold and staple or tape and mail. No postage is required if 
nnailed in the United States. 

This publication represents our latest effort in improving the quality of 
our instruction manuals. We would like to know what you think of it 
and how you feel we can better serve your needs. Will you give us a few 
minutes of your time by completing the questionnaire on the reverse 
side? 
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Model 34720A 

To further improve the Hewlett-Packard instrument documentation, we would appreciate your comments on 
this manual. Please check yes or no to the- following questions. Add any comments you wish. If more room is 
desired, additional comments may be added on the back of this questionnaire. When completed, tear on 
perforated line, fold, staple and mail. 

1. Would you like to see more applications information in the manual ? YES 

COMMENT NO 



2. Is a detailed theory of operation necessary ? YES 

COMMENT NO 



3. Are the performance checks and adjustment procedures clear as to the procedure and to the specification they are 

to verify? YES 

COMMENT NO 



4. Would you like to see a condensed adjustment procedure included? YES 

COMMENT NO 



5. Would you like to see the performance checks and adjustment procedures combined? YES 

COMMENT NO 

6. Would a more complete list of hardware be beneficial? YES 

COMMENT NO 

7. Are exploded views useful ? YES 

COMMENT NO 

8. Is tbe troubleshooting section of this manual adequate? YES 

COMMENT NO 

““ ) 

9. Do you like and use the troubleshooting trees? YES 

COMMENT NO 

10. Are the schematic diagrams clearly illustrated and easy to follow? YES 

COMMENT NO 



1 1 . Would you prefer the assembly outlines on the schematics in color? YES 

COMMENT NO 

12. Would you prefer drawings of waveforms and component locators as opposed to photographs; YES 

COMMENT NO 

13. Would you prefer to have a separate operating manual and service manual? YES 

COMMENT NO 

14. Do you use the red stripe and blue stripe board exchange program? YES 

COMMENT NO 



15. Would you like to receive revision pages? YES 

COMMENT NO 



16. Does the operating and service manual remain with the instrument? YES 

If not, where does it go? NO 

17. In what way do you feel we can most improve this manual? 

18. Do you prefer the loose leaf binder for manuals as opposed to the bound manuals? YES 

NO 

1 9. Do you use change sheets? YES 

NO ) 
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SECTION I 

GENERAL INFORMATION 



1-1. DESCRIPTION. 

1-2. The -hp- Model 34720A Battery Module for the Model 
3470 Measurement System connects between a display 
module and a signal-conditioning module to make the 
system completely portable. This battery module uses 
rechargeable nickel-cadmium batteries which, when charged 
and used according to the instructions in Paragraph 3-11, 
provide up to 6 hours of operation. 



1-3. WARRANTY. 

1-4. The Model 34720A Battery Module is covered by a 
one-year warranty on all parts except the batteries. The 
batteries are warranted for six months against failure due to 
manufacturing defect. 



1-5. SPECIFICATIONS. 

1-6. Specifications for the 3470 Measurement System are 
unchanged from those stated in the Operating and Service 
Manuals for the separate instruments when operating in a 
temperature range of 0°C to + 50° C. 

1-7. ACCESSORIES AVAILABLE (See Figure 1-1). 

a. 1 1456A— Readout Test Card-facilitates testing and 
troubleshooting the Display Module with the 34720A 
connected. 

b. 1 801 9A— Carrying Case— accommodates a Display 
Module, a “signal conditioning” module, and the 34720A 
Battery Module plus the power cord and input cables. A 



) 



) 




11456A 

READOUT TEST CARD 




18019A 

CARRYING CASE 




11148A 

PLUG-ON EXTENDER CABLE 



Figure 1-1. Accessories Available. 
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shoulder strap consisting of a web strap, -hp- Part No. 
1440-0075, and a shoulder pad, -hp-Part No. 1440-0097, is 
available. 

c. 1 1 MSA— Plug-on Extender Cable— allows the instru- 
ment to be operated with the bottom module separated 
from the battery module. 



1-8. INSTRUMENT AND MANUAL IDENTIFICATION. 

1-9. A three-section serial number is used to identify your 
Model 34720A. Figure 1-2 illustrates the meaning of the 
three parts of the number. 

1-10. This manual is kept up to date with revised pages. If 
the serial number of your instrument is lower than the one 
on the title page of this manual, refer to the backdating 



information in Section VIII which adapts this manual to 
your instrument. All correspondence with Hewlett-Packard 
Company should include the complete serial number. 




xxxx 



A XXXXX 



o 



Four digit prefix 
identifies a series 
of instruments. 



Letter identifies the 
country where the 
instrument was man- 
ufactured. 



Five digit suffix 
identifies a par- 
ticular instru- 
ment in a series 



O 






(A - America, U - United Kingdom, 
J - Japan, G - Germany) 






Figure 1-2. Instrument Serial Number (on rear panel). 
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SECTION II 
INSTALLATION 



2-1. INTRODUCTION. 

2-2. This section contains information and instructions for 
the installation and shipping of the Model 34720A. 
Included are initial inspection procedures, battery informa- 
tion, environmental information, and repackaging for ship- 
ment. 

2-3. INITIAL INSPECTION. 

2A. This instrument was carefully inspected both mechani- 
cally and electrically before shipment. It should be free of 
mars or scratches and in perfect electrical order upon 
receipt. To confirm this, the instrument should be in- 
spected for physical damage incurred in transit. If the 
instrument was damaged in transit file a claim with the 
carrier. If there is damage or deficiency not due to shipping, 
see the warranty on the reverse side of the title page of this 
manual. 

2-5. BATTERIES. 

2-6. Three sets of nickel-cadmium batteries are used in the 
34720A Battery Module. They supply nominal voltages of 



+ 5 V, + 12 V, and - 12 V. A fully charged pack will operate 
the instrument for up to 6 hours. 

2-7. ENVIRONMENTAL REQUIREMENTS. 

2-8. The following temperature limits should be observed; 

Operating (discharge): 0°C to + 

Charge: +5°C to + 40°C 

Storage: -40'"C to + 75® C 

2-9. INSTALLATION OF THE MODEL 34720A. 

2-10. Referring to Figure 2-1, install the Model 34720A 
between the display module and the bottom module using 
the following procedure; 

a. Separate the display module from the bottom mod- 
ule if they are connected together. This is done by pulling 
the two side locks on the back of the display module to the 
rear and lifting the display module from the bottom 
module. 




Figure 2-1. Installation of the Model 34720A. 
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b. Position the display module over the Model 34720A 
so that the plastic keys on the sides of the two modules 
interlock. 

c. Push the side locks toward the display module. This 
fastens the two modules together. 

d. PuU the side locks on the Model 34720A rearward 
and connect the bottom module to the 34720A. This can 
be accomplished in a manner similar to that previously 
described. 

2-11. REPACKING FOR SHIPMENT. 

2-12. If the instrument is to be shipped to Hewlett-Packard 
for service or repair, attach a tag to the instrument 
describing the work to be accomplished and identifying the 
owner of the instrument. Identify the instrument by serial, 



number, model number, and name in any correspondence. 
If you have any questions, contact your local Hewlett- 
Packard Sales and Service Office. 

2-13. If the original shipping container is to be used, place 
the instrument in the container with appropriate packing 
material and seal the container well with strong tape or 
metal bands. 

2-14. If an -hp- container is not to be used, use a heavy 
carton or wooden box with an inner container. Wrap the 
instrument with heavy paper or plastic and place cardboard 
strips across the face for protection before placing the 
instrument in the inner container. Use packing material 
around all sides of the inner container and seal the outer 
container well with strong tape or metal bands. Mark the 
container with “DELICATE INSTRUMENT” or 
“FRAGILE.” 
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SECTION III 

OPERATING INSTRUCTIONS 



3-1. INTRODUCTION. 

3-2. This section contains operating instructions for the 
Model 34720A. A display module (Model 34740A or Model 
34750A) and a signal-conditioning module such as the 
Model 34702A are normally connected to the Model 
34720A. Also included in this section is identification of 
controls, indicators, and connectors. The measurement 
procedure for the 3470 System using a battery module is 
identical to the procedure without a battery pack. 



pushbutton to check the condition of the batteries. Always 
test the batteries under normal operating load; i.e., with the 
display and signal-conditioning modules connected, the 
instrument on, and operating in BATTERY mode. If the 
BATTERY TEST indicator needle is in the red area, the 
batteries should be recharged. Refer to Paragraph 3-11 for 
information regarding charging the batteries. When the 
batteries are fully charged at normal temperature (25'' C), 
they are capable of supplying up to 6 hours of operation. 



3-3. PANEL FEATURES. 

3^. Panel features of the instrument are described in 
Figure 3-1 . 



CAUTION 



3-5. OPERATION. 

3-6. Line Mode. 

3-7. When the MODE switch is in LINE position (see 
Figure 3-1), the batteries are not used to power the 
instrument. However, a trickle charge is applied to the 
batteries whenever the line cord is connected, whether the 
power switch on the display module is ON or OFF. This 
trickle charge is not sufficient to charge the batteries when 
the instrument is on. 

3-8. Battery. 



Do not discharge the batteries to the point 
where the battery^ test indication is to the left 
of the red area. To do so may cause permanent 
damage to the batteries. 



3-10. The instrument may be operated in the battery mode 
where the temperature within the battery module is 
between 0"C and 50° C (32° F to 122°F). The operating 
temperature within the battery module is normally 5°C 
(9° F) higher than ambient temperature. 



3-11. Charge Mode (fast charge). 



The nickel-cadmium batteries used in the 
34720A are warranted for six months against 
failure due to manufacturing defect. 




A trickle charge is maintained on the batteries 
whenever the line cord is connected to the 
display module. While this small charging cur- 
rent will help to prevent the batteries from 
completely discharging, it should not be relied 
upon to fully charge the batteries. 



Connect the solder lug terminal on the rear of 
the battery module to earth ground when 
operating in the battery mode. Otherwise a high 
voltage breakdown between the input circuit 
and instrument chassis could be dangerous to 
the operator. 



3-9. Set the MODE switch to the BATTERY position, 
turn the instrument ON, and press the BATTERY TEST 



CAUTION 



The nickel-cadmium batteries are hermetically 
sealed and can be damaged if charged at a fast 
rate at temperatures above 1 04"" F ( 40° C). Do 
not charge at the fast rate for more than 15 
hours. 
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1. Mode Switch. Selects Line or Battery operation, or charge. 

2. Battery Test Indicator. Batteries must be recharged when indication is in red area. 

3. Battery Test Pushbutton. 

4. Safety Ground Terminal (See Paragraph 3-6). 



Figure 3-1. Front and Rear Panels. 
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3-12. When the BATTERY TEST indicator needle is in the 
red area, recharge the batteries using CHARGE MODE. 
Recharge time for completely discharged batteries is ap- 
proximately 14 hours. Proceed as follows: 

Connect the line cord to primary power and set 
the MODE switch to CHARGE. The display 
module power switch may be either ON or 
OFF, since the instrument will not operate 
while in CHARGE mode. Although the bat- 
teries will probably not be damaged by allowing 
them to fast charge more than 14 hours, 
repeated overcharging may shorten battery life. 

3-13. The battery pack may be charged at temperatures 
between 5°C and 40° C (41° F to 104° F), but will accept a 
greater charge if the temperature is between 5°C and 25° C. 
Figure 3-2 shows the decrease in charge acceptance at 
temperatures up to 40° C. Charging at temperatures outside 
the specified range may cause the batteries to vent, with a 
resulting decrease in capacity. 

150 
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Figure 3-2. Battery Charge Acceptance vs. Temperature. 
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3-14. BATTERY STORAGE. 

3-15. When shipped from the factory the nickel-cadmium 
batteries are in the discharged state (> 1 V/battery for the 
3/5 D size cells and > 2.0 V/battery for the batteries in the 
5 V supply). When possible the batteries should be stored in 
this state. If the batteries are stored in the charged state 
they should be recharged for a period of 14 to 15 hours 
every 3 months. If this is not done significant loss of 
battery capacity will occur. To minimize self-discharge 
during storage the batteries should be stored at a tempera- 
ture of 20° C or lower. Although a nickel-cadmium battery 
will eventually lose all of its charge through self discharge it 
can be returned to service with a normal recharge. 




Permanent battery damage may result if the 
batteries are stored at high temperatures for a 
prolonged period. 



3-16. CYCLE-LIFE OF IM I CK EL-CADMIUM BATTERIES. 

3-17. The cycle-life of the batteries is based, by the 
manufacturer, on an end point of 80% of the rated 225 
milliampere-hour capacity. This is with a ten hour charge 
and discharge current of 22.5 milliamperes with discharge 
carried to the normal ten-hour end voltage (1.10 volts/ 
battery) of every cycle. Under these conditions a cycle-life 
in excess of 100 cycles can be expected. 
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SECTION IV 

THEORY OF OPERATION 



4-1. BATTERY SUPPLIES. 

4-2. Three voltages are supplied by the battery module; 
i.e., +12V, -12 V, and + 5 V. Figure 4-1 represents a 
typical battery supply. Power for the various plug-on 
modules is provided by the display module power supplies 
when the MODE switch is in LINE position. In the 
BATTERY position, power is supplied by the battery 
module. When the MODE switch is in either LINE or 
BATTERY position, charging current is applied to the 
battery through the diode and Rlq series with RhI- This 
provides a trickle charge. 



POWER SUPPLY 




iyKX>e 




FROM DISPLAY 
MODULE 






LINE 




FUSE 

y BATTERY^ ] 

j 


> 

L o 


BATTERY 

CHARGE 


CHARGING VOLTAGE 


j 


t R 

:^Lo 




FROM DISPLAY 
MODULE 









Figure 4-1. Typical Battery Supply. 



When the switch is set to the CHARGE position, only the 
diode and RlO ^^e in the charge path. This increases the 
charging current by a factor of 10. The diode prevents the 
battery from discharging back through the charge circuit 
when the line cord is disconnected. 

4-3. The nickel-cadmium batteries used in the Model 
34720A are able to supply relatively high discharge 
currents. Because of this, a fuse is inserted in each battery 
supply line to prevent damage to wiring or circuits due to 
an accidental short circuit or component failures. 



4-4. BATTERY TEST CIRCUIT (See Figure 4-2). 

4-5. The BATTERY TEST switch connects the meter 
circuit to the + 5 V battery to monitor its state of charge. 
The + 5 V battery is monitored because its rate of discharge 
is normally greater than for the other supplies. Current 
through the meter is limited by a resistor and a zener diode. 
A 50 n potentiometer is connected in shunt with the 
meter. This potentiometer is adjusted to give a full scale 
meter reading when the batteries are fully charged and 
operating under normal load conditions. 




Figure 4-2. Battery Test Circuit. 



4-6. NICKEL-CADMIUM BATTERIES. 

4-7. The 34720A Battery Module uses resealable vented 
nickel-cadmium batteries. These cells are normally in a 
sealed condition, but will vent under excessive internal 
pressure, then reseal as the pressure is relieved. Charging at 
temperatures outside the specified range (+ 5°C to + 40° C) 
may cause the batteries to vent, and repeated venting will 
result in a decrease in battery capacity because of loss of 
electrolyte. 

4-8. The nickel-cadmium batteries in the separate supply 
packs are connected in series. Since the batteries do not all 
have exactly the same charge capacity, some will reach the 
complete discharge state before others. If discharge is 
continued beyond this point (below the meter red zone), 
the batteries with lower capacity may reverse polarity 
causing venting and resulting loss of capacity. 
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SECTION V 
MAINTENANCE 



5-1. INTRODUCTION. 

5-2. This section contains information necessary for proper 
maintenance of the Model 34720A. The 34720A requires 
no performance tests. 

NOTE 

The nickel-cadmium batteries in this instrument 
are warranted for six months against failure due 
to manufacturing defect. 

5-3. RECOMMENDED TEST EQUIPMENT. 

5-4. A dc voltmeter with at least 10 MI^ input resistance 
and an ohmmeter are needed to maintain the 34720A 
Battery Module. An -hp- Model 427A Multi-Function Meter 
is recommended. Also an -hp- 11148A Plug-on Extender 
Cable is required to perform the procedures outlined in this 
section. 

WARNING \ 



The following precautions should be observed 
when working with nickel-cadmium batteries. 



a. Be very careful with uninsulated tools when working 
with charged batteries. Severe arcing may result from an 
accidental short circuit because nickel-cadmium batteries 
are capable of high discharge current. 

b. Do not wear rings without wearing gloves when 
handling charged cells. Metal watch bands, identification 
bracelets, and other such jewelry are also dangerous. Severe 
burns can be realized from shorting a charged cell. 

c. Do not attempt to solder directly to a sealed cell. 
Too much heat can damage the seal. Solder only to the 
metal tab. 

d. Do not place uninsulated batteries on a metal bench 
or metal surface. This may place a direct short across the 
cells. 

e. Do not dispose of batteries in a fire. 

f. In case you get electrolyte on your hands, wash 
quickly and neutralize with a mild acid such as vinegar. 



NOTE 

Individual batteries cannot be replaced in this 
instrument because the individual battery ca- 
pacities are matched in each pack. For informa- 
tion regarding charging and care of the nickel- 
cadmium batteries refer to Section III of this 
manual 



5-5. ADJUSTING THE BATTERY TEST METER. 

5-6. The meter circuit should not require adjustment unless 
one or both batteries in the + 5 V supply have been 
replaced or unless the meter itself has been replaced. Use 
the following procedure to adjust the meter: 

NOTE 

The battery module must be connected to a 
display module. Also, an 1 1456A Readout Test 
Card or an 11 MSA Extender Cable is required 
in this procedure. 

a. Remove the signal-conditioning (bottom) module 
from the instrument. 

b. Connect an 11148A Extender Cable between the 
signal-conditioning module and the 34720A or connect the 
-hp- 1 1456A Read-Out Test Card in place of the signal- 
conditioning module. 

c. Connect the line cord to primary power and set the 
MODE switch to CHARGE. Allow the batteries to charge 
for approximately 14 hours. 

d. After the batteries have been charged, set the MODE 
switch to BATTERY and turn the instrument on. Allow the 
instrument to operate for 5 minutes. 

e. Turn A1R8 fully counterclockwise. (Figure 5-1 
shows the location of A1R8.) The meter needle should 
move against the right-hand stop when the pushbutton is 
pressed. 

f. Hold the BATTERY TEST pushbutton in and adjust 
A1R8 until the meter needle just begins to move away from 
the right-hand edge of the meter. This completes the meter 
adjustment. 

5-7. GENERAL MAINTENANCE INFORMATION. 

5-8. The following paragraphs provide servicing and repair 
information for your Model 34720A. 
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5-9. Access to Components. 

5-10. To gain access to the components on the A1 printed 
circuit (P.C.) assembly, use the following procedure: 

a. Remove the covers from both battery compartments 
and take out the batteries. 



ronnrvYvrvYvj 

{cautionJ 

OOJUUUUUUUUSJ 

Do not place the batteries on a metal surface. 
Also be careful when using uninsulated tools. 



b. Remove the screws securing the rear battery com- 
partment to the side frames. Remove the compartment 
from the module. 



c. Remove the screws holding the 50 pin connector to 
the battery compartment. 

d. Remove the four No. 4 alien screws securing the 
front compartment to the side frames. Remove the com- 
partment. 

e. Remove the four screws holding the A1 P.C. assem- 
bly to the front panel. The P.C. assembly can now be 
removed for troubleshooting or repair. 

5-11. Meter Replacement. 



5-12. In order to remove the BATTERY TEST meter, first 
perform steps a through e of Paragraph 5-9. After this has 
been accomplished, remove the nut from the pushbutton 
on the front panel. Take out the screws holding the front 
panel to the side frames and separate the front panel from 
the sub-panel. Unsolder the two wires which connect to the 
meter and remove the two screws which hold it to the 
sub-panel. Install the new meter and reassemble the 
instrument. 




Figure 5-1. Battery Location. 



) 
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SECTION VI 

REPLACEABLE PARTS 



6-1. INTRODUCTION. 

6'2. This section contains information for ordering replace- 
ment parts. Table 6-1 lists parts in alphameric order of their 
reference designators and indicates the description, -hp- 
part number of each part, together with any applicable 
notes and provides the folJowing; 

a. Total quantity used in the instrument (Qty column). 
The total quantity of a part is given the first time the part 
number appears. 

b. Description of the part. (See list of abbreviations 
below.) 

c. Typical manufacturer of the part in a five-digit code. 
(See Appendix A for list of manufacturers.) 

d. Manufacturers part number. 

6-3. Miscellaneous parts are listed at the end of Table 6-1 . 



6-4. ORDERING INFORMATION. 

6-5. To obtain replacement parts, address order or inquiry 
to your local Hewlett-Packard Field Office. (See Appendix 
B for list of office locations.) Identify parts by their 
Hewlett-Packard part numbers. Include instrument model 
and serial numbers. 

6-6. NON-LISTEO PARTS. 

6-7. To obtain a part that is not listed, include: 

a. Instrument model number. 

b. Instrument serial number. 

c. Description of the part. 

d. Function and location of the part. 



ABBREVIATIONS 



Ag stiver 

Al aluminum 

A . , , ampere(s) 

Au gold 

C capacitor 

cer .ceramic 

cotif coefficient 

com common 

comp .composition 

conn connection 

dep deposited 

DPDT . double-pole double-throw 

DPST . double-pole single-throw 

elect electrolytic 

encap encapsulated 

F farad(s) 

FET field effect transistor 

fxd fixed 

GaAs gallium arsenide 

GHz gigahertz hertz 

yd guard(ed) 

Ge germanium 

gnd - ground(ed) 

H henry (ies) 

Hg mercury 



assembly 

motor 

battery 

capacitor 

diode 

delay line 

-lamp 

c electronic part 
fuse 



Hz hertz (cycle(s) per second) 

ID inside diameter 

impg - impregnated 

incd incandescent 



NPO negative positive zero 

(zero temperature coefficient) 

ns nanosecond(s) - lO'^ seconds 

nsr not separately replaceable 



iriG 


insulation(ed) 


n , 






obd 


kQ 


kilohm(s) = 10+3 ohms 


OD 


kHz 


kilohertz = 10+3 hertz 




L 


inductor 


pA . 


lin 




pc . 


log 


logarithmic taper 


PF . 




. . . . milliampere(s) - 10'3 amperes 


piv . 


mA 


p/o 


MHz 


- megahertz = 10+® hertz 


pos 


Mf2 


megohm(s) - 10+6 ohms 


poly 



met fim metal film 

mfr manufacturer 

ms millisecond 

mtg mounting 

mV mlllivolt(sl • 10'^ volts 

IJiF microfarad(s) 

^ts microsecond(s) 

jUV ... microvoltlsl 10'*^ volts 

my Mylar(^ 

nA nanoamperefsl = 10 9 amperes 

IMG normally closed 

Ne neon 

NO normally open 



pot potentiometer 

p-p peak-to-peak 

ppm parts per million 

prec precision [temperature coeffient, 

long term stability and/or tolerance) 

R resistor 

Rh rhodium 

rms root-mean-square 

rot rotary 

Se selenium 

sect section(s) 

Si . .silicon 



DECIMAL MULTIPLIERS 



FL filter 

HR . heater 

1C integrated circuit 

J . - - jack 

K relay 

L inductor 

M ... - meter 



si slide 

SPOT single-pole double-throw 

SPST single-pole single-throw 

Ta tantalum 

TC temperature coefficient 

Ti02 ■ .titanium dioxide 

tog , toggle 

tol tolerance 

trim trimmer 

TSTR transistor 

V . .volt(s) 

vacw alternating current working voltage 

var variable 

vdcw direct current working voltage 

W wait(s) 

w/ . . . . with 

wiv working inverse voltage 

w/o , without 

ww wirewound 

■ optimum value selected at factory, 

average value shown (part may be omitted) 

‘ ■ no standard type number assigned 

selected or special type 

@ Dupont de Nemours 



Prefix Symbols Multiplier 


Prefix Symbols Multiplier 


tera T 1Q1? 

giga G 10^ 

mega M or Meg 1Q6 

kilo K or k 10^ 

heclo h 1Q2 

deka da 10 

deci d 10-’ 1 


cent! c 10'2 

milli m 10'3 

micro jj 10'® 

nano n 10'9 

pico p 10'12 

femto f 10'^6 

atto a 10'^3 



MP 



. mechani 



DESIGNATORS 

Q transistor 

OCR transistor-diode 

R resistor 

RT thermistor 

S switch 

T transformer 

meter TB terminal board 

jl part TC thermocouple 

. plug TP test point 



STD B 2734 

TS terminal strip 

U microcircuit 

V vacuum tube, neon bulb, photocell, etc. 

W cable 

X socket 

XDS lampholder 

XF fuseholder 

Y crystal 

Z network 
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Table 6-1 . Replaceable Parts (Cont’d) 



REFERENCE 

DESIGNATOR 


-hp- 

PART NO. 


TQ 


DESCRIPTION 


MFR. 


MFR. PART NO. 


A1 


34720-66501 


1 


Main Circuit Assembly 


-hp- 






CR1 thru CR4 


1901-0028 


4 


Diode: Si 400 piv 


04713 


SR 1358-9 




CR5 


1902-3086 


1 


Diode: breakdown 4.75 V ± 2 % 


04713 


SZ 11213-48 




FI 


2110-0003 


1 


Fuse: 3 A 250 V normal blow 


71400 


AGC-3 




F2, F3 


2110-0002 


2 


Fuse; 2 A 250 V normal blow 


71400 


AGC-2 




R1 


0698-3605 


1 


R: fxd fim 15.0 ± 5 % 2 W 


75042 


RG^2 


obd 


R2, R3 


0698-5019 


2 


R: fxd fIm 32.4 ± 1 %1/2 W 


75042 


CEC T-0 


obd 


R4 


0698-3333 


1 


R: fxdfim 137 n ± 1 % 1 /8 W 


75042 


CEA T-0 


obd 


R5, R6 


0698-3443 


2 


R: fxdfim 287 n ± 1 % 1/8W 


75042 


CEAT-0 


obd 


R7 


0698-4366 


1 


R: fxd fIm 19.1 a ± 1 % 1/8 W 


75042 


CEA T-0 


obd 


R8 


2100-2520 


1 


R: var cermet 50 a ± 20 % 1/2 W 


73138 


62-220-1 




SI 


3101-1717 


1 


Switch: slide, 3 pole, 3 pos. 


79727 


G-1685 




XF1 


2110-0269 


6 


Fuse clip 


91506 


6008-32CN 




A2 


34720-66502 


1 


Plug-On Connector Assembly 


-hp- 






PI 


1251-0099 


1 


Connector: 50-pin male 


02660 


57-10500-375 




Ji 


34720-27601 


1 


Connector; 50-pin female 


-hp- 






A3 


34720-66503 


1 


Battery Connector Assembly 


-hp- 






J2 


1251-0290 


1 


Connector: 14-pin female 


02660 


57-20140 




P2 


1251-0291 


1 


Connector: 14-pin male 


02660 


57-10140 










CHASSIS MOUNTED COMPONENTS 








BT1, BT2 


1420-0097 


2 


Battery pack 


-hp- 






BT3 


1420-0094 


1 


Battery pack 


-hp- 






BT4 


1420-0095 


1 


Battery pack 


-hp- 






Ml 


1120-0537 


1 


Meter 


-hp- 






S2 


3101-1747 


1 


Switch: pushbutton SPST 


09353 


8532 




W1 


34720-61601 




Assembly: cable 


-hp- 












MISCELLANEOUS 










34720-00201 


1 


Panel: front 


-hp- 








34720-00203 


1 


Panel: sub 


-hp- 








5020-6894 


2 


Frame: side 


-hp- 








5040-6000 


1 


Catch: left, slide 


-hp- 








1440-0096 


2 


Handle: strap 


12136 


7835-Y12561 






5040-7036 


4 


Support: slide catch 


-hp- 








2200-0778 


12 


Screw: 4-40 x 0.31 2 in. long, flat head 


02615 


obd 






34720-60204 


1 


Panel assy: rear 


-hp- 








1460-1312 


2 


Spring clip 


-hp- 








34720-04101 


1 


Cover: rear battery case 


-hp- 








5040-7384 


1 


Cover: front battery case 


-hp- 








5040-7001 


1 


Catch: right slide 


-hp- 








5040-7381 


1 


Battery case: rear 


-hp- 








34720-66401 


1 


Battery case: front 


-hp- 








9220-1762 


2 


Dust cover 


-hp- 








34720-90002 


1 


Manual: Operating and Service 


-hp- 
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Model 34720A 



Section Vll 



SECTION Vll 

TROUBLESHOOTING AND 
CIRCUIT DIAGRAMS 



7-1. INTRODUCTION. 

7-2. This section of the Operating and Service Manual 
contains troubleshooting information and a circuit diagram 
for the Model 34720A Battery Module. 

7-3. TROUBLESHOOTING. 

7-4. If the instrument operates correctly with the MODE 
switch set to LINE, but will not operate correctly on 
BATTERY, the trouble is in the battery module or in the 
connections between modules. The battery test circuit 
monitors only the voltage across the + 5 V supply. There- 
fore, it is possible to have a “good” indication and still have 
a bad battery in either the + 1 2 V or - 1 2 V supply. Each 
battery supply is fused. The fuses are accessible by 
separating the bottom module and the battery module. The 
end of the fuse which is connected to the battery is 
indicated by a “B” (See Figure 7-1). 

7-5. Battery Circuit Checks. 

7-6. The best method of troubleshooting the battery 
module is to trace voltages through the suspected circuit. 
Table 7-1 shows typical voltages for each supply under 
charged and discharged conditions. Voltages should be 
measured with the power cord disconnected and the 
instrument operating in BATTERY MODE. 

7-7. To check the voltage of the batteries, first separate the 
display module from the battery module. Remove the 
covers in the battery compartment and connect the battery 
module to the display module using an 11148A Extender 
Cable. This procedure is outlined in steps a - c of Paragraph 
5-6 in the Maintenance Section of this manual. 

7-8. If a single battery in a battery pack has failed, the 
overall voltage of the pack should be about 1.2 V less than 



normal (2.2 V in the 5 V supply). The voltage drops 
approximately 1.2 V for each battery that has failed. If the 
+ 5 V and + 12 V supplies both indicate the same voltage 
error, the trouble is probably in the + 5 V battery pack. 
The + 5 V supply is also part of the -t 12 V supply. To 
isolate the batteries from the rest of the circuit, remove the 
fuse in the circuit of interest. Two batteries in the -12 V 
supply are part of battery pack BT3. The remainder of the 
batteries in the - 12 V supply are part of BT4. 



Table 7-1. Typical Battery Voltages. 



Supply 


Fully Charged 
Voltage 


Discharged* 

Voltage 


+ 5 V 
+ 12 V 
- 12 V 


5.2 V to + 5.4 V 
+ 13.5 V to + 14 V 
- 13.5 V to - 14 V 


+ 4.6 V to + 4.8 V 
+ 1 1.5 V to + 12 V 
- 1 1.5 V to - 12 V 



* Test conditions: Charge for at least 14 hours, then 
operate on battery (power cord disconnected) for 6 
hours. 



7-9. SCHEMATIC DIAGRAM. 

7-10. Figure 7-1 is the schematic diagram of the Model 
34720A. This diagram is provided to assist in trouble- 
shooting the instrument. 

7-11. COMPONENT LOCATION DIAGRAM. 

7-1 2. A Component Location Diagram of the 3472(3-66501 
printed circuit assembly is provided on the schematic 
diagram. The Component Location Diagram shows location 
of all components mounted on the assembly. Each com- 
ponent is identified by a reference designator which 
corresponds to the same component on the schematic 
diagram. 
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CODE LIST OF MANUFACTURERS 



The following code numbers are from the Federal Supply Code for Manufacturers Cataloging Handbooks H4-1 (Name to Code) and H4-2 (Code 
to Name) and their latest supplements. The date of revision and the date of the supplements used appear at the bottom nf each page. Alpha- 
betical codes have been arbitrarily assigned to suppliers not appearing in the H4 Handbooks. 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer Addre.s.s 



00000 U.S. A Common Any supplier of U, S. 

00136 McCoy Electronics. . -Mount Holly brings, Pa. 

00213 Sage Electronics Corp. .... Rochester, N. Y. 

00287 Cemco, Inc. Danielson, Conn. 

00334 Humidial Colton, Calif. 

00348 Mictron, Co. , Inc Valley Stream, N. Y. 

00373 Garlock Inc. Cherry Hill, N.J. 

00656 Aerovox Corp New Bedford, Mass. 

00779 Amp. Inc Harrisburg, Pa. 

00781 Aircraft Radio Corp Boonton, N.J . 

00809 Croven, Ltd Whitby, Ontario, Canada 

00815 Northern Engineering 

Laboratories, Inc. Burlington, Wis. 

00853 Sangamo Electric Co. , 

Pickens Div Pickens, S. C. 

00866 Goe Engineering Co. . ■ . -City of Industry, Cal, 

00891 Carl E. Holmes Corp, Los Angeles, Cal. 

00929 MicroLab Inc. Livingston, N. J . 

01002 General Electric Co. , 

Capacitor Dept Hudson Falls, N. Y. 

01009 Alden Products Co. Brockton , Mass. 

01121 Allen Bradley Co. Milwaukee, Wia 

01255 Litton Industries, Inc Beverly Hills, Cal. 

01281 TRW Semiconductors, Inc Lawndale, Cal. 

01295 Texas Instruments, Inc. , 

Transistor Products Div. Dallas, Texas 

01349 The Alliance Mfg. Co Alliance, Ohio 

01538 Small Parts Inc. Los Angeles, Cal. 

01589 Pacific Relays, Inc Van Nuys, Cal. 

01670 Gudebrod Bros. Silk Co New York, N Y. 

01930 Amerock Corp Rockford, HI. 

01960 Pulse Engineering Co Santa Clara, Cal. 

02114 Ferroxcube Corp. of 

America Saugerties, N Y. 

02116 Wheelock Signals, Inc Long Branch, N.J. 

02286 Cole Rubber and Plastics Inc . .Sunnyvale, Cal. 

02660 Amphenol -Borg Electronics 

Corp. Broadview, m. 

02735 Radio Corp, of America, Semi- 

conductor and Materials 

Division Somerville , N. J . 

02771 Vocaline Co, of America, 

Inc. Old Saybrook, Conn. 

02777 Hopkins EngineeringCo. . . .San Fernando, Cal . 

02875 Hudson Tool & Die Newark, N.J . 

03296 Nylon Molding Corp ^ringfield, N. J . 

03508 G. E. Semiconductor Prod. 

Dept Syracuse, N.Y. 

03705 Apex Machine & Tool Co Dayton, Ohio 

03797 Eldema Corp. Compton, Calif. 

03818 Parker Seal Co Los Angeles, Cal. 

03877 Transitron Electric Corp. . . .Wakefield, Mass. 

03888 Pyrofilm Resistor Co. , 

Inc Cedar Knolls, N.J. 

03954 Singer Co. , Diehl Div. , 

Finderne Plant Sumerville, N.J. 

04009 Arrow-, Hart and Hegeman 

Elect. Co. Hartford, Conn. 

04013 Taruus Corp. Lambertville, N.J. 

04062 Arco Electronic Inc, Great Neck, N. Y. 

04217 Essex Wire Los Angeles, Cal. 

04222 Hi-Q Division of Aerovox. .Myrtle Beach, S.C. 

04354 Precision Paper Tube Co Wheeling, III 

04404 Palo Alto Division of Hewlett- 

Packard Co Palo Alto, Cal. 

04651 Sylvania Electric Products, 

Microwave Device Div. . .Mountain View, Cal. 

04673 Dakota Engr.Inc Culver City, Cal. 

04713 Motorola Inc. Semiconductor 

Prod, Div Phoenix, Arizona 

04732 Filtron Co. , Inc. Western 

Div Culver City, Cal. 

04773 Automatic Electric Co Northlake, 111. 

04796 Sequoia Wire Co Redwood City, Cal. 

04811 Precision Coil Spring Co El Monte, Cal. 

04870 P.M. Motor Company Westchester, IIL 

04919 Component Mfg, Service 

Co W. Bridgewater, Mass. 

05006 Twentieth Century Plastics. 

Inc Los Angeles, Cal. 

05277 Westinghouse Electric Corp. 

Semiconductor Dept Young^^■ood, Pa. 



05347 Ultronix, Inc San Mateo, Cal. 

05397 Union Carbine Corp ., Elect. 

Div New York, N, Y, 

05574 Viking Ind, Inc Canoga Park, Cal. 

05593 Icore Electro-Plastics Inc Sunnyvale, Cal. 

05616 Cosmo Plastic (c/o Electrical 

Spec. Co.) Cleveland, Ohio 

05624 Barber Colman Co Rockford, 111. 

05728 Tiffen Optical Co 

Roslyn Heights, Long Island, N.Y. 

05729 Metro-Tel Corp Westbury ,N. Y. 

05783 Stewart Engineering Co Santa Cruz, Cal. 

05820 Wakefield Engineering Inc Wakefield, Mass. 

06004 Bassick Co. , Div. of Stewart 

Warner Corp Bridgeport, Conn. 

06090 Raychem Corp Redwood City, Cal. 

06175 Bausch and Lomb Optical 

Co Rochester , N.Y. 

06402 E.T.A. Products Co. of 

America Chicago, 111. 

06540 Amatom Electronic Hardware 

Co. , Inc New Rochelle. N, Y. 

06555 Beede Electrical Instrument 

Co. , Inc Penacook. N. H. 

06666 General Devices Co. ,Inc Indianapolis, Ind. 

06751 Components Inc. , Ariz. Div , . . Phoenix. Arizona 

06812 Torrington Mfg. Co. ,West Div. . . Van Nuys. Cal. 

06980 Varian Assoc. Etmac Div San Carlos. Cal. 

07088 Kelvin Electric Co Van Nuys. Cal. 

07126 Digit ran Co Pasadena. Cal 

07137 Transistor Electronics 

Corp Minneapolis. Minn. 

07138 Westinghouse Electric 

Corp. , Electronic Tiibe Div Elmira . N.Y. 

07149 Filmohm Corp New York, N.Y. 

07233 Cinch-Graphik Co City of Industry, Cal, 

07256 Silicon Transistor Corp. . . . Carle Place, N.Y, 

07261 Avnet Corp Culver City, Cal. 

07263 Fairchild Camera & Inst, Corp, , 

Semiconductor Div Mountain View, Cal, 

07322 Minnesota Rubber Co Minneapolis, Minn. 

07387 Birtcher Corp. The Monterey Park, Cal. 

07397 Sylvania Elect. Prod. Inc, , 

Mt. View Operations .... Mountain View, Cal. 
07700 Technical Wire Products 

Inc Cranford, N. J. 

07829 Bodine Elect. Co Chicago, 111. 

07910 Continental Device Corp Jfawthorne, Cal. 

07933 Raytheon Mfg. Co. , Semi- 
conductor Div Mountain View, Cal. 

07980 Hewlett-Packard Co. . 

New Jersey Division Rockaway, N.J. 

08145 U.S. EngineeringCo Los Angeles, Cal. 

08289 Blinn, Delbert Co Pomona, Cal. 

08358 Burgess Battery Co 

Niagara Falls, Ontario, Canada 

08524 Deutsch Fastener Corp Los Angeles, Cal. 

08664 Bristol Co. , The Waterbury, Cona 

08717 Sloan Company Sun Valley, Cal. 

08718 ITT Cannon Electric Inc. , 

Phoenix Div Phoenix, Arizona 

08727 National Radio Lab. Inc Paramus, N.J. 

08792 CBS Electronics Semiconductor 

Operations, Div. of CBS Inc .... Lowell, Mass. 
08806 General Electric Co. , 

Miniature Lamp Dept Cleveland, Ohio 

08984 Mel-Rain Indianapolis, Ind. 

09026 Babcock Relays Div Costa Mesa, Cal. 

09097 Electronic Enclosures Inc.. . Los Angeles, Calif . 

09134 Texas Capacitor Co Houston, Texas 

09145 Tech, Ind. Inc. Atohm 

Elect Burbank, Cal. 

09250 Electro Assemblies, Inc Chicago, 111. 

09353 C & K Components Inc Newton, Mass, 

09569 Mallory Battery Co. of 

Canada, Ltd Toronto, Ontario, Canada 

09795 Pennsylvania Florocarbon. Clifton Heights, Penn. 

09922 Burndy Corp Norwalk, Conn, 

10214 General Transistor Western 

Corp Los Angeles, Cal. 

10411 Ti-Tal.Inc Berkeley, Cal, 

10646 Carborundum Co Niagara Falls, N.Y, 



11236 CTS of Berne, Inc. Berne, Ind 

11237 Chicago Telephone of 

California, Inc. So. Pasadena, Cal 

11242 Bay State Electronics Corp. . . . Waltham. Mass 
11312 Teledyne Inc. .Microwave 

Div Palo Alto . Cat. 

11314 National Seal Downey, Cal. 

11453 Precision Connector Corp. .... Jamaica, N. Y. 

11534 Duncan Electronics Inc. Costa Mesa, Cal. 

11711 General Instrument Corp. , 

Semiconductor Division Products 

Group Newark, N.J. 

11717 Imperial Electronic , Inc Buena Park, Cal. 

11070 Melabs, Inc Palo Alto, Cal. 

12136 Philadelphia Handle Co Camden, N.J. 

12361 Grove Mfg. Co. , Inc. Shady Grove, Pa. 

12574 Gulton Ind. Inc. ,Dala System 

Div. Albuquerque, N. M. 

12697 Clarostat Mfg. Co. Dover, N.H, 

12728 Elmar Filter Corp W. Haven, Conn. 

12859 Nippon Electric Co. , Ltd Tokyo, Japan 

12881 Metex Electronics Corp Clark, N.J. 

12930 Delta Semiconductor Inc. . , Newport Beach, Cal, 
12954 Dickson Electronics Corp. . . Scottsdale, Arizona 

I30I9 Airco Supply Co. , Inc Witchita, Kansas 

13061 Wilco Products Detroit, Mich. 

13103 Thermolloy Dallas, Texas 

13327 Solitron Devices Inc Tappan, N.Y. 

13396 Telefunken (GmbH) Hanover , Germany 

13835 Midland -Wright Div. of 

Pacific Industries , Inc. . . . Kansas City, Kansas 

14099 Sem-Tech Newbury Park, Cal. 

14193 Calif . Resistor Corp Santa Monica, Cal, 

14298 American Components, Inc.. . Conshohocken, Pa. 
14433 ITT Semiconductor, a Div. of 

Int. Telephone and Telegraph 

Corporation West Palm Beach, Fla. 

14493 Hewlett-Packard Company Loveland, Colo. 

14655 Cornell Dublier Electric Corp , , , Newark, N.J. 

14674 Corning Glass Works Corning, N. Y. 

14752 Electro Cube Inc San Gabriel, Cal. 

14960 Williams Mfg. Co San Jose, Cal. 

15106 The Sphere Co. , Inc Little Falls, N.J. 

15203 Webster Electronics Co New York, N. Y. 

15287 Scionics Corp Northridge , Cal. 

15291 Adjustable Bushing Co N. Hollywood. Cal. 

15558 Micron Electronics. .Garden City , Long Is land,N Y. 

15566 Amprobe Inst, Corp Lynbrook, N.Y. 

15631 Cabletronics CosU Mesa, Cal. 

15772 Twentieth Century Coil 

Spring Co. Santa Clara, Cal. 

15801 Fenwal Elect. Inc Framingham, Mass 

15018 Amelco Inc Mountain View. Cal. 

16037 Spruce Pine Mica Co Spruce Pine, N.C. 

16179 Omni-Spectra Inc Detroit, 111. 

16352 Computer Diode Corp Lodi, N.J. 

16554 Electroid Co Union, N.J 

16585 Boots Aircraft Nut Corp Pasadena, Cal. 

16600 Ideal Prec, Meter Co. .Inc. , 

De Jur Meter Div Brooklyn. N.Y. 

16758 Delco Radio Div. of G. M. Corp, . . . Kokomo. Ind. 

17109 Thermonetics Inc Canoga Park, Cal. 

17474 Tranex Company Mountain View , Cal. 

17675 Hamlin Metal Products Corp Akron. Ohio 

17745 Angstrohm Prec. Inc No. Hollywood, Cal. 

17856 Siliconix Inc Sunnyvale , Cal. 

17870 McGraw-Edison Co Manchester. N.H. 

10042 Power Design Pacific Inc Palo Alto, Cal. 

18083 Clevite Corp. Semiconductor Div, . Palo Alto. Cal. 

18324 Signetics Corp Sunnyvale , Cal. 

18476 Ty-Car Mfg. Co. , Inc Holliston, Mass. 

18486 TRW Elect. Comp. Div Des Plaines. 111. 

18565 Chomerics Plainviile , Mass. 

18583 Curtis Instrument . Inc Mt. Kisro, N. Y. 

18612 Vishay Instruments Inc Malvern, Pa. 

18873 E.I. DuPont and Co . . Inc. . . . Wilmington, Del. 

10911 Ehirant Mfg. Co Milw-aukee . Wis. 

19315 The Bendix Corp. .Navigation & 

Control Div Teterboro. N.J. 

19500 Thomas A. Edison Industries , 

Div, of McGraw- - Edison .... WestOranifc, N.J. 
19589 Concoa Baldwin Park, Cal. 
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CODE LIST OF MANUFACTURERS (Continued) 



Code 

No. 



Manufacturer 



Address Code 
No. 



Manufacturer 



Address Code 
No. 



Manufacturer 



19644 LRC Electronics Horseheads , N . Y. 

19701 Electra Mfg. Co, Independence , Kansas 

20183 General Atronics Corp Philadelphia , Pa . 

21226 Executone, Inc Long Island City , N. Y. 

21355 Fafnir Bearing Co. ,The . . . New Britian, Conn. 
21520 Fansteel Metallurgical Corp. - . .N. Chicago, III. 

23020 &‘neral Reed Co. Metuchen, N.J. 

23042 Texscan Corp. Indianapolis, Ind. 

23783 British Radio Electronics Ltd. . .Washington, D.C. 
24455 G.E. Lamp Division . Nela Park , Cleveland , Ohio 

24655 General Radio Co. West Concord, Mass. 

24681 Memcor Inc. .Comp. Div Huntington , Ind. 

26365 Cries Reproducer Corp. . . . New Rochelle. N. Y. 

26462 Groberi File Co. of America, Inc. Carlstadt, N.J. 

26851 Compac Hollister Co Hollister. Cal. 

26992 Hamilton Watch Co Lancaster. Pa. 

28480 Hewlett-Packard Co. Palo Alto, Cal. 

28520 HeymanMfg.Co Kenilworth, N.J. 

30817 Instrument Specialties Co. , 

Inc Little Falls, N.J. 

33173 G.E. Receiving Tube Dept Owensboro. Ky. 

35434 Lectrohm Inc Chicago, 111. 

36196 Stanwyck Coil Products. 

Ltd Hawkesbury, Ontario, Canada 

36287 Cunningham, W.H, &■ Hill, 

Ltd. Toronto, Ontario, Canada 

37942 P.R, Mallory & Co. .Inc. • ■ ■ .Indianapolis Ind. 
39543 Mechanical Industries Prod. Co. . . Akron, Ohio 

40920 Miniature Precision Bearings , Inc . Keene. N. H. 

40931 Honeywell Inc. Minneapolis. Minn. 

42190 Muter Co. Chicago, 111. 

43990 C. A. Norgren Co. Englewood , Colo . 

44655 Ohmite Mfg. Co. Skokie. 111. 

46384 Penn Eng. & Mfg. Corp Doylestown, Pa. 

47904 Polaroid Corp. Cambridge. Mass. 

48620 Precision Thermometer & 

Inst. Co. Southampton. Pa. 

49956 Microwave & Power Tube Div. . . Waltham . Mass . 

52090 Rowan Controller Co. . Westminster, Md. 

52983 HP Co . Med. Elec. Div. ... - Waltham. Mass. 

54294 Shallcross Mfg. Co Selma. N.C. 

55026 Simpson Electric Co. Chicago, 111, 

55933 Sonotone Corp. ■ Elmsiord. N, Y, 

55938 Raytheon Co, Commercial Apparatus 

& System Div So. Norwalk, Conn. 

56137 Spaulding Fibre Co. . Inc Tonawanda. N. Y. 

56209 Sprague Electric Co North Adams, Mass. 

58474 Superior Elect, Co. Bristol . Conn. 

59446 Tele.x Corp. Tulsa, Okla. 

59730 Thomas & Betts Co. Elizabeth, N.J. 

60741 Triplett Electrical Inst. Co Bluffton, Ohio 

61775 Union Switch and Signal Div, of 

Westinghouse Air Brake Co. . . Pittsburgh, Pa. 

62119 Universal Electric Co. Owosso, Mich. 

63743 Ward-Leonard Electric Co. . , Mt. Vernon, N. Y. 

64959 Western Electric Co. . Inc. . . . New York. N. Y. 

65092 Weston Inst. Inc. Weston -Newark . J4ewark. N.J. 

66295 Wittek Mfg. Co Chicago. 111. 

C6346 Minnesota Mining & Mfg. Co. 

Revere Mincom Div St. Paul. Minn, 

70276 Allen Mfg. Co Hartford, Conn. 

70309 Allied Control New York. N, Y. 

70318 Allmetal Screw Product Co. , Inc. 

Garden City . N, Y. 

70417 Amplex, Div, of Chrysler Corp. .Detroit, Mich. 

70485 Atlantic India Rubber Works, Inc. . . Chicago. 111. 

70563 Amperite Co. . Inc. Union Citv. N.J. 

70674 ADC Products Inc Minneapolis, Minn. 

70903 Belden Mfg, Co Chicago. 111. 

70998 Bird ElectVic Corp Cleveland, Ohio 

71002 Birnbach Radio Co New York, N.Y. 

71034 Bliley Electric Co. .Inc Erie. Pa. 

71041 Boston Gear Works Div, of 

Murray Co. of Texas Quincey, Mass, 

71218 Bud Radio. Inc Willoughby. Ohio 

71279 Cambridge Tbermionics Corp. Cambridge. Mass. 

71286 Camloc Fastener Corp Paramus. N.J, 

71313 Cardwell Condenser Corp. 

Lindenhurst. L.I.. N.Y. 

71400 Bussmann Mfg. Div. of 

McGraw -Edison Co St, Louis. Mo. 

71436 Chicago Condenser Corp Chicago. 111. 

71447 Calif. Spring Co. . Inc Pico-Rivera, Cal. 

71450 CTS Corp Elkhart. Ind. 

71468 ITT Cannon Electric Inc. . . . Los Angeles. Cal. 
71471 Cinema, Div. Aerovox Corp Burbank. Cal, 



71482 C.P. Clare & Co Chicago. 111. 

71590 Centralab Div. of 

Globe Union Inc Milwaukee, Wis. 

71616 Commercial Plastics Co . .Chicago, 111. 

71700 Cornish Wire Co. , The New' York, N, Y. 

71707 Coto Coil Co, , Inc Providence, R.I. 

71744 Chicago Miniature Lamp Works , . .Chicago, III. 
71785 Cinch Mfg. Co. , 

Howard B. Jones Div Chicago, III. 

71984 Dow' Corning Corp Midland. Mich. 

72136 Electro Motive Mfg, Co. , Inc. 

Willimantic, Conn. 

72619 Dialight Corp Brooklyn, N.Y. 

72656 Indiana General Corp. . 

Electronics Div Keasby. N.J. 

72699 General Instrument Corp. . 

Cap Division Newark. N.J. 

72765 Drake Mfg, Co Harwood Heights , 111. 

72825 Hugh H. Eby Inc Philadelphia. Pa. 

72928 Gudeman Co Chicago. 111. 

72962 Elastic Slop Nut Corp Union. N.J. 

72964 Robert M. Hadley Co Los Angeles, Cal. 

72982 Erie Technological Products. Inc. , . .Erie, Pa. 

73U61 Hansen Mfg, Co. . Inc Princeton, Ind. 

73076 H, M. Harper Co Chicago, 111. 

73138 Hellpot Div. of Beckman Inst. . Inc. 

Fullerton . Cal . 

73293 Hughes Prcxlucts Division of 

Hughes Aircraft Co. . . . Newport Beach, Cal. 
73445 Ampere.x Elect, Co . .Hicksville, L. I, , N. Y. 

73506 Bradley Scmiconducinr Corp. 

New' Haven . Conn. 

73559 Carling Electric. Inc Hartford. Conn. 

73586 Circle F Mfg. Co Trenton, N.J. 

73682 George K. Garrett Co. . 

Div. MSL Industries. Inc.. , Philadelphia. Pa. 

73734 Federal Screw Products. Inc Chicago, 111. 

73743 Fischer Special Mfg. Co Cincinnati, Ohio 

73793 General Industries Co, . The Elyria. Ohio 

73846 Goshen Stamping & Tool Co Goshen. Ind. 

73899 JFD Electronics Corp Brunklvn. N.Y. 

73905 Jennings Radio Mfg. Corp San Jose, Cat. 

73957 Groove-Pin Corp Ridgefield, N.J. 

74276 Signalite Inc Neptune, N.J. 

74455 J. H. Winns, and Sons .... Winchester, Mass. 

74861 Industrial Condenser Corp Chicago, 111. 

74868 R. F. Products Division of 

Amphenol -Borg Electronic Corp. 

Danbury. Conn. 

74970 E. F. Johnson Co Waseca. Minn. 

75042 International ResisUnce Co. . Philadelphia, Pa. 

75263 Keystone Carbon Co. . Inc St. Marys, Pa. 

75378 CTS Knights. Inc Sandwich, III. 

75382 Kulka Electric Corp Mt. Vernon. N.Y. 

75818 Lenz Electric Mfg. Co Chicago, 111, 

75915 Littlefuse. Inc Dcs Plaines, 111. 

76005 Lord Mfg. Co Erie, Pa. 

76210 C.W, Marwedel San Francisco. Cal. 

76433 General Instrument Corp. , 

Micamold Division Newark, N.J. 

76487 James Millen Mfg. Co. . Inc, . . Malden. Mass. 

76493 J.W, Miller Co Los Angeles, Cal, 

7G530 Cinch-Monadnock, Div. of United Carr 

Fastener Corp San Leandro, Cal. 

76545 Mueller Electric Co Cleveland, Ohio 

76703 National Union Newark, N.J. 

76854 Oak Manufacturing Co Crystal Lake, 111. 

77068 The Bendix Corp. , 

Electrodynamics Div. , . . N. Hollywvood, Cal, 

77075 Pacific Metals Co San Francisco, Cal. 

77221 Phaostran Instrument and 

Electronic Co So. Pasadena, Cal. 

77252 Philadelphia Steel and 

Wire Corp Philadelphia, Pa. 

77342 American Machine & Foundry Co. 

Potter Brumfield Div Princeton, Ind. 

77630 TRW Electronic Components Div. Camden, N.J. 

77638 General Instrument Corp. , 

Rectifier Division Brooklyn, N.Y. 

77764 Resistance Products Co Harrisburg, Pa. 

77969 Rubbercraft Corp. of Calif. . . . Torrance, Cal. 

78189 Shakepruof Division of 

Illinois Tool Works Elgin, III, 

78277 Sigma So. Braintree, Mass. 

78283 Signal Indicator Corp New York, N.Y. 

78290 Struthers-Dunn Inc Pitman, N.J. 



78452 Thompson-Bremer & Co Chicago. Ill 

78471 Tilley Mfg. Co San Francisco. Cal 

78488 Stackpolo Carbon Co St. Marys, Pa. 

78493 Standard Thomson Corp Waltham, Mass 

78553 Tinnerman Products. Inc Cleveland. Ohio 

78790 Transformer Engineers .... San Gabriel, Cal. 

78947 Ucinitc Co Newtonvllle. Mass. 

79136 Waldes Kohinoor Inc, . . Long Island City. N. Y. 

79142 Veeder Root, Inc Hartford, Conn. 

79251 Wenco Mfg. Co Chicago, 111. 

79727 Continental-Wirt Electronics Corp. 

Philadelphia, Pa. 

79963 Zierick Mfg. Corp New Rochelle, N.Y, 

80031 Mepco Division of Sessions Clock Co. 

Morristow ,, N.J, 

80033 Prestole Corp Toledo, Ohio 

80120 Schnitzer Alloy Products Co. . . Elizabeth, N.J. 

80131 Electronic Industries Association. 

Standard tube or semi-conductor device, 
any manufacturer, 

80207 Unimax Switch. Div. Maxon Electronics 

Corp Wallingford, Conn. 

80223 United Transformer Corp. . . .New York, N.Y. 

80248 Oxiord Electric Corp Chicago, 111. 

80294 Bourns Inc Riverside, Cal. 

8041 1 Arco Div. of Robertshaw' Controls Co. 

Columbus, Ohio 

80486 All Star Products Inc Defiance. Ohio 

80509 Avery Label Co Monrovia, Cal. 

80583 Hammarlund Co. . Inc Mars Hill, N.C. 

80640 Stevens, Arnold, Co. .Inc Boston. Mass. 

80813 Dimeo Gray Co Dayton, Ohio 

81030 International Inst. Inc Orange. Conn, 

81073 Grayhilt Co LaGrange, 111. 

81095 Triad Transformer Corp Venice. Cal. 

81312 Winchester Elec, Div. Litton Ind. . Inc. 

OakvUle, Conn. 

81349 Military Specification 

81483 International Rectifier Corp. . El Segundo. Cal. 
81541 Airpax Electronics . Inc, . Cambridge. Maryland 
81860 Barry Controls, Div. Barry Wright Corp. 

Watertown, Mass. 

82042 Carter Precision Electric Co Skokie. 111. 

62047 Sperti Faraday Inc. . Copper Hewitt 

Electric Div. Hoboken. N.J. 

02116 Electric Regulator Corp Norwalk, Conn. 

02142 Jeffers Electronics Division of 

^eer Carlwn Co. ... Du Dois. Pa. 

02170 Fairchild Camera & Inst, Corp., 

Space & Defense Systems Div, .Paramus. N.J, 

82209 MaguriP Industries, Inc Greenwich. Conn. 

82219 Sylvania Electric Prod, , Inc. 

Electronic: Tube Division . . . Emporium, Pa. 

02376 Astron Corp East Newark. Harrison. N. J, 

82389 Switchcraft. Inc Chicago, 111. 

82647 Metals & Controls Inc. , 

Spencer Products Attleboro. Mass. 

82768 Phillips-Advance Control Co Joliet, 111. 

82866 Research Products Corp Madi.son, Wis. 

82877 RoIton'Mfg. Co.. Inc Woodstock, N.Y. 

82893 Vector Electronic Co Glendale, Cal. 

83058 Carr Fastener Co Cambridge. Mass. 

83086 New Hampshire Ball 

Bearing, Inc Peterborough, N. H, 

83125 General Instrument Corp, , 

Capacitor Div Darlington. S.C. 

83 148 ITT Wire and Cable Div Los Angeles, Cal. 

83 186 Victory Eng. Corp Springfield, N.J. 

83298 Bendix Corp. , Red Bank Div.. . Red Bank, N,J. 

833 15 Hubbell Corp Mundelein, 111. 

83324 Rosan Inc Newport Beach. Cal. 

83330 Smith, Herman H. , Inc Brooklyn, N.Y. 

83332 Tech Labs Palisades Park, N.J. 

83385 Central Screw Co Chicago. III. 

83501 Gavitt Wire and Cable Co. , Div. of 

Amcrace Corp Brookfield. Mass. 

83594 Burroughs Corp. , Electronic 

Tube Div Plainfield, N.J. 

83740 Union Carbide Corp. , Consumer 

Prod. Div New York, N. Y. 

83777 Model Eng. and Mfg. . Inc. . . . Huntington. Ind, 

83821 Loyd Scruggs Co Festus, Mo. 

83942 Aeronautical Inst. &■ Radio Co Lodi, N.J. 

84171 Arco Electronics Inc Great Neck, N.Y. 

34396 A.J. Glesener Co. . Inc. . . San Francisco, Cal. 

844 1 1 TRW Capacitor Div Ogallala, Neb. 
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CODE LIST OF MANUFACTURERS (Continued) 



Code 

No. Manufacturer Address 

94870 Sarkes Tarzian, Inc Bloomington, Ind. 

85454 Boonton Molding Company Boonton, N. J. 

85471 A.B. Boyd Co San Francisco, Cal. 

85474 R. M. Bracamonte & Co. . . . San Francisco, Cal. 

85660 Koiled Kords, Inc Hamden, Conn. 

85911 Seamless Rubber Co Chicago, 111. 

86174 Fafnir Bearing Co Los Angeles, Calif. 



86197 Clifton Precision Products Co. , Inc. 

Clifton Heights, Pa. 

86579 Precision Rubber Products Corp, Dayton, Ohio 
86684 Radio Corp. of America, Electronic Comp. 



Si Devices Division . Harrison, N.J. 

86928 Seastrom Mfg. Co Glendale, Cal. 

87034 Marco Industries Anaheim, Cal. 



87216 Philco Corporation (Lansdale Division) 

Lansdale, Pa. 

87473 Western Fibrous Glass Products Co. 



San Francisco, Cal. 

87664 Van Waters & Rogers Inc. . , San Francisco, Cal. 

87930 Tower Mfg. Corp Providence, R.I. 

88140 Cutler -Hammer , Inc Lincoln, 111. 

88220 Gould -National Batteries, Inc. . . St. Paul, Minn. 

88698 General Mills, Inc Buffalo, N.Y. 

89231 Graybar Electric Co Oakland, Cal. 

89473 G. E. Distributing Corp Schenectady, N.Y. 

89479 Security Co Detroit, Mich. 

89665 United Transformer Co Chicago, 111. 

90030 United Shoe Machinery Corp. . . , Beverly, Mass. 
90179 U. S. Rubber Co. , Consumer Ind. & 

Plastics Prod. Div Passaic, N.J. 

90365 Belleville ^eciality Tool Mfg. , Inc. 

Belleville, 111. 

90763 United Carr Fastener Corp Chicago, 111. 

90970 Bearing Engineering Co. . . . San Francisco, Cal. 
91146 ITT Cannon Elect, Inc. , Salem Div, 

Salem, Mass. 

91260 Connor SJiring Mfg. Co. . . . San Francisco, Cal. 
91345 Miller Dial & Nameplate Co. ... El Monte, Cal. 

91418 Radio Materials Co Chicago, 111. 

91506 Augat Inc Attleboro, Mass. 

91637 Dale Electronics, Inc Columbus, Nebr. 

91662 Elco Corp Willow Grove, Pa. 

91673 Epiphone Inc New York, N. Y. 

91737 Gremar Mfg. Co. , Inc Wakefield, Mass, 

91827 K F Development Co Redwood City, Cal. 

91886 Malco Mfg. , Inc Chicago, 111. 



Code 

No. Manufacturer Address 



91929 Honeywell Inc. , Micro Switch Division 

Freeport, 111. 

91961 Nahm-Bros. Spring Co Oakland, Cal. 

92180 Tru-Connector Corp Peabody, Mass. 

92367 Elgeet Optical Co. , Inc Rochester, N.Y. 

92607 Tensolite Insulated Wire Co. , Inc. 

Tarrytown, N. Y. 

92702 IMC Magnetics Corp. . , .Westbury, L. I. , N.Y. 

92966 Hudson Lamp Co. Kearney, N.J. 

93332 Sylvania Electric Prod. Inc. , 

Semiconductor Div Woburn, Mass. 

93369 Robbins & Myers Inc. . , . Pallisades Park, N.J, 
93410 Stemco Controls, Div. of Essex 

Wire Corp Mansfield, Ohio 

93632 Waters Mfg. Co Culver City, Cal. 

93929 G, V. Controls Livingston, N.J. 

94137 General Cable Corp Bayonne, N.J. 

94144 Raytheon Co. , Comp. Div. , 

Ind. Comp. Operations Quincy, Mass. 

94148 Scientific Electronics 

Products, Inc Loveland, Colo. 

94154 Wagner Elect. Corp. , 

Tung-Sol Div Newark, N.J. 

94197 Curtiss-Wright Corp. , 

Electronics Div East Patterson, N.J. 

94222 South Chester Corp Chester, Pa. 

94330 Wire Cloth Products, Inc Bellwood, 111. 

94375 Automatic Metal Products Co. . Brooklyn, N.Y. 
94682 Worcester Pressed Aluminum Corp. 

Worcester, Mass. 

94696 Magnecraft Electric Co Chicago, 111. 

95023 George A. Philbrick Researchers, Inc. 

Boston, Mass. 

95146 Alco Elect. Mfg. Co Lawrence, Mass. 

95236 Allies Products Corp Diania, Fla. 

95238 Continental Connector Corp. . . Woodside, N.Y. 

95263 Leecraft Mfg. Co., Inc Long Island, N.Y. 

95265 National Coil Co. Sheridan, Wyo. 

95275 Vitramon, Inc Bridgeport, Conn. 

95348 Gordos Corp Bloomfield, N.J. 

95354 Methode Mfg. Co Rolling Meadows, III. 

95566 Arnold Engineering Co Marengo, 111. 

95712 Dage Electric Co. , Inc Franklin, Ind. 

95984 Siemon Mfg. Co Wayne, 111. 

95987 Weckesser Co Chicago, 111. 

96067 Microwave Assoc. , West, Inc, . Sunnyvale, Cal. 



Code 

No. Manufacturer Address 

96095 Hi -Q Div, of Aerovox Corp Olean, N, Y. 

96256 Thordarson-Meissner Inc, . . . Mt. Carmel, 111. 

96296 Solar Mfg. Co Los Angeles, Cal. 

96396 Microswitch, Div. of 

Minn, -Honeywell Freeport, 111. 

96330 Carlton Screw Co Chicago, 111. 

96341 Microwave Associates, Inc. . Burlington, Mass. 

96501 Excel Transformer Co Oakland, Cal. 

96508 Xcelite, Inc Orchard Park, N.Y. 

96733 San Fernando Elec. Mfg. Co. San Fernando, Cal. 

96881 Thomson Ind. Inc Long Island, N.Y. 

97464 Industrial Retaining Ring Co. . . Irvington, N.J. 
97539 Automatic & Precision Mfg. . . Englewood, N.J. 

97979 Reon Resistor Corp Yonkers, N.Y. 

97983 Litton System Inc. , Adler -Westrex 

Commun. Div New Rochelle, N.Y. 

98141 R-Tronics, Inc Jamaica, N.Y. 

98159 Rubber Teck, Inc Gardena, Cal. 

98220 Hewlett-Packard Co. , 

Medical Elec. Div Pasadena, Cal. 

98278 Microdot, Inc So. Pasadena, Cal. 

98291 Sealectro Corp Mamaronech, N.Y. 

98376 Zero Mfg. Co Burbank, Cal. 

98410 Etc Inc Cleveland, Ohio 



98731 General Mills Inc. , Electronics Div, 

Minneapolis, Minn, 

98734 Paeco Division of Hewlett-Packard Co. 

Palo Alto, Cal. 

98821 North Hills Electronics, Inc. , Glen Cove, N.Y, 
98978 International Electronic Research Corp. 

Burbank, Cal. 

99109 Columbia Technical Corp. . . , New York, N, Y. 

99313 Varian Associates Palo Alto, Cal. 

99378 Atlee Corp Winchester, Mass. 

99515 Marshall Ind. , Capacitor Div. . Monrovia, Cal. 
99707 Control Switch Division, Controls Co. 

of America El Segundo, Cal. 

99800 Delevan Electronics Corp. . East Aurora, N.Y. 

99848 Wilco Corporation Indianapolis, Ind. 

99928 Branson Corp Whippany, N.J. 

99934 Rembrandt, Inc Boston, Mass. 

99942 Hoffman Electronics Corp. , 

Semiconductor Division £1 Monte, Cal. 

99957 Technology-Instrument Corp. 

of California Newbury Park, Cal. 



The following HP Vendors have no number assigned in the latest supplement to the Federal Supply Code for Manufacturers Handbook. 



OOOOF Malco Tool and Die Los Angeles, Calif, 

OOOOZ Willow Leather Products Corp. . . Newark, N.J. 

OOOAB ETA England 

OOOBB Precision Instrument Comp. Co. Van Nuys, Cal. 



OOOCS Hewlett-Packard Co. , Colorado 

Springs Div. . . . Colorado Springs. Colorado 
OOOMM Rubber Eng. Si Development . , .Hayward, Cal. 
OOONN A "N" D Mfg. Co San Jose, Cal. 



OOOQQ Cooltron Oakland, Cal. 

OOOWW California Eastern Lab Burlington, Cal, 

OOOYY S.K. Smith Co Los Angeles, Cal, 
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ELECTRONIC 



SALES & SERVICE OFFICES 



UNITED STATES 



ALABAMA 

8?S0 wni!»i0u>* Ot S t 

P 0 Boi *201 

HuftiNille 3S402 

rei: IZOS) 881-4591 

rWX: 810-726-2Z04 

ARIZONA 

2336 E Migncln St 

PhsmiJ 85034 

Tel (602 244 1361 

IWX 910 951-133(1 

573? t»il BreJSfti, 

Tucion 85711 
Ifi 602> 298 2313 
TWX 910 952-1162 
tHeclive 0«c 15. 1973 
2424 tilt Arjgon Bd 
Tucten 85706 
T(l :602> 389 4661 

CALIFORNIA 

1430 EiSi Ofangelhofpe Ave 

Fullerton 9253 1 

t#r !'714, 870 1000 

TWX 910 592 123* 

3939 LJnkersflirr Boulerartf 
Norm Hollywood 91604 
t»l ‘213 877-1282 
[W.X 910 499-2170 
6305 Atirone Plat# 
loi Anieles 90045 
Tel <213, 649-251 1 
TWX 910 328 6148 

1 101 ErT>6afc*d#(9 Rflad 
Pale Alte 94303 
Tel i,415 327 6500 
TWX 9IO-373-12SO 
2220 Watt Aue. 

Sacrimenia 95825 
T*i '916- 482-1463 
TWX 910-367 2092 

9606 Aero Dfi-.e 
P.O. Bci 2 3333 

San Dliio 92123 

Tel [7141279 3200 
TWX 910-335-2000 



COLORADO 
7565 tax' Prenlice 
Cntlewoad sol 10 
Tel ‘303: 771 3455 
IWX 910 935 0705 

CONNECTICUT 
12 lunar Drive 
New Haren 06525 
Tel 203 319 6551 
TWX ,’10 465 2029 

FLORIDA 

P 0 Boi 24210 

28C6 W Oakland Park Bt.d 

Ft Lauderdale 33307 

lei ‘305 731-2020 

TWX 51Q-955 4099 

PO Bot 1 3910 

6177 Lake FI.enoi Or 
Orlanda. 32809 
Tel -305 851 2900 
T'WX 810 850 0!! 3 

GEORGIA 

P.O. Boi 28234 
450 Interstate North 
Allania 30328 
Tel- (4041 436-6181 
T'WX. 810-766 4890 

HAWAII 

2875 So A.nt Street 
Honolu'u 96614 
Tel 80a 955 4455 

ILLINOIS 

5500 Howard Street 
Skakle 60076 
Tel '312- 677-0400 
TWX 110 223 3611 

INDIANA 

3839 MeadCAS Drive 
indianapolii 46205 
Tel 317 546 4891 
TWX 810 341 3263 

LOUISIANA 

P 0 Boi 840 

1339 Wiili4mi Bauievard 

Kenner 70062 

Tel ■;504 721-6201 

TWX 310-955-5524 



MARYLAND 

670? Whiiestone Road 
Biltimore 21207 
Tel ‘301 944-5400 
TWX 710 862 9157 

20010 Centui) Bivd 
Oermanlown 2076? 
le 31 428 0700 
PO Boi 1648 
2 Citoke Cherry Roid 
Rockville 20B5(i 
lei 301 948 6370 
TWX 710 828-9684 

MASSACHUSETTS 
32 Hartwell A'rC. 
leilniton 02173 
Tel 617 86 1 8960 
TWX MO 326 6904 

MICHIGAN 

23S55 Researcn Dn-ve 
Farminiton 48024 
re 313 476 6400 
TWX 310 242 2900 

MINNESOTA 

2459 Universtly Avenue 
SI. Paul 55114 
Tei '612 645-9461 
TWX 910 563 3734 

MISSOURI 

11131 Colorado Ave. 
KaniJt City 64137 
Tel: (816) 763-8000 
TWX 910-771-2087 
148 Weldon Parkway 
Maryland Htifhli 63Q43 
Tei ,314 567-1455 
TWX 910 764-0830 

'NEVADA 
Lai Vegai 

Tel: 1702) 382-5777 

NEW JERSEY 
1060 N nrOfi M.yn.-,a. 

Cherry Hill 08034 
Tel 609 667-4000 
TWX 710 192 4945 
w 120 Century do 
Paramus 07652 
Tei 201 1 265-5000 
TWX 710-990-4951 



NEW MEXICO 

P 0. 001 8366 
Slalirjn C 

6SQ1 Lcmas Boulevard N.E 
Albuqutraut 87108 
Ter 505 265-3713 
TWX 910 989-1665 
156 Wyalt Drive 
Lli Crucei 88001 
Tel fSQ51 526-2485 
TWX 910 983-0550 

NEW YORK 

6 AulOmatiWi lane 

Compuler Park 

Albany 12205 

Tel 518 458 1550 

TWX 710-441 8270 

1219 Campvilie Hoad 

Endicstt 13760 

Tei '60?) 754-0050 

TWX 510 252 0890 

New York City 

Mantjiitan. Brom 

Contact Paramur. Nl OHice 

Tel 201) 265-5000 

Brooklyn. Queeni Pithmond 

Contact Woodbury. NY Olticc 

tel 1516' 921 0300 

82 Washmgion Street 

Pou|hketpiie 12601 

TH ,9U 454 7330 

rwx 510 248 0012 

39 Saginaw Drive 

Rochester 14623 

Tel 716 473-9500 

TWX 510 253 5981 

5858 East Mo'ior Road 

Syracuie 13211 

Tel OIS 454 248c 

TWX 710 54 1 0482 

1 Crossways Park West 

Woodbury 11797 

Tei- Sit 921-0300 

TWX 51Q 221 2168 



NORTH CAROLINA 

P Q Bar 5188 
1923 North Ha n Street 
High Point 27262 
Tel: |9I9! 835-8101 
iWX 5iQ 926 1516 

OHIO 

25575 Center fiiOge Road 
Cleveland 44145 
Tel- i,216i 835 0300 
TWX 810 427 9129 

330 Progress Rd 
Bayton 45449 
Tei 513 859 8202 
TWX 810 459 1925 
6665 Busch Blvd 
Columbus 43229 
Tel -614 346-1300 

OKLAHOMA 

P 0 Boi 32C08 

Oklahoma City 73132 
Iri 405 721 0200 
TWX 910 830 6862 

OREGON 

17890 SY7 Boones ferry Read 
Tualatin 97062 
Tel iS03 620 3350 

TWX 910 467-3714 

PENNSYLVANIA 
2500 Moss Side Bouityard 
Monroeville 15146 

Tei 412 271-0724 
TWX 710 797 3650 

1021 Sth Avenue 

King ol Prussia Irsdustnal Park 

King ol Prussia 19406 

Tel 2151265-7000 

TWX 510 660-2670 

RHODE ISLAND 
373 Wale-man A.e 
East Providence 029M 
lei 4QI 434 5535 
rwx 710 381-7573 

-TENNESSEE 

Memphis 

lel 90! 27-4 7472 



TEXAS 

P.O SOI 1270 
201 E. Arapaho Rd. 

Richardson 75080 
Tel 2ia' 23i 6101 
TWX 910 667 4723 
P 0 Boi 27409 
6300 Wesipark Drive 
Suite lOO 
Houston 77027 
Tel: f713) 781-6000 
TWX 910-881-2645 
231 Billy Mitchell Road 
Ssn Anlonlo 78226 
It 512) 434-4171 
TWX 910 871-1170 
UTAH 

2890 South Mam Streel 
Salt Lake City 84115 
Tel; (SOU 487-0715 
TWX. 910 925-5681 
VIRGINIA 
PQ Bci 6514 
2111 Spencer Road 
Richmond 2323C 
Te‘ 804i285343! 

TWX 710-956 0157 
WASHINGTON 
Beiifticld Ottice Pk 
1203 - 1 14th SE 
Bellevue 98004 
Tel '206, 454. 3971 
rwx 910 143-2303 
•WEST VIRGINIA 
Charliilon 
Tel ,304 345 1640 
WISCONSIN 
94 31 w, Beloit Road 
Suite 117 
Milwaukee 5322/ 

Tel .414, 541-0550 

FOR U S. AREAS NOT 
LISTED; 

Coniact the regional oHice near- 
est you Atlanta Georg-a . . 
North Hollywood. California 
Paramus. New lersey . . . Skokie. 
Illinois. Therr compitte ad- 
dresses are listed JtMve 
•Service Only 



CANADA 



ALBERTA 

HCMlelt-Packard Canada Ltd 
;1748 Kirgsway Av« 

Edmonton TSC 0X5 
Tel '403i 457-3670 
TWX 610 831-2431 

Hewlett-Packard (Canada ltd. 
825 - 8lh Ave . S.W 
Suite 804 

Ciliary 

Tel (403. 262-4279 



BRITISH COLUMBIA 
Newiftl Pas ka'd , Canada ltd 
83 7 E Cordova St 
Vancouver 6 
Tel (604 254 0531 



MANITOBA 

Mewifit Pa,-kji3 Cana.j I no 
513 cenlu'r St 

le 204 786 7S81 
tWX 610671 9531 



NOVA SCOTIA 

Hewreii Packard Canada Ud 

7745 Dutch vdiage fid 

Suite 710 

Halilai 

Tr. 902 455 051 1 

T.VX 610 271 4412 



ONTARIO 

Mewiell Packiid -Canada Lid 
! 785 Woodward Or 
Ottavia K2C 0P9 
Ifl 613 255 6180 255 6530 
TWX 610-562 8968 

Himeil Packard iCanada:- Ltd 
50 Galaxy Bivd. 

Reidale 

Tel 1416' 677-9611 
TWX 610 492 4246 



QUEBEC 

Hewletl Packa-d 'Canada! ltd. 

275 Mymus Boulevard 

Pointe Claire H9H 1G7 

Tel 514. 69? 4232 

TWX 610 422 3022 

Teiei 01-20607 

Hewieli Packard [Canada, Ltd 

2376 Gaivani Sirtel 

Sleloy GIN 4G4 

Tel- 1418) 688-8710 

FOR CANADIAN AREAS NOT 
LISTED: 

Coniact Hewlett-Packard (Can- 
ada, Ltd. in Pointe Claire 



CENTRAL AND SOUTH AMERICA 



ARGENTINA 
Hewlett Packard Argentina 
s A.C e I 
lavaiie 11713 
Buenos Aires 

Te( 35-0436 35 06.27 35 0341 
felei 012 1009 
Cable hewpack arg 

BOLIVIA 

Slambuk i Ma,ik Bplivra. LTOA 
Av. Man seal Santa Crur 1342 
La Pai 

Tel 40626 53163, 52421 
Tflet 3560014 
Cable BtfKMAR 

BRAZIL 

Hcwlell Packard Oc Brasii 
lEC Ltda 

Rua Erti Cancel MI9 
01307 Sao PiioioSP 

Tel 288-71!!. 287-5858 
Telei 30915!.'2 3 
Cable HEWPACK Sao Paulo 

Hewlett Packard Do Brasd 
I E C Lida. 

Price t>pm Feliciano. 78 
WOOO-PiaMo Alepe RS 
Rro GranrSe do Sul RS. BraiH 
Tel 25-84 70 

Cable HEWPACK Porto Alegre 



Hevi’ett Packard Do Brasil 

I E C Lida 

RuJ da Main;. 29 

20000-Rio de Janerro-GS 

tel 266 2643 

Telei 210079 HEWPACK 

Cable HEWPACK Rio de Janeiro 

CHILE 

►tecior CatLigm y Cij, Ltda 
Casilia 16 475 
Santiago 
Tel 423 96 

Cable- CALCACNI Santiago 

COLOMBIA 

Insirumenlatipn 

Henrik A LangebJtk & Kier S A. 
Carrera 7 No. 48-59 
Aparlaoo Aireo 6287 
Bogota, I 0 E 
Tel- 45-73-06. 45-55-46 
Cable AARiS Bogota 
Telei 44400INSTC0 

COSTA RICA 

Lie Allredo Cai'egos Gurdiin 

Apairtado 101S4 

San JotE 

Tel 2; 86-I3 

Cable: GALGUR San Jos* 



ECUADOR 

Laboraiorios de Radio ingen-ciia 
Callc Guayaouii 1246 
Post Olfice Boi 3t99 
Quito 

Tel 212 496, 219-185 
Cable HORVATH Quito 



NICARAGUA 

Roberto Terjn C 

Aoi'Ildo Postal 689 

roilicio Trrin 

Managua 

in 3451, 3452 

Cable ROTERAN Managua 



EL SALVADOR 
Electronic AssKiaiei 
Apartado Poilal 1682 
Centro Comerciai Cigante 
San Salvador. Ei Salvador C a 
P aseo Escaton 4649-4’ Piso 
tel 23 44 60 23 32 37 
Cable LUCAS 

GUATEMALA 

iPfSA 

Avenida La flelorma 3 48. 

Zone 9 

Guatemala 

Tel 63627. 64736 

telei ai92TtLTROCU 

MEXICO 

Henieil Packard Mm.-ana, 

s A de c V 

Torres Adalid No 71. 1 1 Pisn 

Cot. del vaue 

Meiico 12, 0 f 

rei 543 42 3? 

lelei 017 74 507 



panama 

Ciectrooico Ba-boa. S a 

P.O. Bor 4929 

Are Manuel Espinosa No 13-50 
Bldg Alma 
Panama City 
lel 230833 

letei 3481103. Curunda 
Cinal Zone 

Cable ELECTRON Panama City 



PARAGUAY 
Z ; Melamed S R I 
Division Aparaios y Eouipos 
Medirm 



Division Aparaios y 
Scitnlificos y de 
InveitigKion 
PO Boi 676 
Chile. 487 Edificid V 



Te- 4 5069 4-6272 
CaPie RAMEL 



PERU 

Compania Electro MFdira S a 
A ve Enrique Canauji 312 
San Isidro 
Casilia 1030 

Tri 22 3900 

Caote ELMED L,ma 

PUERTO RICO 

San luan Electronics. Inc 

PO Box 5167 

Ponce de Leon 154 

Pda 3-PTA de Tieira 

Sin Juan 00906 

Tel 8091 725-3342. 722 3342 

Cable SATRON ICS San Juan 

Tt>ei SATRON 34S0 332 



URUGUAY 
Pablo Ferrando S A. 

Comerciai « Industrrli 
Avenida iialia 2877 
Casiiia de Correa 370 
Montevideo 
Tel; 40-3102 

Cable: RADIUht Montevideo 

VENEZUELA 

Hewlett-Packard de ven.eiue'a 
C A 

Aparlido 50933 
tditicio Segre 
tercera Transversal 
Eos Ruices Norte 
CarKas i07 
lel 35 00 11 
Telei 21146 HEWPACK 
Cable. HEWPACK Caracas 

FOR AREAS NOT LISTED, 
CONTACT: 

He'wlett-Packafd 
Inter Americas 
320Q Hillviiw Ave 
Palo Alio, CalHornia 94304 
Tel 415 493-1501 
TWX 910-373 1267 
Cable HEWPACK P,|io Alio 
Telei Q34-83CO, 034-8493 



1/73 




) 



I 



EUROPE 

AUSTRIA 

Hf.irll P*<lu-a Cr»m|,M 

.unflruki S? I 

PO eoi T 

A (70S Vunnj 

lei 0772 11 6^ M 10 09 

C*6<i HCAP*»l V.*nnj 

'flt> 7i9?3 lw-«o*s J 

BELGIUM 

Hfwittt PiCliArd aenti^i 

s ft h V 

Avenue 4« Co< v«ri | 
G>aenk'ji(it4n 

fi l|70 Brutielt 
rei 07 n 17 iO 
C«ie PAIOBEN 8ru«eii 
reiei 73 A94 pjioben oru 

DENMARK 
Hewlett P*chi': A S 

Djijvei 

Ok 3460 Birkerod 
Tel '01 <1 66 4Q 
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Manual Part No. 34702-90002 
Microfiche Part No. 34702-90052 



MODEL 34702A 
MULTIMETER 



The main body of this instruction manual applies to 

Serial Number 1212A0336 

and higher. Any changes made in instruments having serial 
numbers higher than the above number are, or will be, 
integrated into the manual by page revision as they occur. 
Revised pages are identified by a revision letter in the lower 
corner of the page. If a change is made that does not apply 
to all previously manufactured instruments, backdating 
information in Section VIII adapts the manual to the earlier 
instruments. 



WARNING 

To help minimize the possibility of electrical fire or shock 
hazards, do not expose this instrument to rain or exces- 
sive moisture. 



Copyright Hewlett-Packard Company 1972 
P.O. Box 301 , Loveland, Colorado, 80537 U.S.A. 



Revised: January 1975 



PRINTED IN U.S.A. 
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SECTION I 

GENERAL INFORMATION 



1-1. INTRODUCTION. 

1-2. This manual contains installation and operating in- 
structions as well as maintenance information which in- 
cludes performance checks for the Model 34702A. A 
schematic diagram, theory of operation, and trouble- 
shooting information are provided for use in maintaining 
the 34702A Multimeter Module. 

1-3. DESCRIPTIOIM. 



printed specifications. Procedures aie provided in Section V 
to verify performance of the instrument to its specifications 
and to readjust the instrument if required. The accuracy 
specifications apply for ambient temperatures of 23^ C 
± 5°C. For temperatures outside this range, a temperature 
coefficient factor (listed in Table I-l) must be used. 

1-7. Table 1-2 lists general information relating to the 
instrument. 



M. The Hewlett-Packard Model 34702A Multimeter is a 
signal conditioning module that may be connected to a 
Model 34740A or 34750A Display Module, to measure AC 
Voltage, DC Voltage, or resistance. The AC and DC volts 
functions provide four decade ranges from 1 V to 1000 V. 
Six resistance ranges from 100 17 full scale to 10M17fuU 
scale are provided by the “OHM (17)” function. Each 
available range of the Model 34702A has 100% overranging 
capability except the 1000 V range which has 20%. 

rorvvYvrvvrvj 

f CAUTIONS 
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( ) Overload protection circuits allow up to 

1200 V peak to be applied to the INPUT V 
terminals without damaging the instrument. Up 
to 350 V can be applied to the INPUT Ul 
terminals without damaging the instrument. No 
more than 500 V should be applied between 
LO and Chassis ( )• Do not apply voltage 

between LO and Chassis when using the 
34721 A or 3472 IB BCD Module. These mod- 
ules connect LO to Chassis when attached to 
the Model 34702A, 

1-5. SPECIFICATIONS AND GENERAL INFORMATION. 

’-6, Table 1-1 lists specifications for the Model 34702A 
Multimeter. This table supercedes all other previously 



1-8. INSTRUMENT AND MANUAL IDENTIFICATION. 



1-9. A three-section serial number (xxxxAxxxxx) is used 
to identify your Model 34702A. Figure 1-1 illustrates the 
meaning of the three parts of the number. 



1-10. This manual is kept up-to-date with revised pages. If 
the serial number of your instrument is lower than the one 
on the title page of this manual, refer to the backdating 
information in Section VIII which adapts this manual to 
your instrument. All correspondence with Hewlett-Packard 
Company should include the complete serial number. 




Figure 1-1. Instrument Serial Number. 



) 
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Model 34702A 



Table 1-1. Specifications. (Measured using 34740A or 34750A Display Unit) 



DC VOLTAGE 

34740A 

Performance; 

Accuracy (+ 23°C ± 5°C), 95% RH) 

30 days ± (0.03% of reading + .01 % of range) 

90 days ± (0.04% of reading + .01 % of range) 

6 mo. + (0.05% of reading + .02% of range) 

1 yr. + (0.06% of reading -I- .02% of range) 

Stability (24 hours, + 23°C ± 1°C) 

± (0.01 % of reading + 0.005% of range) 

Temperature Coefficient (0°C to + SO'^C) 

DC voltage; ± (0.0035% of reading + 0.001 % 
of range)/ C. 

Input Characteristics: 

Input resistance 

1 and 10 V ranges: 1 1.1 1 Mfi ± 0.2% 

100 V range: 10.1 Mil ± 0.2% 

1000 V range: 10 ± 0.2% 

Effective Common Mode Rejection (1 kl2 unbalance) 
DC: > 80 dB. * 



Input impedance 

1 and 10 V ranges: 1 1 .1 1 ± 0.2%/ /80 pF max. 

100 V range: 10.1 Mfi ± 0.2%/ /80 pF max. 

1000 V range: 10 M^2 ± 0.2%/ /80 pF max. 

OHMS 
347 40 A 



Performance: 

Accuracy (+ 23°C ± 5°C, < 95% RH) 

30 days 

1 0 M£7 range ± (0.25% of reading + 0.02% 
of range) 

Alt other ranges ± (0.05% of reading + 0.02% 
of range) 

90 days 

1 0 Mn range ± (0.30% of reading + 0.02% 
of range) 

All other ranges ± (0.06% of reading + 0.02% 
of range) 



6 mo. 

10 Midrange ± (0.35% of reading + 0.03% 
of range) 

All other ranges ± (0.07% of reading + 0.03% 
of range) 



Normal Mode Rejection 

50 Hz (Option 050); >60 dB (50 Hz ± 0.1%) 

60 Hz (Option 060): >60 dB (60 Hz ± 0.1%) 

* Does not apply when BCD Module is used. 

AC VOLTAGE 

34740A 



Performance: 



Accuracy (+ 23°C ± 5”c, ^95% RH) 
30 days 

45 Hz to 20 kHz 



20 kHz to 100 kHz 
90 days 



45 


Hz to 20 kHz 


20 


kHz to 100 kHz 


6 mo. 




45 


Hz to 20 kHz 


20 


kHz to 100 kHz 


1 yr. 




45 


Hz to 20 kHz 


20 


kHz to 100 kHz 



(0.25% of 


reading 


+ 


.05% 


of range) 








(0.75% of 


reading 


+ 


.05% 


of range) 








(0.30% of 


reading 


+ 


.05% 


of range) 








(0.80% of 


reading 


+ 


.05% 


of range) 








(0.35% of 


reading 


+ 


.05% 


of range) 








(0.85% of 


reading 




.05% 


of range) 








(0.50% of 


reading 


+ 


0.05% 


of range) 








(1 .0% of reading + 


0 


.05% 


of range) 









Temperature Coefficient (0 C to + 50 C) 



AC voltage; ± (0.03% of reading + 0.001 % 
of range) / °C. 



Stability (24 hours, + 23°C ± 1°C) 

AC voltage: 45 Hz to 20 kHz; + (0.1 5% of read ing 
+ 0.05% of range) 

20 kHz to 100 kHz: + (0.4% of reading 
+ 0.05% of range) 

Response Time: < 2 s within ± 0.3% of final value or 20 
counts, whichever is greater. 



Input Characteristics: 



1 yr. 

10 Mn range + (0.50% of reading -i- 0.03% 
of range) 

All other ranges ± (0.1 1 % of reading + 0.03% 
of range) 

Stability (24 hours, 23° C ± 1°C) 

10 Mn range ± (0.1 % of reading + 0.01 % 
of range) 

All other ranges ± (0,02% of reading + 0.02% 
of range) 

Temperature Coefficient (0°C to + 50°C) 

Ohms 

10 M£7 range: ± (0.035% of reading + 0.001 % 
of range) / C. 

All other ranges: ± (0.006% of reading + 0.001 % 
of range) / C. 

DC VOLTAGE 

34750A 

Performance: 

Accuracy (+ 23°C ± 5°C), > 95% RH) 

30 days ± (0.025% of reading -i- .005% of range) 

90 days ± (0.035% of reading + .005% of range) 

6 mo. ± (0.045% of reading + .007% of range) 

1 yr. ± (0.06% of reading + .01 % of range) 

NOTE: Due to temperature change inside the instrument 
between line and battery operation, the references 
must be adjusted when changing modes to achieve 
these specifications. 

Stability (24 hours, + 23°C ± 1°C) 

DC voltage: ± ( .008% of reading ± .004% of range) 

Temperature Coefficient (0 C to + 50 C) 

DC voltage: ± (0.0025% of reading + 0.0002% of 
range) / C 

Input Characteristics 

Input resistance 

1 and 10 V ranges: 1 1.1 1 M^i ± 0.2% 

100 V range: 10.1 M^^ ± 0.2% 

1000 V range: 10 Mfi ± 0.2% 

Effective Common Mode Rejection (1 ki7 unbalance) 

DC: >80 dB. * 

* Does not apply when BCD Module is used. 
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Table 1-1. Specifications (Cont'd). 



Normal Mode Rejection 


Input Characteristics; 


50 Hz (Option 050): >60 dB (50 Hz ± 0.1%) 


Input impedance 


60 Hz (Option 060): >60 dB (60 Hz ± 0.1%) 


1 and 10 V ranges: 1 1 .1 1 M^2 ± 0.2%/ /80 pF max. 


AC VOLTAGE 


100 V range: 10.1 ± 0.2%/ /80 pF max. 


34750A 


OHMS 1000 V range: 10 M^2 ± 0.2%/ /80 pF max. 


Performance: 


34750A 




Performance: 


Accuracy (+23 ± 5 C, 95% RH) 




30 days 


Accuracy (+23 C ± 5 C, < 95% RH) 


45 Hz to 20 kHz ± (0.25% of reading + .05% 


30 days 


of range) 


1 0 Mn range ± (0.25% of reading + 0.01 5% 


20 kHz to 100 kHz ± ( .75% of reading + .05% 


of range) 


of range) 


All other ranges ± (0.045% of reading + 0.01 5% 


of range) 


90 days 


90 days 


45 Hz to 20 kHz ± (.3% of reading + .05% 


1 0 Mn range ± (0.3% of reading + 0.01 5% 


of range) 


of range) 


20 kHz to 1 00 kHz ± (.8% of reading + .05% 


All other ranges ± '(0.055% of reading + 0.015% 


of range) 


of range) 




6 mo. 


6 mo. 


lOMfi range ± (0.35% of reading + 0.02% 


45 Hz to 20 kHz ± (.35% of reading + .05% 


of range) 


of range) 


AM other ranges ± (0.065% of reading + 0.02% 


20 kHz to 1 00 kHz ± (.85% of reading + .05% 


of range) 


of range) 


1 yr. 




1 0 Mn range ± (0.50% of reading + 0.02% 


1 yr. 


of range) 


45 Hz to 20 kHz ± (0.50% of reading + 0.05% 


All other ranges ± (0.1 1 % of reading + 0.02% 


of range) 


of range) 


20 kHz to 1 00 kHz ± (1 .0% of reading + 0.05% 


NOTE; Due to temperature change inside the instrument 


of range) 


between line and battery operation, the references 


Stability (24 hours, + 23°C ± 1°C) 

AC voltage: 45 Hz to 20 kHz: + (0.1 5% of reading 


must be adjusted when changing modes to achieve 
these specifications. 


+ 0.05% of range) 


Stability (24 hours, 23°C ± I'^C) 


20 kHz to 100 kHz: ± (0.4% of reading 


10 Mn range ± (0.1% of reading + 0.009% of range) 


+ 0.05% of range) 


Ail other ranges ± (0.2% of reading + 0.01 5% of range) 


Temperature Coefficient (0 C to + 50 C) 


Temperature Coefficient (0°C to + 50^0 


AC voltage: + (0.03% of reading + 0.001 % 


1 0 MrZ range: ± (0.035% of reading + 0.001 % 


of range) / °C 


of range) / C 


Response Time: < 2 s within ± 0.3% of final value or 200 


All other ranges: ± (0.006% of reading + 0.001% 


counts, whichever is greater. 


of range) / C 



Table 1-2. General Information. 



DC VOLTAGE 






Input Characteristics: 




34740A 








floating pair 




Ranges; 






1 nput terminals 






Full Scale 


Maximum 


Maximum input voltage 




Range 


Reading 


Reading 


High to Low 


; ± 1200 V 




Lo\a/ to Chassis: + 500 V 




1 V 


± 1 .0000 V 


± 1 .9999 V 


* Does not apply when BCD Module is used. 


10 V 


± 10.000 V 


± 19.999 V 








100 V 


± 100.00 V 


± 199.99 V 








1000 V 


± 1000.0 V 


± 1200.0 V 


AC VOLTAGE 






Overrange 






34740A 






1000 V range; 20%. 










All other ranges: 100% (19999 max reading) 


Ranges; 






Range Selection: manual pushbuttons 




Full Scale 


Maximum 


Performance: 






Range 


Reading 


Reading 






1 V 


1 .0000 V 


1 .9999 V 




Reading Rate 






10 V 


10.000 V 


19.999 V 


Option 050 (50 Hz): 8/s fixed 


100 V 


100.00 V 


199.99 V 


Option 060 (60 Hz); 5/s fixed 


1000 V 


1000.0 V 


1200.0 V 
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Table 1-2. General Information (Cont'd). 



Overrange 

1000 V range: 20% 

Ali other ranges: 100% (19999 max reading) 

Range selection: manual pushbuttons 

Performance: 

Frequency range: 45 Hz to 100 kHz 

Input Characteristics: 

Input terminals: floating pair. * 

Maximum input voltage 

High to low: 1200 V rms. Except 1 V range. 

1 V Range: 

1200 V rms maximum 45 Hz — 200 Hz 
300 V rms maxtmum 200 Hz — 100 kHz 

Low to Chassis: ± 500 V * 

* Does not apply when BCD Module is used. 

OHMS 

34740A 

Ranges: 



Range 


Full Scale 
Reading 


Maximum 

Reading 


100 n 


100.00 17 


199.99 a 


1 kn 


1 .0000 kl7 


1.9999 kn 


10 kl7 


10.000 kn 


19.999 k^^ 


100 kn 


100.00 kn 


199.99 kl7 


a 

o 

o 

o 


1000.0 kfi 


1999.9 kn 


10 M17 1 


10.000 M17 


19.999 Mn 



Overrange: 1 00% on all ranges 

Range selection: manual pushbuttons 

Input Characteristics: 

Input terminals: floating pair (different from voltage 
input terminals). 

Current through measured resistor: 10 mA on 100 17 
range decreasing one decade per successively high- 
er range. 

Effective Common Mode Rejection: same as dc spec- 
ifications. 

Overload protection: ± 350 V peak (248 V rms sine 
wave). 

Other: 

Operating temperature: 0°C to + 50°C. 

Storage temperature: - 40° C to + 75° C. 

Line requirements: 100/120/220/240 V 
- 1 0%, + 5% switchable: 

48 Hz to 440 Hz; < 8.7 VA. 

DC VOLTAGE 

34750A 

Ranges: 



Range 


Full Scale 
Reading 


Maximum 

Reading 


1 V 


± 1 .00000 V 


± 1 .99999 V 


10 V 


± 10.0000 V 


± 19.9999 V 


100 V 


± 100.000 V 


± 199.999 V 


1000 V 


± 1000.00 V 


± 1200.00 V 



Overrange 

1 000 V range: 20% 

All other ranges: 100% (199999 max reading) 
Range selection: manual pushbuttons 
Reading rate 

Option 050 (50 Hz): 4/s fixed 
Option 060 (60 Hz): 5/s fixed 

Input terminals: floating pair * 

Maximum input voltage 
High to Low: ± 1200 V 
Low to Chassis: ± 500 V * 

* Does not apply when BCD Module is used. 

AC VOLTAGE 
34750A 

Ranges: 



Range 


Full Scale 
Reading 


Maximum 

Reading 


1 V 


1 .00000 V 


1 .99999 V 


10 V 


10.0000 V 


19.9999 V 


100 V 


100.000 V 


199.999 V 


1000 V 


1000.00 V 


1200.00 V 



Overrange 

1000 V range: 20% 

All other ranges: 100% (199999 max reading) 
Range selection: manual pushbuttons 
Frequency range: 45 Hz to 100 kHz 
Input terminals: floating pair 
Maximum input voltage 

High to Low: 1200 V rms except on 1 V range. 
On 1 V range 2.5 x 10^ V Hz limit with min- 
imum protection of 300 V rms. 

Low Chassis: ± 500 V 

OHMS 

34750A 

Ranges: 



100 




100.000 17 


199.99 




1 


ka 


1.00000 kl7 


1 .99999 


kn 


10 


kl7 


10.0000 kn 


19.9999 


kn 


100 


kn 


100.000 kn 


199.999 


ka 


1000 


kl7 


1000.00 kn 


1999.99 


kl7 


10 Ma 


10.0000 M17 


19.9999 Mn 



Overrange: 1 00% on all ranges 

Range selection: manual pushbuttons 

Input terminals: floating pair (different from voltage 
input terminals). 

Current through measured resistor: 10 mA on 10017 
range decreasing one decade per successively high- 
er range. 

Effective Common Mode Rejection: same as dc spec- 
if ications. 

Overload protection: ± 350 V peak (248 V rms sine 
wave) . 
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SECTION II 
INSTALLATION 



2-1. INTRODUCTION. 

2-2. This section contains installation and shipping infor- 
mation for the Model 34702A. 



2-7. If a 34720A Battery Module or a 3472 IB BCD 
Module is to be used between the display module and the 
34702A then the side locks on this middle module hold the 
34702A. 



2-3. INITIAL INSPECTION. 2-8. REPACKAGING FOR SHIPMENT. 



2A. The Model 34702A should be inspected upon receipt 
for damage that might have occurred in transit. If there is 
damage due to shipping, file a claim with the carrier. If 
there are other electrical or mechanical deficiencies refer to 
the warranty statement on the back of the title page. Use 
the procedures provided in Section V to check instrument 
performance. 

2-5. CONNECTION TO THE OISPLAY MODULE. 

2-6. Referring to Figure 2-1, connect the Model 34702A to 
the Display Module using the following procedure: 



2-9. If the instrument is to be shipped to Hewlett-Packard 
for service or repair, attach a tag to the instrument 
describing the work to be accomplished and identifying the 
owner of the instrument. Identify the instrument by serial 
number, model number and name in any correspondence. If 
you have any questions, contact your local Hewlett-Packard 
Sales and Service Office. 

2-10. If the original shipping container is to be used, place 
the instrument in the container with appropriate packing 
material and seal the container well with strong tape or 
metal bands. 



a. Pull the side locks on the Display Module to the rear. 

b. Position the Display Module and 34702A together so 
that the tabs and slots on the sides of the two units 
interlock. 

c. Push the side locks toward the Display Module. This 
pulls the two units together and locks them. 



2-11. If an -hp- container is not to be used, use a heavy 
carton or wooden box with an inner container. Wrap the 
instrument with heavy paper or plastic and place cardboard 
strips across the face for protection before placing the 
instrument in the inner container. Use packing material 
around all sides of the inner container, and seal the outer 
container well with strong tape or metal bands. Mark the 
container with “DELICATE INSTRUMENT” or “FRAG- 
ILE.” 




Figure 2-1. Installation of the Model 34702A. 
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SECTION III 

OPERATING INSTRUCTIONS 



3-1. INTRODUCTION. 

3-2. This section contains instructions and information 
which will assist you in proper operation of the Model 
34702A Multimeter Module. A Model 34740A or 34750A 
Display Module is required to operate the Model 34702A. 
Included in this section is identification of controls, 
indicators and connectors; operating procedures; and BCD 
output code information (for use in conjunction with the 
34721 B BCD Module). 

3-3. PANEL FEATURES. 

3-4. The panel features of the instrument are described in 
Figure 3-1. 

3-5. FRONT PANEL OPERATION. 

3-6. There are two manual controls; the function switch 
and the range switch (See Figure 3-1). Each range, except 
the 1000 V range, has 100% overranging capability; e.g. 
using a four digit display module 1 .9999 V can be measured 
on the 1 V range. The display blanks at 200% of range, 
indicating an overload. 

r-rinnnnnrnnrvj 

fCAUTIONj 



Overload protection circuits allow up to 
1200 V peak to be applied to the INPUT V 
terminals without damaging the instrument. Up 
to 350 V can be applied to the INPUT TL 



terminals without damaging the instrument. No 
more than 500 V should be applied between 
LO and Chassis ( }■ Do not apply voltage 

between LO and Chassis when using the 
34721 A or 3472 IB BCD Module. These mod- 
ules connect LO to Chassis when attached to 
the Model 34 702 A . 

3-7. DC Voltage Measurement. 

3-8. Set the Function switch to DCV, select the required 
voltage range, and apply the voltage to be measured to the 
INPUT V terminals. 

3-9. AC Voltage Measurement. 

3-10. Set the function switch to ACV, select the required 
voltage range, and apply the voltage to be measured to the 
INPUT V terminals. 

3-11. Resistance Measurement. 

3-12. Set the function switch to OHM (H), select the 
required resistance range, and connect the device to be 
measured to the INPUT terminals. 

3-13. 34721B/5055A OUTPUT CODES. 

3-14. Output codes obtained from a 34721 B BCD Module 
when used in conjunction with the Model 34702A and a 
display module are listed in Table 3-1. Refer to the 34721 B 
Operating and Service Manual for further information 
regarding the BCD Module. 



Table 3-1. 34721 B/5055A Output Codes. 



Number 

Printed 


Polarity 
Overload 
Column 9 


Range 
Column 8 


Function 
Column 7 


Over range 
Column 6 


Digits 
Columns 
1 through 5 






kn 


Volts 








0 








DCV 


underrange 


0 


1 


+ 


10000 




ACV 


overrange 


1 


2 




1000 


1000 






2 


3 




100 


100 






3 


4 




10 


10 






4 


5 




1 


1 






5 


6 




.1 








6 


7 












7 


8 












8 


9 












9 
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SECTION IV 

THEORY OF OPERATION 



4-1. INTRODUCTION. 

4-2. This section contains a description of the Model 
34702 Multimeter in simplified form followed by a more 
detailed functional description. A detailed circuit schematic 
is shown in Figure 7-3. 

4-3. BLOCK DIAGRAM DESCRIPTION. 



4-4. The circuits of the Model 34702A can be divided into 
four major blocks shown in Figure 4-1 . 

4-5. ACV And DCV Attenuator. 

4-6. The ACV/DCV Attenuator reduces the level of the 
signal applied to the input so that it can be measured by the 
34740A or 34750A Display Module. The signal can be 
attenuated by a factor of 1, 10, 100 or 1000. 



4-7. Current Source. 

4-8. Resistance measurements are made by passing a 
known current through the resistor being measured and 
then measuring the voltage developed across the resistor. 
The current source supplies five different currents used by 
the six available ohmmeter ranges. Resistance of an 
unknown is measured by connecting it across the OHMS 
terminals and selecting OHM (^2) function. 



4-9. Range/Function Switches. 

4-10. Range and Function switching is accomplished by 
manual selection. Data from the Range and Function 
switches is supplied to the Display Module, and to the BCD 
Module when it is connected. 

4-11. AC Converter. 

4-12. The AC Converter accepts ac voltage from the 
attenuator and changes it to a dc voltage proportional to 
the level of the applied signal. 

4-13. DETAILED THEDRY DF DPERATIDN. 



4-14. ACV/DCV Attenuator. 

4-15. Figure 4-2 shows the ACV/DCV Attenuator with its 
AC and DC voltage accuracy adjustments deleted. Resistors 
R3, R5, and R7, shown in Figure 7-5 are dc adjustments. 
Capacitors C3 through Cll, also shown in Figure 7-5, 
provide ac compensation for the attenuator. 

4-16. Dhms Converter. 



4-17. Current Source. A simplified diagram of the Ohm- 
meter current source is shown in Figure 4-3a. Zener diode 
CR16 is the voltage reference for the current source. 



) 







* DCV, OHMS 



R2 

1 .IM 



V 



34702A-B-J6J3 






R4 > R6 
II0.88K > II.088K 



ATTENUATOR SHOWN WITH ACV SELEC- 
TED ON THE 1 V RANGE. THE RANGE 
SELECTOR SWITCHES ARE ME- 
CHANICALLY LINKED SO THAT WHEN 
ONE IS SELECTED, THE OTHERS ARE 
RELEASED. 



TO 

-AC CONVERTER 
OR DC BYPASS 



Range Selection Table 



Range 

Selected 


A & B 


C 


D 


1 V 
10 V 
100 V 
1000 V 


up 

down 

down 

down 


up 

up 

down 

up 


up 

up 

up 

down 



Figure 4-2. ACV/DCV Attenuator. 
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Amplifier A is connected in a non-inverting configuration 
and Rb is adjusted such that IV (.IV for the 10 
range) is developed across Rg and R^. Amplifier B has its + 
input connected to a stable dc voltage of -6.2 V. The - input 
is connected to the output of Amplifier A through the 
range reference resistors R52 - R56. The 1 V across Rg and 
Rb causes the output of Amplifier B to become more 
positive. This allows the current through Qx to vary such 
that the - input of Amplifier B becomes approximately 
- 6.2 V. The input current to Amphfier B is very small. 
Consequently the current that flows through the range 
reference resistors is the same as the current supplied by the 
source of Qx- The drain current of Qx is almost identical to 
its source current because the gate current is extremely 
small. The drain current flows through Rx and develops a 



dc voltage which is applied to the Display Module input. 
The output current, Ix, is changed for different resistance 
ranges by changing the value of Rg. On the 10 MH range 
Switch Sb is in the 10Mf2 position which reduces the 
voltage between points 4 and 5 to .1 V. 

4-18. Ohms Protection Circuit. The actual circuit represen- 
ted by Qx in Figure 4-3a is shown in Figure 4-3b. The 
ohmmeter circuits are protected for voltages applied to the 
“OFIM (H)” input up to 350 V peak. Large negative 
voltages are blocked by CR12. Large positive voltages are 
blocked by the high collector to base breakdown voltages 
of Q13 and Q14. CR13 conducts for positive voltages 
greater than approximately 2 V, causing CR14 to conduct, 



OHMS SENSE 
(TO DISPLAY MODULE) 





(B) ACTUAL CIRCUIT THAT REPLACES Qx SHOWN IN (A). 



Figure 4-3. Ohms Converter. 
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turning on Q12. This places - 12 V at the collector of Q12 
which turns off transistors Q1 1, Q13, and Q14. 

4-19. AC Measuring Circuits. 

4-20. A simphfied diagram of the circuits used to measure 
ac voltage is shown in Figure 4-4. 

The attenuation of the input signal by the Attenuator 
for the four ac voltage ranges is: 



The output voltage of the attenuator is buffered by the 
Impedance Converter. The voltage gain of the Impedance 
Converter is adjustable and is approximately one. Its input 
impedance is very high to minimize loading of the 
Attenuator and its output resistance is low to drive the 
Converter Amplifier. The AC Converter yields a dc output 
voltage that is porportional to the average value of the 
negative half-wave rectified input signal. The resulting 
voltage is filtered and measured by the Display Module. 



Range 


Attenuation 


1 V 


X 


1 


10 V 


X 


0.1 


100 V 


X 


0.01 


1000 V 


X 


0.001 



4-21. Impedance Converter. A simplified diagram of the 
Impedance Converter is shown in Figure 4-5. The input 
transistor Q1 is a source follower. Transistors Q2 and Q3 
constitute an amplifier that provides bias current to Q1 and 
a high input resistance (load resistance) for Ql. A positive 
going voltage at point 1 causes the voltage at point 2 to 
increase. This increased voltage at point 2 increases the 






AC CONVERTER 




Figure 4-4. AC/DC Converter. 
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current through Q2. The increased current causes the 
voltage at point 4 to increase. Since Q3 is an emitter 
follower, point 3 will also increase and follow very closely 
the voltage at point 2. Since the output voltage is taken at 
the emitter of Q3, R13 may be increased to make the gain 
of the amphfier greater than unity. 

4-22. AC Converter. Refer to Figure 4-4 for the following 
discussion. Overall ac feedback is supplied from point 5 
back to the inverting input. The voltage at point 5 is similar 
in shape to the voltage at point 2, inverted and about 
one-half the amphtude. Current for the negative half of the 
waveform at point 5 flows through CR8, R31 and R33. 
Current for the positive half of this waveform flows 
through CR9, R32 and R33. The output voltage is taken at 
the cathode of CR9, filtered by the Low Pass Filter and 
measured by the Display Module. The DC Feedback 
Amplifier provides a low frequency feedback path around 
the Converter Amphfier to keep the Converter Amphfier 
biased properly. 





54702A-B-36I6 



Figure 4-5. 



-I2V - 12V 




12V 



Impedance Converter. 
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SECTION V 
MAINTENANCE 



5-1. IIMTRODUCTIOIM. 

5-2. This section contains information necessary for main- 
tenance of the -hp- Model 34702A Multimeter. Included are 
Performance Tests and Adjustment Procedures for the 30 
day, 90 day, 6 month, and 1 year intervals referred to in 
Table 1-1. To determine the optimum calibration interval 
for your instrument, refer to MIL Specification MIL- 
C-45662A. If, after completing the Performance Checks, 
you find that the instrument does not meet its required 
specifications, refer to the Adjustment Procedure (Para- 
graph 5-16). Attempt to readjust the instrument to bring it 
into specification. If, after adjusting the instrument, it is 
still out of specification, refer to troubleshooting in Section 
VII. 

5-3. RECOMIVIENDED TEST EQUIPMENT. 

5-4. The test equipment that is recommended for maintain- 
ing the Model 34702A is listed in Table 5-1. If the 
recommended model is not available, use equipment that 
has specifications equal to or better than those listed. 



5-5. PERFORMANCE TESTS. 

5-6. The following tests verify that the Model 34702A is 
operating properly and meets the specifications listed in 
Table 1-1 of this manual. These tests should be completed 
before any attempt is made to adjust the instrument. 

5-7. A Performance Test Record is provided at the end of 
this section for recording the results of the Performance 
Tests. 

5-8. All of the following tests have been written to include 
the use of either a 34740A or 34750A Display Module. 

5-9. DC Accuracy Test (DCV Function). 

DESCRIPTION: 

This test verifies the ability of the Model 34702A to 
measure dc voltage accurately within the specification 
limits. 

SPECIFICATION: 

34740A 

Accuracy (+ 23° C ± 5° C), < 95% RH) : 

30 days ± (0.03 of reading + .0 1 % of range) 

90 days ± (0.042' of reading + .01 of range) 

6 mo. ±(0.05% of reading + .02% of range) 

1 yr. ±(0.06% of reading ± .02% of range) 



Table 5-1. Recommended Test Equipment. 



Instrument 

Type 


Required 

Characteristics 


Recommended 

Model ! 


AC Calibrator 


1 V, 10 V, 100 V 
1000 V, 45 Hz to 
100 kHz 

Accuracy; ± 0.04% 
of setting (45 Hz to 
20 kHz) 

± 0.1 5% of setting 
(100 kHz) 


-hp- Model 745A/746A 


100 n. 1 kn 
10 kn, 100 kn, 

1 Mn, 10 Mr2 
standard resistors 


Accuracy; ±0.01% 


General Radio 
Model GR 1433-Z 
Decade Resistor 


DC Standard 


1 V, 10 V, 100 V, 
1000 V Ranges 
Accuracy; ± 0.008% 


-hp- 740B 


Electronic 

Counter 


Capable of measur- 
ing the period of 
50 Hz or 60 Hz to 
within ± .01 % 


-hp- Model 5300A/ 
5 302 A 



34750A 

Accuracy (± 23° C ± 5°C), ^95% RH); 

30 days ± (0.025% of reading + .005% of range) 
90 days ±(0.035% of reading ± .005%- of range) 
6 mo. ±(0.045% of reading + .007% of range) 
1 yr. ±(0.06% of reading + .01% of range) 

RECOMMENDED TEST EQUIPMENT: 

DC Standard, -hp- Model 740B 

TEST PROCEDURE: 

a. Select the DCV function of the Model 34702A and 
connect a dc standard (-hp- Model 740B or equivalent) to 
the 34702A INPUT V terminals. 

b. Check dc accuracy for both polarities of input 
according to Table 5-2. Apply short to 34702A input to 
check 0 V reading on all ranges. 

NOTE 

With 1000 V applied only the positive polarity 
is checked due to the possibility of arcing 
within the Model 740B. 
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Table 5 2. DC Accuracy. 



DC 

Stijndard 


34702A 

Range 


34740A Display 




DC 

Standard 


34702A 

Range 


34750A Display 


30 Day 


90 Day 


6 Months 


1 Year 


30 Day 


90 Day 


6 Months 


1 Year 








.0001 


to 




.0001 to 


- .0002 to 




.0002 to 








- .00004 to 


- .00005 to 


- .00007 


to 


- .00010 to 


0 V 


1 V 


+ 


.0001 




+ 


.0001 


+ .0002 




.0002 




0 V 


1 V 


+ .00004 


+ .00005 


+ .00007 




+ .00010 








.9996 


to 


± 


.9995 to 


± ,9993 to 


£ 


.9992 to 








£ .99971 to 


£ .99960 to 


£ .99948 


to 


£ ,99930 to 


i 1 V 


1 V 


± 


1 .0004 






1.0005 


± 1 .0007 




1 .0008 




± 1 V 


1 V 


± 1.00029 


± 1.00040 


£ 1 ,00052 




£ 1 .00070 






+ 


1 .8993 to 




1.8991 to 


i 1 .8989 to 


£ 


1 .8937 to 








£ 1 .89948 to 


± 1.89929 to 


£ 1 .89908 


to 


£ 1 ,89876 to 


i 1.9 V 


1 V 


■t 


1 .9007 




- 


1 .9009 


i 1 .9012 




1 .9013 




± 1 ,9 V 


1 V 


± 1 .90052 


± 1.90072 


£ 1.90093 




£ 1 .90124 






± 


1.9973 to 


£ 


1 ,9971 to 


± 1 .9968 to 


£ 


1 .9965 to 








i 1 .99746 to 


± 1.99725 to 


£ 1 .99703 


to 


£ 1 .99660 to 


± 1 ,998 V 


1 V 




1.9987 






1 .9989 


± 1 .9962 


- 


1 .9995 




£ 1 ,998 V 


1 V 


£ 1.99854 


£ 1.99875 


£ 1 ,99897 




£ 1 .99940 








0.001 


to 




0.001 to 


■ 0.002 to 




0.002 to 








- 0.9004 to 


- 0.0005 to 


0,0007 


to 


0.0010 to 


0 V 


10 V 


+ 0.001 




+ 


0.001 


+ 0.002 




0.002 




0 V 


10 V 


+ 0.C004 


+ 0.0005 


+ 0.0007 




+ 0.0010 






i 


9.996 


to 


± 


9.995 to 


i 9.993 to 


£ 


9.992 to 








± 9.9971 to 


£ 9.9960 to 


£ 9.9948 


to 


£ 9.9939 to 


i 10 V 


10 V 




10.004 






10.005 


± 10.007 




10.008 




t 10 V 


10 V 


£ 10,0029 


£ 10.0040 


£ 10.0052 




£ 10,0070 






± 


18.993 


to 


± 


18.991 to 


£ 18.989 to 


£ 


18,987 to 








± 18.9948 to 


£ 18,9929 to 


£ 18.9903 


to 


£ 18.9876 to 


± 19 V 


10 V 




19.007 




- 


19.009 


£ 19.012 


- 


19.013 




± 19 V 


10 V 


± 19.0052 


£ 19.0072 


£ 19,0093 




£ 19.0124 








00.01 


to 




00.01 to 


- 00.02 to 




00.02 to 








- 00,004 to 


- 00.005 to 


- 00.007 


to 


00.010 to 


0 V 


100 V 


+ 


00.01 




+ 


00.01 


+ 00,02 




00.02 




0 V 


100 V 


+ 00.004 


+ 00,005 


+ 00.007 




+ 00.010 






i 


99.96 


to 


± 


99.95 to 


£ 99.93 to 


£ 


99.92 to 








£ 99.971 to 


£ 99.960 to 


£ 99.948 


to 


£ 99.930 to 


± 100 V 


100 V 


i 


100.04 






100.05 


£ 100.07 


- 


100.08 




£ 100 V 


100 V 


£ 100.029 


£ 100,040 


£ 100.052 




£ 100.070 






± 


189,93 to 


± 


189.91 to 


£ 189.89 to 


£ 


189.87 to 








± 189.948 to 


± 189.929 to 


£ 189.908 


to 


± 189.876 to 


-t 190 V 


100 V 


i 


190.07 




± 


190.09 


£ 190,12 




190.13 




£ 190 V 


100 V 


± 190.052 


± 190,072 


£ 190.093 




£ 190.124 








000.1 


to 




000,1 to 


- 000.2 to 




000.2 to 








- 000.04 to 


- 000.05 to 


000.07 


to 


- 000.10 to 


0 V 


1000 V 


+ 


000.1 




+ 


000,1 


+ 000.2 


+ 


000,2 




0 V 


1000 V 


+ 000.04 


+ 000.05 


+ 000.07 




+ 000.10 






+ 


999.6 


to 


+ 


999.5 to 


+ 999.3 to 


+ 


999,2 to 








+ 999.71 to 


+ 999.60 to 


+ 999.48 


to 


£ 999.30 to 


+ 1 000 V 


1000 V 


+ 


1 000.4 




+ 


1000.5 


+ 1000,7 


+ 


1000.8 




+ 1 000 V 


1000 V 


+ 1000,29 


+ 1000,40 


+ 1000.52 




± 1000.70 



5-10. Input Impedance Test (DCV and ACV Function). 

DESCRIPTION; 

Input impedance affects the ability of a voltmeter to 
accurately measure a given voltage because of loading 
effects caused by the impedance. Normally, it is desirable 
to achieve as high an input impedance as possible. This 
check ensures that the input impedance of the Model 
34702A meets the specifications listed below. 

SPECIFICATION: 

Input Resistance 

1 and 1 0 V rajiges : 11.11 ME2 ± 0.2% < 80 pF 

1 00 V range : 10.1 Mi7 ± 0.2% < 80 pF 

1 000 V range : 1 0 MF2 ± 0.2% < 80 pF 

RECOMMENDED TEST EQUIPMENT: 

AC Calibrator, -hp- Model 745A 
DC Standard, -hp- Model 740B 
Resistance Decade, GR Model 1433-Z 

TEST PROCEDURE: 

a. Connect the equipment as shown in Figure 5-1. The 
Model 34702A should be set to DCV on the 1 V range. 



b. Set the resistance decade to 10Mi2and then shunt it 
with a jumper lead. Set the DC standard for + 1 .0000 V 
(34740A Display) or + 1 .00000 V (34750A Display) as 
observed on the Display Module. 

c. Remove the jumper lead and again observe the 
display. It should read between .5258 V and .5268 V 
(34740A) or between .52582 and .52681 (34750A). 

NOTE 

TJie 34702A is not checked on the 10 V range 
since the input eircuit is equivalent for both the 
1 V and the 10 V ranges. 

d. Set the Model 34702A to the 100 V range and short 
the resistance box with a jumper lead. 

e. Set the dc standard for + 1 00.00 V (34740A) or 
+ 100.000 V (34750A) as observed on the Display Module. 

warning"! 



Use extreme caution when removing or replac- 
ing the jumper in Steps f g and i to avoid 
electrical shock when performing the input 
impedance test on the 100 V and 1000 V 
ranges. 
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DC STANDARD 
hp 740B 




Figure 5-1. Input Impedance Test. 



r. Turn the dc standard OUTPUT to OFF. Remove the 
juniper from the resistance box. Set dc standard OUTPUT 
to ON and again observe the display. It should read 50.20 
to 50.30 (34740A) or 50.201 to 50.301 (34750A). 

g. Turn the dc standard OUTPUT to OFF. Set the 
Model 34702A to the 1000 V range and short the resistance 
box with a jumper lead. 



(34740A) or + 1. 00000 V ± 1 count (34750A) as observed 
on the Display Module. 

1. Change the ac standard frequency to 20 kFlz. The 
34702A display should indicate > .7059 (34740A) or 
> .70594 (34750A). Tliis verifies the 34702A input capac- 
ity specification. 

5-11. DC Effective Common Mode Rejection. 



h. Turn the dc standard OUTPUT to ON. Set the dc 
standard for +1 000.0 V (34740A) or + 1000.00 V 
(34750A) as observed on the Display Module. 

i. Turn the dc standard OUTPUT to OFF. Remove the 
jumper from the resistance box. Turn the dc standard 
OUTPUT to ON and again observe the display. It should 
read 499.7 to 500.7 (34740A) or 499.75 to 500.75 
(34750A). 

j. Set the dc standard OUTPUT to zero. Replace dc 
standard with the ac standard. 

k. Set the Model 34702A to the 1 V range. Replace the 
resistance box with a 100 kilohm resistor (-hp- Part Number 
0757-0465). Connect one end of the resistor directly to the 
HI terminal. Set tlie ac standard frequency to 1 kHz. Adjust 
the ac standard amplitude for + l.OOOO V ± 1 count 



DESCRIPTION: 

Effective Common Mode Rejection (ECMR) is a measure of 
the effect of a common mode source on the measured value 
or readout of tlie instrument with a J kI2 unbalance. 
Typically ECMR is measured in decibels (dB) and can be 
calculated by the following formula: 

^ ^ Common Mode Voltage Applied 

ECMR (dB) = 20 logi o ( ^ ) 

Change in Display Indication 

SPECIFICATION: 

Effective Common Mode Rejection (I kS2 unbal- 
ance): >80 dB. 

RECOMMENDED TEST EQUIPMENT: 

DC Standard, -hp- Model 740B 

Resistor, 1 kf2 ± 1% (resistance decade may be used for 
this) 



DC STANDARD 
hp 740B 




Figure 5-2. Effective Common Mode Rejection. 
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) 



TEST PROCEDURE; 

a. Disconnect all previous connections to the Model 
34702A input and connect the equipment as shown in 
Figure 5-2. Set the dc standard for a + 1 0 V output. Set the 
34702A to the 1 V range. 



between 16.650 ms and 16.683 ms (19.980 ms to 
20.020 ms for Option 050). The Display Module should 
read <10 counts (34740A Display) or <100 counts 
(34750A Display). 

5-13. AC Accuracy. 



b. Observe the voltmeter display. It should read less 
than 10 counts (34740A Display) or 100 counts (34750A 
Display). This verifies an effective common mode rejection 
atdcof>80dB. 

5-12. Normal Mode Rejection. 

DESCRIPTION: 

Normal Mode Rejection (NMR) is a measure of the ability 
of the Model 34702A to reject ac signals applied to the 
INPUT V terminals while the instrument is operating in 
DCV function. NMR is measured in decibels (dB) and can 
be calculated by the following formula: 

Peak Normal Mode Voltage 

NMR (dB) = 20 logi 0 (■ —) 

Peak Display Indication 

SPECIFICATION: 

Normal Mode Rejection: Greater than 60 dB (at 50 FIz 
± 0.1% or 60 Hz ± 0.1%). 

RECOMMENDED TEST EQUIPMENT: 

AC Calibrator, -hp- Model 745A 
Electronic Counter, -hp- Model 5300A/5302A 

TEST PROCEDURE: 

a. Disconnect all previous connections to the 34702A 
input and connect the equipment as shown in Figure 5-3. 
Set the Model 34702A to DCV and the 1 V range. 



DESCRIPTION: 

This test verifies the ability of the Model 34702A to 
measure ac voltage accurately to within the specification 
tolerances. 



SPECIFICATION: 

34740A 



Accuracy (+ 23 ° C ± 5° C, < 95% RH) : 



30 days 

45 Hz to 20 kHz 
20 kHz to 1 00 kHz 

90 days 

45 Hz to 20 kHz 
20 kHz to 1 00 kHz 

6 mo. 

45 Hz to 20 kHz 
20 kHz to 100 kHz 



±(0.25% of reading + 
.05% of range) 
±(0.75% of reading + 
.05% of range) 



±(0.30% of reading ± 
.05% of range) 
±(0.80% of reading ± 
.05% of range) 



±(0.35% of reading + 
.05% of range) 
±(0.85% of reading + 
.05% of range) 



b. Adjust the ac calibrator output for .707 V rms (1 V 
peak). 

c. Set the counter controls to measure period and adjust 
the ac calibrator frequency for a counter indication 



1 yr. 

45 Hz to 20 kHz ± (0.50% of reading ± 
0.05% of range) 

20 kHz to 100 kHz ±(1.0% of reading ± 
0.05% of range) 



MEASURING SYSTEM 
hp 5300A/5302A 




) 



) 
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34750A 

Accuracy (+ 23° C ± 5°C, <95% RH): 



30 days 

45 Hz to 20 kHz ±(0.25% of reading + 
.05% of range) 

20 kHz to 100 kHz ±(.75% of reading + 
.05% of range) 



90 days 

45 Hz to 20 kHz ± (.3% of reading + 
.05% of range) 

20 kHz to 100 kHz ±(.8% of reading + 
.05% of range) 



AC Calibrator/High Voltage Amplifier, -hp- Model 
745A/746A or equivalent. 

TEST PROCEDURE: 

a. Set the Model 34702A function switch to ACV and 
select the 1 V range. Apply short to 34702A input and 
check 0 V reading on all ranges. 

b. Using an ac calibrator and a high voltage amplifier 
(-hp- Model 745A/746A recommended), check the accur- 
acy of the Model 34702A for inputs other than 0 V at 
45 Hz and 20 kHz using Table 5-3(a). Also check the 
accuracy for these inputs at 100 kHz using Table 5-3(b). All 
readings should be within the limits specified by the tables. 



6 mo. 

45 Hz to 20 kHz ±(.35% of reading + 
.05% of range) 

20 kHz to 100 kHz ±(.85% of reading + 
.05% of range) 



1 yr. 

45 Hz to 20 kHz ± (0.50% of reading + 
0.05% of range) 

20 kHz to 100 kHz ±(1 .0% of reading + 
0.05S^' of range) 



RECOMMENDED TEST EQUIPMENT: 



5-14. Response Time. 

DESCRIPTION: 

This test verifies the ability of the Model 34702A to 
respond quickly to changes in input voltage. 

SPECIFICATION: 

34740A 

Response time: <2 s to within ± 0.3% of final value or 20 
counts, whichever is greater. 



Table 5-3(a). AC Accuracy (45 Hz and 20 kHz). 



AC 


34702A 


34740A Display 




AC 


347 02 A 


34750A Display 


Standard 


Range 


30 Day 


90 Day 


6 Months 


1 Year 




Standard 


Range 


30 Day 


90 Day 


6 Months 


1 Year 


0 V 


1 V 


.0005 


.0005 


.0005 


.0005 




0 V 


1 V 


.00040 


.00050 


.00050 


.00050 


1 V 


1 V 


.9970 to 
1 .0030 


.9965 to 
1.0035 


.9960 to 
1 .0040 


.9945 to 
1 .0055 




1 V 


1 V 


.99710 to 
1 .00290 


.99650 to 
1 .00350 


,99600 to 
1 .00400 


.99550 to 
1 .00550 


1.9 V 


1 V 


1 .8948 to 
1 .9053 


1 .8938 to 
1 .9062 


1 .8929 to 
1 .9072 


1 .8900 to 
1 .9100 




1 .9 V 


1 V 


1 .89485 to 
1.90515 


1 .89380 
1 .90620 


1 .89285 to 
1.90715 


1 .89000 to 
1 .91000 






1 .9845 to 


1 .9835 to 


1 .9825 to 






1 .990 V 




1 .98463 to 


1 .98353 to 


1 .98254 to 
1 .99747 




1 .990 V 


1 V 


1 .9955 


1 .9965 


1 .9975 






1 V 


1 .99538 


1 .99647 




0 V 


10 V 


0.005 


0.005 


0.005 


0.005 




0 V 


10 V 


0.0040 


0.0050 


0.0050 


0.0050 


10 V 


10 V 


9.970 to 
10.030 


9.965 to 
10.035 


9.960 to 
10.040 


9.945 to 
10.055 




10 V 


10 V 


9.9710 to 
10.0290 


9.9650 to 
10.0350 


9.9600 to 
10.0400 


9.9550 to 
10.0550 


19 V 


10 V 


18.948 to 
19.053 


18.938 to 
19.062 


18.929 to 
19.072 


18.900 to 
19.100 




19 V 


10 V 


18.9485 to 
19.0515 


18.9380 to 
19.0620 


18.9285 to 
19.0715 


18.9000 to 
19.1000 


0 V 


100 V 


00.05 


00.05 


00.05 


00.05 




0 V 


100 V 


00.040 


00.050 


00.050 


00.050 


100 V 


100 V 


99.70 to 
100.30 


99.65 to 
100.35 


99.60 to 
100.40 


99.45 to 
100.55 




100 V 


100 V 


99.710 t6 
100.290 


99.650 to 
100.350 


99.600 to 
100.400 


99.550 to 

100.550 


190 V 


100 V 


189.48 to 
190.53 


189.38 to 
190.62 


189.29 to 
190,72 


189.00 to 

191.00 




190 V 


100 V 


189.485 to 
190.515 


189.380 to 
190.620 


189.285 to 
190.715 


189.000 to 

191 .000 


0 V 


1000 V 


000.5 


000.5 


000.5 


000.5 




0 V 


1000 V 


000.40 


000.50 


000.50 


000.50 


1000 V 


1000 V 


997.0 to 

1003.0 


996.5 to 

1003.5 


996.0 to 

1004.0 


994.5 to 

1005.5 




1000 V 


1000 V 


997.10 to 
1002.90 


996.50 to 

1003.50 


996.00 to 

1004.00 


995.50 to 

1005.50 
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Table 5-3(b). AC Accuracy (100 kHz). 



AC 


34702A 


34740A Display 




AC 


34702A 


34750A Dfsplay 


Standard 


Range 


30 Day 


90 Day 


6 Months 


1 Year 




Standard 


Range 


30 Day 


90 Day 


6 Months 


1 Year 


0 V 


1 V 


.0005 


.0005 


.0005 


.0005 




0 V 


1 V 


.00050 


.00050 


.00050 


.00050 


1 V 


1 V 


.9920 to 
1 .0080 


.9915 to 
1 .0085 


.9910 to 
1 .0090 


.9895 to 
1 .0105 




1 V 


IV 


.99200 to 
1 .00800 


.99150 to 
1 .00850 


.99100 to 
1 .00900 


.98950 to 
1.01050 


1.9 V 


1 V 


1 .8853 to 
1 .9148 


1 .8839 to 
1.9162 


1 .8829 to 
1 .9171 


1 .8801 to 
1 .9200 




1.9 V 


1 V 


1 .88525 to 
1.91475 


1 .88430 to 
1.91570 


1 .88335 to 
1 .91665 


1 .88050 to 
1 .91950 


0 V 


10 V 


0.005 


0.005 


0.005 


0.005 




0 V 


10 V 


0.0050 


0.0050 


0.0050 


0.0050 


10 V 


10 V 


9.920 to 
10.080 


9.915 to 
10.085 


9.910 to 
10.090 


9.895 to 
10.105 




10 V 


10 V 


9.9200 to 
10.0800 


9.9150 to 
10.0850 


9.9100 to 
10.0900 


9.8950 to 
10.1050 


19 V 


10 V 


18.853 to 
19.148 


18.839 to 
19.016 


18.829 to 
19.171 


18.801 to 
19.200 




19 V 


10 V 


18.8525 to 
19.1475 


18.8430 to 
19.1570 


18.8335 to 
19.1665 


18.8050 to 
19.1950 


0 V 


100 V 


00.05 


00.05 


00.05 


00.05 




0 V 


100 V 


00.050 


00.050 


00.050 


00.050 


100 V 


100 V 


99.20 to 
100.80 


99.15 to 
100.85 


99.10 to 
100.90 


98.95 to 
101 .05 




100 V 


100 V 


99.200 to 
100.800 


99-150 to 
100.850 


99.100 to 
100.900 


98.950 to 
101.050 


190 V 


100 V 


188.53 to 
191 .48 


188.39 to 
190.16 


188.29 to 
191.71 


188.01 to 
192.00 




190 V 


100 V 


188.525 to 
191.475 


188.430 to 
191.570 


188.335 to 
191 .665 


188.050 to 
191 .950 


0 V 


1000 V 


000.5 


000.5 


000.5 


000.5 




0 V 


1000 V 


000.50 


000.50 


000.50 


000.50 


1000 V 


1000 V 


992.0 to 

1008.0 


991.5 to 

1008.5 


991.0 to 

1009.0 


989.5 to 

1010.5 




1000 V 


1000 V 


992.00 to 

1008.00 


991.50 to 

1008.50 


991.00 to 

1009.00 


989.50 to 

1010.50 



34750A 

Response time: <2s to within ± 0.3% of final value or 
200 counts, whichever is greater. 

RECOMMENDED TEST EQUIPMENT: 

AC Calibrator, -hp- Model 745A or equivalent 
TEST PROCEDURE: 

a. Set the ac calibrator output to 1 0 V at 1 kHz. Set the 
34702A to ACV on the 1 0 V range. 

b. Connect the output of the ac calibrator to the 
34702A INPUT V terminals while observing the 
34740A/34750A Display Module. The display indication 
should read within 30 counts (34740A) or 300 counts 
(34750A) of its final value within two seconds after the 
34702A is connected to the ac calibrator. 

5-15. Ohms Accuracy. 

DESCRIPTION: 

This test verifies the ability of the Model 34702A to 
accurately measure resistance to within the limits of the 
specification given below. 

SPECIFICATION: 

34740A 

Accuracy (+ 23°C ± 5°C, < 95% RH) : 



30 days 



1 0 Mf2 range 


±(0.25% of reading ± 
0.02% of range) 


All other 


±(0.05% of reading ± 


ranges 


0.02% of range) 


90 days 


1 0 Mi7 range 


±(0.30% of reading + 
0.02% of range) 


All other 


±(0.06% of reading ± 


ranges 


0.02% of range) 


6 mo. 


1 0 ME2 range 


±(0.35% of reading + 
0.03% of range) 


AJl other 


±(0.07% of reading + 


ranges 


0.03% of range) 


1 yr. 


10 ME2 range 


±(0.50% of reading ± 
0.03% of range) 


All other 


±(0.1 1% of reading ± 


ranges 


0.03% of range) 


34750A 


Accuracy (+ 23° C ± 


5°C, <95%RH): 


30 days 


10 MI2 range 


±(0.25% of reading ± 
0.01 5% of range) 


Ail other 


±(0.045% of reading + 


ranges 


0.01 5% of range) 
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90 days 

1 0 M^2 range ± (0.3% of reading + 

0.01 5% of range) 

All other ±(0.055% of reading + 

ranges 0.01 5% of range) 



6 mo. 

1 0 range ± (0.35% of reading + 

0.02% of range) 

All other ±(0.065% of reading + 

ranges 0.02% of range) 



Resistance Decade, GR Model 1433-Z or equivalent. 



NOTE 

Due to temperature change inside the instru- 
ment between line and battery operation, the 
voltage references in the Display Module must 
be adjusted when changing modes to achieve 
these specifications. 

TEST PROCEDURE: 



1 yr. 

1 0 Mi2 range ± (0.50% of reading + 

0.02% of range) 

All other ± (0. 1 1 % of reading + 

ranges 0.02% of range) 

RECOMMENDED TEST EQUIPMENT; 



a. Connect a resistance decade with 100 through 
1 Mf2 steps to the INPUT H terminals of the Model 
34702A. 

b. Refer to Table 5-4 and check the accuracy of the 
34702A on the 100 ^ through 10 Mf2 ranges. 



Table 5-4. Ohms Accuracy Test. 



Resistance 


34702A 


34740A Display 




DC 


34702A 


34750A Display 


Standard 


Ranqe 


30 Day 


90 Day 


6 Months 


1 Year 




Standard 


Range 


30 Day 


90 Day 


6 Months 


1 Year 


0 n 


100 n 


00.02 


00.02 


00.03 


00.03 




0 n 


100 n 


00.015 


00.015 


00.020 


00.020 


100 n 


100 n 


99.93 to 
100.07 


99.92 to 
100.08 


99.90 to 
100.10 


99.86 to 
100.14 




100 n 


100 n 


99.940 to 
100.060 


99,930 to 
100.070 


99.915 to 
100.085 


99.870 to 
100.130 


190 n 


100 n 


189.89 to 
190.12 


189.87 to 
190.13 


189.84 to 
190.16 


189.76 to 
190.24 




190 n 


100 n 


189.900 to 
190.101 


189.881 to 
190.120 


189.877 to 
190.124 


189.771 to 
190.229 


0 n 


1 kn 


.0002 


.0002 


.0003 


.0003 




0 n 


1 kn 


.00015 


.00015 


.00020 


.00020 


1000 n 


1 kn 


,9993 to 
1 .0007 


.9992 to 
1 .0008 


.9990 to 
1 .0010 


.9986 to 
1 .0014 




1000 n 


1 kn 


.99940 to 
1 .00060 


.99930 to 
1 .00070 


.99915 to 
1 .00085 


.99870 to 
1 .00130 


1900 a 


1 kn 


1 .8989 to 
1.9012 


1 .8987 to 
1.9013 


1 5984 to 
1.9016 


1 .8976 to 
1 .9024 




1900 n 


1 kn 


1 .89900 to 
1 .90101 


1 .89881 to 
1 .90120 


1 .89877 to 
1.90124 


1 ,89771 to 
1 .90229 


1990 n 


1 kn 


1 .9888 to 
1.9912 


1 .9886 to 
1.9914 


1 .9883 to 
1 .9917 


1 .9875 to 
1 .9925 




1990 n 


1 kn 


1 .98895 to 
1 .99105 


1 .98891 to 
1 .99109 


1.98871 to 
1 ,99 1 29 


1.98761 to 
1 .99239 


0 n 


10 kn 


0.002 


0.002 


0.003 


0.003 




0 n 


10 kn 


0.0015 


0.0015 


0.0020 


0.0020 


10 kn 


10 kn 


9.993 to 
10.007 


9.992 to 
1 0.008 


9.990 to 
10,010 


9.986 to 
10.014 




10 kn 


10 kn 


9.9940 to 
10.0060 


9.9930 to 
10.0070 


9.9915 to 
10.0085 


9.9870 to 
10,0130 


19 kn 


10 kn 


18.989 to 
19.012 


18.987 to 
19.013 


18.984 to 
19.016 


18.976 to 
19.024 




19 kn 


10 kn 


18.9900 to 
19.0101 


18.9881 to 
19.0120 


189877 to 
19.0124 


18.9771 to 
19,0229 


0 n 


100 kn 


00.02 


00.02 


00.03 


00.03 




0 n 


100 kn 


00.015 


00,015 


00.020 


00.020 


100 kn 


100 kn 


99.93 to 
100.07 


9952 to 
100.08 


99.90 to 
100.10 


99,86 to 
100.14 




100 kn 


100 kn 


99.940 to 
190.060 


99.930 to 
100.070 


99.915 to 
100.085 


99.870 to 
100.130 


190 kn 


100 kn 


189.89 to 
190.12 


189.87 to 
190 13 


189.84 to 
190.16 


189.76 to 
190.24 




190 kn 


100 kn 


189.900 to 
190.101 


189.881 to 
190.120 


189.877 to 
190.124 


189.771 to 
190.229 


on 


1 000 kn 


000.2 


000.2 


000.3 


000.3 




0 n 


1 000 kn 


000.15 


000.15 


000.20 


000.20 


1 Mn 


1 000 kn 


999.3 to 
1000.7 


999.2 to 
1000.8 


999 .0 to 

1001 .0 


998.86 to 
1001.4 




1 Mn 


1 000 kn 


999.40 to 
1900.60 


999.30 to 
1000.70 


999.15 to 
1000.85 


998.70 to 
1001.30 


1.9 Mn 


1 000 kn 


1898.9 to 
1991.2 


1898.7 to 
1901 .3 


1898.4 to 
1901 .6 


1897.6 to 
1902.4 




1.9 Mn 


1000 kn 


1899.00 to 

1901.01 


1898.81 to 
1901 .20 


1898.77 to 
1901 .24 


1897.71 to 
1902.29 


0 n 


10 Mn 


0.002 


0.002 


0.003 


0,003 




0 n 


10 Mn 


0.0015 


0.0015 


0.0020 


0.0020 


10 Mn 


10 Mn 


9.973 to 
10.027 


9.968 to 
10.032 


9.961 to 
10.038 


9.947 to 
10.053 




10 Mn 


10 Mn 


.99745 to 
1 .00265 


.99685 to 
1.00315 


.99630 to 
1 .00370 


.99480 to 
1 .00520 
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5-16. ADJUSTMENT PROCEDURE. 

5-17. The following is a complete adjustment procedure 
for the Model 34702A. 

NOTE 

Before proceeding, it should be ascertained that 
the display module is operating properly and is 
calibrated. 

5-18. Cover Removal. 

5-19. Disconnect the power cord. Separate the 34702A 
from the display module by pulling the two side locks at 
the back of the instrument rearward and lifting the 
mainframe from the 34702A. Separate the 34702A main 
assembly from its cover by spreading apart two sets of 
plastic fingers, as shown in Figure 5-4, and removing the 
cover. After removing the cover reconnect the 34702A to 
the mainframe and attach the power cord. 




Figure 5-4. Removal From Case. 



NOTE 

It will be necessary to turn the instrument 
upside down to obtain access to the 347 02 A 
adjustments. Figure 5-5 shows the location of 
all adjustments in the Model 34702A. 

5-20. DC Adjustments. 

DESCRIPTION: 

These adjustments affect dc accuracy of the Model 
34702A. 



RECOMMENDED TEST EQUIPMENT: 

DC Standard, -hp- Model 740B or equivalent 
CALIBRATION PROCEDURE: 



WARNING 



1000 V is used in the following procedure. 
Contact with this voltage can cause death or 
serious injury. 



a. Select the 10 V range of the 34702 A and connect a 
dc standard to the INPUT V terminals. 

b. Set the output of the dc standard to 10 V and adjust 
A1R3 for a 10.000 V readout (34740A), or a 10.0000 V 
readout (34750A). 

c. Select the 100 V range of the 34702A and set the dc 
standard to 100 V output. Adjust R5 to obtain a 100.00 V 
readout (34740A) or a 100.000 V readout (34750A). 

d. Select the 1000 V range of the 34702 A and set the 
dc standard to 1000 V output. Adjust R7 to give a 
1000.0 V readout (34740 A), or a 1 000.00 V readout 
(34750A). 

5-21. 34702A AC Adjustments. 

DESCRIPTION: 

These adjustments affect ac accuracy of the Model 34702A. 

RECOMMENDED TEST EQUIPMENT: 

AC Calibrator, -hp- Model 745A 

High Voltage Amplifier, -hp- Model 746A 

CALIBRATION PROCEDURE: 

WARNING I 



1000 V ac is used in the following procedure. 
Contact with this voltage can cause death or 
serious injury. 

a. Select the ACV function of the Model 34702A and 
set it to the 1 V range. 

b. Apply 1 V at 10 kHz from the ac calibrator to the 
34702A INPUT V terminals and adjust A1R13 for a 
1.0000 V readout (34740 A), or a 1.00000 readout 
(34750A). 

c. Select the 1000 V range of the Model 34702A and 
apply 1000 V from the ac calibrator/high voltage amplifier 
to the 34702A. 
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d. Adjust A1C5 (coarse adj.) for a 1000.0 V readout 
(34740A), or a 1000.00 V readout (34750A). 

e. Select the 10 V range of the Model 34702A and set 
the ac calibrator to the 10 V range. 

f. Adjust A1C6 for a 10.000 V readout (34740 A), or a 

10.0000 V readout (34750A). 

g. Select the 100 V range of the Model 34702A and set 
the ac calibrator for 100 V output. 

h. Adjust A1C9 for a 100.00 V readout (34740A), or a 

100.000 V readout (34750A). 

i. Select the 1000 V range of the Model 34702 A and 
apply 1000 V from the ac calibrator /high voltage amplifier. 

j. Adjust AlCll (fine adj.) for a 1000.0 V readout 
(34740A), or a 1000.00 V readout (34750A). 



WARNING 



To avoid possible electrical shock, turn off the 
high voltage amplifier before disconnecting it 
from the Model 34 702 A. 



5-22. 34702A Ohms Adjustments. 

DESCRIPTION: 

These adjustments affect the Ohms Accuracy of the Model 
34702A. 



RECOMMENDED TEST EQUIPMENT: 

Decade Resistor, General Radio Model 1433-2 or equivalent. 



CALIBRATION PROCEDURE: 

a. Connect the resistance decade to the 34702A INPUT 
12 terminals using two short lengths of copper wire. Set the 
resistance decade to lOkH. 

b. Select the OHM function of the Model 34702A and 
set it to the 10 range. Adjust A1R64 to give a 

1 0.000 kf2 readout (34740 A), or a 1 0.0000 kl2 readout 
(34750A). 

c. Set the resistance decade to 10 M12. Select the 10 M12 
range of the 34702 A and turn A1R59 to give a 10.000 M12 
readout (34740A) or a 10.0000 M12 readout (34750A). 




Figure 5-5. Adjustment Locator. 
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PERFORMANCE TEST CARD 



Hewlett-Packard Model 34740A/34702A 
Multimeter 

Serial Number 



Tests Performed By 
Date 



Paragraph 

Number 


Test 


Results 


Minimum 


Actual 


Maximum 


5-9 


DC Accuracy 










(30 Days) 












- .0001 




+ .0001 




1 V 


± .9996 




± 1 .0004 




Range 


± 1 .8993 




± 1 .9007 






± 1 .9973 




± 1 .9987 






- 0.001 




+ 0.001 




10 V 


± 9.996 




± 10.004 




Range 


± 18.993 




± 19.007 






- 00.01 




+ 00.01 




100 V 


+ 99.96 




± 100.04 




Range 


± 189.93 




± 190.07 




1000 V 


- 000.1 




-F 000.1 




Range 


+ 999.6 




+ 1000.4 




(90 Days) 












- .0001 




+ .0001 




1 V 


± .9995 




± 1 .0005 




Range 


± 1 .8991 




± 1 .9009 






± 1.9971 




± 1 .9989 






- 0.001 




+ 0.001 




10 V 


± 9.996 




± 10.004 




Range 


± 18.993 




± 19.007 






- 00.01 




+ 00.01 




100 V 


± 99.96 




± 100.04 




Range 


± 189.93 




± 190.07 




1000 V 


- 000.1 




+ 000.1 




Range 


+ 999.5 




+ 1000.5 




(6 Months) 












- .0002 




-F .0002 




1 V 


± .9993 




± 1 .0007 




Range 


± 1.8989 




± 1.9012 






± 1 .9968 




± 1 .9992 






- 0.002 




+ 0.002 




10 V 


± 9.993 




± 10.007 




Range 


± 18.989 




± 19.012 






- 00.02 




+ 00.02 




100 V 


± 99.93 




± 100.07 




Range 


± 189.89 




± 190.12 




1000 V 


- 000.2 




+ 000.2 




Range 


+ 999.3 




+ 1000.7 



1 





Paragraph 
Number 
5-9 (Cont'd) 



- .0002 

± .9992 

± 1 .8987 
± 1 .9966 



-I- .0002 
± 1.0008 
± 1.9013 
± 1 .9994 



AC Accuracy 
45 Hz to 20 kHz 
(30 Days) 



- 0.002 
± 9.992 
± 18.987 

- 00.02 
± 99.92 
± 189.87 



+ 0.002 
± 10.008 
± 19.013 

00.02 
± 100.08 
± 190.13 



- 000.2 
+ 999.2 




Input Impedance: Resistance 
1 V and 10 V Ranges 
100 V Range 
1000 V Range 
Capacitance 



DC Effective 
Common Mode 
Rejection 



Normal Mode 
Rejection 



+ 000.2 
-I- 1000.8 



.5268 
50.30 
500.7 
< 80 pF 




<10 counts 



<10 counts 



(90 Days) 





Results 



Paragraph 

Number 



Test 



Minimum 



Actual 



Maximum 



5-13 (Cont'd) 



1000 V 
Range 



996.5 



000.5 

1003.5 



(6 Months! 



1 V 
Range 



.9960 
1 .8929 
1 .9825 



.0005 
1 .0040 
1 .9072 
1 .9975 



10 V 
Range 



9.960 

18.929 



0.005 

10.040 

19.072 



100 V 
Range 



99.60 

189.29 



00.05 

100.40 

190.72 



1000 V 
Range 



994.5 



000.5 

1005.5 



(1 Year) 



1 V 
Range 



.9945 
1 .8900 



.0005 
1 .0055 
1 .9100 



10 V 
Range 



9.945 

18.900 



0.005 

10.055 

19.100 



100 V 
Range 



99.45 

189.00 



00.05 

100.55 

191.00 



1000 V 
Range 



994.5 



000.5 

1005.5 



AC Accuracy 
100 kHz 
(30 Days) 



1 V 
Range 



.9920 
1 .8853 



.0005 
1 .0080 
1.9148 



10 V 
Range 



9.920 

18.853 



0.005 

10.080 

19.148 



100 V 
Range 



99.20 

188.53 



00.05 

100.80 

191.48 



1000 V 
Range 



992.0 



000.5 

1008.0 



{90 Days) 



1 V 
Range 



.9915 

1.8839 



.0005 
1 .0085 
1.9162 



3 




Paragraph 

Number 

5-13 (Cont'd) 



(6 Months) 



Response Time 



30 counts 



Ohms Accuracy 
(30 Day) 



10 

Range 



9.993 

18.989 



0.002 
1 0.007 
19.912 





Paragraph 

Number 

5-15 (Cont'd) 



(6 Months) 



1 000 kfi 
Range 





PERFORWIANCETEST CARD 



Hewlett-Packard Model 34750A/34702A 
Multimeter 



Serial No. 



Tests Performed by_ 
Date 



Results 1 


Minimum 


Actual 


Maximum 


- .00004 




+ .00004 


± .99971 




± 1 .00029 


± 1 .89948 




± 1 .90052 


± 1.99746 




± 1 .99854 


- 0.0004 




+ 0.0004 


± 9.9971 




± 10.0029 


± 18.9948 




± 19.0052 


- 00.004 




+ 00.004 


± 99.971 




± 100.029 


± 189.948 




± 190.052 


- 000.04 




-1- 000.04 


+ 999.71 




+ 1000.29 


- .00005 




+ .00005 


± .99960 




± 1 .00040 


± 1 .89929 




± 1 .90072 


± 1.99725 




± 1 .99875 


- 0.0005 




+ 0.0005 


± 9.9960 




± 10.0040 


± 18.9929 




± 19.0072 


- 00.005 




+ 00.005 


± 99.960 




± 100.040 


± 189.929 




± 190.072 


- 000.05 




+ 000.05 


+ 999.60 




+ 1000.40 


- .00007 




+ .00007 


± .99948 




± 1 .00052 


± 1 .89908 




± 1 .90093 


± 1 .99703 




± 1 .99897 


- 0.0007 




+ 0.0007 


± 9.9948 




± 10.0052 


± 18.9908 




± 19.0093 


- 00.007 




+ 00.007 


± 99.948 




± 100.052 


± 189.908 




± 190.093 


- 000.07 




+ 000.07 


+ 999.48 




+ 1000.52 



Paragraph 

Number 



Test 



5-9 



DC Accuracy 
(30 Days) 



1 V 

Range 



10 V 
Range 



100 V 
Range 

1000 V 
Range 

(90 Days) 



1 V 

Range 



10 V 
Range 



100 V 
Range 

1000 V 
Range 

(6 Months) 



1 V 
Range 



10 V 
Range 



100 V 
Range 

1000 V 
Range 



7 





Paragraph 

Number 

5-9 (Corn'd) 



- .00010 
± .99930 

± 1 .89876 
± 1 .99660 



-H .00010 
± 1 .00070 
± 1.90124 
± 1 .99940 



0.0010 

9.9930 

18.9876 



+ 0.0010 
± 10.0070 
± 19.0124 



- 00.010 
± 99.930 
± 189.876 



+ 00.010 
± 100.070 
± 190.124 



Input Impedance: Resistance 
1 V and 10 V Ranges 
100 V Ranges 
1000 V Ranges 
Capacitance 

DC Effective 
Common Mode 
Rejection 






< 1 00 counts 



Normal Mode 
Rejection 



<100 counts 



AC Accuracy 
45 Hz to 20 kHz 
{30 Day) 



.99710 
1 .89485 
1 .98463 



.00040 
1 .00290 
1 .90515 
1 .99538 



9.9710 

18.9485 



0.0040 

10.0290 

19.0515 



99.710 

189.485 



00.040 

100.290 



99.650 

189.380 



000.40 

1002.90 



.99650 
1 .89380 
1 .98353 



.00050 
1 .00350 
1 .90620 
1 .99647 



9.9650 

18.9380 



0.0050 

10.0350 

19.0620 




Paragraph 



5-13 (Cont'd) 



(6 Months) 



AC Accuracy 
100 kHz 
(30 Days) 



.99600 
1 .89285 
1 .98254 



9.9600 

18.9285 



99.600 

189.285 



.99550 
1 .89000 



99.550 

189.000 



.99200 
1 .88525 



9.9200 

18.8525 



99.200 

188.525 



000.50 

1008.00 





Paragraph 
Number 
5-13 (Cont'd) 



.99150 
1 .88430 



.00050 
1 .00850 
1.91570 



9.9150 

18.8430 



0.0050 

10.0850 

19.1570 



99.150 

188.430 



00.050 
100.850 
191 .570 



{6 Months) 



000.50 

1008.50 



.99100 
1 .88335 



1 .00900 
1.91665 



9.9100 

18.8335 



0.0050 

10.0900 

19.1665 



99.100 

188.335 



00.050 

100.900 

191.665 



000.50 

1009.00 



.98950 
1 .88050 



.00050 

1.01050 

1.91950 



9.8950 

18.8050 



0.0050 

1.01050 

19.1950 



98.950 

188.050 



00.050 
101 .050 
191.950 



000.50 

1010.50 



Response Time 



^ 300 counts 



Ohms Accuracy 
{30 Day) 



99.940 

189.900 



00.015 

100.060 

190.101 



.99940 
1 .89900 
1 .98895 



.00015 
1 .00060 
1.90101 
1.99105 





Paragraph 
Number 
5-15 (Cont'd) 



9.9940 

18.9900 



99.940 

189.900 



1 000 ka 
Range 



999.40 

1899.00 



99.930 

189.881 



.99930 
1 .89881 
1.98891 



9.9930 

18.9881 



99.930 

189.881 



1 000 kn 

Range 



999.30 

1898.81 



99.915 

189.877 



.99915 
1 .89877 
1.98871 



9.9915 

18.9877 



99.915 

189.877 



998.70 

1897.71 
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SECTION VI 

REPLACEABLE PARTS 



6-1. INTRODUCTION. 

6-2. This section contains information for ordering replace- 
ment parts. Table 6-1 lists parts in alphameric order of their 
reference designators and indicates the description, -hp- 
Part Number of each part, together with any applicable 
notes, and provides the following: 

a. Total quantity used in the instrument (Qty column). 
The total quantity of a part is given the first time the part 
number appears. 

b. Description of the part. (See list of abbreviations 
below.) 

c. Typical manufacturer of the part in a five-digit code. 
(See Appendix A for list of manufacturers.) 

d. Manufacturers part number. 

6-3. Miscellaneous parts are listed at the end of Table 6-1. 

6-4. ORDERING INFORIViATION. 



6-5. To obtain replacement parts, address order or inquiry 
to your local Hewlett-Packard Field Office. (See Appendix 
B for list of office locations.) Identify parts by their 
Hewlett-Packard part numbers. Include instrument model 
and serial numbers. 



6-6. NON-LISTED PARTS. 

6-7. To obtain a part that is not listed, include: 

a. Instrument model number. 

b. Instrument serial number. 

c. Description of the part. 

d. Function and location of the part. 

6-8. PARTS CHANGES. 

6-9. Components which have been changed are so marked 
by one of three symbols; i.e. A, A with a letter subscript, 

e.g. A a, or A with a number subscript e.g. Ai o ■ A A with 
no subscript indicates the component listed is the preferred 
replacement for an earlier component. A A with a letter 
subscript indicates a change which is explained in a note at 
the bottom of the page. A A with a number subscript 
indicates the related change is discussed in backdating 
(Section 8). The number of the subscript indicates the 
number of the change in backdating which should be 
referred to. 

6-10. PROPRIETARY PARTS. 

6-11. Items marked by a dagger (f) in the reference 
designator column are available only for repair and service 
of Hewlett-Packard instruments. 
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Section VI 



Model 34702A 



ABBREVIATIONS 



. .silver Hz hertz (cycte(s) per second) 



. ampere(s) 
gold 



cer , . . 
coef . . 
com . . 
comp . 
conn . 

dep . . 
DPDT 
DPST 

elect . . 
encap , 



, . . capacitor 

ceramic 

. . coefficient 
. , , .common 
. composition 
. . connection 



deposited 

. double-pole double-throw 
. . double-pole single-throw 



. . .electrolytic 
. .encapsulated 



farad(s) 

. field effect transistor 
fixed 



GaAs . 
GHz . 
gd . . . 



gallium arsenide 

. gigahertz = 1 hertz 

guard (ed) 

germanium 

ground(ed) 



. henry(ies) 
. . mercury 



ID inside diameter 

impg impregnated 

incd incandescent 

ins insulation(ed) 

kilohm(s) ~ 10"''2ohms 

kHz kilohertz = 1 0'*'^ hertz 

L inductor 

lin linear taper 

log logarithmic taper 

mA milliampere(s) = lO'^ amperes 

MHz megahertz = lO'*'® hertz 

megohm(s) - 10"''6 ohms 

met flm metal film 

mfr manufacturer 

ms millisecond 

mtg mounting 

mV . miltivolt(s) = 10'^ volts 

JJF microfarad(s) 

/Js microsecond (si 

/jV . . microvolt(s) = 10'^ volts 

my Myiar(^ 



nA nanoampere (s) = lO’^ amperes 

NC normally closed 

Me neon 

NO normally open 

DECIMAL MULTIPLIERS 



NPO negative positive zero 

(zero temperature coefficient) 

ns nanosecond(s) = 10'^ seconds 

nsr not separately replaceable 

Q, ohm(s) 

obd order by description 

OD outside diameter 



p peak 

pA picoampere(s) 

pc printed circuit 

pF picofarad(s) 10'^2 farads 

piv peak inverse voltage 

p/o part of 

pos position (s) 

poly polystyrene 

pot potentiometer 

p p peak-to-peak 

ppm . .parts per million 

prec precision (temperature coeffient, 

long term stability and/or tolerance) 

R resistor 

Rh rhodium 

rms root-mean-square 

rot rotary 



Se selenium 

sect section (s) 

Si silicon 



DESIGNATORS 



A assembly 

8 motor 

8T battery 

C capacitor 

CR diode 

DL delay line 

DS lamp 

E - misc electronic part 

F fuse 



FL . . . filter 

HR heater 

1C integrated circuit 

J jack 

K relay 

L inductor 

M meter 

MP nnechanicat part 

P plug 



d slide 

SPOT single-pole double-throw 

SPST single-pofe single-throw 

Ta tantalum 

TC temperature coefficient 

7102 titanium dioxide 

tog toggle 

tol tolerance 

trim trimmer 

TSTR transistor 

V volt(s) 

vacw alternating current working voltage 

var variable 

vdcw direct current working voltage 

W watt(s) 

w/ with 

wiv working inverse voltage 

w/o without 

ww wirewound 

* optimum value selected at factory, 

average value shown (part may be omitted) 

■ “ no standard type number assigned 

selected or special type 

Dupont de Nemours 



Prefix 


Symbols 


Multiplier 


Prefix 


Symbols 


Multiplier 


tera 


T 




centi 


c 


10-2 


giga 


G 


109 


mini 


m 


10-3 


mega 


M or Meg 


1q6 


micro 


Id 


fO”® 


kilo 


K or k 


10^ 


nano 


n 


10'9 


hecto 


h 


1Q2 


pico 


P 


10-12 


deka 


da 


10 


femto 


f 


10- 


deci 


d 


10 1 


arto 


a 


10-18 



STD-B-2734 



Q transistor 

OCR transistor-diode 

R resistor 

RT thermistor 

S switch 

T transformer 

TB terminal board 

TC thermocouple 

TP test point 



TS terminal strip 

U microcircuit 

V vacuum lube, neon bulb, photocell, etc. 

W cable 

X socket 

XDS lampholder 

XF fuseholder 

y crystal 

Z network 



6-2 





Model 34702A 




Table 6-1. Replaceable Parts 



Reference ,^p Number Qty 
Designation 



Description 



Mfr Part Number 



A1C26 

A1C27, C28 

A1C29 

AIC30 

A1C31 

A1CR1 

AlC'i?. 

A 1 C R3 



3A7J2-^.f.501+a 
01 60-3065 
0170-0022 
0160-3Q30 
0160-4425 

0121-016B 
01 2 1-0 127 
0160-3072 
0140-0145 
01 21-0478 

0160-3973 

01 21-0147 

0170-0043 

01 nO-021 0 

0180-1800 

0150-0014 

0180-0197 

0160-2199 

0140-0196 

0180-1830 

0140-0196 

0180-1800 
0160-2132 
0170-3038 
01 70-0040 
0183-3291 

niao-0228 

0130-1701 

0180-0228 

0160-3992 

0170-0043 

1901-0376 

1901- 3 376 
1602-3049 
1601-3040 

1902- 0049 
H02-3 182 

1901-3040 
1901-0518 
1901-3513 
1901-0546 -i-b 
1901-0546 

1901- 3029 
1931-0586 

1902- 3040 
1=>02- J041 
1902-3777 

1902-0041 

1902-3041 

1901-0040 

1901-3040 

1901-0040 

1901-0040 

1962-3149 

1855-0412 

1853- 0010 
IS 53-0010 

1854- 0071 

1854-0404 

1854-0215 

1854-0071 

1854- 0215 

1853- 0010 

18 54-007 1 

1855- 0412 

1854- 0071 
1854-0629 
18 54-0629 



3:FX3 3.001 UF 20*1 

C:FX0 HY O.IUF 20?: 603VI1C^ 

: ;FX3 10 PF 2533 VDCW 
C:FXn MICA 47 PF 5?l 

::VA9 TEFLlIM U. 25-1. 53 PF tOOVUC^ 
C:YAP AIR 1.7 TO 14.1 PF 

::FX9 1012 PF 
C;FXD MICA 22 PF 5? 

C:^/AR AIK 2.4-34.0 PF 550Vnf.W 

C:FX3 10353 PF 
: :VAP AIR 2.0/19.3 PF 
C:FXD MY .022 UF 10% 600 VDCK 

C:FX3 ELFCr 3.3 UF 20S L5VUC*J 
C:FXD ELECT 133 UF H30-1J^ 6V0C- 
C; FXD CER 0.005 UF 500 VDCW 
C. FXD ELECT 2.2 UF 10% 20 VDCW 
C; FXD MICA. 30 pF 5 % 

C:FX3 MICA 150 PF IX 

C;FXD ELECT 133 UF +100-10T 6V0CW 

C:FX3 MICA 150 PF IX 

C:FXD ELECT 133 UF flOO-lOS; 6V0C»f 
C:FXO MY 0.56 UF I Ot 50 VDCW 
C:FXD '^Y 0.22 UF lOS 230V0CW 
CiFXO MY 0.047JF 101^, 200 VDCW 
C:FXD FLECT 1.3 UF 131? 35VDCW 

C:FXD ELECT 22 UF 101? L5VDCW 
C:FXD ELECT 6.8 UF 20% 6 VDCW 
C:FXD ELECT 22 UF 10% 15 VDCW 
C:FXD 300 PF 10% 300 VDCW 
C:FXD MY .022 UF T0%6Q0VDCW 
DIODE: silicon 35 V 
DI DOE : S IL ICON 35V 
3IU3E :6REAK0UWN 5.19V 5X 
01006:5 ILICGiN 50MA 30r<V 
31.33- :OREAKOnwN 6.19V 5? 

3I33E RREAKDC'rfM:SlLi:ON 1 2- IV 52 

3I33E :SILICON 50MA 30WV 
[)I30E:HnT CARRIER 
01 3DE :HUT CARRIER 
DIDOEiSI 30 WV 1.0 PA LEAKAGE 
3I01F:SI. 30 WV 1.0 PA LEAKAGE 

0IDOF:S IL ICON 503 PIV 
3I33-:SI 30 WV 10 PA LEAKAGE 
DIODE ftREAK0nWN:14.0V 5 "I 
3103= iRREAKDOwN 5.11V 5'i; 

01 OfJE: RREAK0.3WN 6.2V 5? 

31036 : BREAKDOWN 5.11V 
OinOEiBi’.r-AKnORN 5.11V 5^ 

3IU3f :S ILICO.N 50MA 33WV 
DlO.lErSILlCON 50MA 33WV 
01 J3=:5ILICQN 50MA 30WV 
DIODE: SILICON 50MA 30 WV 
DIODE: BREAKDOWN 9.09 V 5 % 

TSTR:FET SI N-CtlANNcL 
TSTR:SI PNPISELECTEO FROM 2r:32 5U 
rSTR:SI PNPISELECTE ) FROM 2N325 U 
TSTRiSI NPNI SELECTFO FROM 2N3704) 

TSTR:Sl NPN( SELEC TFI) FROM 2NJ734 ) 
TSTR:Sl NPNISELECTFO FROM 2N37041 
TSTRiSI .NPNI SELECTED FROM 2N3704) 
TSTR:SI NPNI SFLECTED FROM 2N3734) 
TSTR:SI PNPISELFCTFO FROM 2N325 M 

rST-R:SI NPNISELECrEn FROM 2N37Q4) 
TSTR:FET si N-CHANNEL 
TSTR;SI MPNlSFLECTtO FROM 2N3704I 
rSTRiSl NPN 
TSTR:SI .NPN 



0160-3965 
TYPE 24 
0163-3930 
0160-4425 

0121-0168 
0121-0127 
0163-3972 
0143-0145 
1 93-00 I0-Q05 

3160-3973 

0121-0147 

0170-0043 

150D335X0315A2-3YS 
30D633I NPI 
01 -4 

150D225X902DA2-DYS 

OBD 

DM15F151J0300WV1CR 
3036031 NP) 
DM15F151J0300WV1CR 

3006031 NP) 

410P SPEC 
148P22492 PUM 
292P47392-PTS 
1503105X9035A2-OYS 

1503226X901532-3YS 
01 80-1 701 

150D226X9015B2-DYS 

VY13C301-K 

HEW-93 

1901-0376 

1901- 0376 
S2 10939- 122 
FOGioaa 

SZ 10939-122 

1902- 3132 

FDG1083 

1901-0518 

1901-0518 

FN1705 

FN1705 

1901-0029 

1901- 0586 

1902- 0040 
SZ10939-98 
IN825 

SZ 10939-98 
SZ 10939-9.8 
F0G1383 
F3G1088 
FDGl 388 
FDG1088 
SZ 10939-1 70 
FN2960 
1853-0010 

1853- 0010 

1854- 0071 

1854-0404 
SPS 361 1 

1854-0071 
SPS 3611 

1853- 0010 

1854- 0071 
FN2960 
1854-0371 
NS48030 
rVS48030 



1854-0071 
069-^-8233 
US 9S- 8 23 3 
2100-3250 

06 98-8 23 3 
2100-3243 
0( 9'P,-"233 
2100-3259 
0^ I L- 3029 



TSTRiSt NPNI .SELECTED FROM 2N3704) 
R = SI ST'IRIMATCHFO SET 
f’-SIST3R:'1ATCHF0 SET 
R : V A R 5 K OH M 

8ESIST3R: MATCHED SET 
R:V4R COMP 500 OHM 
KFSl S’^Ok; MATr.MFrj SET 
R:VAR COMP 50 uHM 
R:FXD WW LOOK OHM 5 >■ lOw 



1854-0071 
0598-3233 
0698- 3233 
2100- 3250 

0698- 8233 
2100-3248 
0b98- 9233 
2100- 3259 
0811-3029 



-FaThis Part No, does not include A 1 Q 1 5 
+b'hp- Part No. 1901-0586 can also be used for 
CR10 and CR 1 1 . However both diodes should have the same part number. 
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Model 34702A 



Table 6-1. Replaceable Parts 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


AIRS 


0698-3648 


1 


RiFXD MET OX 29K OHM 5 % 2W 


28480 


0698-3648 


AIR 1 J A 


0698-8425 


1 


R; FXD MET FLM 20K OHM 10% 5W 


28480 


0698-8425 


AIR 1 1 


0698-5 130 


2 


R:FX0 COMP 22 MEGOHM 1035 1/4W 


28480 


0698-5100 


AIR 12 


07 57-0443 


1 


R:FX3 MET FLM 11-OK OHM 12 1/8W 


2 84 80 


0757-0443 


Alftl 1 


2100-3154 


1 


R:VAR CERMET 1 300 OHM 10? TYPE P 3/4i^ 


23480 


2100-3154 


AIR IR 


0698-4523 


1 


R:FX0 FLM 169K OHM 1? 1/flvJ 


28480 


0698-4523 


AIR15 


0757-0461 


1 


R:FX0 MET FLM 68. IK OHM 1? 1/RH 


28480 


0757-0461 


AIRIS 


0757-0451 


1 


R;FX0 MET FLM 24. 3K OHM 12 1/3W 


28480 


0757-0451 


A 1 W 1 7 


0757-0442 


1 


R:FX0 MET FLM 10. OK OHM 1? 1/8.J 


284 80 


0757-0442 


AlRia 


0698-7652 


1 


R;FX0 FLM 49. 9K OHM 1.0? 1/8W 


28480 


0698-7652 


AIRIS 


069Q-8249 


1 


R:FX0 FLM 23. 7K OHM 1? 


28480 


0698-8249 


AIR20 


0698-351 5 


1 


R:FXD FLM 5900 OHM 1? l/BW 


28480 


0698-3515 


A1R21 


0698-3264 


1 


R:FX0 FLM 11.8K DHM 12 1/8H 


284 80 


0698-3264 


A1R22 


0757-0449 


1 


R:FX0 FLM 20K OHM 12 1/8W 


28480 


0757-0449 


A1R23 


0698-3499 


1 


R:FXO FLM 40. 2K OHM 12 1/3H 


28480 


0698-3499 


AU2<r 


0684-4721 


1 


R:FX3 COMP 4700 OHM 102 1/4W 


01121 


C3 4721 


AIR25 


0684-224 1 


1 


R:Fxn COMP 223K OHM 102 1/4H 


01121 


CB 2241 


A1R2S 


0684-1051 


2 


R:FXU COMP IMESOHM 12 1/4W 


01121 


C0 1051 


A1R27 


0684-1821 


1 


R:FXO COMP 1303 OHM 102 1/4W 


01121 


C3 1021 


A1R23 


0684-1021 


1 


R:FX3 COMP 1000 OHM 102 1/4W 


01121 


C8 1021 


MR2S 


0698-4123 


2 


R:FXn MET FLM 499 OHM 12 1/8M 


20480 


069B-4123 


AIR 33 


0698-4123 




RtFXO MET FLM 499 OHM 12 1/8W 


2 84 80 


0698-4123 


AIR31 


0757-0430 


1 


R:FXO MET FLM 2.21K OHM 12 1/8W 


28480 


0757-0430 


AIK32 


0698-8182 


1 


R:FXO FLM 2.21K OHM IS l/dW 


20480 


0698-8182 


AIR33 


0698-8183 


1 


R:FXD FLM 499 OHM 1.02 1/8W 


28480 


0698-8183 


AIR 34 


0698-3243 


1 


R;FXO MET FLM 17BK OHM 12 1/8W 


2 84 80 


0698-3243 


A1R35 


0698-7803 


1 


R:FXO FLM 576K OHM 12 1/RH 


28480 


0698-7803 


A1R36 


0757-0486 


1 


R:FXD MET FLM 750K OHM 12 l/8i^ 


2 84 80 


0757-0486 


A1R37 


0813-0032 


2 


R:FXO WW 50K OHM 102 5W 


28480 


0813-0032 


AIR 33 


0684-1221 


1 


R:FXD comp 1.2< OHM 102 1/4W 


01121 


CB 1221 


A1R3S 


08 13-0032 




R:FXD WW 50K OHM 102 5W 


28480 


0813-0032 


A1R43 


OC 87-3S21 


1 


R:FX3 COMP 39)0 OHM 102 1/2W 


01121 


E8 3921 


A1k4] 


0684-103 1 


3 


h:FXD COMP lOK OHM 102 1/4W 


01121 


C3 1031 


A1R42 


0684-1 031 




R:FX0 COMP lOK OHM 102 1/4H 


01121 


CB 1031 


A1R43 


0684-103 1 




R:FXD COMP lOK OHM 102 1/4W 


01121 


CB 1031 


AIR 44 


0634-823 1 


1 


R:FXO COMP 82K OHM lOS 1/4W 


01121 


CB 8231 


A 1 K 4 5 


0SR4-2221 


1 


R:FXD COMP 2230 OHM 102 1/4W 


0U21 


C3 2221 


A1 R 46 


0757-0446 


2 


R: FXD FLM 15 K OHM 1 % 1/8 W 


91637 


CMF-1/10-32 T-1 


ALP47 


0684-471 1 


2 


R:FXD COMP 473 OHM 102 1/4W 


01121 


C8 4711 


AIR 43 


0757-0446 




R; FXD FLM 15 K OHM 1 % 1/8 W 


91637 


CMF-1/10-32 T-1 


A1R4S 


0684-2731 


1 


R;FX0 comp 27K OHM 102 1/4W 


01L21 


C3 2731 


AIR S3 


0698-3274 


1 


R:FXO MET FLM lOK OHM 12 1/8W 


2 84 80 


0698-3274 


A1R51 


0684-1051 




R:FXD COMP IMEGOHM 12 1/4W 


01121 


CB 1051 


A1R52 


0698-821 8 


5 


R5SI STOR: MATCHED SET 


20480 


0698-8218 


AIR53 


06R8-8218 




RESI S TORtMATCHEO SET 


28430 


0698-8218 


A1R64 


0663-321 d 




RESI STOR:MATCHED SET 


284 80 


0698-8218 


AlRSb 


0698-8218 




RESTSTOR:MATCHED SET 


28480 


0698-8218 


A 1 R 5 o 


069H-821 H 




REST ST0K:MATCHED SET 


28480 


0698-8218 


A1K57 


0634-4711 




R:FXO COMP 473 OHM 102 1/4W 


01121 


CR 4711 


AIR 3H 


0668-6391 


1 


R:FXO FLM 350 OHM 12 1/8W 


28480 


0698-6391 


AIRSS 


2100-3103 


1 


,R:VAR CERMET lOK OHM 102 TYPE P 3/4W 


28480 


2100-3103 


AIR63 


0668-6350 


1 


R:FXO FLM 110 OHM 12 1/8W 


284 80 


0693-6350 


AIR61 


0668-5673 


1 


R:FXO MET FLM 3.9K OHM 12 1/8W 


28480 


0690-5673 


A1R62 


0698-3437 


1 


R:FX0 met FLM 133 OHM 12 1/8W 


2 84 80 


0698-3437 


AlRh3 


0698-8181 


1 


R:FXD FLM 24. 3K OHM 12 1/8W 


28480 


0698-8181 


A1 R64 


2100-3154 


1 


R:VAR CERMET IK OHM 10% TYPE P 3/4W 


28480 


2100-3154 


A1R65 


0684-6821 


2 


R:FXD COMP 6.8K OHM 10% 1/4W 


01121 


CB6821 


A1 R66 


0684-6821 




R:FXD COMP 6.8K OHM 10% 1/4W 


01121 


CB6821 


A1R67 


0684-3921 




R:FXD COMP 3900 OHM 10% 1/4W 


01121 


CB3921 


A1R68 


0698-5100 




RiFXD 22 MEGOHM 10% 1/4W 


28480 


0698-5100 


A1R69' 


0698-999P 




PADDING LIST 


28480 


0698-999P 




0698-3700 




RESISTOR 715 OHM 1% .125W 


16299 


C4-1/8-T0-715R-F 




0698-4424 




RESISTOR 1400 OHM 1% .125W 


16299 


C4-1/8-T0-1401-F 




0698-4436 




RESISTOR 2800 OHM 1% .125W 


16299 


C4-1/8-T0-2801-F 




0698-3493 




RESISTOR 4120 OHM 1% .125W 


16299 


C4-1/8-T0-4121-F 




0698-4432 




RESISTOR 2.10K OHM 1% .125W 


16299 


C4-1/8-T0-2101-F 




0698-3152 




RESISTOR 3.48K OHM 1% .125W 


16299 


C4-1/8-T0-3481-F 


A1S1 


3101-1724 


1 


SWITCH: PUSHBUTTON 


28480 


3101-1724 


A1S2 . , , 


3101-1725 


1 


SWITCH: PUSHBUTTON 


28480 


3101-1725 


ArWR 


1820-0223 


3 


IC:OPERATIONAL AMPLIFIER 


12040 


SL8641 


A1U2 


1820-0203 




IC:OPERATIONAL AMPLIFIER 


07263 


SL8940 


A1U3 


1820-0203 




IC:OPERATIONAL AMPLIFIER 


07263 


SL8940 


A1W1 


34702-61601 1 




CABLE ASSY:(ACV SWITCH TO RIO) 


14493 


34702-61601 


A1W2 


34702-61602 1 




CABLE ASSY:(DCV SWITCH TO IV SWITCH) 


14493 


34702-61602 


A1W3 


34702-61603 1 




CABLE ASSY:(1 V SWITCH TO ACV SWITCH) 


14493 


34702-61603 



A use for 3li replacement 
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Section VI 



Table 6-1. Replaceable Parts 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 








MISCELLANEOUS 








5040-7023 




PUSHTOO 


28480 


5040-7023 




5040-7032 




F on r -rear 


28480 


5040-7032 




3050-0593 


4 


WASHER-SPRING 


28480 


3050 -0593 




As 03 70-2486 


9 


K'l IrS: PUSHRjTr.TM SWITCH, 


715^0 


J52305 




0370-0'^! 4 


9 


3EZEl.:PUSHROTT JN KNOB, JAOf GREV 


28480 


0373-0914 




5020-8315 


2 


C4Sh -BOTTOM 


28480 


5020-8315 




05300-40003 


a 


SUPP lkT:ROARD 


28480 


05303-40003 




OS3OU-4O0O4 


p 


3UI3E :SHDE 


2 84 80 


05330-40004 




1460-1357 


1 


STANO: T ILT 


2B480 


05301-20005 




03 ^ )l-4JO01 


2 


F our 


28480 


05301-40001 




1510-0091 


4 


3 1 NO I NO POST 


28480 


1510-0091 




34707-n:)zoi 


1 


PANEL : FRONT 


14493 


34702-00201 




34 707-01 201 


1 


3RA:KET:LtFT HAND 


14493 


34702-01201 




3470Z-01202 


1 


RR ACKF T : P I OHT HAND 


14493 


34702-01202 




34702-05401 


1 


SHIELD: PLATE 


1 4493 


34702-05501 




34 702-05532 


1 


SHI ELO: HDX 


1449 3 


34702-05502 




34702-60205 


1 


PANEL ASSYtRC-Ak 


28480 


34702-60205 




1460-131 1 


I 


SP3 I NS: GPOUNH 


00300 


03D 




1460-1 31 2 


1 


SPRI NS:CLl P 


00000 


3RD 




34702-90002 


1 


MANUAL 


28480 


34702-90002 




1855-0308 


1 


TSTR;S1 DUAL N-CHANNEL (Q15 ON A1 ASSY) 


28480 


1855-0308 




3131-0347 


2 


SPRING CLIP: BRASS (FOR A151 AND A152) 


28480 


3131-0347 




1200-0474 


1 


14 PIN 1C SOCKET 


28480 


1200-0474 



Aa Instrument serial IMo's. 1212A00735 and below 
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SECTION VII 

TROUBLESHOOTING AND 
CIRCUIT DIAGRAMS 



7-1. INTRODUCTION. 

7-2. This section of the Operating and Service Manual 
contains troubleshooting information and circuit diagrams 
for the Model 34702A Multimeter. Included are trouble- 
shooting trees, a schematic diagram and a component 
locator. 

7-3. SCHEMATIC DIAGRAM. 

7-4. The circuits contained within the Model 34702A are 
shown on the schematic diagram (Figure 7-3). This diagram 
can be used to assist in understanding of the theory of 
operation as well as aid in troubleshooting the instrument. 
DC voltages and ac waveforms are given on the schematic. 

7-5. COMPONENT LOCATION DIAGRAM. 

7-6. The Component Location Diagram associated with the 
schematic shows the position of each part mounted on the 
pc assembly. Each part is identified by a reference 
designator. 

7-7. TROUBLESHOOTING. 

7-8. Troubleshooting Trees. 

7-9. Figures 7-1 and 7-2 are troubleshooting trees designed 
to assist in the isolation of malfunctions. Figure 7-1 is a 
troubleshooting tree for the ac converter, Figure 7-2 is a 
troubleshooting tree for the ohms converter. 

7-10. Troubleshooting Procedure. 

7-11. The following procedure is recommended for trou- 
bleshooting the Model 34702 A: 

a. Ensure the mainframe plug-on (Display Module) is 
functioning properly. 

b. Perform the following preliminary tests: 

1. Apply ± 1.0000 V dc to the INPUT V terminals. 
Check for turnover error. 

2. Apply full-scale voltages to the 1 0 V, 1 00 V, and 
1000 V scales. Check for proper numerical display 
and decimal point location. 



NOTE 

The above checks verify proper functioning of 
many display module interconnections, range 
switches, and coaxial wiring. 



c. Check the ac converter as follows: 

1. Apply 1 V ac at 10 kHz to the INPUT V 
terminals. 

2. Trace the propagation of this signal through the 
impedance converter, ac converter amplifier and 
filter circuitry. 

3. If these circuits appear to be working, check the 
Input Attenuator. 

(a) Apply full-scale voltages to the 34702A on the 
10 V, 100 V, and lOOOV ranges. Do this at 
10 kHz and 100 kHz. 

(b) Note any inaccuracies in the readout. Any 
error is probably due to the input attenuator. 

NOTE 

Most frequency response problems are in the 
input attenuator. 

4. Typical Problem Areas. 

(a) Noise-check ac converter amplifier. 

(b) Low output or zero output-check the ac 
converter amplifier. 

(c) Any type of inaccuracy-check dc feedback 
amplifier U1 by replacement. Also, check Q1 
for leakage (by replacement). 

d. Check the dc section of the instrument: 

1. Check for shorted trimmer capacitors. 

2. Using an ohmmeter, measure the contact resis- 
tance of the switches. Each switch should indicate 
a short circuit. Dirty switches can be cleaned with 
MS-180 Freon Degreaser. 

3. Coax cables may be shorted or open. 

4. Resistors in the dc attenuator may change value. 

e. Check the ohms current source: 

1. Place the 34702A in ohms function and verify 
that an overload indication occurs (overrange “1” 
illuminates and rest of display blanks) with no 
resistance applied. 
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2. Check all ohms ranges at full-scale to determine 
which ranges are bad. When only the two highest 
ranges are inaccurate, check Qll if the display 
indication is high. Check CR13 if the indication is 
low. 

3. Referring to the schematic diagram, check the 
voltages on the two operational amplifiers. If the 
- 7.2 V and - 6.2 V references are incorrect or 
absent, check U3 and CR16. 

f. Attempt the Performance Tests (Section V) in order 
to characterize the trouble. Also try the Adjustment 



Procedures. Some apparent malfunctions can be corrected 
by these adjustments. Also, inability to obtain correct 
adjustment will help localize the problem. 

g. Check for burned or loose components, loose connec- 
tions, or other conditions which might be the source of the 
trouble. 



h. If the problem exists on the DCV and ACV functions 
but not on the ohms function, troubleshoot the DCV/ ACV 
attenuator. If the trouble exists only on the OHMS or ACV 
function, refer to the respective troubleshooting tree. 



GENERAL SCHEMATIC NOTES 



1. PARTIAL REFERENCE DESIGNATIONS ARE 
SHOWN. PREFIX WITH ASSEMBLY OR SUB- 
ASSEMBLY DESIGNATION(S) OR BOTH FOR COM- 
PLETE DESIGNATION. 

2. COMPONENT VALUES ARE SHOWN AS FOLLOWS 
UNLESS OTHERWISE NOTED. 

RESISTANCE IN OHMS 
CAPACITANCE IN MICROFARADS 
INDUCTANCE IN MILLIHENRIES 



11 . 



t 1 

I I 



DENOTES REAR PANEL MARKING. 



12 . 



DENOTES SCREWDRIVER ADJUST. 



13. AVERAGE VALUE SHOWN. OPTIMUM VAL- 

* UE SELECTED AT FACTORY. THE VALUE 
OF THESE COMPONENTS MAY VARY 
FROM ONE INSTRUMENT TO ANOTHER. 



14. DENOTES SECOND APPEARANCE 

/ OF A CONNECTOR PIN. 



3. 






DENOTES EARTH GROUND, 

USED FOR TERMINALS WITH NO LESS 
THAN A NO. 18 GAUGE WIRE CONNECTED 
BETWEEN TERMINAL AND EARTH 
GROUND TERMINAL OR AC POWER RE- 
CEPTACLE. 



4, 



1 



DENOTES FRAME GROUND. 

USED FOR TERMINALS WHICH ARE PER- 
MANENTLY CONNECTED WITHIN AP- 
PROXIMATELY 0.1 OHM OF EARTH 
GROUND. 



5. 




DENOTES GROUND ON PRINTED CIRCUIT 
ASSEMBLY. (PERMANENTLY CONNECTED 
TO FRAME GROUND.) 



6 . 

7. 




ANY LETTER OR NUMBER IN TRIANGLE 
DENOTES A SPECIAL GROUND. 

« DENOTES ASSEMBLY. 



15. Qp DENOTES WIRE COLOR: COLOR CODE 
SAME AS RESISTOR COLOR CODE. FIRST 
NUMBER IDENTIFIES BASE COLOR, SEC- 
OND NUMBER IDENTIFIES STRIP. 



16. ALL RELAYS ARE SHOWN DEENERGIZED. 



17. WAVEFORMS AND AC VOLTAGE MEASUREMENTS 
WERE MADE WITH RESPECT TO CHASSIS GROUND 
USING AN OSCILLOSCOPE WITH A 10:1 DIVIDER 
PROBE (10 MEGOHM, 10 pF). THE VOLTAGE LEV- 
ELS SHOWN ON THE WAVEFORMS ARE ACTUAL 
VOLTAGE LEVELS AND ARE NOT TO BE CON- 
FUSED WITH OSCILLOSCOPE SETTING. THE VOLT- 
AGE LEVELS SHOWN ARE NOMINAL AND MAY 
VARY FROM ONE INSTRUMENT TO ANOTHER. A 
VARIATION OF ±10% IN MEASUREMENTS 
SHOULD BE ALLOWED. 



8. DENOTES MAIN SIGNAL 
PATH. 

9. ^ ^ mm ^ mg mm DENOTES FEEDBACK 

PATH. 

10. DENOTES FRONT PANEL MARK- 

ING. 



18. DC VOLTAGE LEVELS WERE MEASURED WITH 
RESPECT TO CIRCUIT GROUND USING A VTVM 
WITH 10 MEGOHM INPUT IMPEDANCE. THE VOLT- 
AGE LEVELS SHOWN ARE NOMINAL AND MAY 
VARY FROM ONE INSTRUMENT TO ANOTHER 
DUE TO CHANGE IN TRANSISTOR CHARACTER- 
ISTICS. A VARIATION OF ±10% SHOULD BE 
ALLOWED. 
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CHECK AC 
SIGNAL ATC19 



CHECK AC 
VOLTAGE AT C31 



CHECK DC 
VOLTAGE 
AT RIGHT 
END OF C24, 



- 6.2 V 
015 A 
GATE 



CONNECT JUMPER 
ACROSS Cl AND 
DISENGAGE RANGE 
SWITCHES TO CHECK 
U2, 015 AND 016. 




3470 * - 8- 2990 



CHECK DC GAIN 
'OF FEEDBACK AMP 
FROM C19 to Cl 6. 



CHECK AC VOLTAGE 
■ ATC14. 

GROUND BASES 
'OF 05 AND 06 
TO CHECK BIAS 
VOLTAGES. 



TO CHECK Q1 AND 04, 
CONNECT A JUMPER 
FROM 02 EMITTER 
TO COLLECTOR IF 03 
BASE NOT MORE NEG 
THAN -7 V. 



7.2 V 



hp Part No, 34702-66501 



USE LO INPUT TERMINAL AS GROUND POINT FOR TROUBLESHOOTING. 















START 




Figure 7-1. AC Converter Troubleshooting Tree. 






START 




Figure 7-2. Ohms Converter Troubleshooting Tree. 




NOTES 

1 ) The 1 V and ACV switches are shown 
engaged (up); all others disengaged 
(down). All voltages except those in the 
Ohms Converter were observed with 1 V 
RMS at 10 kHz applied to the volts 
terminal. The voltages in the Ohms 
Converter were observed with the instru- 
ment set to "OHM (n)" function with 
1 kn across the "OHMS" terminals. 

2) Use only a high resistance (lO'^fi) 
voltmeter in checking the Attenuator, 
Filter and Ohm Converter. 

3) The 34702A connects together the 
following pins of the 34740A connector: 



25 -50 19 -22 

23 - 48 31 - 32 

24 - 49 33 - 34 

3-41 29-30 

20 - 21 27 - 28 

4) Transistor and IC Lead Configurations: 
a, Plasticbipolar c. Dual FET's 




top view 



b. Single FET d. T05 IC's 

I 8 




top view top view 




response of ihe otfenuafor. 

II may or maynot be 

conneofed to the circuit R65 

depending on Ihe 6*6K 
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SECTION VIII 
BACKDATING 



8-1. INTRODUCTION. 

8-2. This section makes your manual applicable to earlier 
instruments. Where component values or part numbers in 
an instrument differ from the replaceable parts list, yet are 
not listed in this section, the part numbers and values listed 
in the parts list should be used for replacement. 

8-3. Where practical, backdating entries have been incor- 
porated into the text of the manual rather than into this 
section. If a backdating change is too long or otherwise 
impractical to incorporate in the text, the entry to be 
changed will be flagged with a delta having a number 
subscript; e.g. (Ai). The subscript refers to the number of 
the corresponding change in backdating. Make all changes 
hsted in this backdating which apply to your instrument. 

CHANGE NO. Aj : Applies to serial numbers 
I212A0335 and below 



Table 6-1 : 

Delete A1C31, A1R68, and A1C8 
Change A1C12 to C:fxd, .01 fiF ± 20% 
2000 vdcw, -hp- Part No. 0160-0996 

Figure 7-5, Page 7-3 & 7-4: 

Change the input circuit to AlQl as follows: 




Change the component locator for the 
Al Assembly as follows: 




hp Part No. 34702-66501 
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CODE LIST OF MANUFACTURERS 



The following code numbers are from the Federal Supply Code for Manufacturers Cataloging Handbooks H4-1 (Name to Code) and H4-2 (Code 
to Name) and their latest supplements. The date of revision and the date of the supplements used appear at the bottom of each page. Alpha- 
betical codes have been arbitrarily assigned to suppliers not appearing in the H4 Handbooks. 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer Address 



00000 U.S. A Common Any supplier of U.S. 

00136 McCoy Electronics. . -Mount Holly St>rings, Pa. 

00213 Sage Electronics Corp Rochester, N. Y. 

00287 Cemco, Inc Danielson, Conn. 

00334 Humidial Colton, Calif. 

00348 Mictron, Co., Inc Valley Stream, N.Y. 

00373 Garlockinc. Cherry Hill, N.J. 

00656 Aerovox Corp New Bedford, Mass. 

00779 Amp. Inc Harrisburg, Pa. 

00781 Aircraft Radio Corp. Boonton, N.J. 

00809 Croven, Ltd. Whitby, Ontario, Canada 

00815 Northern Engineering 

Laboratories, Inc Burlington, Wis. 

00853 Sangamo Electric Co. , 

Pickens Div. Pickens, S. C. 

00866 Goe Engineering Co. . . . .City of Industry, Cal. 

00891 Carl E. Holmes Corp Los Angeles, Cal. 

00929 Microlab Inc. Livingston, N. J , 

01002 General Electric Co. , 

Capacitor Dept Hudson Falls, N.Y. 

01009 Alden Products Co. Brockton, Mass. 

01121 Allen Bradley Co Milwaukee, Wia 

01255 Litton Industries, Inc Beverly Hills, Cal. 

01281 TRW Semiconductors, Inc Lawndale, Cal. 

01295 Texas Instruments, Inc. , 

Transistor Products Div Dallas, Texas 

01349 The Alliance Mfg. Co Alliance, Ohio 

01538 Small Parts Inc Los Angeles, Cal. 

01589 Pacific Relays, Inc. Van Nuys, Cal. 

01670 Gudebrod Bros. Silk Co New York, N.Y. 

01930 Amerock Corp Rockford, 111. 

01960 Pulse Engineering Co Santa Clara. Cal. 

02114 Ferroxcube Corp. of 

America Saugerties, N Y. 

02116 Wheelock Signals , Inc Long Branch, N.J. 

02286 Cole Rubber and Plastics Inc . .Sunnyvale, Cal. 

02660 Amphenol-Borg Electronics 

Corp Broadview, 111. 

02735 Radio Corp. of America, Semi- 

conductor and Materials 

Division Somerville , N. J . 

02771 Vocaline Co. of America, 

Inc. Old Saybrook, Conn. 

02777 Hopkins EngineeringCo. . . -San Fernando, Cal. 

02875 Hudson Tool & Die Newark, N.J . 

03296 Nylon Molding Corp %)ringfield,N. J, 

03508 G, E, Semiconductor Prod, 

Dept Syracuse, N.Y, 

03705 Apex Machine & Tool Co Dayton, Ohio 

03797 Eldema Corp, Compton, Calif. 

03818 Parker Seal Co Los Angeles, Cal. 

03877 Transitron Electric Corp. . . .Wakefield, Mass, 
03888 Pyrofilm Resistor Co. , 

Inc Cedar Knolls, N.J. 

03954 Singer Co. , Diehl Div. , 

Finderne Plant Sumerville, N.J. 

04009 Arrow, Hart and Hegeman 

Elect. Co Hartford, Conn. 

04013 Taruus Corp. Lambertville , N.J. 

04062 Arcq Electronic Inc Great Neck, N.Y. 

04217 Essex Wire Los Angeles, Cal. 

04222 Hi-Q Division of Aerovox- Myrtle Beach, S.C. 

04354 Precision Paper Tube Co Wheeling, III 

04404 Palo Alto Division of Hewlett- 

Packard Co Palo Alto, Cal. 

04651 Sylvania Electric Products, 

Microwave Device Div. . .Mountain View, Cal. 

04673 Dakota Engr.Inc Culver City, Cal. 

04713 Motorola Inc. Semiconductor 

Prod. Div Phoenix. Arizona 

04732 Filtron Co, ,Inc. Western 

Div Culver City, Cal. 

04773 Automatic Electric Co Northlake, 111. 

04796 Sequoia Wire Co Redwood City, Cal. 

04811 Precision Coil Spring Co El Monte, Cal. 

04870 P.M. Motor Company Westchester, UL 

04919 Component Mfg. Service 

Co W. Bridgewater, Mass 

05006 Twentieth Century Plastics, 

Inc Los Angeles, Cal. 

05277 Westinghouse Electric Corp. 

Semiconductor Dept Youngwood, Pa. 



05347 Ultronix, Inc San Mateo, Cal. 

05397 Union Carbine Corp., Elect. 

Div New York, N, Y. 

05574 Viking Ind. Inc Canoga Park, Cal. 

05593 Icore Electro-Plastics Inc Sunnyvale, Cal. 

05616 Cosmo Plastic (c/o Electrical 

Spec, Co.) Cleveland, Ohio 

05624 Barber Colman Co Rockford, 111. 

05728 Tiffen Optical Co 

Roslyn Heights, Long Island, N.Y. 

05729 Metro-Tel Corp Westbury ,N. Y. 

05783 Stewart Engineering Co Santa Cruz, Cal. 

05820 Wakefield Engineering Inc Wakefield, Mass. 

06004 Bassick Co. , Div. of Stewart 

Warner Corp Bridgeport, Conn, 

06090 Raychem Corp Redw'ood City, Cal. 

06175 Bausch and Lomb Optical 

Co Rochester , N. Y. 

06402 E.T.A. Products Co. of 

America Chicago, 111. 

06540 Amatom Electronic Hardware 

Co. , Inc New Rochelle, N. Y. 

06555 Beede Electrical Instrument 

Co., Inc Penacook. N. H. 

06666 General Devices Co. , Inc Indianapolis. Ind. 

06751 Components Inc. ,Ariz.Div. . . Phoenix. Arizona 

06812 Torrington Mfg. Co. ,West Div. . . Van Nuys, Cal. 

06980 Varian Assoc. Etmac Div San Carlos. Cal. 

07088 Kelvin Electric Co Van Nuys, Cal. 

07126 Digitran Co Pasadena. Cal. 

07137 Transistor Electronics 

Corp Minneapolis, Minn. 

07138 Westinghouse Electric 

Corp. .Electronic Tube Div Elmira, N, Y, 

07149 Filmohm Corp New York, N.Y. 

07233 Cinch-Graphik Co City of Industry, Cal. 

07256 Silicon Transistor Corp. . . . Carle Place, N.Y. 

07261 Avnet Corp Culver City, Cal. 

07263 Fairchild Camera & Inst. Corp. , 

Semiconductor Div Mountain View , Cal. 

07322 Minnesota Rubber Co Minneapolis, Minn. 

07387 Birtcher Corp, The Monterey Park, Cal. 

07397 Sylvania Elect. Prod. Inc. , 

Mt. View Operations .... Mountain View, Cal, 

07700 Technical Wire Products 

Inc Cranford , N.J, 

07829 Bodine Elect. Co Chicago, 111. 

07910 Continental Device Corp. Haw'thorne, Cal, 

07933 Raytheon Mfg, Co. , Semi- 
conductor Div Mountain View, Cal, 

07980 Hewlett-Packard Co. , 

New Jersey Division Rockaway, N.J. 

08145 U.S, EngineeringCo Los Angeles, Cal. 

08289 Blinn, Delbert Co Pomona, Cal. 

08358 Burgess Battery Co 

Niagara Falls, Ontario, Canada 

08524 Deutsch Fastener Corp Los Angeles, Cal. 

08664 Bristol Co. , The Waterbury, Cona 

08717 Sloan Company Sun Valley, Cal. 

00718 ITT Cannon Electric Inc, , 

Phoenix Div Phoenix, Arizona 

08727 National Radio Lab. Inc. Paramus, N.J. 

08792 CBS Electronics Semiconductor 

Operations, Div. of CBS Inc .... Lowell, Mass. 
08806 General Electric Co. , 

Miniature Lamp Dept Cleveland, Ohio 

08984 Mel-Rain Indianapolis, Ind. 

09026 Babcock Relays Div Costa Mesa, Cal. 

09097 Electronic Enclosures Inc. ..Los Angeles, Calif . 

09134 Texas Capacitor Co Houston, Texas 

09145 Tech, Ind. Inc, Atohm 

Elect Burbank, Cal. 

09250 Electro Assemblies, Inc Chicago, 111. 

09353 C & K Components Inc Newton, Mass, 

09569 Mallory Battery Co. of 

Canada, Ltd Toronto, Ontario, Canada 

09795 Pennsylvania Florocarbon. Clifton Heights , Penn. 

09922 Burndy Corp Norwalk, Conn, 

10214 General Transistor Western 

Corp Los Angeles, Cal. 

10411 Ti-Tal,Inc Berkeley, Cal. 

10646 Carborundum Co Niagara Falls , N.Y, 



1 1236 CTS of Berne, Inc Berne. Ind 

11237 Chicago Telephone of 

California, Inc So. Pasadena. Cal 

1 1242 Bay State Electronics Corp. . . . Waltham, Mass 
11312 Teledyne Inc. , Microwave 

Div. Palo Alto, Cal 

11314 National Seal Downey, Cal. 

11453 Precision Connector Corp. .... Jamaica, N. Y. 

11534 Duncan Electronics Inc, Costa Mesa, Cal. 

11711 General Instrument Corp. , 

Semiconductor Division Products 

Group Newark, N.J, 

11717 Imperial Electronic , Inc . .... Buena Park, Cal, 

11870 Melabs, Inc. Palo Alto, Cal. 

12136 Philadelphia Handle Co. Camden, N.J. 

12361 Grove Mfg. Co. , Inc Shady Grove, Pa. 

12574 Gulton Ind. Inc. ,Data System 

Div. Albuquerque, N. M, 

12697 Clarostat Mfg. Co. Dover, N, H. 

12728 Elmar Filter Corp W. Haven, Conn. 

12859 Nippon Electric Co, , Ltd Tokyo, Japan 

12881 Metex Electronics Corp Clark, N,J. 

12930 Delta Semiconductor Inc. . . Newport Beach, Cal, 
12954 Dickson Electronics Corp, . . Scottsdale, Arizona 

13019 Airco Supply Co. , Inc Witchita, Kansas 

13061 Wilco Products Detroit, Mich. 

13103 Thermolloy Dallas, Texas 

13327 Solitron Devices Inc Tappan, N. Y. 

13396 Telefunken (GmbH) Hanover , Germany 

13835 Midland-Wright Div. of 

Pacific Industries, Inc. . . . Kansas City, Kansas 

14099 Sem-Tech Newbury Park, Cal. 

14193 Calif . Resistor Corp Santa Monica, Cal. 

14298 American Components , Inc.. . Conshohocken , Pa. 
14433 ITT Semiconductor, a Div. of 

Int. Telephone and Telegraph 

Corporation West Palm Beach, Fla. 

14493 Hewlett-Packard Company Loveland, Colo. 

14655 Cornell Dublier Electric Corp . . . Newark, N.J. 

14674 Corning Glass Works Corning. N.Y. 

14752 Electro Cube Inc San Gabriel, Cal, 

14960 Williams Mfg. Co San Jose, Cal, 

15106 The Sphere Co. , Inc Little Falls, N.J. 

15203 Webster Electronics Co New York, N. Y, 

15287 Scionics Corp Northridge.Cal. 

15291 Adjustable Bushing Co N. HolIyTA'ood. Cal. 

15558 Micron Electronics. .Garden City , Long lsland,N. Y. 

15566 Amprobe Inst. Corp, Lynbrook, N.Y. 

15631 Cabletronics Costa Mesa, Cal. 

15772 Twentieth Century Coil 

Spring Co. Santa Clara, Cal. 

15801 Fenwal Elect. Inc Framingham, Mass. 

15818 Amelco Inc Mountain View^ Cal, 

16037 Spruce Pine Mica Co Spruce Pine, N.C. 

16179 Omni-Spectra Inc Detroit, 111 

16352 Computer Diode Corp Lodi, N J. 

16554 Electroid Co Union, N.J. 

16505 Bools Aircraft Nut Corp Pasadena, Cal. 

16688 Ideal Free. Meter Co. ,Inc. , 

De Jur Meter Div Brooklyn, N. Y, 

16758 Delco Radio Div. of G. M. Corp. . . .Kokomo. Ind. 

17109 Thermonetics Inc Canoga Park. Cal. 

17474 Tranex Company Mountain View . Cal. 

17675 Hamlin Metal Products Corp Akron, Ohio 

17745 Angstrohm Prec.Inc No. Holly'wood, Cal. 

17856 Siliconix Inc Sunnyvale , Cal. 

17870 McGraw -Edison Co Manchester. N. H. 

18042 Power Design Pacific Inc Palo Alto, Cal. 

18083 Clevite Corp, Semiconductor Div, . Palo Alto, Cal. 

18324 Signctics Corp Sunnyvale . Cal. 

18476 Ty-Car Mfg. Co. , Inc Holliston, Mass. 

18486 TRW Elect. Comp. Div Des Plaines, 111. 

18565 Chomerics Plainville , Mass. 

18503 Curtis Instrument , Inc Mt. Kisco.N.Y. 

18612 Vishay Instruments Inc Malvern, Pa. 

10873 E. I. DuPont and Co, , Inc. ... Wilmington , Del. 

18911 Durant Mfg. Co Milwaukee , Wis. 

19315 The Bendix Corp. , Navigation & 

Control Div Teterboro, N.J. 

19500 Thomas A. Edison Industries . 

Div. of McGraw -Edison . . . .West Orange . N, J. 
19589 Concoa Baldw'in Park, Cal. 
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19644 LRC Electronics Horseheads , N . Y , 

19701 Electra Mfg. Cn. Independence . Kansas 

20183 General Atronics Corp. Philadelphia , Pa, 

21226 Executone, Inc. Long Island City . N. Y. 

2 1355 Fafnir Bearing Co. ,The . . . New Britian. Conn. 
21520 Fansteel Metallurgical Corp. . . .N. Chicago. 111. 

23020 General Reed Co Metuchen. N.J. 

23042 Texscan Corp. Indianapolis. Ind. 

23783 British Radio Electronics Ltd. . .Washington . D.C . 
24455 G.E. Lamp Division, Nela Park . Cleveland , Ohio 

24655 General Radio Co. West Concord, Mass . 

24681 Memcor Inc. .Comp.Div Huntington , Ind. 

26365 Gries Reproducer Corp. . . . New Rochelle. N. Y. 
26462 Grobert File Co. of America. Inc. Carlstadt. N.J. 

26851 Compac Hollister Co Hollister. Cal. 

26992 Hamilton Watch Co. Lancaster. Pa. 

28480 Hewlett-Packard Co Palo Alto, Cal. 

28520 Heyman Mfg. Co. Kenilworth. N.J. 

30817 Instrument Specialties Co. , 

Inc Little Falls . N.J. 

33173 G.E. Receiving Tube Dept Owensboro, Ky. 

35434 Lectrohm Inc Chicago, 111. 

36196 Stanwyck Coil Products. 

Ltd Hawkesbury, Ontario, Canada 

36287 Cunningham, W.H. & Hill, 

Ltd Toronto, Ontario, Canada 

37942 P. R. Mallory & Co.. Inc. . • . .Indianapolis. Ind, 
39543 Mechanical Industries Prod. Co. . Akron, Ohio 
40920 Miniature Precision Bearings , Inc. Keene. N. H. 

40931 Honeywell Inc Minneapolis, Minn. 

42190 Muter Co Chicago. Ill, 

43990 C. A, Norgren Co. Englewood, Colo. 

44655 Ohmite Mfg. Co. Skokie, III. 

46384 Penn Eng, &Mfg. Corp Doylestown, Pa. 

47904 Polaroid Corp Cambridge. Mass. 

48620 Precision Thermometer & 

Inst. Co. Southampton, Pa. 

49956 Microwave & Power Tube Div. . .Waltham. Mass. 

52090 Rowan Controller Co. Westminster, Md. 

52983 HP Co , Med- Elec. Div Waltham. Mass. 

54294 Shallcross Mfg. Co Selma, N. C. 

55026 Simpson Electric Co. Chicago. 111. 

55933 Sonotone Corp. Elmsford , N. Y. 

55938 Raytheon Co. Commercial Apparatus 

&: System Div So. Norwalk, Conn. 

56137 Spaulding Fibre Co. . Inc, .... Tonawanda, N. Y. 

56289 Sprague Electric Co North Adams. Mass. 

58474 Superior Elect. Co. Bristol . Conn. 

59446 Telex Corp, Tulsa, Okla. 

59730 Thomas & Betts Co. Elizabeth. N.J. 

60741 Triplett Electrical Inst. Co Bluffton. Ohio 

61775 Union Switch and Signal Div. of 

Wcstinghouse Air Brake Co. , . Pittsburgh. Pa. 

62119 Universal Electric Co. Owosso. Mich, 

63743 Ward-Lconard Electric Co. . . Mt. Vernon. N, Y. 

64959 Western Electric Co. , Inc. . . . New York, N, Y. 

65092 Weston Inst. Inc. Weston-Newark . jNewark. N.J. 

66295 Wittek Mfg. Co Chicago, III. 

66346 Minnesota Mining & Mfg. Co. 

Revere Mincom Div St. Paul, Minn. 

70276 Allen Mfg. Co Hartford, Conn. 

70309 Allied Control New York. N. Y. 

70318 Allmetal Screw' Product Co. , Inc. 

Garden City. N. Y. 

70417 Amplex. Div. of Chrysler Corp. .Detroit, Mich. 
70485 Atlantic India Rubber Works, Inc. . . Chicago, 111. 

70563 Amperite Co. . Inc Union City. N.J. 

70674 ADC Products Inc Minneapolis. Minn. 

70903 Belden Mfg. Co Chicago. III. 

70998 Bird Electric Corp Cleveland. Ohio 

71002 Birnbach Radio Co New York. N.Y. 

71034 Bliley Electric Co, .Inc Erie. Pa. 

71041 Boston Gear Works Div. of 

Murray Co. of Texas Quincey, Mass. 

71210 Bud Radio. Inc Willoughby. Ohio 

71279 Cambridge Thermionics Corp. Cambridge . Mass. 

71286 Camloc Fastener Corp Paramus. N.J. 

71313 Cardwell Condenser Corp. 

Lindenhurst . L. 1. . N.Y. 

71400 Bussmann Mfg. Div. of 

McGraw -Edison Co St. Louis. Mo. 

71436 Chicago Condenser Corp Chicago. 111. 

71447 Calif. Spring Co. . Inc Pico-Rivera. Cal. 

71450 CTS Corp Elkhart, Ind. 

71468 ITT Cannon Electric Inc. . . . Los Angeles, Cal. 
71471 Cinema. Div. Aerovox Corp Burbank. Cal. 
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71482 C.P. Claret Co. Chicago, 111. 

71590 Centralab Div. of 

Globe Union Inc Milwaukee, Wis. 

71616 Commercial Plastics Co Chicago, 111. 

71700 Cornish Wire Co. , The New York, N.Y. 

71707 Goto Coil Co. . Inc Providence. R.l. 

71744 Chicago Miniature Lamp Works . . .Chicago, III. 
71735 Cinch Mfg. Co. , 

Howard B. Jone:-. Div Chicago, lU. 

71984 Dow Corning Corp Midland, Mich, 

72136 Electro Motive Mfg. Co. , Inc. 

Willimanlic, Conn. 

72619 Dialight Corp Brooklyn. N.Y. 

72656 Indiana General Corp. , 

Electronics Div Keasby. N.J. 

72699 General Instrument Corp, . 

Cap Division Newark. N.J. 

72765 Drake Mfg. Co Harwood Heights . Ill, 

72825 Hugh H. Eby Inc Philadelphia. Pa. 

72928 Gudeman Co Chicago. 111. 

72962 Elastic Stop Nut Corp Union. N.J. 

72964 Robert M. Hadley Co Los Angeles. Cal. 

72982 Erie Technological Products. Inc. . , .Erie, Pa. 

73061 Hansen Mfg. Co. . Inc Princeton, Ind. 

73076 H.M. Harper Co Chicago. 111. 

73138 Helipot Div. of Beckman Inst. . Inc. 

Fullerton. Cal, 

73293 Hughes Products Division of 

Hughes Aircraft Co. . . . Newport Beach, Cal. 
73445 Amperex Elen. Co . . . Hicksville , L. I. , N . Y . 
73506 Bradley Semiconductor Corp. 

New Haven, Conn. 

73559 Carling Electric. Inr Hartford. Conn. 

73586 Circle F Mfg. Co. . . Trenton. N.J, 

73682 George K. Garrett Co. , 

Div. MSL Industries. Inc,. . Philadelphia. Pa, 

73734 Federal Screw Products. Inc Chicago, 111. 

73743 Fischer Special Mfg. Co Cincinnati. Ohio 

73793 General Industries Co. . The Elyria, Ohio 

73846 Goshen Stamping & Tool Co Goshen, Ind, 

73899 J FD Electronics Corp Brooklyn. N.Y. 

73905 Jennings Radio Mfg. Corp. .... San .lose. Cal, 

73957 Groove-Pin Corp Ridgefield. N.J, 

74276 Signalite Inc Neptune. N..I. 

74455 J.H. Winns, and Sons .... Winchester. Mass. 

74861 Industrial Condenser Corp Chicago. III. 

74860 R. F, Products Division of 

Amphenol-Borg Electronic Corp. 

Danbury. Conn. 

74970 E. F. Johnson Co Waseca. Minn, 

75042 International Resistance Co. . Philadelphia, Pa. 

75263 Keystone Carbon Co. , Inc St. Marys. Pa. 

75378 CTS Knights, Inc Sandwich, HI. 

75382 KuLka Electric Corp Mt, Vernon. N.Y. 

75818 Lenz Electric Mfg. Co Chicago, 111. 

75915 Littlefuse, Inc Des Plaines, 111. 

76005 Lord Mfg, Co Erie, Pa. 

76210 C.W. Marwedel San Francisco, Cal. 

76433 G-neral Ln.strument Corp. , 

Micamold Division New'ark, N.J, 

76487 James Millen Mfg. Co. . Inc. . . Malden, Mass. 

76493 J.W. Miller Co Los Angeles, Cal. 

76530 Cinch-Monadnock . Div. of United Carr 

Fastener Corp San Leandro, Cal, 

76545 Mueller Electric Co Cleveland, Ohio 

76703 National Union Newark. N.J. 

76854 Oak Manufacturing Co Crystal Lake, 111. 

77068 The Bendix Corp. , 

Electrodynamics Div. . . . N. Hollyovood, Cal. 

77075 Pacific Metals Co San Francisco, Cal. 

77221 Phaostran Instrument and 

Electronic Co So. Pasadena. Cal, 

77252 Philadelphia Steel and 

Wire Corp Philadelphia, Pa. 

77342 American Machine & Foundry Co. 

Potter & Brumfield Div Princeton. Ind. 

77630 TRW Electronic Components Div . Camden, N.J. 

77638 General Instrument Corp. . 

Rectifier Division Brooklyn. N.Y. 

77764 Resistance Products Co Harrisburg. Pa, 

77969 Rubbercraft Corp. of Calif. . . . Torrance, Cal. 

78189 Shakeproof Division of 

Illinois Tool Works Elgin. 111. 

78277 Sigma So. Braintree. Mass. 

78283 Signal Indicator Corp New York. N.Y. 

78290 Slruthers-Dunn Inc Pitman, N.J. 



78452 Thompson-Dremer Co Chicago. Ill 

78471 Tilley Mfg. Co San Francisco. Cal 

78488 Stackpole Carbon Co St. Marys. Pa. 

78493 Standard Thom.son Corp Waltham. Mass 

78553 Tinnerman Products. Inc Cleveland, Ohio 

78790 Transformer Engineers .... San Gabriel. Cal. 

78947 Ucinite Co Newtonville, Mass. 

79136 Waldes Kohinoor Inc. , . Long Island City, N. Y. 

79142 Veeder Root. Inc Hartford. Conn, 

79251 Wenco Mfg. Co Chicago, 111. 

79727 Continental -Wirt Electronics Corp. 

Philadelphia, Pa. 

79963 Zierick Mfg, Corp New Rochelle, N.Y. 

80031 Mepco Division of Sessions Clock Co. 

Morristown, N.J. 

80033 Prestole Corp Toledo, Ohio 

80120 Srhnitzer Alloy Products Co. . . Elizabeth, N.J. 
80131 Electronic Industries Association, 

Standard tube or semi-conductor device, 
any manufacturer. 

80207 Unimax Switch. Div. Maxon Electronics 

Corp Wallingford, Conn, 

00223 United Transformer Corp. . . .New York. N.Y. 

80248 Oxiord Electric Corp Chicago, 111. 

80294 Bourns Inc Riverside, Cal. 

80411 Arco Div. of Robertshaw Controls Co, 

Columbus, Ohio 

00486 All Star Products Inc Defiance, Ohio 

00509 Avery Labe! Co Monrovia. Cal. 

80583 Hammarlund Co. . Inc Mars Hill. N. C. 

00640 Stevens. Arnold, Co. ,Inc Boston. Mass. 

80813 Dimeo Gray Co Dayton. Ohio 

01030 International Inst. Inc Orange, Conn. 

81073 Grayhill Co LaGrange, 111. 

81095 Triad Transformer Corp Venice, Cal. 

61312 Winchester Elec. Div. Litton Ind. , Inc. 

Oakville, Conn. 

81349 Military Specification . 

81483 International Rectifier Corp. . El Segundo, Cal. 
81541 Airpax Electronics , Inc. . Cambridtre, Maryland 
81860 Barry Controls, Div. Barry Wright Corp. 

Watertown, Mass. 

82042 Carter Precision Electric Co Skokie, ILL 

82047 Sperti Faraday Inc. , Copper Hewitt 

Electric Div Hoboken, N.J. 

82116 Electric Regulator Corp Norwalk. Conn. 

82142 Jeffers Electronics Division of 

Speer Carb<.5n Co Du Bois, Pa. 

82170 Fairchild Camera 41' Inst. Corp. . 

Space &■ Defense Systems Div. .Paramus. N.J. 

82209 Magurie Industries, Inc Greenwich. Conn. 

82219 Sylvania Electric Prod. . Inc. 

Electronic Tube Division . . . .Emporium, Pa. 

82376 Astron Corp East Newark. Harrison. N. J. 

82389 Switchcraft. Inc Chicago. Ill, 

82647 Metals & Controls Inc. , 

Sjioncer Products Attleboro, Mass. 

82768 Phillips-Advance Control Co Joliet, 111. 

82866 Research Products Corp Madison, Wis. 

82877 Rolton'Mfg. Co.. Inc Woodstock, N.Y. 

82893 Vector Electronic Co Glendale. Cal, 

83058 Carr Fastener Co Cambridge, Mass. 

83086 New Hampshire Ball 

Bearing, Inc Peterborough, N. H. 

83125 General Instrument Corp. , 

Capacitor Div Darlington, S. C, 

83148 ITT Wire and Cable Div Los Angeles, Cal. 

83186 Victory Eng. Corp Springfield, N.J. 

83290 Bendix Corp. , Red Bank Div, . . Red Bank, N.J, 

83315 Hubbell Corp Mundelein, III. 

83324 Rosan Inc Newport Beach, Cal. 

83330 Smith, Herman H. , Inc Brooklyn, N.Y. 

83332 Tech Labs Palisades Park, N.J. 

83385 Central Screw Co Chicago, 111. 

83501 Gavitt Wire and Cable Co. , Div. of 

Amerace Corp Brookfield. Mass. 

83594 Burroughs Corp. , Electronic 

Tube Div Plainfield. N.J. 

83740 Union Carbide Corp. . Consumer 

Prod, Div New York, N.Y. 

83777 Model Eng. and Mfg. . Inc. . , . Huntington, Ind, 

83821 Loyd Scruggs Co Festus, Mo. 

83942 Aeronautical Inst. & Radio Co Lodi, N.J. 

84171 Arco Electronics Inc Great Neck, N, Y, 

84396 -A. J. Glesener Co. . Inc. . , San Francisco, Cal. 
84411 TRW Capacitor Div Ogallala, Neb, 
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CODE LIST OF MANUFACTURERS (Continued) 



Code 

No. Manufacturer Address 

94870 Sarkes Tarzian, Inc Bloomin^on, Ind. 

85454 Boonton Molding Company Boonton, N. J. 

85471 A. B. Boyd Co San Francisco, Cal, 

85474 R, M. Bracamonte & Co. . . . San Francisco, Cal. 

85660 Koiled Kords, Inc Hamden, Conn. 

85911 Seamless Rubber Co Chicago, ni. 

86174 Fafnir Bearing Co Los Angeles, Calif. 



86197 Clifton Precision Products Co. , Inc. 

Clifton Heights, Pa. 

86579 Precision Rubber Products Corp. Dayton, Ohio 
86684 Radio Corp, of America, Electronic Comp. 



& Devices Division Harrison, N.J. 

86928 Seastrom Mfg. Co Glendale, Cal. 

87034 Marco Industries Anaheim, Cal. 



87216 Philco Corporation (Lansdale Division) 

Lansdale, Pa. 

87473 Western Fibrous Glass Products Co. 

San Francisco, Cal. 

87664 Van Waters & Rogers Inc. . . San Francisco, Cal. 

87930 Tower Mfg. Corp Providence, R.L 

88140 Culler-Hammer, Inc Lincoln, 111. 

88220 Gould -National Batteries, Inc. . . St. Paul, Minn. 

88698 General Mills, Inc Buffalo, N. Y. 

89231 Graybar Electric Co Oakland, Cal. 

89473 G. E. Distributing Corp Schenectady, N. Y. 

89479 Security Co Detroit, Mich. 

89665 United Transformer Co Chicago, 111. 

90030 United Shoe Machinery Corp. . , . Beverly, Mass. 
90179 U.S. Rubber Co. , Consumer Ind. & 

Plastics Prod. Div Passaic, N.J. 

90365 Belleville Speciality Tool Mfg. , Inc. 

Belleville, 111. 

90763 United Carr Fastener Corp Chicago, 111. 

90970 Bearing Engineering Co. . . . San Francisco, Cal. 
91146 ITT Cannon Elect. Inc. , Salem Div, 

Sfeilem, Mass. 

91260 Connor Sjpring Mfg. Co. . , . San Francisco, Cal. 
91345 Miller Dial & Nameplate Co. ... El Monte, Cal. 

91418 Radio Materials Co Chicago, 111. 

91506 Augat Inc Attleboro, Mass. 

91637 Dale Electronics, Inc Columbus, Nebr. 

91662 Elco Corp Willow Grove, Pa. 

91673 Epiphone Inc New York, N. Y. 

91737 Gremar Mfg, Co., Inc Wakefield, Mass. 

91827 K F Development Co Redwood City, Cal, 

91886 Malco Mfg. , Inc Chicago, 111. 



Code 

No. Manufacturer Address 



91929 Honeywell Inc. , Micro Switch Division 

Freeport, III. 

91961 Nahm-Bros. Spring Co Oakland, Cal, 

92180 Tru-Connector Corp Peabody, Mass. 

92367 Elgeet Optical Co. , Inc Rochester, N. Y. 

92607 Tensolite Insulated Wire Co. , Inc. 

Tarrytown, N. Y. 

92702 IMC Magnetics Corp. . . .Westbury, L. I, , N.Y. 

92966 Hudson Lamp Co Kearney, N.J. 

93332 Sylvania Electric Prod. Inc. , 

Semiconductor Div Woburn, Mass. 

93369 Robbins & Myers Inc. . . . Pallisades Park, N.J. 
93410 Stemco Controls, Div. of Essex 

Wire Corp Mansfield, Ohio 

93632 Waters Mfg. Co Culver City, Cal. 

93929 G. V. Controls Livingston, N.J. 

94137 General Cable Corp Bayonne, N.J, 

94144 Raytheon Co. , Comp. Div. , 

Ind. Comp. Operations Quincy, Mass. 

94148 Scientific Electronics 

Products, Inc Loveland, Colo. 

94154 Wagner Elect. Corp. , 

Tung-Sol Div Newark, N.J. 

94197 Curtiss-Wright Corp. , 

Electronics Div East Patterson, N.J. 

94222 South Chester Corp Chester, Pa. 

94330 Wire Cloth Products, Inc Bellwood, 111. 

94375 Automatic Metal Products Co, . Brooklyn, N.Y. 
94682 Worcester Pressed Aluminum Corp, 

Worcester, Maas, 

94696 Magnecraft Electric Co Chicago, 111. 

95023 George A. Philbrick Researchers, Inc. 

Boston, Mass. 

95146 Alco Elect. Mfg. Co Lawrence, Mass. 

95236 Allies Products Corp Diania, Fla. 

95238 Continental Connector Corp. . . Woodside, N.Y. 

95263 Leecraft Mfg. Co., Inc Long Island, N.Y. 

95265 National Coil Co Sheridan, Wyo. 

95275 Vitramon, Inc Bridgeport, Conn. 

95348 Gordos Corp Bloomfield, N.J. 

95354 Methode Mfg. Co Rolling Meadows, 111. 

95566 Arnold Engineering Co Marengo, 111. 

95712 Dage Electric Co. , Inc Franklin, Ind. 

95984 Siemon Mfg, Co Wayne, 111. 

95987 Weckesser Co Chicago, III. 

96067 Microwave Assoc. , West, Inc. . Sunnyvale, Cal, 



Code 

No. Manufacturer Address 

96095 Hi-Q Div. of Aerovox Corp Olean, N, Y. 

96256 Thordarson-Meissner Inc. . , , Mt. Carmel, 111. 

96296 Solar Mfg, Co Los Angeles, Cal. 

96396 Microswitch, Div. of 

Minn. -Honeywell Freeport, III. 

96330 Carlton Screw Co Chicago, 111. 

96341 Microwave Associates, Inc. . Burlington, Mass. 

96501 Excel Transformer Co Oakland, Cal, 

96508 Xcelite, Inc Orchard Park, N.Y. 

96733 San Fernando Elec, Mfg. Co. San Fernando, Cal. 

96881 Thomson Ind. Inc Long Island, N.Y. 

97464 Industrial Retaining Ring Co. . . Irvington, N.J. 
97539 Automatic & Precision Mfg. . . Englewood, N.J. 

97979 Reon Resistor Corp Yonkers, N. Y, 

97983 Litton System Inc, , Adler-Westrex 

Commun. Div New Rochelle, N.Y. 

98141 R-Tronics, Inc Jamaica, N.Y. 

98159 Rubber Teck, Inc Gardena, Cal. 

98220 Hewlett-Packard Co. , 

Medical Elec. Div Pasadena, Cal. 

98278 Microdot, Inc So. Pasadena, Cal, 

98291 Sealectro Corp Mamaronech, N.Y. 

98376 Zero Mfg, Co Burbank, Cal. 

98410 Etc Inc Cleveland, Ohio 



98731 General Mills Inc. , Electronics Div. 

Minneapolis, Minn. 

98734 Paeco Division of Hewlett-Packard Co, 

Palo Alto, Cal. 

98821 North Hills Electronics, Inc. . Glen Cove, N.Y. 
98978 International Electronic Research Corp. 

Burbank, Cal. 

99109 Columbia Technical Corp. , , . New York, N.Y. 

99313 Varian Associates Palo Alto, Cal. 

99378 Atlee Corp Winchester, Mass, 

99515 Marshall Ind. , Capacitor Div. . Monrovia, Cal, 
99707 Control Switch Division, Controls Co, 

of America El Segundo, Cal. 

99800 Delevan Electronics Corp. . East Aurora, N.Y. 

99848 Wilco Corporation Indianapolis, Ind. 

99928 Branson Corp Whippany, N.J. 

99934 Rembrandt, Inc Boston, Mass. 

99942 Hoffman Electronics Corp. , 

Semiconductor Division £I Monte, Cal. 

99957 Technology-Instrument Corp. 

of California Newbury Park, Cal. 



The following HP Vendors have no number assigned in the latest supplement to the Federal Supply Code for Manufacturers Handbook. 



OOOOF Malco Tool and Die Los Angeles, Calif. 

OOOOZ Willow Leather Products Corp. . . Newark, N.J, 

OOOAB ETA England 

OOOBB Precision Instrument Comp. Co. Van Nuys, Cal. 



OOOCS Hewlett-Packard Co. . Colorado 

Springs Div. . . . Colorado Springs, Colorado 
OOOMM Rubber Eng. & Development . . .Hayward, Cal. 
OOONN A "N” D Mfg. Co. San Jose, Cal. 



OOOQQ Cooltron Oakland, Cal. 

OOOWW California Eastern Lab Burlington, Cal. 

OOOYY S.K. Smith Co Los Angeles, Cal. 



SUPPLEMENTAL CODE LIST OF MANUFACTURERS 
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ELECTRONIC 



SALES & SERVICE OFFICES 



UNITED STATES 



ALABAMA 

P.O. Box 4207 

2003 Byrd Spring Road S.W. 
Huntsville 35802 
Teh (205) B81-4591 
TWX; 810-726-2204 

ARIZONA 

2336 E. Magnolia St. 

Phoenix 85034 
Tel: (602) 244-1361 
TWX: 910-951-1330 

5737 East Broadway 
Tucson 85711 
Teh (602) 298-2313 
TWX: 910-952-1162 

CALIFORNIA 

1430 East Orangethorpe Ave. 
Fullerton 92631 
Tel: (714) 870-1000 
TWX: 910-592-1288 

3939 Lankershlm Boulevard 
North Hollywood 91604 
Tel: (213) 877-1282 
TWX: 910-499-2170 

6305 Arizona Place 
Los Angeles 90045 
Tel: (213) 649-2511 
TWX: 910-328-6148 

1101 Embarcadero Road 
Palo Alto 94303 
Tel: (415) 327-6500 
TWX; 910-373-1280 

2220 Watt Ave. 

Sacramento 95825 
Tel: (916) 482-1463 
TWX: 910-367-2092 

9606 Aero Drive 
San Diego 92123 
Tel: (714) 279-3200 
TWX; 910-335-2000 

COLORADO 

7965 East Prentice 
Englewood 80110 
Tel: (303) 771-3455 
TWX; 910-935-0705 



CONNECTICUT 

12 Lunar Drive 
New Haven 06525 
Tel: (203) 389-6551 
TWX: 710-465-2029 

FLORIDA 

P.O. Box 24210 
2806 W. Oakland Park Blvd. 
Ft. Lauderdale 33307 
Tel: (305) 731-2020 
TWX: 510-955-4099 

P.O. Box 13910 
6177 Lake Ellenor Or. 
Orlando, 32809 
Tel: (305) 859-2900 
TWX: 810-850-0113 

GEORGIA 

P.O. Box 28234 
450 Interstate North 
Atlanta 30328 
Teh (404) 436-6181 
TWX: 810-766-4890 

HAWAII 

2875 So. King Street 
Honolulu 96814 
Tel: (808) 955-4455 

ILLINOIS 
5500 Howard Street 
Skokie 60076 
Tel: (312) 677-0400 
TWX: 910-223-3613 

INDIANA 

3839 Meadows Drive 
Indianapolis 46205 
Tel: (317) 546-4891 
TWX: 810 341-3263 

LOUISIANA 

P.O. Box 856 
3239 Williams Boulevard 
Kenner 70062 
Tel: (504) 721-6201 
TWX: 810-955-5524 



MARYLAND 

6707 Whitestone Road 
Baltimore 21207 
Teh (301) 944-5400 
TWX: 710-862-9157 

P.O. Box 1648 
2 Choke Cherry Road 
Rockville 20850 
Teh (301) 948-6370 
TWX: 710-828-9684 

MASSACHUSETTS 

32 Hartwell Ave. 

Lexington 02173 
Tel: (617) 861-8960 
TWX: 710-326-6904 

MICHIGAN 

21840 West Nine Mile Road 
Southfitid 48075 
Teh (313) 353-9100 
TWX: 810-224-4882 

MINNESOTA 

2459 University Avenue 
St. Paul 55114 
Tel: (612) 645-9461 
TWX: 910-563-3734 

MISSOURI 

11131 Colorado Ave. 

Kansas City 64137 
Tel: (816) 763-8000 
TWX: 910-771-2087 

148 Weldon Parkway 
Maryland Heights 63043 
Tel: (314) 567-1455 
TWX; 910-764-0830 

•NEVADA 
Las Vegas 

Tel: (702) 382-5777 

NEW JERSEY 

W. 120 Century Road 
Paramus 07652 
Tel: (201) 265-5000 
TWX: 710-990-4951 
1060 N. Kings Highway 
Cherry Hill 08034 
Tel: (609) 667-4000 
TWX: 710-892-4945 



NEW MEXICO 

P.O. Box 8366 
Station C 

6501 Lomas Boulevard N.E. 
Albuquerque 87108 
Tel: (505) 265-3713 
TWX; 910-989-1665 

156 Wyatt Drive 
Las Croces 88001 
Tel: (505) 526-2485 
TWX: 910-983-0550 

NEW YORK 

6 Automation Lane 
Computer Park 
Albany 12205 
Teh (518) 458-1550 
TWX: 710-441-8270 

1219 Campville Road 
Endicott 13760 
Teh (607) 754-0050 
TWX: 510-252-0890 

New York City 

Manhattan, Bronx 
Contact Paramus, NJ Office 
Teh (201) 265-5000 
Brooklyn, Queens, Richmond 
Contact Woodbury, NY Office 
Teh (516) 921 0300 

82 Washington Street 
Poughkeepsie 12601 
Tel: (914) 454-7330 
TWX: 510-248-0012 

39 Saginaw Drive 
Rochester 14623 
Teh (716) 473-9500 
TWX: 510-253-5981 

5858 East Molloy Road 
Syracuse 13211 
Tel: (315) 454-2486 
TWX: 710-541 0482 

1 Crossways Park West 
Woodbury 11797 
Teh (516) 921-0300 
TWX; 510-221-2168 



NORTH CAROLINA 

P.O. Box 5188 
1923 North Main Street 
High Point 27262 
Teh (919) 885-8101 
TWX: 510-926-1516 

OHIO 

25575 Center Ridge Road 
Cleveland 44145 
Tel: (216) 835-0300 
TWX: 810-427-9129 

3460 South Dixie Drive 
Dayton 45439 
Tel: (513) 298-0351 
TWX; 810-459-1925 

1120 Morse Road 
Columbus 43229 
Teh (614) 846-1300 

OKLAHOMA 

P.O. Box 32008 
Oklahoma City 73132 
Teh (405) 721-0200 
TWX: 910-830-6862 

OREGON 

17890 SW Boones Ferry Road 
Tualatin 97062 
Teh (503) 620-3350 
TWX: 910-467-8714 

PENNSYLVANIA 

2500 Moss Side Boulevard 
Monroeville 15146 
Tel: (412) 271-0724 
TWX: 710-797-3650 

1021 8th Avenue 

King of Prussia Industrial Park 

King of Prussia 19406 

Tel: (215) 265-7000 

TWX: 510-660-2670 

RHODE ISLAND 

873 Waterman Ave. 

East Providence 02914 
Teh (401) 434-5535 
TWX: 710-381-7573 

•TENNESSEE 

Memphis 

Tel: (901) 274-7472 



CANADA 



ALBERTA 

Hewlett-Packard (Canada) Ltd. 
11748 Kingsway Ave. 

Edmonton 

Tel: (403) 452-3670 
TWX; 610-831-2431 



BRITISH COLUMBIA 

Hewlett-Packard (Canada) Ltd. 
4519 Canada Way 
North Burnaby 2 
Tel: (604) 433-8213 
TWX; 610-922-5059 



MANITOBA 

Hewlett-Packard (Canada) Ltd. 
513 Century St. 

Winnipeg 

Teh (204) 786-7581 
TWX; 610-671-3531 



NOVA SCOTIA 

Hewlett-Packard (Canada) Ltd. 
2745 Dutch Village Rd. 

Suite 206 

Halifax 

Teh (902) 455-0511 
TWX; 610-271-4482 



ONTARIO 

Hewlett-Packard (Canada) Ltd. 
1785 Woodward Dr. 

Ottawa 3 

Teh (613) 255-6180, 255-6530 
TWX: 610-562-8968 

Hewlett-Packard (Canada) Ltd. 
50 Galaxy Blvd. 

Rexdale 

Tel: (416) 677-9611 
TWX; 610-492-4246 



SOUTH AMERICA 



CENTRAL AND 

ARGENTINA 

Hewlett-Packard Argentina 
S.A.C.e.l 

Lavalle 1171 - 3" 

Buenos Aires 

Tel: 35-0436, 35-0627, 35-0341 
Telex: 012-1009 
Cable: HEWPACK ARG 

BRAZIL 

Hewlett-Packard Do Brasil 
I.E.C. LTDA. 

Rua Frei Caneca 1119 
01307-Sao Paulo - 3, SP 
Teh 288-7111, 287-5858 
Cable; HEWPACK Sao Paulo 

Hewlett-Packard Do Brasil 
l.E.C. LTDA. 

Praca Dorn Feliciano 78 
Salas 806/808 
9000-Porto Alegre RS 
Rio Grande do Sul (RS)-Brasil 
Tel: 25-8470 

Cable; HEWPACK Porto Alegre 

Hewlett-Packard Do Brasil 
I.E.C, LTDA. 

Rua da Matriz 29 
2000-Rio de Janeiro, GB 
Tel: 266-2643 

Cable: HEWPACK Rio de Janeiro 



BOLIVIA 

Stambuk & Mark (Bolivia) LTDA. 
Av. Mariscal, Santa Cruz 1342 

La Paz 

Tel: 40626, 53163, 52421 
Telex; 3560014 
Cable; BUKMAR 

CHILE 

Hector CalcagnI y Cia, Ltda. 
Casilla 16.475 

Santiago 

Tel: 423 96 

Cable; CALCAGNI Santiago 

COLOMBIA 

Instrumentacidn 

Henrik A. Langebaek & Kier S.A. 
Carrera 7 No. 48-59 
Apartado A4reo 6287 
Bogota, 1 D.E. 

Tel: 45-78-06, 45-55-46 
Cable: AARIS Bogota 
Telex: 44400INSTCO 

COSTA RICA 

Lie. Alfredo Gallegos Gurdiin 

Apartado 10159 

San Jos6 

Tel: 21-86-13 

Cable: GALGUR San Jos6 



ECUADOR 

Laboratorlos de Radio-Ingenieria 
Calle Guayaquil 1246 
Post Office Box 3199 

Quito 

Teh 212-496; 219-185 
Cable: HORVATH Quito 

EL SALVADOR 

Electronic Associates 
Apartado Postal 1682 
Centro Comercial Gigante 
San Salvador, El Salvador C.A. 
Paseo Escalon 4649-4° Piso 
Tel: 23-44-60, 23-32-37 
Cable: ELECAS 

GUATEMALA 

IPESA 

5a via 2-01, Zona 4 
Guatemala City 
Tel: 63-6-27 & 64-7-86 
Telex: 4192 TELTRO GU 

MEXICO 

Hewlett-Packard Mexicana, S.A. 
de C.V. 

Adolfo Prieto 622 
Col. del Valle 
Mexico 12, D.F. 

Teh 543-4232: 523-1874 
Telex; 017-74-507 



NICARAGUA 

Roberto TerSn G. 

Apartado Postal 689 

Edificio TerSn 

Managua 

Teh 3451, 3452 

Cable; ROTERAN Managua 

PANAMA 

Electrdnico Balboa, S.A. 

P.O. Box 4929 

Ave. Manuel Espinosa No. 13-50 
Bldg. Alina 
Panama City 

Tel: 230833 

Telex: 3481003, Curundu, 

Canal Zone 

Cable; ELECTRON Panama City 

PARAGUAY 

Z.J. Melamed S.R.L. 

Division: Aparatos y Equipos 
Medicos 

Saldn de Exposicidn y Escritorio; 
Chile 482 

Edificio Victoria— Planta Baja 
Asuncion, Paraguay 
Tel: 4-5069, 4-6272 
Cable; RAMEL 



PERU 

Compadia Electro M^dica S.A. 
Ave. Enrique Canaual 312 
San Isidro 
Casilla 1030 

Lima 

Tel: 22-3900 
Cable: ELMED Lima 

PUERTO RICO 

San Juan Electronics, Inc. 
P.O. Box 5167 
Ponce de Leon 154 
Pda, 3-PTA de Tierra 
San Juan 00906 

Tel: (809) 725-3342, 722-3342 
Cable; SATRONICS San Juan 
Telex: SATRON 3450 332 



TEXAS 

P.O. Box 1270 
201 E. Arapaho Rd. 

Richardson 75080 
Teh (214) 231-6101 
TWX; 910-867-4723 
P.O. Box 27409 
6300 Westpark Drive 
Suite 100 
Houston 77027 
Teh (713) 781-6000 
TWX: 910-881-2645 
231 Billy Mitchell Road 
San Antonio 78226 
Teh (512) 434-4171 
TWX; 910-871-1170 

UTAH 

2890 South Main Street 
Salt Lake City 84115 
Teh (801) 487-0715 
TWX; 910-925-5681 

VIRGINIA 

P.O. Box 6514 
2111 Spencer Road 
Richmond 23230 
Tel: (703) 285-3431 
TWX: 710-956-0157 

WASHINGTON 

433 108th N.E. 

Bellevue 98004 
Teh (206) 454-3971 
TWX: 910-443-2303 

•WEST VIRGINIA 
Charleston 

Tel: (304) 768-1232 

WISCONSIN 

9431 W. Beloit Road 
Suite 117 
Milwaukee 53227 
Tel: (414) 541-0550 

FOR U.S. AREAS NOT 
LISTED: 

Contact the regional office near- 
est you: Atlanta, Georgia . . . 
North Hollywood, California . . . 
Paramus, New Jersey . . , Skokie, 
Illinois. Their complete ad- 
dresses are listed above. 
•Service Only 



QUEBEC 

Hewlett-Packard fCanada) Ltd. 

275 Hymus Boulevard 

Pointt Claire 

Tel: (514) 697-4232 

TWX: 610-422-3022 

Telex; 01-20607 

FOR CANADIAN AREAS NOT 
LISTED: 

Contact Hewlett-Packard (Can- 
ada) Ltd. in Pointe Claire, at 
the complete address listed 
above. 



URUGUAY 

Pablo Ferrando S.A. 

Comercial e Industrial 
Avenida Italia 2877 
Casilla de Correo 370 

Montevideo 

Teh 40-3102 

Cable; RADIUM Montevideo 

VENEZUELA 

Hewlett-Packard De Venezuela 
C.A. 

Apartado 50933 
Caracas 

Teh 71.88.05, 71.88.69, 71.99.30 
Cable; HEWPACK Caracas 
Telex: 21146 HEWPACK 

FOR AREAS NOT LISTED, 

CONTACT: 

Hewlett-Packard 
Inter-Americas 
3200 Hillview Ave. 

Palo Alto, California 94304 
Tel: (415) 493-1501 
TWX: 910-373-1267 
Cable; HEWPACK Palo Alto 
Telex; 034-8300, 034-8493 
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EUROPE 



AUSTRIA 

Hewlett Pacl(ard Ges.m.d.H 

Handelska 52/3 

P.0, Box 7 

A-1205 Vienna 

Tel: (0222) 33 66 06 to 09 

Cable: HEWPAK Vienna 

Telex; 75923 hewpak a 

BELGIUM 

Hewlett-Packard Benelux 
S.A./N.V. 

Avenue du Col-Vert, 1 
8-1170 Brussels 
Tel: (02) 72 22 40 
Cable; PALOBEN Brussels 
Telex; 23 494 paioben bru 

DENMARK 

Hewlett-Packard A/S 
Datavej 33 
DK-3460 Birkerod 
Tef; (01) 81 66 40 
Cable: HEWPACK AS 
Telex; 166 40 hp as 

Hewlett-Packard A/S 
Torvet 9 

DK-8600 Silkeborg 
Tel: (06) 82-71-66 
Telex.- 166 40 hp as 
Cable: HEWPACK AS 

FINLAND 

Hewlett-Packard Oy 
Bulevardi 26 
P.O. Box 12185 
SF-Q0120 Helsinki 12 
Tel: (90) 13730 
Cable: HEWPACKOY Helsinki 
Telex; 12-15363 hel 

FRANCE 

Hewlett-Packard France 
Quartier de Courtaboeuf 
Bolte Postale No. 6 
F-91401 Oriay 
Tel; (1) 907 78 25 
Cable: HEWPACK Orsay 
Telex; 60048 



Hewlett-Packard France 
4 Quai des Elroits 
F-69321 Lyon Cedex i 
Tel: 78i 42 63 45 
Cable: HEWPACK Lyon 
Telex: 31617 

Hewlett-Packard France 
29 rue de la Care 
F-31700 Blagnac 
Tel: (61) 85 82 29 
Telex; 51957 

GERMAN FEDERAL 
REPUBLIC 

Hewlett-Packard GmbH 
Vertriebsientrale Frankfurt 
Bernerstrasse 117 
Postfach 560 140 
D-6000 Frankfurt 56 
Tel: (0611) 50 04-1 
Cable; HEWPACKSA Frankfurt 
Telex: 41 32 49 fra 
Hewlett-Packard GmbH 
Vertriebsburo Bbblingen 
Herrenbergerstrasse 110 
D-7030 Bdblingen, WOrltemberg 
Tel: (07031) 66 72 87 
Cable: HEPAK Boblingen 
Telex; 72 65 739 bbn 

Hewlett-Packard GmbH 
Vertriebsburo Dtisseldorf 
Vogelsanger Weg 38 
D-40O0 Diisseldorf 
Tel: (021 1) 63 80 31/35 
Telex: 85/86 533 hpdd d 

Hewlett-Packard GmbH 
Vertriebsburo Hamburg 
Wendenstr. 23 
D-2000 Hamburg 1 
Tel: (0411) 24 05 51/52 
Cable; HEWPACKSA Hamburg 
Telex: 21 63 032 hphh d 



Hewlett-Packard GmbH 
Vertriebsburo Munchen 
Unterhachinger Strasse 28 
I SAP Center 

0-8Q12 Ottohrunn 
Tel: (0811) 601 30 61/7 
Telex: 52 49 85 
Cable: HEWPACKSA MUcherr 

(West Berlin) 

Hewlett-Packard GmbH 
Vertriebsburo Berlin 
Wilmersdorter Strasse 113/114 

0- 1000 Berlin W. 12 
Tel: (031!) 3137046 
Telex: IS 34 05 hpbln d 

GREECE 

Kostas Karayannis 
18, Ermou Street 
GR-Athens 126 
Tel: 3230-303 
Cable: RAKAR Athens 
Telex; 21 59 62 rkar gr 

IRELAND 

Hewlett-Packard Ltd. 

224 Bath Road 
GB-Slough, SLl 4 OS. Bucks 
Tel: Slough (0753) 33341 
Cable: HEWPIE Slough 
Telex; 84413 
Hewlett-Packard Ltd. 

The Graftons 
Stamford New Road 
Altrincham, Cheshire, England 
Tel: (061) 928-8626 
Telex: 668068 

ITALY 

Hewlett-Packard Ifaliana Sp.A. 
Via Amerigo Vespucci 2 

1- 20124 Milan 

Tel: (2) 6251 {10 lines) 

Cable: HEWPACKIT Milan 
Telex: 32046 

Hewlett-Packard ltaliar\a S.p.A. 
Piarra Marconi 

I-00I44 Rome - Euf 
Tel: (6) 5912544/5, 5915947 
Cable: HEWPACKIT Rome 
Tetex 61S14 



Hewlett-Packard Italiana S.p.A. 
Vicolo Pastori, 3 
1-35100 Padova 
Tel: (49) 66 40 62 
Telex: 32046 via Milan 

Hewlett-Packard Italiana S.p.A, 

Via Colli. 24 

I-I0129 Turin 

Tel (ID 53 32 64 

Telex: 32046 via Milan 

LUXEMBURG 

Hewlett-Packard Benelux 
SA./N.V 

Avenue du Col-Vert, 1 
0-1170 Brussels 
Tel: (03/02) 72 22 40 
Cable: PALOBEN Brussels 
Telex; 23 494 

NETHERLANDS 

Hewlett-Packard Benelux, N V. 

Weerdestein 117 

P.O. Box 7325 

NL-Amsterdam, Z 11 

Tel: (020) 42 77 77 

Cable: PALOBEN Amsterdam 

Telex; 13 216 hepa nl 

NORWAY 

Hewlett-Packard Norge A/S 
Nesveien i3 
Box 149 
N-1344 Haslum 
Tel: (02) 53 83 60 
Telex: 16621 hpnas n 

PORTUGAL 

Telectra-Empresa T^cnica de 
ElSclricos S.a.r.l. 

Rua Rodrigo da Fonseca 103 

P.O. Box 2531 

P-Llsbon 1 

Tel: (19) 68 BO 72 

Cable: TELECTRA Lisbon 

Telex: 1598 



SPAIN 

Hewlett-Packard Espanola. S A 

lerer No 8 

E-Madrid 16 

Tel: 458 26 00 

Telex, 23515 hpe 

Hewlett-Packard Espanoia, S.A. 

Milanesado 21-23 

E-Barcelona 17 

Tel [3t 203 62 00 

Telex: 52603 hpbe e 

SWEDEN 

Hewlett-Packard Sverige A0 

Enighetsvagen 1-3 

Fack 

S-I61 20 Bromma 20 
Tel: (08) 98 12 50 
Cable: MEASUREMENTS 
Stockholm 
Telex: 10721 

Hewlett-Packard Sverige A0 
Hagakersgatan 9C 
S-431 41 Mdindal 
Tei (031) 27 68 00. 01 
Telex: 21 312 hpmindl s 

SWITZERLAND 

Hewlett Packard (Schweir) AG 
Zurcherstrasse 20 
P.O. Box 64 

CH-8952 Schlieren Zurich 
Tel: (01) 98 18 21 24 
Cable: HPAG CH 
Telex: 53933 hpag ch 
Hewlett-Packard (Schweir) AG 
9, Chemin Louis-Pictet 
CH-1214 Vernier— Geneva 
Tel: (022) 4t 4950 
Cable: HEWPACKSA Geneva 
Telex: 27 333 hpsa ch 

TURKEY 

Telekom Engineering Bureau 

Saglik Sok No. 15/1 

Ayaspasa-Beyoglu 

P.O. Box 437 fleyoglu 

TR Istanbul 

Tel: 49 40 40 

Cable: TELEMATION Istanbul 



UNITED KINGDOM 

Hewlett-Packard Ltd. 

224 Bath Road 
G0-Slough, SLl 4 DS, Bucks 
Tel: Slough (0753) 33341 
Cable: HEWPIE Slough 
Telex; 34413 
Hewlett-Packard Ltd. 

"The Graftons" 

Stamford New Road 
GB-Altrincham, Cheshire 
Tel: (061) 928-8626 
Telex: 668068 

Hewlett-Packard Ltd's registered 
address for V.A.T. purposes 
only; 

70, Finsbury Pavement 
London, EC2A1SX 
Registered No: 69057 

SOCIALIST COUNTRIES 
PLEASE CONTACT: 

Hewlett-Packard Ges.m.b.H. 

Handelskai 52/3 

P.O. Box 7 

a- 1205 Vienna 

Ph (0222) 33 66 06 to 09 

Cable HEWPACK Vienna 

Telex: 75923 hewpak a 

ALL OTHER EUROPEAN 
COUNTRIES CONTACT: 

Hewlett-Packard S.A. 

Rue du Bois-du-Lan 7 
P.O. Box 35 

CH-1217 Meyrin 2 Geneva 
Switzerland 
Tel: (022) 41 54 00 
Cable; HEWPACKSA Geneva 
Telex: 2 24 86 



AFRICA, ASIA, AUSTRALIA 



ANGOLA 

Telectra Empresa TSenia 
de Equipamentos Eldctricos 
SAR 

Rua de Barbosa Rodrigues 
42-1° 

Box 6487 
Luanda 

Cable; TELECTRA Luanda 

AUSTRALIA 

Hewlett-Packard Australia 
Pty. Ltd. 

22-26 Weir Street 
Glen Iris, 3146 
Victoria 

Tel: 20-1371 (6 lines) 

Cable; HEWPARD Melbourne 
Telex: 31 024 

Hewlett-Packard Australia 
Pty. Ltd. 

Corner Bridge & West Streets 
Pymble, New South Wales, 2073 
Tel: 449 6566 
Cable: HEWPARO Sydney 
Telex: 21561 

Hewlett-Packard Australia 
Pty, Ltd. 

97 Churchill Road 
Prospect 5082 
South Australia 
Tel: 65-2366 

Cable: HEWPARD Adelaide 

Hewlett Packard Australia 
Pty. Ltd. 

2nd Floor, Suite 13 
Casablanca Buildings 
196 Adelaide Terrace 
Perth, W.A. 6000 
Tel: 25-6800 
Cable- HEWPARD Perth 

Hewlett-Packard Australia 
Pty. Ltd. 

10 Woolley Street 
P.O. Box 191 
Dickson A.C.T. 2602 
Tel: 49-8194 

Cable.- HEWPARD Canberra ACT 

Hewlett-Packard Australia 
Pty. Ltd. 

2nd Floor, 49 Gregory Terrace 
Brisbane, Queensland, 4000 
Tel; 29 1544 

CEYLON 

United Electricals Ltd. 

P.O, Box 681 
60, Park St. 

Colombo 2 
Tel: 26696 

Cable: HOTPOINT Colombo 



CYPRUS 

Kypronlcs 

19 Gregorios i Xenopoulos Road 
P.O. Box 1152 
CY-Nicosia 
Tel: 45623/29 

Cable: KYPRONKS PANDEHIS 

ETHIOPIA 

African Salespower A Agency 
Private Ltd., Co. 

P. 0, Box 718 
58/59 Cunningham St. 

Addis Ababa 
Tel: 12285 

Cable: ASACO Addisababa 

HONG KONG 

Schmidt & Co. (Hong Kong) Ltd. 
P.O. Box 297 

1511, Prince's Building 15th Floor 

10, Chater Road 

Hong Kong 

Tel: 240168, 232735 

Cable: SCHMIDTCO Hong Kong 

INDIA 

Blue Star Ltd. 

Kasturi Buildings 
Jamshedji Tata Rd. 

Bombay 400 020 
Tel: 29 50 21 
Telex: 3751 
Cable: BLUEFROST 

Blue Star L;d. 

Band Box House 
Prabhadevi 
Bombay 400 025 
Tel: 45 73 01 
Telex: 3751 
Cable- BLUESTAR 

Slue Star Ltd. 

14/40 Crvil Lines 
Kampur 208 001 
Tel: 6 88 82 
Cable.- BLUESTAR 

Blue Star. Ltd. 

7 Hare Street 
P.O Box 506 
Calcutta 700 001 
Tel: 23-0131 
Telex: 655 
Cable: BLUESTAR 

Blue Star Ltd. 

Blue Star House. 

34 Ring Road 
Lajpat Nagar 
New Delhi no 024 
Tel. 62 32 76 
Telex: 463 
Cable BLUESTAR 

Blue Star, Ltd. 

Blue Star House 
11 '1 lA Magarath Road 
Bangalore 560 025 
Tel. 51473 
Telex 430 
Cable BLUESTAR 



Blue Star, Ltd. 

M-117/1 
Sarojini Devi Road 
Secunderabad 500 003 
Tel: 7 63 91, 7 73 93 
Cable: BLUEFROST 
Telex: 459 
Blue Star, Ltd. 

23/24 Second Line Beach 
Madras 600 001 
Tel: 2 39 55 
Telex: 379 
Cable: BLUESTAR 
Blue Star, Ltd. 

IB Kaiser Bungalow 
Dindli Road 
Jamshedpur 831 OOl 
Tel: 38 04 
Cable: BLUESTAR 
Telex: 240 

INDONESIA 

Bah Bolon Trading Coy. N.V. 
Djalah Merdeka 29 
Bandung 

Tel: 4915; 51560 
Cable: ILMU 
Telex: 08-809 

IRAN 

Multicorp International Ltd. 

Avenue Soraya 130 

P.O. Box 1212 

IR-Teheran 

Tel: 33 10 35-39 

Cable: MULTICORP Tehran 

Telex: 2893 MCI TN 

ISRAEL 

Electronics & Engineering 
Div. of Motorola Israel Ltd. 
17 Amlnadav Street 
Tel-Aviv 

Tel: 36941 (3 lines) 

Cable: BASTEL Tel-Aviv 
Telex: 33569 

JAPAN 

Yokogawa-Hewlett-Packard Ltd. 

Ohashi Building 

1-59-1 Yoyogi 

Shlbuya-ku, Tokyo 

Tel: 03-370-2281/92 

Telex: 232 2024YHP 

Cable- YHPMARKET TDK 23-7?.} 

Yokogawa-Hewlett-Packard Ltd. 
Nisei Ibaragi Bldg. 

2 2-8 Kasuga 
Ibaragi-Shi 

Osaka 

Tel: (0726) 23-1641 
Telex: 5332-385 YHP OSAKA 

Yokogawa-Hewlett-Packard Ltd. 
Nakamo Building 
No, 24 Kamisasazima-cho 
Nakamura-ku, Nagoya City 
Tel- (052- 571-5171 



Yokogawa-Hewlett-Packard Ltd. 
Nitto Bldg. 

2-4-2 Shinohara-Kita 
Kohoku-ku 
Yokohama 222 
Tel: 045-432-1504 
Telex: 382-3204 YHP YOK 

Yokogawa-Hewlett-Packard Ltd. 
Chuo Bldg. 

Rm. 603 3. 

2-Chome 

IZUMI-CHO, 

Mito, 310 
Tel: 0292-25-7470 
KENYA 
Kenya Kinetics 
P.O. Box 18311 
Nairobi, Kenya 
Tel: 57726 
Cable: PROTON 
KOREA 

Amtraco Corporation 
Industrial Products Div. 

Seoul P.O. Box 1103 
8th floor, DaeKyung Bldg. 

107 Sejong Ro 
Chongro-Ku, Seoul 
Tel: 73-8924-7 
Cable: AMTRACO Seoul 
LEBANON 

Constantin E. Macridis 
P.O. Box 7213 
RL-Beirut 
Tel: 220846 

Cable: ELECTRONUCLEAR Beirut 

MALAYSIA 

MECOMB Malaysia Ltd. 

2 Lorong 13/6A 
Section 13 

Petaling Jaya. Selangor 
Cable.- MECOMB Kuala Lumpur 
MOZAMBIQUE 
A. N. Goncalves, LDA. 

4.1 Apt, 14 Av. D. Luis 
P.O, Box 107 
Lourenco Marques 
Telex: 6-203 NEGON MO 
Cable: NEGON 
NEW ZEALAND 
Hewlett-Packard (N.Z.) Ltd 
94-96 Dixson St. 

P.O. Box 9443 
Courtenay Place 
Wellington, N.Z. 

Tel: 56-559 

Telex 6-203 NEGON MU 
Cable: HEWPACK Wellington 
Hewett Packard (N.Z.) Ltd. 

Box 51092 
Pukuranga 
Tel: 56-9837 

Cable; HEWPACK, Auckland 

NIGERIA 

Teil (MesaCom Division) 

25 Mofonll St, Suru-Lere, 

P.O. Box 5705 
Lagos 

Cable: THETEIL LAGOS 



PAKISTAN 

Mushko & Company, Ltd. 
Gasman Chambers 
Abdullah Haroon Road 

Karachi 3 

Tel: 511027, 512927 
Cable: COOPERATOR Karachi 

Mushko & Company, Ltd. 

38B, Satellite Town 

Rawalpindi 

Tel: 41924 

Cable: FEMUS Rawalpindi 

PHILIPPINES 

Electromex Inc. 

5th Floor, Architects 
Center Bldg. 

Ayala Ave., Makati. Rizal 
C.C.P.O. Box 1028 
Makati, Rizal 
Tel: 86-18-87, 87-76-77 
Cable: ELEMEX Manila 

SINGAPORE 

Mechanical and Combustion 
Engineering Company Ltd. 

9, Jalan Kllang 

Red Hill Industrial Estate 

Singapore, 3 

Tel: 642361-3; 632611 

Cable; MECOMB Singapore 

Hewlett-Packard Far East 
Area Office 
P.O. Box 87 
Alexandra Post Office 
Singapore 3 
Tel: 633022 

Cable: HEWPACK SINGAPORE 

SOUTH AFRICA 

Hewlett Packard South Africa 
(Pty.), Ltd. 

P.O. Box 31716 

Braamfontein Transvaal 

Milnerton 

30 De Beer Street 

Johannesburg 

Tel: 725-2080, 725-2030 

Telex: 0226 JH 

Cable; HEWPACK Johannesburg 

Hewlett Packard South Africa 
(Pty.), Ltd. 

Breecastle House 

Bree Street 

Cape Town 

Tef: 3-6019, 3-6545 

Cable: HEWPACK Cape Town 

Telex: 5-0006 

Hewlett Packard South Africa 
(Pty. . Ltd. 

641 Ridge Road, Durban 
P.O Box 99 
Overport, Natal 
Tel. 88 6102 
Telex: 567954 
Cable: HEWPACK 



TAIWAN 

Hewlett Packard Taiwan 
39 Chung Shiao West Road 
Sec. 1 

Overseas Insurance 
Corp, Bldg. 7th Floor 

Taipei 

Tel: 389160,1,2, 37SS21, 

Ext. 240-249 

Telex: TP824 HEWPACK 

Cable: HEWPACK Taipei 

THAILAND 

UNIMESA Co., Ltd. 

Chongkoinee Building 
56 Suriwongse Road 

Bangkok 

Tel: 37956, 31300, 31307, 
37540 

Cable: UNIMESA Bangkok 

UGANDA 

Uganda Tele-Electric Co., Ltd. 
P.O. Box 4449 
Kampala 
Tel: 57279 

Cable; COMCO Kampala 

VIETNAM 

Peninsular Trading Inc. 

P.O. Box H-3 
216 Hien-Vuong 

Saigon 

Tel: 20-805, 93398 
Cable: PENTRA, SAIGON 242 

ZAMBIA 

R. J, Tilbury (Zambia) Ltd. 

P.O. Box 2792 

Lusaka 

Zambia, Central Africa 
Teh 73793 

Cable: ARJAYTEE, Lusaka 

MEDITERRANEAN AND 
MIDDLE EAST COUNTRIES 
NOT SHOWN PLEASE 
CONTACT; 

Hewlett-Packard 
Co-ordination Office for 
Mediterranean and Middle 
East Operations 
Via Marocco, 7 
1-00144 Rome-Eur, Italy 
Tel: (6) 59 40 29 
Cable: HEWPACKIT Rome 
Telex; 61514 

OTHER AREAS NOT 
LISTED, CONTACT: 

Hewlett-Packard 
Export Trade Company 
3200 Hillview Ave, 

Palo Alto, California 94304 
Tel; -415) 326-7000 
■Feb. 71 493-1501) 

TWX. 910-373-1267 
Cabie: HEWPACK Palo Alto 
Telex: 034-3300, 034-8493 
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SECTION I 

GENERAL INFORMATION 



1-1. INTRODUCTION. 

1-2. This manual contains installation and operating 
instructions as well as maintenance information which 
includes operational checks for the Model 34721 B. A 
schematic diagram, theory of operation, and trouble- 
shooting information are provided for use in maintaining 
the 34721 B BCD Module. 

1-3. DESCRIPTION. 



command” signal which indicates when the data is ready 
to be printed is also provided. 

1-5. OPERATION INFORMATION. 

1-6. Table 1-1 lists general information relating to the 
operating characteristics of the Model 34721 B. Opera- 
tional checks are provided in Section V to verify proper 
operation of your instrument. 



14. The Model 34721B converts character serial data 1-7. ACCESSORIES AVAILABLE (See Figure 1-1). 

from the 34740 A or 34750 A Display Module to parallel 

character information for output to a printer (-hp- a. 11 456 A READOUT TEST CARD - Facilitates 

Model 5055A or equivalent is required). It supplies BCD testing and troubleshooting the Model 34721 B BCD 

data, polarity, range, and function information. A “print Module. 




Figure 1-1. Accessories Available. 
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Table 1-1. Operating Information. 



BCD DATA OUTPUTS 


MAX OUTPUT RATE 


5 columns for digital decades 


Internal : 


1 column for overrange digit 


1 column for range 


1 , 2, 4, 8, and 16 Mainframe Samples/Print Cycle 


1 column for function 


Manual and External: 


2 columns for polarity 


5/s with 34740A Option 060 
8/s with 34740A Option 050 


INPUT CONTROL SIGNALS 


GENERAL 


Front Panel Lockout 




(+) Printer Holdoff 


Operating Temperature: 0° C to 50° C 


External Trigger 


Storage Temperature: -40 C to -t- 75 C 
Power: from Display Module 

r/^-vnrvvvvvvvj 


OUTPUT CONTROL SIGNAL 

Print Command 


LOGIC LEVELS 


{cautionJ 

fJL A A A X A M. A A M. A. 1 


"1 '' state = + 2.4Vto + 5V 




"0" state = 0 V to -t- 0.5 V 


Floating measurements may not be made when 


High reference: 5 V ± .25 V {1 kl2 impedance) 


using the 3472 IB BCD Module with a grounded 


Low reference: 0 V (ground) 


printer or other grounded devices. 



b. 562A-16C PRINTER CABLE — Connects the 
output of the Model 34721 B to a Model 5055A Digital 
Recorder. 

c. 11 MSA EXTENDER CABLE - Permits oper- 
ation of the Model 34721 B while separated from the 
display module or plug-on during troubleshooting. 

d. MATING CONNECTOR — Connects to 50 pin 
connector on rear panel, -hp- Part No. 1251 -0086. 
Manufactured by CINCH MANUFACTURING CO., Part 
No. 57 -30500-375. 

1-8. INSTRUMENT AND MANUAL IDENTIFI- 
CATION. 

1-9. A three-section serial number (xxxx A xxxxx) is 
used to identify your Model 34721 B. Figure 1-2 
illustrates the meaning of the three parts of the number. 



1-10. This manual is kept up-to-date with revised 
pages. If the serial number of your instrument is lower 
than the one on the title page of this manual, refer to 
the backdating information in Section 8 which adapts 
this manual to your instrument. All correspondence with 
Hewlett-Packard Company should include the complete 
serial number. 




Figure 1-2. Instrument Serial Number. 
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SECTION II 
INSTALLATION 



2-6. Referring to Figure 2-1, install the Model 34721 B 
between the Display Module and the bottom module 
using the following procedure; 



a. Separate the Display Module from the bottom 
module if they are connected together. This is done by 
pulling the two side locks on the back of the Display 
Module to the rear and lifting the Display Module from 
the bottom module. 

b. Position the Display Module over the Model 
34721 B so that the plastic keys on the sides of the two 
modules interlock. 

c. Push the side locks toward the Display Module. 
This fastens the two modules together. 

NOTE 

Press downward on the 3472 IB connector 
assembly located in the center of the 
34721 B. This ensures that the 50 pin con- 
nector on the 34721 B is properly mated to 
the Display Module connector. 




Figure 2-1. Installation of the Model 34721 B. 



2-1. INTRODUCTION. 

2-2. This section contains installation and shipping 
information for the Model 34721 B BCD Module. 

2-3. INITIAL INSPECTION. 

2-4. Your instrument was carefulJy inspected prior to 
shipment and should meet all electrical specifications 
and be free of mars or scratches. To confirm this, the 
instrument should be inspected upon receipt for damage 
that might have occurred in transit. If there is damage 
due to shipping, file a claim with the carrier. If there are- 
other electrical or mechanical deficiencies refer to the 
Statement of Warranty on the back of the title page. Use 
the procedures provided in Section V to check instru- 
ment performance. 

2-5. INSTALLATION OF THE MODEL 34721B. 



Installation or removal of plug-on modules is to 
be made by qualified personnel only. 
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d. Connect the ribbon cable supplied with the 
instrument to the appropriate connector of the Model 
34721 B (see Figure 2-2). Connect the other end of the 
cable to the 14 pin 1C connector on the bottom module. 
The outer brown wire of the cable should be nearest the 
case of the instrument. 

The cable should be looped at the end, not 
twisted, to alig}2 the plug and jack. 



2-7. CONi\IECTIONTOTHEPRII\ITER. 

2-8. Figure 2-3 shows the rear panel connector and 
indicates the location of all output and control signals. 
Connect a 562A - 16C Printer Cable from this connector 
to the printer connector. 

NOTE 

See Section III of the Operating and Service 
Manual for the sigiml conditioning module 
to obtain a listing of the printer output 
codes and their meaning. 



e. Pull the side locks on the Model 34721 B rearward, 
and connect the bottom module to the 34721 B. This 
can be accomplished in a manner similar to that 
previously described. 




Figure 2-2. Routing of the Ribbon Cable. 



2-9. REPACKING FOR SHIPMENT. 

2-10. If the instrument is to be shipped to Hewlett- 
Packard for service or repair, attach a tag to the 
instrument describing the work to be accomplished and 
identifying the owner of the instrument. Identify the 
instrument by serial number, model number and name in 
any correspondence. If you have any questions, contact 
your local Hewlett-Packard Sales and Service Office. 

2-11. If the onginaJ shipping container is to be used, 
place the instrument in the container with appropriate 
packing material and seal the container well with strong 
tape or metal bands. 

2-12. If an -hp- container is not to be used, use a heavy 
carton or wooden box with an inner container. Wrap the 
instrument with heavy paper or plastic and place 
cardboard strips across the face for protection before 
placing the instrument in the inner container. Use 
packing material around all sides of the inner container, 
and seal the outer container welJ with strong tape or 
metal bands. Mark the container with “DELICATE 
INSTRUMENT”, or “FRAGILE”. 




Figure 2-3. Output and Control Signal Connector. 



) 



2-2 






Model 34721B 



Section III 



SECTION III 

OPERATING INSTRUCTIONS 



3-1. INTRODUCTION. 

3-2. This section contains operating instructions for the 
Model 34721 B. A Display Module (Model 34740A or 
34750A) and a signal conditioning module such as the 
-hp- Model 34702A are required to operate the 34721 B. 
This section contains identification of controls, indi- 
cators, and connectors, as well as operating instructions. 

3-3. PAIMEL FEATURES. 

3A. Panel features of the instrument are described in 
Figure 3-1 . 

NOTE 

While operating the Model 34721 B, it may 
be noted that the Display Module indication 
continues to change while a sample is being 
taken. This mode of operation is normal 
since the 3472 IB does not control the 
measurement cycle of the Display Module. 

3-5. OPERATION OF THE MODEL 34721B. 



CAUTION 



Do not make floating measurements when using 
the 3472 IB BCD Module with a grounded 
peripheral 

NOTE 

When the 3472 IB is connected to an -hp- 
Model 34 703A DCVlDCAjn Meter, the self 
test function of the 34703 A cannot be used. 

3-6. Connecting the Digital Recorder. 

3-7. Connect the Digital Recorder (-hp- Model 5055 A or 



equivalent) to the 50 pin connector at the rear of the 
34721 B using a 562A - 16C Printer Cable. 

3-8. Selecting the Desired Mode of Operation. 

3-9. A print command is issued at the conclusion of 
each 34721 B sampling cycle. A sampling cycle can be 
initiated in any of the following ways: 

a. Internally, using the OUTPUT RATE switch on 
the front panel; 

b. Externally, by a pulse applied through the rear 
panel connector; 

c. Manually, by depressing the “MANUAL” push- 
button. 

To prevent undesired triggering caused by the internal 
OUTPUT RATE generator, the OUTPUT RATE switch 
should be set on HOLD position. Table 3-1 shows the 
sampling rate for each setting of the OUTPUT RATE 
switch using either Option 050 or Option 060 of the 
Display Module. 

3-10. Output and Control Signals. 

3-11. Figure 3-2 indicates the requirements for the 
various control signals which may be applied to the 
34721 B. The outputs of the BCD Module are also 
discussed. A Print Command is issued after a trigger has 
been applied and the Display Module has completed a 
measurement cycle. The Print Command initiates a print 
cycle of the printer. The Front Panel Lockout signal 
disables OUTPUT RATE and MANUAL switches on the 
34721 B front panel. Under this condition the instru- 
ment can be triggered only with an external trigger. The 
Printer Holdoff signal prevents the 34721 B from issuing 
a print command. 



Table 3-1. 34721 B Sampling (Output) Rate. 



Switch 

Position 


Option 050 
Sampling Rate 
(ms/Sample) 


Option 060 
Sampling Rate 
(ms/Sample) 


HOLD 


In this position the sample is 


In this position the sample is 




initiated manually or externally. 


initiated manually or externally. 


(1) 


125 


200 


(2) 


250 


400 


(3) 


500 


800 


(4) 


1000 


1600 


(5) 


2000 


3200 
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FRONT 




© 



Output Rate Switch: Controls sampling rate of the instrument. Table 3-1 shows the sampling rate for various positions of the 
switch. Hold position permits manual and external triggering without interaction with the Internal Output Rate Generator, 

Output Rate Light: Gives a visual indication of the sampling rate of the instrument. 

MANUAL Pushbutton : A single sampling cycle is initiated each time this button is depressed. 



REAR 




® Rear Panel Connector: This connector provides parallel BCD outputs to the printer as well as other control signals. The external 
triggering signal should be applied to pin 46 of this connector. The front panel lockout signal should be applied to pin 21 . 



© 



Serial Plate: Gives the instrument serial number. 



© 



Side Lock: These locks fasten the 34721 B to a signal conditioning Module. When pulled completely to the rear they release the 
signal conditioning module allowing it to be separated from the 34721 B. 



Figure 3-1. Front and Rear Panel Features. 
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* These pins are permanently tied to +5 V through a 10 kl2 resistor. 
+ These pins are permanently connected to ground. 



A') External Trigger: 



+ 2.4 V TO +5,0V 



Pin 46 of 
Rear Connector. 



B) Print Command: 



(+) Printer 
Holdoff : 



-2.4V TO 5.0V 



0.3V MAX 



2.4V TO 5,0V 





206 ms to 406ms 



)V 


^ 


40 ms 






TO 





INDEFINITE 


206ms 


^ HOLDOFF ' j 



Pin 23 of 
Rear Connector. 



Pin 22 of 
Rear Connector. 



''7^ Front Panel Lockout: +2.4 V to +5.0 V applied to pin 21 of the rear panel connector displays the OUTPUT RATE and 
MANUAL switches on the front panel. Under this condition the instrument can only be triggered externally. 

0 j BCD Data Outputs: 8421 Code, TTL Logic {Low = 0.3 V max.. High = 2.4 V to 5.0 V), 5 decades plus overrange "1 ". 

F ) Function, Range, and Polarity Outputs: Binary coded output, TTL Logic (Low = 0.3 V max.. High ^ 2.4 V to 5.0 V). 



Figure 3-2. Output and Control Signal Connector. 
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SECTION IV 

THEORY OF OPERATION 



4-1. INTRODUCTION. 

4-2. The -hp- Model 34721 B provides parallel BCD 
output to a printer in a 3470 Measurement System. The 
instrument accepts bit parallel, character serial data from 
the Display Module and converts it to bit parallel, 
character parallel data. Four or five digits of BCD data 
plus sign range, and function data and an overrange “1” 
are available to the printer (-hp- Model 5055A recom- 
mended). 

4-3. A basic block diagram is discussed in this section. 
This is followed by a more detailed diagram and a 
detailed discussion of each block. 

4-4. BASIC BLOCK DIAGRAM (See Figure 4-1). 



can be described completely with a flow chart. The 
“Next State Function” and “Output Function” blocks 
are combinational logic networks. A combinational 
network is a logic network whose output is completely 
determined by the present input states. Sequential logic 
circuits contain memory or storage elements such as 
fhp-flops. As the circuits operate the state of the 
memory changes. The memory elements may have one 
state at first and later take on another state. The “Next 
State” that the memory goes to is dependent on the 
“Present State”, the clock, and the external inputs that 
are supplied to the logic circuit. The output is dependent 
on the external inputs and the “Present State” of the 
memory. The “Present State” of the memory is depen- 
dent on the past sequence of inputs that have been 
applied. 



4-5. The 3472 IB consists of four basic blocks shown in 
Figure 4-1. These circuits accept data and timing signals 
from the Display and signal conditioning modules and 
provide a parallel BCD output to a printer. 

4-6. Algorithmic State Machine. 

4-7. The Model 34721 B digital logic is an Algorithmic 
State Machine (ASM). Figure 4-2 is a block diagram of a 
typical ASM. An ASM is a sequential logic circuit that 



4-8. 34721B ASM Block Diagram. 

4-9. The block diagram in Figure 4-3 shows the major 
blocks of the Model 34721B. The inputs to the State 
Machine come from the Display Module and the signal 
conditioning module. The output of the State Machine 
consists of the parallel BCD code and the print com- 
mand applied to the external printer. 



DISPLAY MODULE 
(34740A or 34750A) 



BCD DATA QUALIFIER AND 

from timing inputs 

DISPLAY MODULE FROM MAINFRAME 




FUNCTION. POLARITY 
a RANGE DATA 



SIGNAL CONDITIONING MODULE 
(3470IA, 34702A or 34703A) 



Figure 4-1. Basic Block Diagram. 
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Figure 4-2. Block Diagram of Typical ASM. 



4-10. Logic Flow Diagram. 

4-11. Figure 44 is the Logic Flow Diagram for the 
Model 34721 B. This flow chart indicates the sequence of 
events that tahes place during every print cycle of the 
instrument. 

4-12. SAMPLE CONTROL CIRCUITS (See Figure 4-5). 

4-13. The Sample Control Circuits select the triggering 
mode of the 3472 IB, and prevent response to false 
triggers due to contact bounce. A measurement cycle of 
the instrument can be initiated externally from the 
external trigger input, manually from a front panel 
pushbutton, or internally from the output Rate Gener- 
ator. A “HIGFI” (2.4 V to 5.0 V) applied to the Front 
Panel Lockout disables the manual and internal sampling 
functions of the instrument. The waveforms m Figure 



4-5 show the timing relationships of the circuits. The 
Trigger Catcher responds to only the first positive 
transition from the Trigger Selector. The output of the 
Trigger Catcher, in coincidence with LMATZ and 
H-i- 10^ initiates the Trigger Store Enable Pulse, (T) . The 
negative transition of the pulse clears the Trigger 
Catcher. The positive transition sets the Trigger Store 
Flip-Flop, causing HTRG to go high. After a specified 
interval, depending on the sampling rate of the instru- 
ment, a pulse ROM (Read Only Memory) clears the 
Trigger Store Flip-Flop causing HTRG to go low. This 
indicates a store/print cycle of the 34721 B is in process. 

4-14. SAMPLE RATE GENERATOR (See Figure 4-3). 

4-15. The Sample Rate Generator provides internally 
generated trigger pulses. Triggering rates from once per 
measurement cycle of the mainframe (Display) to once 



(NPUTS 



NEXT state Function 



PRESENT STATE FUNCTION 



OUTPUT Function 



OUTPUTS 



PRINTER 

holdoff — 

FROM PRINTER 

qualifier a 

TIMING inputs — 
Ff?OM DISPLAY 
MODULE 

FUNCTION a 

RANGE DATA 
FROM plug -ON 




DATA storage ENA9iE_ 



J3 LINES)! FLOPS) 



NWr- 



8CD2 

K 



1 0 VEfl range 
flip-flops 



overload 

DETECT 

GATES 



k: 



Qualifier 
I STORAGE 
1 (I FLIP- I 
FLOP) 






OJALIFIER 

MULTI- 

PLEXER 



SELECTED 1 
qualifier J 



FUNCTION, 

range 

- AND 
POLARITY, 

■flip- flops 



FUNCTION 

AND 

RANGE 

DECODE 

GATES 



m:2i8-B-3500 



parallel BCD 

-►(0.4.2, I) OUTPUT 

TO printer 



parallel 

- OUTPUT CODE 
TO PRINTER 



Figure 4-3. 34721 B ASM Block Diagram. 
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every 16 cycles can be obtained. The Sample Rate 
Generator contains four flip-flops wliich are connected 
as a counter to provide the required outputs. Refer to 
Table 3-1 in Section III for information regarding print 
rates for the Display Module Options. 

4-16. STATE AIMD QUALIFIER FLIP-FLOPS. 

4-17. The output of the three State Flip-Flops is the 
'‘Present State” of the ASM. The state of these three 
lines (A through C) is described in octal code (see Figure 
4-6). The “Next State” of the State Flip-Flops is 
determined by three lines of output from the ROM. The 
“Next State” output of the ROM is determined by the 
“Present State” of the State and Qualifier Flip-Flops. 
The “Next State” of the Qualifier Flip-Flop is deter- 
mined by the output of the Qualifier Multiplexer 
(discussed in paragraph 4-20). Changes in state occur 
with each clock cycle. The time sequence of these 
changes is shown in Figure 4-7. The “Next State” may 
be the same as the “Present State” if the inputs to the 
flip-flops have not changed. 

4-18. ROM (READ ONLY MEMORY). 

4-19. Figure 4-8 shows the ROM, indicating its inputs 
and outputs. The ROM is a combinational logic block. 



As such, its outputs are defined by its inputs. There are 
eight inputs to the ROM, three from the State Flip- 
Flops, one from the Qualifier Flip-Flop, and four from 
the scanner in the Display Module. Three outputs from 
the ROM are applied to the inputs of the State 
Flip-Flops. These outputs, as modified by the input 
from the Qualifier Flip-Flop determine the “Next State” 
of the instrument. The state of the Qualifier Flip-Flop is 
determined by the output of the Qualifier Multiplexer. 
Six lines of the ROM output provide a clock signal for 
twenty-two Data Storage Flip-Flops. Each hne clocks 
four flip-flops except for the last which clocks only the 
overrange and polarity flip-flops. Tlae clocking sequence 
is determined by the inputs from the Display Module 
scanner. The time this sequence occurs is determined by 
the “Present State” of the instrument. 

4-20. QUALIFIER MULTIPLEXER (See Figure 4-8). 

4-21. The ROM provides four enable lines to the 
Quahfier Multiplexer. Depending on the condition of the 
enable lines, the Qualifier Multiplexer selects one of its 
four input signals. The selected signal is inverted and 
applied to the output. The output is the “Next State” 
input to the Qualifier Flip-Flop. 




A (STATE 000). UNIT CYCLES IN THIS LOOP WAITING FOR A TRIGGER. 

WHEN TRIGGER (HTRG) LINE GOES HIGH IT MOVES TO 
STATE B. 

B (STATE 001). UNIT LOOPS IN THIS STATE UNTIL LMSA GOES LOW 
(TIMING SIGNAL A GOES HIGH) INDICATING MAIN- 
FRAME HAS STARTED A NEW MEASUREMENT CYCLE, 
THEN GOES TO STATE C. 

C (STATE oil). CLEAR SIGNAL (LCLR) GENERATED TO CLEAR TRIG- 
GER CIRCUIT. THIS ACKNOWLEDGES THAT TRIGGER 
HAS BEEN RECEIVED AND ALLOWS UNIT TO ACCEPT 
NEW TRIGGER, 

D (STATE 010), UNIT LOOPS IN STATE "D" IF PRINTER HOLDOFF 
(HPHO) IS HIGH, AS SOON AS PRINT CYCLE IS COM- 
PLETE HPHO GOES LOW AND UNIT CONTINUES TO 
STATE E, 

E (STATE 1 101. UNIT CYCLES IN THIS LOOP AS LONG AS LMAT2 IS HIGH 
INDICATING THE MAINFRAME IS STILL MAKING A 
MEASUREMENT, RANGE AND FUNCTION INFOR- 
MATION CLOCKED INTO OUTPUT STORAGE. WHEN 
LMATZ GOES LOW, UNIT GOES TO STATE F. 

F (STATE 111). NUMERIC DATA IN DISPLAY IS TRANSF ERRED SEQUEN- 
TIALLY INTO THE OUTPUT DATA REGISTERS BY HDAT. 
HDAT GOING HIGH ALSO LIGHTS SAMPLE RATE INDI- 
CATOR. WHEN LMATZ GOES HIGH, A NEW MEASURE- 
MENT CYCLE HAS STARTED AND UNIT MOVES TO 
STATE G. 

G (STATE 101). DATA IS NOW AVAILABLE IN THE OUTPUT DATA 
REGISTERS AND A PRINT COMMAND IS ISSUED TO THE 
PRINTER. 

H (STATE 100). THIS IS AN EXTRA STATE AND IS USED TO RETURN 
UNIT TO STATE A SO THAT SEQUENCE MAY START 
AGAIN. 



Figure 4-4. Logic Flow Diagram. 
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Figure 4-5. Sample Control Circuits. 



4-22. FUNCTION AND RANGE DECODE GATES (See 
Figure 4-3). 

4-23. The Function and Range Decode Gates accept 
function and range information from the signal 
conditioning module and decode it for storage on the 
Range and Function Flip-Flops. Six NAND gates are 
used for this purpose. 



"4" 


"2" 


" 1 " 


WEIGHT 


C 


B 


A 


LETTER REPRESENTATION 


0, 


' 


y 


PRESENT STATE CODE (on 
output of STATE Flip — 




' /' 




FLOPS } 




3 




OCTAL REPRESENTATION (equals 
the sum of the weights) 



Figure 4-6. Octal Code. 



4-24. FUNCTION, RANGE, OVERRANGE, AND 
POLARITY FLIP-FLOPS (See Figure 4-3). 

4-25. The Function and Range Flip-Flops store the data 
from the Function and Range Decode Gates. This data is 
then applied through the connector on the rear panel to 
an external printer. Upon receipt of a “PRINT” com- 
mand from the ROM the printer prints a decimal 
number which corresponds to the range and function 
data it receives. The Polarity and Overrange Flip-Flops 
receive data from the Display Module. Tliis data is 
clocked into the flip-flops by a signal from the ROM and 
is printed simultaneously with the range and function 
data. 

4-26. DATA STORAGE FLIP-FLOPS (See Figure 4-3). 

4-27. The Data Storage Flip-Flops store four or five 
digits of decimal information in parallel BCD form for 
output to the printer. The fifth digit is useful only with 
the -hp- Mode] 34750A Display. It is always “0” when 
using the 34740A Display. BCD data from the Display 
Module is apphed to the Data Storage Flip-Flops in serial 
form beginning with the least significant digit. The ROM 
clocks the flip-flops in a sequence which permits the 
proper flip-flops to be set by the current serial character 
from the Display. The data stored on the flip-flops is 



then printed simultaneously with the range and function 
data. 




4-28. OVERLOAD DETECT GATES (See Figure 4-3). 

4-29. The Overload Detect Gates monitor BCD 2 from 
the Display Module. If BCD 2 is high while the overrange 
flip-flop IS being clocked by the ROM, these gates issue 
an “overload” signal. This signal presets the Overrange 
and Data Storage Flip-Flops to Us. On the next print 
cycle, the printer will print “Ixxxxx” or 
depending on the setting of the printer “blank” switch. 




Figure 4-8. ROM and Qualifiers. 



represents a blank. 
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SECTION V 
MAINTENANCE 



5-1. INTRODUCTION. 

5-2. This section contains information necessary for 
proper maintenance of the Model 34721 B. The 34721 B 
requires no specification checks or adjustments. An 
operational check for the instrument is provided in this 
section. Table 5-1 lists the test equipment required for 
the check. 

NOTE 

While operating the Model 34721 B it may be 
noted that the Display Module indication 
continues to change while a sample is being 
taken. This mode of operation is normal 
since the 3472 IB has no control over 
measurement cycle of the Display Module. 

5-3. OPERATIONAL CHECK. 



Do not make floating measurements when using 
the 34721 B BCD Module with a grounded 
peripheral. 

a. Install the 34721 B between the Display Module 
and a signal conditioning module such as the Model 
34702A (see Paragraph 2-5). Connect the 562A-16C 
cable between the 5055A Printer and the 50 pin output 
connector on the rear panel of the 34721 B. 

b. Set the OUTPUT RATE control to HOLD. Con- 
nect a dc standard to the signal conditioning module 
input and set the voltage to 1 .7777 V as indicated on the 
Display Module (1 .77777 V for 34750A Display). 

NOTE 

Some instability in the last two digits may 
be noted due to the dc standard. It is only 
necessary^ to ensure that a 7 is printed at 
least once in these digits. 



c. Depress the MANUAL pushbutton several times 
and observe the printed output. Verify that the output is 
correct by comparing it with the Output Code table 
provided in Section III of the manual for the signal 
conditioning module. An example is given in Figure 5-1. 

d. Change the voltage from the dc standard so that 
1.8888 V appears on the Display Module (1.88888 V for 
34750A). Repeat step c. 

NOTE 

Some instability in the last two digits may 
be noted due to the dc standard. It is only 
necessary to ensure that an 8 is printed at 
least once in these digits. 

e. Disconnect the input voltage. Select each function 
and range on the signal conditioning module and check 
the printed output as per the example in Figure 5-1. 
Columns 1 through 6 can be ignored since the circuits 
which affect these digits were checked in steps c and d. 

f. Turn the OUTPUT RATE switch clockwise, 
checking to see that the print rate of the printer 
increases at each step of the switch. 

g. Disconnect the 34721 B from the printer, and 
select HOLD mode. Connect the minus side of a 5 V 
source to pin 50 of the rear connector on the 34721 B. 

h. Momentarily apply + 5 V to pin 46 of the rear 
connector while observing the OUTPUT RATE light on 
the front panel. It should flash when + 5 V is applied. 

i. Connect the + side of the 5 V supply used in step 
h to pin 21 of the rear panel connector. Attempt to 
trigger the instrument using the manual and OUTPUT 
RATE controls on the front panel. The OUTPUT RATE 
liglit should not flash. 

j. If the instrument fails to operate as required in any 
of the proceeding steps refer to troubleshooting in 
Section VII. 



Table 5-1. Recommended Test Equipment. 



Instrument 


Required 


Recommended 


Type 


Characteristics 


Model 


Digital Recorder 


Printing Rate: 8 lines/second minimum. 


-hp- Model 5055A 




Parallel BCD data entry (8421 ). 




DC Standard 


0 V to + 5 V output. Accuracy : 


-bp- Model 740B 




± (0.002% of setting + 0.0004%) of range. 




Interconnect cable 




-hp- 562A-16C 
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Table 3-1. 34721B/5055A Output Codes (from 34702A Manual). 



Number 

Printed 


Polarity, 
Overload, 
Column 9 


Range 
Column 8 


Function 
Column 7 


Overrange 
Column 6 


Digits 
Columns 
5 thru 1 






kn 


Volts 






0 








DCV 


underrange 


0 


1 


+ 


10000 




ACV 


overrange 


1 


2 




1000 


1000 


kn 




2 


3 




100 


100 






3 


4 




10 


10 






4 


5 




1 


1 






5 


6 




.1 








6 


7 












7 


8 












8 


9 












9 



Column 10 prints, 
polarity sign. 

Column 9 gives 
polarity code, e. g 
( 0 --). 



Column 8 gives 
range, e. g. {5 = 1 V). 

Column 7 gives 
function, e. g.'""^ 
(0= DCV). 

Column 6 gives 
overrange digit. 

(1 if overrange, 

0 if underrange) . 

Columns 1 thru 5 
list significant — 
digits of the 
measurement. 

Column 1 contains 
O's when using the 
34740A Display. 




CCCCCCCCCC 

eeeeeeeeee 

88S8888888 



> > 9i. E 



111 
111 
111 
111 
\1 1 1 
7 7 7 
|7 7 7 

111 
111 
111 
111 
111 
111 
111 

111 

"ill 

111 



— o 



The instrument has ~ -1 .11111 VDC 
applied. It is set to DC FUNCTION, 

1 V RANGE. 



Figure 5-1. 34721 B/5055A Output Codes. 
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SECTION VI 
REPLACEABLE PARTS 

6-1. INTRODUCTION. 6-4. ORDERING INFORMATION. 



6-2. This section contains information for ordering 
replacement parts. Table 6-1 lists parts in alphameric 
order of their reference designators and indicates the 
description, -hp- Part Number of each part, together 
with any applicable notes, and provides the following: 

a. Total quantity used in the instrument (Qty col- 
umn). The total quantity of a part is given the first time 
the part number appears. 

b. Description of the part. (See list of abbreviations 
below.) 

c. Typical manufacturer of the part in a five - digit 
code. (See Appendix A for list of manufacturers.) 

d. Manufacturers part number. 

6-3. Miscellaneous parts are listed at the end of Table 
6 - 1 . 



6-5. To obtain replacement parts, address order or 
inquiry to your local Hewlett-Packard Field Office. (See 
Appendix B for list of office locations.) Identify parts 
by their Hewlett-Packard part numbers. Include instru- 
ment model and serial numbers. 

6-6. NON-LISTED PARTS. 

6-7. To obtain a part that is not listed, include: 

a. Instrument model number. 

b. Instrument serial number. 

c. Description of the part. 

d. Function and location of the part. 

6-8. PROPRIETARY PARTS. 

6-9. Items marked by a dagger (t) in the reference 
designator column are available only for repair and 
service of Hewlett-Packard instruments. 



Ag . , 
Al . . 
A . 

Au 

C , . . 
cer . . 
coef . 
com , 
comp 
conn 

dep . 
DPDT 
DPST 

elect , 
encap 



FET 
fxd . 

GaAs 

GHz 

gd 

Ge . . 
gnd , 

H . . . 

Hg , 



A . 
B . 
BT 
C . 
CR 
DL 
DS 
E . 



silver 

aluminum 

ampere(s) 

gold 

capacitor 

ceramic 

coefficient 

common 

composition 

connection 

deposited 

double-pole double-throw 
. double-pole single-throw 

electrolytic 

encapsulated 

farad (s) 

. . . . field effect transistor 
fixed 

gallium arsenide 

. . . gigahertz = 10*9 hertz 

guardledi 

germanium 

groundled) 

henryliesi 

mercury 



Hz . 

ID . 
impg 
incd 
ins . 

kn. 

kHz 

L . . 

lin . 
log . 

mA 

MHz 

mQ, 

met f 
mfr 
ms . 
mtg 
mV 
MF . 

MV . 
my 

nA . 
NC 
Ne . 
NO 



ABBREVIATIONS 

hertz (cycle(s) per second) NPO . . 



inside diameter 

impregnated 

incandescent 

insulationled) 

kilohmis) = lO^^ohms 

kilohertz = 10*9 hertz 

inductor 

linear taper 

logarithmic tap>er 

mitliamperels) = 10"9 ampteres 

megahertz = 10*6 hertz 

megohm(s) - 10*6 ohms 

metal film 

manufacturer 

millisecond 

roounting 

millivolt(s) = 10'^ volts 

microfarad (s) 

microsecond Is) 

. , . . microvoltls) = 10‘6 volts 
Mvlar0 

nanoampere(s) = 10'9 amperes 

normally closed 

neon 

normally open 



ns . 
nsr . 

Q . 

obd 

OD 

P . ■ 

pA . 
pc . 
pF . 
piv . 
p/o 
pos 
poly 
pot 

p-p 

ppm 

prec 



R . 
Rh 



rot , 

Se 
sect 
Si . 



negative positive zero 

(zero temperature coefficient) 

nanosecond(s) = 10‘9 seconds 

not separately replaceable 

ohm(s) 

order by description 

outside diameter 

peak 

picoampere(s) 

printed circuit 

picofarad Is) lO''^ farads 

peak inverse voltage 

part of 

position(s) 

polystyrene 

potentiometer 

peak-to-peak 

parts per million 

. . . precision (temperature coeffient, 
long term stability and/or tolerance) 

resistor 

rhodium 

root-mean-square 

rotary 

selenium 

section(s) 

silicon 



DECIMAL MULTIPLIERS 



sJ slide 

SPDT single-pole double-throw 

SPST single-pole single-throw 

Ta tantalum 

TC temperature coefficient 

Ti 02 titanium dioxide 

tog toggle 

tol tolerance 

trim trimmer 

TSTR transistor 

V volt(s) 

vacw alternating current working voltage 

var variable 

vdcw direct current working voltage 

W watt(sl 

w/ with 

wiv working inverse voltage 

w/o without 

ww wirewound 



optimum value selected at factory, 

average value shown (part may be omitted) 

no standard type number assigned 

selected or special type 

Dupont de Nemours 



Prefix 


Symbols 


Multiplier 


Prefix 


Symbols 


Multiplier 


tera 


T 


1012 


cemi 


c 


10-2 


giga 


G 


109 


milli 


m 


10-9 


mega 


M or Meg 


10® 


micro 


M 


10"® 


kilo 


K or k 


10^ 


nano 


n 


10® 


hecto 


h 


102 


pico 


P 


10-12 


deka 


da 


10 


femto 


f 


10-15 


deci 


d 


10-1 


arto 


a 


10-18 



assembly 

motor 

battery 

capacitor 

diode 

delay line 

lamp 

misc electronic part 
fuse 



DESIGNATORS 



FL filter 

HR heater 

1C integrated circuit 

J jack 

K relay 

L inductor 

M meter 

MP mechanical part 

P plug 



Q transistor TS . 

OCR transistor-diode U . . 

R resistor V . . 

RT thermistor W . 

S switch X . , 

T transformer XDS 

TB terminal board XF 

TC thermocouple Y . . 

TP test point Z . , . 



STD B 2734 

terminal strip 

microcircuit 

vacuum tube, neon bulb, photocell, etc. 

- cable 

socket 

.lampholder 

fuseholder 

crystal 

network 
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Table 6-1. Replaceable Parts 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A3 


34721-66503 


1 


CONNECTOR ASSY: 14 PIN 


28480 


34721-665g3„, 


A4 


3A721-6650A 


1 


PC BOARD ASSY 


2848C 


34721-66504 


Cl 


015C-0093 


2 


C.-FXD CER O.Ol UF *80-20% lOOVDCH 


72982 


8C1-K800011 


C2 


0150-0023 


7 


C:FXD CER 2000 PF 20% lOOOVOCW 


56289 


20C295A2-CDH 


C3 


0150-0023 




C:FX0 CER 2000 PF 20* lOOOVDChl 


56289 


20C295A2-CCH 


C4,C5 


C150-0023 




C:FXD CER 2000 PF 20* lOOOVDCW 


56289 


20C295A2-CDH 


C6 


0150-0093 




C:FXD CER 0.01 UF -t-80-20% 100VDCW 


72982 


801-K800011 


Aa 


0140-0204 




C:FXD MICA 47 PF 5% 500VDCW 


14655 


RDM15E470J5C 


FI 


2110-0046 


1 


FUSE:CARTRIDGE 1/2 AMP 


2848C 


2110-CC46 


FI 


1251-1636 


1 


CGNNECTORtSINGLE MALE CONTACT 


2848C 


1251-1636 


Q1 


1854-0071 


1 


TSTR:SI NPNtSELECTED FROM 2N3704) 


26480 


1054-CO71 


R1 


0684-2221 


4 


R:FXD comp 2200 OHM 10* 1/4W 


01121 


CB 2221 


R2 


0684-2221 




R.-FXD CQMP 2200 OHM 10* 1/4H 


01121 


CB 2221 


R3 


0684-1031 


4 


R:FXD CQMP lOK OHM 10* 1/4W 


Q1121 


CB 1031 


RA 


0684-1031 




P:FXD COMP lOK OHM 10* 1/4W 


01121 


CB 1031 


R5 


0684-2221 




R:FXD CQMP 2200 OHM 10* 1/4H 


01121 


CB 2221 


R6 


0684-2221 




RtFXD COMP 2200 OHM 10* 1/4W 


01121 


CB 2221 


R9 


0684-3311 


1 


R:FXD COMP 330 OHM 10* 1/4W 


01121 


CB 3311 


Rll 


0684-1031 




R:FX0 COMP lOK OHM 10* 1/4H 


01121 


CB 1031 


R12 


0684-2231 


1 


R:FXO COMP 22K OHM 10* 1/4W 


01121 


CB 2231 


R13 


0757-0283 


1 


P:FXD met FLM 2-OOK OHM 1* 1/8W 


28480 


0757-0283 


RIA 


0757-0444 


1 


R:FXD met FLM 12. IK OHM 1* 1/8W 


28480 


0757-C444 


R15 


0757-0442 


1 


fi:FXO MET FLM 10. OK OHM 1* 1/0H 


28480 


0757-C442 


R16 


0684-1031 




RtFXD COMP lOK OHM 10* 1/4M 


01121 


CB 1031 


R17 


1810-0055 


2 


RESISTIVE NETW0RK:8 ALL lOK OHM 5* 


2848C 


1810-0055 


RIB 


1810-0055 




RESISTIVE NETHORKtB ALL lOK OHM 5* 


28480 


1810-0055 


R19 


0684-1021 


1 


RtFXD COMP lOOC OHM 10* 1/4H 


01121 


CB 1021 


Ul 


1820-0584 


1 


ICtTTL LP QUAD 2-INPT NOR GATE 


1204C 


DM74LC2N 


U2 


1820-0533 


3 


ICiTTL LP QUAD 2-INPT NANO GATE 


12040 


DM74LCCN 


U3 


1820-0601 


1 


ICiTTLi 4-BIT BINARY COUNTER 


1204C 


DM85L93N 


U4 


1820-0596 


17 


ICiTTL LP DUAL EDGE TRIG, D F/F 


1204C 


DM74L74N 


U5 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, D F/F 


1204C 


DM74L74N 


U6t 


1818-2173 


1 


IC tRCM 


28480 


1018-2173 


U7 


1B2C-0596 




ICtTTL LP DUAL EDGE TRIG, D F/F 


1204C 


DM74L74N 


U8 


1620-0583 




ICtTTL LP QUAD 2-INPT NAND GATE 


12040 


DM74LCCN 


U9 


1820-0585 


1 


ICtTTL LP QUAD 2-INPT NAND GATE 


1204C 


DM74LC3N 


UlO 


1820-0583 




ICtTTL LP QUAD 2-INPT NAND GATE 


1204C 


DM74LCCN 


UIl 


1820-0588 


3 


ICtTTL LP 4-lNPT NANO GATE 


1204C 


DM74L2CN 


U12 


1820-0588 




ICtTTL LP 4-INPT NANO GATE 


1204C 


DM74L20N 


U13 


1820-0588 




ICtTTL LP 4-INPT NAND GATE 


1204C 


OM74L20N 


U14 


182C-0 596 




ICtTTL LP DUAL EDGE TRIG, D F/F 


12040 


DM74L74N 


U15 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, D F/F 


1204C 


DM74L74N 


U16 


1020-0596 




ICiTTL LP DUAL EDGE TRIG, 0 F/F 


12040 


DM74L74N 


U17 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, D F/F 


12040 


DM74L74N 


uie 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, D F/F 


12040 


DM74L74N 


U19 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, 0 F/F 


1204C 


DM74L74N 


U21 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, D F/F 


1204C 


DM74L74N 


U22 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, D F/F 


12040 


DM74L74N 


U23 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, 0 F/F 


1204C 


DM74L74N 


U24 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, D F/F 


1204C 


DM74L74N 


U2 5 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, 0 F/F 


12040 


DM74L74N 


U26 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, 0 F/F 


1204C 


DH74L74N 


U27 


1820-059t> 




ICtTTL LP DUAL EDGE TRIG, 0 F/F 


1204C 


0M74L74N 


U2b 


1820-0596 




ICtTTL LP DUAL EDGE TRIG, 0 F/F 


1204C 


DM74L74N 


XAl 


1251-0087 


1 


CQNNtCTORtFEMALE 50-PIN HINAT 


2848C 


1251-CC87 


XA2 


1200-0424 


2 


SGCKETiIC BLK 14 CONTACT 


23880 


CSA29CC-14B 


XA3 


1200-0424 




SOCKETtIC BLK 14 CONTACT 


2388C 


CSA29C0-148 


XA4 


1200-0469 


1 


SOCKETiIC 28 CONTACT DUAL-INLINE TYPE 


2848C 


1200-C469 


A5 


34721-66505 


1 


CONNECTOR ASSY:50 PIN 


2848C 


34721-66505 








CHASSIS MOUNTED COMPONENTS 






CRl 


1990-0419 


1 


DIGDEtLlGHT EMITTER 


2848C 


1990-0419 


SI 


3100-3253 


1 


SWITCHtRCTARY 


2846C 


31CO-3253 


S2 


310 1-1261 


1 


SWITCHtPUSHBUTTDN MOM SPST lA 115VAC 


G9353 


P6121 








MISCELLANEOUS PARTS 








037G-1C07 


1 


KNOB: POINTER, OLIVE BLK, FOR 0.125"SHAFT 


2848C 


0370-1C07 




C531C-2o004 


2 


FRAMEtSIDE 


2848C 


05310-20004 




05310-40001 


4 


GUIOEiSLIDE 


28480 


C5310-4C0C1 




1440-0096 


2 


HANDLEiSTRAP 


2848C 


1440-0096 




34 721-00204 


1 


PANELtFRONT 


2846G 


34721-C02C4 




34721-»012C2 


1 


BRACKET, PC ASSY: LEFT (FOR A4 ASSY) 


Z848Q 


34721-01202 




34721-C1203 


1 


BRACKET, PC ASSY: RIGHT (FOR A4 ASSY} 


28480 


34721-01 203 



Aa Instrument Serial Numbers 1326A00150 & below 
did not dontain C7. 



See introduction to this section for ordering information 
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Table 6-1. Replaceable P a rts(Co n t’ d) 



Reference Number Qty 

Designation 



Description 



Mfr Part Number 



5 ^ 721-60206 

5CAO-6COO 

50‘40-7oGl 

7122-lu58 

9220-0178 

8120-1855 



PANEL ASSYjREAR 
CATCH:LErT SIDE 

catch:right sice 
PLATE:S tRI AL 
BAG:PLAST1C 
CA8LE:RIBB0N 



34721-60206 
5CAc-6:t : 
50^0-7001 
7122-GC58 



See introduction to this section for ordering information 
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SECTION VII 
CIRCUIT DIAGRAMS 



7-1. INTRODUCTION. 

7-2. This section of the Operating and Service Manual 
contains troubleshooting information and a circuit dia- 
gram for the Model 34721 B BCD Module. A timing 
diagram is also included to assist in troubleshooting. 

7-3. TROUBLESHOOTIIMG. 



d. Proceed to the troubleshooting tree (Figure 7-3). 
If the end of the tree is reached without finding the 
trouble, carefully recheck symptoms to ensure you have 
interpreted them properly. Using the schematic and 
timing waveforms in this section of the manual attempt 
to localize the malfunction. 

7-5. TIMING DIAGRAM. 



lA. Figure 7-3 is a comprehensive troubleshooting tree 
for the Model 34721 B. Before proceeding to this tree 
make the foUowing preliminary checks: 

a. Ensure the signal conditioning and plug-on 
modules are functioning properly. Normally, if the 
Model 34721 B passes the operational check given in 
Paragraph 5-3 , the BCD Module is functioning as 
required. If the Model 34721 B appears to be generating 
incorrect data check the Display and signal conditioning 
modules for proper operation first. 

b. Determine the exact symptoms of failure. This 
can usually be accomplished by attempting the opera- 
tional checks in Section V. Figure 7-1 is a brief flow 
chart which will assist isolation and characterization of 
the trouble. 

c. Check for burned or loose components, or other 
unusual conditions which might be the source of 
trouble. 



7-6. Figure 7-2 shows the timing relationships between 
the major signals generated and used by the Model 
34721 B. Each signal has been assigned a number within 
a circle, e.g. . This number corresponds to an identical 
number on the schematic diagram. An illustration of the 
34721-66504 printed circuit assembly, showing the 
physical location of each signal is also provided. 

7-7. SCHEMATIC DIAGRAM. 

7-8. Figure lA is the schematic diagram of the Model 
34721 B. This diagram is provided to assist in trouble- 
shooting the instrument. 

7-9. COMPONENTLOCATION DIAGRAM. 

7-10. A Component Location Diagram of the 
34721-66504 printed circuit assembly is provided on the 
schematic diagram. This diagram shows the location of 
all components mounted on the assembly. Each com- 
ponent is identified by a reference designator which 
corresponds to the same component on the schematic 
diagram. 



REFERENCE DESIGNATIONS 



ASSEMBLY 

REFERENCE 

DESIGNATION 



ASSEMBLY 

ASSEMBLY PART NUMBER 

NAME (INCLUDES A2AI SUBASSEMBLY) 



JACK XA2 IS MOUNTED ON 
CHASSIS OR ANOTHER ASSEMBLY, 



PI IS NOT MOUNTED 
ON A2 ASSEMBLY 
(COMPLETE DESIGNATOR IS PI) 




POWER SUPPLY (OOXXX-66501) 



PLUG PI IS MOUNTED ON ASSEMBLY OR IS PART 
X^OF THE ASSEMBLY BOARD (COMPLETE DESIGNATOR IS A2PI) 



TEST VOLTAGE 



j^COMPLETE DESIGNATOR IS A2R4 



SUBASSEMBLY OF A2 
(COMPLETE DESIGNATOR IS A2AI) 



T7' 



.NUMBER INDICATES 
I PIN OF XA2 AND PI 



I 8 



Al 

[photo-chopper osc ~| 




DENOTES SCHEMATIC 
ON WHICH CONNECTION I 
IS MADE 



WIRE color: COLOR CODE IS THE SAME 
AS THE RESISTOR COLOR CODE. FIRST 
NUMBER INDICATES BASE COLOR, SECOND 
NUMBER INDENTIFIES WIDER STRIP, AND 
THE THIRD INDICATES THE NARROWER 
STRIP. ( ,924, DENOTES WHT/RED/YEL WIRE) 



1 1 



EYELET OR STAND- 
I OFF TERMINAL, MAY OR 
MAY NOT BE NUMBERED 



/ / 






COMPLETE 
DESIGNATOR 
IS A2AIRI 






MALE STANDOFF 
PIN CONNECTOR 

MAY OR MAY ^ 
NOT BE NUMBERED 



FEMALE PIN 
CONNECTOR ON 
A WHT/RED WIRE 



L 



PARTIAL REFERENCE DESIGNATIONS ARE SHOWN : PREFIX WITH ASSEMBLY OR SUBASSEMBLY 
DESIGNATION(S) OR BOTH FOR COMPLETE DESIGNATION 
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GENERAL SCHEMATIC NOTES 



1. PARTIAL REFERENCE DESIGNATIONS ARE 
SHOWN. PREFIX WITH ASSEMBLY OR SUB- 
ASSEMBLY DESIGNATION(S) OR BOTH FOR COM- 
PLETE DESIGNATION. 

2. COMPONENT VALUES ARE SHOWN AS FOLLOWS 
UNLESS OTHERWISE NOTED. 

RESISTANCE IN OHMS 
CAPACITANCE IN MICROFARADS 
INDUCTANCE IN MILLIHENRIES 



17. WAVEFORMS AND AC VOLTAGE MEASUREMENTS 
WERE MADE WITH RESPECT TO CHASSIS GROUND 
USING AN OSCILLOSCOPE WITH A 10:1 DIVIDER 
PROBE (10 MEGOHM, lOpF). THE VOLTAGE LEV- 
ELS SHOWN ON THE WAVEFORMS ARE ACTUAL 
VOLTAGE LEVELS AND ARE NOT TO BE CON- 
FUSED WITH OSCILLOSCOPE SETTING. THE VOLT- 
AGE LEVELS SHOWN ARE NOMINAL AND MAY 
VARY FROM ONE INSTRUMENT TO ANOTHER. A 
VARIATION OF ± 10% IN MEASUREMENTS 
SHOULD BE ALLOWED. 



3. 






DENOTES EARTH GROUND. 

USED FOR TERMINALS WITH NO LESS 
THAN A NO. 18 GAUGE WIRE CON- 
NECTED BETWEEN TERMINAL AND 
EARTH GROUND TERMINAL OR AC 
POWER RECEPTACLE. 



" 1 



DENOTES FRAME GROUND. 

USED FOR TERMINALS WHICH ARE 
PERMANENTLY CONNECTED WITHIN 
APPROXIMATELY 0.1 OHM OF EARTH 
GROUND. 



DENOTES GROUND ON PRINTED CIR- 
CUIT ASSEMBLY. (PERMANENTLY 
CONNECTED TO FRAME GROUND). 



ANY LETTER OR NUMBER IN TRI- 
ANGLE DENOTES A SPECIAL 
GROUND. 

7. — — — - DENOTES 

ASSEMBLY. 

8. DENOTES 

MAIN SIGNAL 
PATH. 



9. 



DENOTES 

FEEDBACK 

PATH. 



DENOTES FRONT PANEL 
MARKING. 



DENOTES REAR PANEL 
MARKING. 

12. DENOTES SCREWDRIVER ADJUST. 

13. AVERAGE VALUE SHOWN. OPTIMUM VAL- 
* UE SELECTED AT FACTORY. THE VALUE 

OF THESE COMPONENTS MAY VARY 
FROM ONE INSTRUMENTTO ANOTHER. 

14. 'v DENOTES SECOND AP- 

7 / PEARANCE OF A CONNEC- 

' ^ TOR PIN. 



10. 



11. I I 

I I 



15. DENOTES WIRE COLOR: COLOR CODE 

SAME AS RESISTOR COLOR CODE. 
FIRST NUMBER IDENTIFIES BASE 
COLOR, SECOND NUMBER IDENTIFIES 
STRIPE. 



16. ALL RELAYS ARE SHOWN DEENERGIZED, 



18. DC VOLTAGE LEVELS WERE MEASURED WITH 
RESPECT TO CIRCUIT GROUND USING A VTVM 
WITH 10 MEGOHM INPUT IMPEDANCE. THE VOLT- 
AGE LEVELS SHOWN ARE NOMINAL AND MAY 
VARY FROM ONE INSTRUMENT TO ANOTHER 
DUE TO CHANGE IN TRANSISTOR CHARACTER- 
ISTICS. A VARIATION OF +10% SHOULD BE 
ALLOWED. 




A 



A A 

DENOTES INVERTER 



ABO 




DENOTES NAND GATE 




DENOTES NOR GATE 0 0 1 




DENOTES "EXCLUSIVE'^ OR GATE 
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Model 34721 B 



Section VII 




Rgure 7-1. PreUminary TrouUeshcxTting Row Diagram. 



7-3 





CHECK RIBBON CABLE TO ENSURE 
THAT IT IS PROPERLY CONNECTED 
BETWEEN THE BCD MODULE AND THE 
SIGNAL CONDITIONING MODULE. 
CHECK FLIP-FLOPS U26 AND U27 FOR 
PROPER OPERATION. 



CHECK RIBBON CABLE TO ENSURE 
THAT IT IS PROPERLY CONNECTED 
BETWEEN THE BCD MODULE AND THE 
SIGNAL CONDITIONING MODULE. 
CHECK FLIPi-FLOPS U27 AND U28 FOR 
PROPER operation. 



ROM IS PROBABLY DEFECTIVE. 



OMIMVf THt DISPLAY MODULE INDI- 
CATION. IP IT GIVES A CORRECT INDI- 
CATION FOR A DIGIT WHICH IS DEFEC- 
TIVE IN THE BCD MODULE THE DATA 
STORAGE FLIP-FLOP FOR THAT DIGIT 
IS PROBABLY BAD. OTHERWISE, THE 
DISPLAY MODULE IS DEFECTIVE. 



IS THE ROM OUTPUT CORRECT? 



REPLACE THE DEFECTIVE 1C. 



REPLACE THE DEFECTIVE 1C. 



WAS CORRECT LEVEL NOTED? 







CHECK THE LOGIC LEVEL AT PIN 12 
OF A4U25. IT SHOULD BE HIGH FOR A 
+ INPUT. LOW FOR A - INPUT. 




NO 



CHECK THE ROM OUTPUT WHICH 
CLOCKS THE DATA FLIP-FLOPS OF 
THE MALFUNCTIONING DIGIT. IT 
SHOULD BE FLUCTUATING BETWEEN 
-f.2V AND +A.OV (SEE WAVEFORMS 
IN ^). 



IS range data correct? 



IS POLARITY DATA CORRECT? 



SET THE OUTPUT RATE CONTROL TO 
MAX. CHECK THE WAVEFORM ON 
TEST POINT "PRT". IT SHOULD 
APPEAR AS SHOWN: 



IS WAVEFORM CORRECT? 



PRINTER IS MALFUNCTIONING. 



IvPQ 






1 


1 ■ 






CHECK FOR -fSV ON PRINTER HOLD- 
OFF (PIN 22). IF -K 5 V IS NOT PRESENT, 
A4U6 (ROM) PROBABLY DEFECTIVE. 



CHECK WAVEFORM AT TEST POINT 
DATA. IT SHOULD APPEAR AS SHOWN: 


( IS WAVEFORM CORRECT? 


^NO 


EXTERNALLY TRIGGER AN OSCILLO- 
SCOPE ON TEST POINT "TRG". CHECK 
WAVEFORM AT TEST POINT "M”. IT 
SHOULD BE A SERIES OF PULSES WITH 
WIDTHS VARYING BETWEEN 4 ms AND 
33 ms. 


— 170ms 










1. BEFORE ENTERING THIS TROUBLE- 
SHOOTING TREE ENSURE THAT THE 
DISPLAY AND SIGNAL CONDITIONING 
MODULES ARE FUNCTIONING PRO- 
PERLY. ALSO CHECK THE VOLTAGES 
SUPPLIED TO THE 34721 B FROM THE 
DISPLAY MODULE. CONNECT THE 
34721 B TO AN -hp- MODEL 5055A 
DIGITAL RECORDER OR EQUIVALENT. 

2. LOGIC LEVELS 
HIGH --K2.4to -K5.0 V 
LOW - OV to +5 V 



CHECK FOR PIN 14 OF A4U3 SHORTED 
TO GROUND OR CLAMPED AT SOME 
VOLTAGE. THIS MAY BE DUE TO FAIL- 
URE OF A4U3. ALSO CHECK A5 CON- 
NECTOR ASSEMBLY AND OUTPUT 
RATE SWITCH (SI). 


"^YES 

( IS WAVEFORM CORRECT? ) 


SET OUTPUT RATE SWITCH (SI) TO 
HOLD. CHECK VOLTAGE LEVEL AT 
A4U1 PIN 2. IT SHOULD BE APPROXI- 
MATELY OV. DEPRESS THE MANUAL 
PUSHBUTTON AND AGAIN OBSERVE 
THE VOLTAGE AT PIN 2. IT SHOULD 
CHANGE TO APPROXIMATELY + 42 V. 






NO 





CHECK A4U1A AND A4U2C AND D FOR 
PROPER OPERATION. CHECK MANUAL 
PUSHBUTTON (S2)FOR PROPER OPERA- 
TIQN, 



CONNECT -t-SV TO PIN 46 OF THE 
REAR PANEL CONNECTOR WHILE OB- 
■ SERVING THE VOLTAGE AT PIN 6 OF 
A4U2. IT SHOULD CHANGE FROM=sO V 
TO ^4.4 V. 



WAS INDICATION CORRECT? 



SET 34721 B OUTPUT RATE SWITCH TO 
MAX. POSITION. CHECK WAVEFORM 
SYES AT A4U1 PIN 13. IT SHOULD APPEAR 
AS SHOWN: 



CHECK A4U2B AND A4U1 B AND C. 
























OMinVf THf DISPLAY MODULE INDI- 
CATION. IP IT GIVES A CORRECT INDI- 
CATION FOR A DIGIT WHICH IS DEFEC- 
TIVE IN THE BCD MODULE THE DATA 
STORAGE FLIP-FLOP FOR THAT DIGIT 
IS PROBABLY BAD. OTHERWISE. THE 
DISPLAY MODULE IS DEFECTIVE. 









CHECK THE LOGIC LEVEL AT PIN 12 
OF A4U25. IT SHOULD BE HIGH FOR A 
+ INPUT, LOW FOR A - INPUT. 




NO 




IS POLARITY DATA COF 




YES 







CHECK THE ROM OUTPUT WHICH 
CLOCKS THE DATA FLIP-FLOPS OF 
THE MALFUNCTIONING DIGIT. IT 
SHOULD BE FLUCTUATING BETWEEN 
+ .2V AND -f4.0V (SEE WAVEFORMS 
IN ^). 




NO 




CHECK ROM OUTPUTS WHICH CLOCK 
THE DATA STORAGE FLIP-FLOPS. 
THEY SHOULD APPREAR AS SHOWN 
IN y?' . IF THEY DO NOT THE ROM IS 
PROBABLY DEFECTIVE. CHECK THE 
PRESET LINE (LPOV) FOR A CON- 
STANT LOW. IF THIS LINE IS ALWAYS 
LOW TROUBLESHOOT THE OVERLOAD 
DETECT CIRCUITS (U8 and U10C). IF 
THESE TWO CHECKS DO NOT REVEAL 
THE PROBLEM THE BCD DATA FROM 
THE DISPLAY MODULE IS PROBABLY 
INCORRECT. 





TROUBLESHOOT THE PRINTER. 




CHECK DATA STORAGE FLIP-FLOPS TO 
ENSURE THEY ARE PRESETTING AS 
REQUIRED lALL DATA FLIP-FLOP OUT- 
PUTS HIGH WHEN LPOV IS LOW). 







GROUND PIN 1 OF A4U10. THE OP- 
TIONAL DIGIT SHOULD BLANK. 




NO 



>^DOES OPTIONAL DIGIT BLANK OI^\ YES 
REQUIRED FUNCTIONS AND ] 
Vs^ANGES? 







APPLY 1.5 V TO THE SIGNAL CONDI- 
TIONING MODULE. CHECK THE LOGIC 
LEVEL ON U25 PIN 5. IT SHOULD BE 
HIGH. 




NO 









APPLY 2 
TIONING 
FORM 0 
SHOULD 
■^4.0 V 

-f .2 V - 


2 V TO THE SIGN 
MODULE. CHECK 
N TEST POINT 
XPPEAR AS SHOWN 


AL CONDI- 
THE WAVE- 
"OV". IT 

50ms 


^ 150ms > 


NO 



YES 






CHECK A4U9 AND ENABLE PULSES 
HQAZ, HQTG, HQMA, AND HQHO FROM 
THE ROM (U6). PINS 7 AND 21 HAVE A 
SERIES OF PULSES SIMILAR TO THAT 
PREVIOUSLY DESCRIBED. THE WAVE- 
FORMS ON PINS 8 AND 22 ARE PULSES 
4ms WIDE OCCURING EVERY 200ms. 



EXTERNALLY TRIGGER AN OSCILLO- 
SCOPE ON TEST POINT "TRG”. CHECK 
WAVEFORM AT TEST POINT "M". IT 
SHOULD BE A SERIES OF PULSES WITH 
WIDTHS VARYING BETWEEN 4 ms AND 




IMONITOR TP "Q" AND MOMENTARILY! 
IHORT TP "M" TO GND. TP Q SHOULd| 

Igo high. 




CHECK THE WAVEFORMS AT TEST 
POINTS "A", "B", AND "C". THEY 
SHOULD APPEAR AS SHOWN 
BY (UPPER THREE WAVEFORMS). 





CHECK THE WAVEFORM ON PIN 11 OF 
A4U7. IT SHOULD APPREAR AS 
SHOWN: 

riniT" 



SET OUTPUT RATE SWITCH (SI) TO 
HOLD. CHECK VOLTAGE LEVEL AT 
A4U1 PIN 2. IT SHOULD BE APPROXI- 
MATELY OV. DEPRESS THE MANUAL 
PUSHBUTTON AND AGAIN OBSERVE 
THE VOLTAGE AT PIN 2. IT SHOULD 
CHANGE TO APPROXIMATELY -1-4.2 V. 



CHECK A4U1A AND A4U2C AND D FOR 
PROPER OPERATION. CHECK MANUAL 
PUSHBUTTON (S2)FOR PROPER OPERA- 
TION. 




CONNECT ■^5V TO PIN 46 OF THE 
REAR PANEL CONNECTOR WHILE OB- 
SERVING THE VOLTAGE AT PIN 6 OF 
A4U2. IT SHOULD CHANGE FROM=»0V 
TO ^4.4 V. 




(LOWER THREE WAVEFORMS). 



\YES 

IS THE WAVEFORM CORRECT? ) | U7 OR U6 PROBABLY DEFECTIVE. 



CHECK USA FOR PROPER OPERATION. I 
CHECK -HO^ CLOCK FROM DISPLAY | 
MODULE. 



CHECK A4U2C AND D AND MANUAL 
PUSHBUTTON (S2). 


1 


SET 34721 B OUTPUT RATE SWITCH TO 
MAX. POSITION. CHECK WAVEFORM 
AT A4U1 PIN 13. IT SHOULD APPEAR 




CHECK WAVEFORM AT A4U2 PIN 1 . 
IT SHOULD APPEAR AS SHOWN: 








r 



NO 




(30Hzl FROM DISPLAY 



CHECK INPUTS AT PINS 11 AND 12 OF 
A4U1D. THEY SHOULD APPEAR AS 
SHOWN: 






167 ms 3^3 Pr 




CHECK DISPLAY MODULE IF LMATZ IS 
NOT PRESENT AT PIN 12. CHECK 
A4U1Dand A4U4. 



3472IB-D-3533 
































034721-66504 



5 TH DIGT BLANK GATES 



DATA STORAGE 
FLIP-FLOPS - 



(23^^ PRINT 
^1^1 COMMAND 



^TRIGGER SELECTOR- 



L5DB-|-(35^ 

BCDd 

BCD(2)-[-(29^ 
BCD(4)-{-{33A 
BCD(8)-|-<3I A 



LMATZ -i-C 4 < 
HMSB-K6 < 
8 < 

-r 10®-!-^ 9 < 
GND 3-}-(ll < 

-l2V-|-tl6< 
+ I2V-^I7< 



a 



TO 

SIGNAL 

COWaTlONING 

MODULE 



FRONT 

PANEL 

LOCKOUT 



Rl ^C 



Tnc I 


,^R4 


nil s 


1 


5I0K 


-fe 




SAMPLE 

RATE 

GENERATOR 



► CLRi +5V 

. C0<2 ^5 V [ FRONT VV 1 

PANEL X 

U4 [light pRI 

-O' ^TRIGGER CATCHER 

- ^ and STORAGE 1 



H-HO '-Hclk Qi 



data 03 



Ai 

5 


; 


2 


(A) 24 


9 


C2 I. 

•002 T1 


12 


(B) ^ 6 




C 3 i 

•002^ 




^ (HDAn 20 




C| 


T HC 


5 


1 


2 


(C) 23 


8 


.0814 

- (Q) 14 ^ 


Q 



P6 O5 O4 O3 I 
la |8 |22 |7 



THE CIRCLED NUMBERS e.g.® REFER 
TO THE WAVEFORMS ON FIGURE 7-2. 



8 


DETECT 

r 




fu8D [ 
V r 


10 




1 12L 

9 


U8C^ 


4 


U8B^ 



nlRI7 +5V-^ 
l.IOK I 



_fJOpR UI4 clrI 
\1- D2 CLK 02 ^ 



- D| CLK Qj - 

-PR UI5 clrI 



- PR UI6 

^ 02 CLK 02 



_2jD| CLK OTU- 







“371 


r 

PR 


UI8 






CLK 


02I 




3,11 






■^*3,11 








QI L 




UI9 


1 


|d2 







-^PR U2I 

Dg CLK 

13,11 

13,11 

^Dl CLK 

PR U22 



^ PR U23 - 

-D2 CLK 02 - 



<^26 ^-|— (4) 

I 1 

<2 

.'A 

n 



<4 <-^(2) 

I ! 

I I 

(iJ <-^(8) 

I I 



^ POLARITY a OVERRANGE 
FLIP-FLOPS 



OPTIONAL 
> DIGIT 



(33 ^-^(8) 

I 1 

(32 -^-^(4) 

I I 

;e f{-{2) 



\35 — (8 ) 

I I 

<34^-^ (4) 

I I 

<,0 ^(2) 

I I 

<9 4-^(1 ) 



- D| 0| - 

-PR U25 

^D2 CLK 02 02 - 
| 3 jl \e 



^FUNCTIONS RANGE— ^ ^1 

f FLIP-FLOPS \-F 5 V-^ 



- { I ) POL 
-d) 1 





1 12 


D| 0| 

U26 

D2 CLK O2 


C 

1,4,10, \ 

Aj 4 ^5v 

9 < 






3,11 




n 


HC- 

2 


"3,11 


5 / 






D) CLK 0( 


1,4,10, N 






U27 


‘^■1^ -F5V 





12 




9 / 
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CODE LIST OF MANUFACTURERS 



The following code numbers are from the Federal Supply Code for Manufacturers Cataloging Handbooks H'l-l (Name to Code) and H4-2 (Code 
to Name) and their latest supplements. The date of revision and the date of the supplements used appear at the bottom of each page. Alpha- 
betical codes have been arbitrarily assigned to suppliers not appearing in the H4 Handbooks. 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer Addre.ss 



00000 U.S. A Common Any supplier of U.S. 

00136 McCoy Electronics. . -Mount Holly brings, Pa. 
00213 Sage Electronics Corp. .... Rochester, N. Y. 

00287 Cemco, Inc Danielson, Conn. 

00334 Humidial Colton, Calif. 

00348 Mictron, Co. , Inc Valley Stream, N. Y. 

00373 Gar lock Inc. Cherry Hill, N.J. 

00656 Aerovox Corp New Bedford, Mass. 

00779 Amp. Inc Harrisburg, Pa. 

00781 Aircraft Radio Corp Boonton, N.J. 

00809 Croven, Ltd Whitby, Ontario, Canada 

00015 Northern Engineering 

Laboratories, Inc Burlington, Wis. 

00853 Sangamo Electric Co. , 

Pickens Div Pickens, S.C. 

00866 Goe Engineering Co. . . . -City of Industry, Cal. 

00891 Carl E, Holmes Corp Los Angeles, Cal. 

00929 Microlab Inc. Livingston, N.J . 

01002 General Electric Co. , 

Capacitor Dept Hudson Falls, N. Y. 

01009 Alden Products Co. Brockton, Mass. 

01121 Allen Bradley Co. Milwaukee ,Wi& 

01255 Litton Industries, Inc Beverly Hills, Cal. 

01281 TRW Semiconductors, Inc. .... Lawndale, Cal. 
01295 Texas Instruments, Inc. , 

Transistor Products Div Dallas, Texas 

01349 The Alliance Mfg. Co Alliance, Ohio 

01538 Small Parts Inc Los Angeles, Cal. 

01589 Pacific Relays, Inc Van Nuys, Cal. 

01670 Gudebrod Bros. Silk Co New York, N.Y. 

01930 Amerock Corp .Rockford, HI. 

01960 Pulse Engineering Co Santa Clara, Cal. 

02114 Ferroxcube Corp. of 

America Saugerties, N.Y. 

02116 Wheelock Signals, Inc Long Branch, N.J. 

02286 Cole Rubber and Plastics Inc . .Sunnyvale, Cal. 

02660 Amphenol-Borg Electronics 

Corp. Broadview, HI. 

02735 Radio Corp. of America, Semi- 

conductor and Materials 

Division Somerville, N. J. 

02771 Vocaline Co. of America, 

Inc Old Saybrook, Conn. 

02777 Hopkins Engineer ingCo. . . San Fernando, Cal. 

02875 Hudson Tool & Die Newark, N.J . 

03296 Nylon Molding Corp Springfield, N. J . 

03508 G. E. Semiconductor Prod. 

Dept Syracuse, N.Y. 

03705 Apex Machine & Tool Co Dayton, Ohio 

03797 Eldema Corp Compton, Calif. 

03818 Parker Seal Co Los Angeles, Cal. 

03877 Transitron Electric Corp. . . .Wakefield, Mass. 

03888 Pyrofilm Resistor Co. , 

Inc Cedar Knolls, N.J. 

03954 Singer Co. , Diehl Div. , 

Finderne Plant Sumerville, N.J, 

04009 Arrow, Hart and Hegeman 

Elect. Co, Hartford, Conn. 

04013 Taruus Corp. Lambertville , N.J. 

04062 Arco Electronic Inc Great Neck, N.Y, 

04217 Essex Wire Los Angeles, Cal. 

04222 Hi-Q Division of Aerovox. Myrtle Beach, S.C. 

04354 Precision Paper Tube Co Wheeling, 111 

04404 Palo Alto Division of Hewlett- 

Packard Co Palo Alto, Cal, 

04651 Sylvania Electric Products, 

Microwave Device Div. . .Mountain View, Cal. 

04673 Dakota Engr. Inc Culver City, Cal. 

04713 Motorola Inc . Semiconductor 

Prod. Div Phoenix, Arizona 

04732 Filtron Co. ,Inc. Western 

Div Culver City, Cal. 

04773 Automatic Electric Co Northlake, III. 

04796 Sequoia Wire Co Redwood City, Cal, 

04811 Precision Coil Spring Co El Monte, Cal. 

04870 P.M. Motor Company Westchester, UL 

04919 Component Mfg. Service 

Co W. Bridgewater, Mass. 

05006 Twentieth Century Plastics, 

Inc Los Angeles, Cal. 

05277 Westinghouse Electric Corp. 

Semiconductor Dept Youngwood, Pa, 



05347 Ultronix, Inc San Mateo, Cal. 

05397 Union Carbine Corp ., Elect. 

Div New York, N. Y. 

05574 Viking Ind. Inc Canoga Park, Cal. 

05593 Icore Electro-Plastics Inc Sunnyx'ale, Cal. 

05616 Cosmo Plastic (c./o Electrical 

Spec. Co,) Cleveland, Ohio 

05624 Barber Colman Co Rockford, 111. 

05728 Tiffen Optical Co 

Roslyn Heights, Long Island, N.Y. 

05729 Metro-Tel Corp Westbury ,N. Y. 

05783 Stewart Engineering Co Santa Cruz, Cal. 

05820 Wakefield Engineering Inc Wakefield, Mass. 

06004 Bassick Co. , Div. of Stewart 

Warner Corp Bridgeport, Conn. 

06090 Raychem Corp Redwood City, Cal. 

06175 Bausch and Lomb Optical 

Co Rochester . N. Y. 

06402 E.T.A. Products Co. of 

America Chicago, III. 

06540 Amatom Electronic Hardware 

Co., Inc New Rochelle. N. Y. 

06555 Beede Electrical Instrument 

Co., Inc Penacook. N, H. 

06666 General Devices Co, , Inc Indianapolis, Ind. 

06751 Components Inc. ,Ariz. Div . . . Phoenix, Arizona 

06812 Torrington Mfg. Co. ,West Div, . . Van Nuys, Cal. 

06980 Varian Assoc. Etmac Div San Carlos. Cal. 

07088 Kelvin Electric Co Van Nuys, Cal. 

07126 Digitran Co Pasadena. Cal 

07137 Transistor Electronics 

Corp Minneapolis, Minn. 

07138 Westinghouse Electric 

Corp. , Electronic Tube Div Elmira , N.Y, 

07149 Filmohm Corp New York, N.Y. 

07233 Cinch-Graphik Co City of Industry, Cal, 

07256 Silicon Transistor Corp, . . . Carle Place, N.Y. 

07261 Avnet Corp Culver City, Cal, 

07263 Fairchild Camera & Inst. Corp. , 

Semiconductor Div Mountain View , Cal, 

07322 Minnesota Rubber Co Minneapolis, Minn. 

07387 Birtcher Corp, The Monterey Park, Cal. 

07397 Sylvania Elect. Prod. Inc, , 

Mt. View Operations .... Mountain View, Cal. 
07700 Technical Wire Products 

Inc Cranford , N. J . 

07829 Bodine Elect. Co Chicago, 111. 

07910 Continental Device Corp Hawthorne, Cal. 

07933 Raytheon Mfg. Co. , Semi- 
conductor Div Mountain View, Cal. 

07980 Hewlett-Packard Co. , 

New Jersey Division Rockaway, N.J. 

08145 U.S. Engineering Co Los Angeles, Cal, 

08289 Blinn, Delbert Co Pomona. Cal. 

08358 Burgess Battery Co 

Niagara Falls, Ontario, Canada 

08524 Deutsch Fastener Corp Los Angeles, Cal. 

08664 Bristol Co. , The Waterbury, Cona 

08717 Sloan Company Sun Valley, Cal. 

08718 ITT Cannon Electric Inc. , 

Phoenix Div Phoenix, Arizona 

08727 National Radio Lab. Inc Paramus, N.J. 

08792 CBS Electronics Semiconductor 

Operations , Div. of CBS Inc .... Lowell, Mass. 
08806 General Electric Co. , 

Miniature Lamp Dept Cleveland, Ohio 

08984 Mel-Rain Indianapolis, Ind. 

09026 Babcock Relays Div Costa Mesa, Cal. 

09097 Electronic Enclosures Inc.. . Los Angeles, Calif . 

09134 Texas Capacitor Co Houston, Texas 

09145 Tech. Ind. Inc, Atohm 

Elect Burbank, Cal. 

09250 Electro Assemblies, Inc Chicago, 111. 

09353 C & K Components Inc Newton, Mass. 

09569 Mallory Battery Co. of 

Canada, Ltd Toronto, Ontario, Canada 

09795 Pennsylvania Florocarbon, Clifton Heights , Penn. 

09922 Burndy Corp Norwalk, Conn. 

10214 General Transistor Western 

Corp Los Angeles, Cal. 

10411 Ti-Tal,lnc Berkeley, Cal. 

10646 Carborundum Co Niagara Falls, N.Y. 



1 1236 CTS of Berne, Inc. Berne. Ind 

11237 Chicago Telephone of 

California, Inc. So, Pasadena, Cal 

1 1242 Bay State Electronics Corp. . . . Waltham, Mass. 
11312 Teledyne Inc. , Microw'ave 

Div. Palo Alto , Cal. 

11314 National Seal Downey, Cal. 

11453 Precision Connector Corp. .... Jamaica, N. Y. 

1 1534 Eiuncan Electronics Inc, Costa Mesa, Cal. 

11711 General Instrument Corp. , 

Semiconductor Division Products 

Group Newark, N.J. 

11717 Imperial Electronic , Inc. .... Buena Park, Cal. 

11870 Melabs, Inc. Palo Alto, Cal. 

12136 Philadelphia Handle Co. Camden, N.J. 

12361 Grove Mfg. Co. , Inc. Shady Grove, Pa. 

12574 Gulton Ind. Inc, .Data System 

Div Albuquerque, N, M, 

12697 Clarostal Mfg. Co Dover, N. H. 

12728 Elmar Filter Corp W. Haven, Conn. 

12859 Nippon Electric Co. , Lid. Tokyo, Japan 

12881 Metex Electronics Corp Clark, N.J. 

12930 Delta Semiconductor Inc. . . Newport Beach, Cal. 
12954 Dickson Electronics Corp.. . Scottsdale, Arizona 

13019 Airco Supply Co, . Inc Witchita, Kansas 

13061 Wilco Products Detroit, Mich. 

13103 Thermolloy Dallas, Texas 

13327 Solitron Devices Inc Tappan, N.Y. 

13396 Telefunken (GmbH) Hanover , Germany 

13835 Midland-Wright Div, of 

Pacific Industries , Inc. . , . Kansas City, Kansas 

14099 Sem-Tech Newbury Park, Cal. 

14193 Calif. Resistor Corp Santa Monica, Cal. 

14298 American Components , Inc.. , Conshohocken , Pa. 
14433 ITT Semiconductor , a Div. of 
Int. Telephone and Telegraph 

Corporation West Palm Beach, Fla. 

14493 Hewlett-Packard Company Loveland, Colo, 

14655 Cornell Dublier Electric Corp . , . Newark. N.J. 

14674 Corning Glass Works Corning. N.Y. 

14752 Electro Cube Inc San Gabriel , Cal. 

14960 Williams Mfg, Co San Jose. Cal, 

15106 The Sphere Co. ,Inc Little Falls, N.J. 

15203 Webster Electronics Co New York, N. Y. 

15287 Scionics Corp Northridge , Cal . 

15291 Adjustable Bushing Co N. Holl>w.'ood, Cal, 

1 5558 Micron Electronics. .Garden City, Long Island,N. Y. 
15566 Amprobe Inst. Corp. ...... Lynbrook, N.Y. 

15631 Cabletronics Costa Mesa, Cal. 

15772 Twentieth Century Coil 

Spring Co. Santa Clara, Cal. 

15801 Fenwal Elect. Inc Framingham, Mass. 

15818 Amelco Inc Mountain View , Cal. 

16037 Spruce Pine Mica Co Spruce Pine, N. C. 

16179 Omni-Spectra Inc Detroit, 111. 

16352 Computer Diode Carp Lodi, N, J. 

16554 Electroid Co Union, N.J. 

16585 Boots Aircraft Nut Corp Pasadena, Cal. 

16688 Ideal Prec. Meter Co. ,lnc. , 

De Jur Meter Div Brooklyn, N.Y. 

16758 Delco Radio Div. of G. M. Corp. , . .Kokomo. Ind. 

17109 Thermonetics Inc Canoga Park, Cal, 

17474 Tranex Company Mountain View , Cal. 

17675 Hamlin Metal Products Corp Akron, Ohio 

17745 Angstrohm Prec. Inc No. Holl>w,ood, Cal. 

17856 Siliconix Inc Sunnyvale , Cal. 

17370 McGraw -Edison Co Manchester, N. H. 

18042 Power Design Pacific Inc Palo Alto, Cal. 

18083 Clevite Corp. Semiconductor Div, . Palo Alto, Cal. 

18324 Signetics Corp Sunnyvale , Cal. 

18476 Ty-Car Mfg. Co. , Inc Holliston, Mass, 

18486 TRW Elect. Comp. Div Dcs Plaines, 111, 

18565 Chomerics Plainvillo, Mass. 

18583 Curtis Instrument , Inc Mt. Kisro.N.Y. 

18612 Vishay Instruments Inc Malvern, Pa. 

18873 E.I. DuPont and Co. , Lnc. . . . Wilmington , Del . 

18911 Durant Mfg. Co ... Milwaukee, Wis. 

19315 The Bendix Corp. .Navigation & 

Control Div Teterboro, N.J, 

19500 Thomas A, Edison Industries , 

Div. of McGraw-Edison .... West Orange, N.J. 
19539 Concoa Baldwin Park, Cal, 
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Code 

No. 



Manufacturer 



Address Code 
No. 



Manufacturer 



Address Cixle 
No. 



Manufacturer 



Addre.sv 



19644 LRC Electronics Horseheads , N. Y. 

19701 Electra Mfg. Co Independence . Kansas 

20133 General Atronics Corp. Philadelphia , Pa. 

21226 Executone, Inc. Long Island City , N. Y. 

2 1355 Fafnir Bearing Co. ,The . . . New Britian, Conn. 
21520 Fansteel Metallurgical Corp. . .. .N. Chicago. 111. 

23020 General Reed Co Metuchen, N.J. 

23042 Texscan Corp. Indianapolis. Ind. 

23783 British Radio Electronics Ltd. . .Washington, D.C. 
24455 G.E. Lamp Division , Nela Park, Cleveland, Ohio 

24655 General Radio Co. West Concord, Mass. 

24681 Memcor Inc. , Comp. Div Huntington , Ind. 

26365 Gries Reproducer Corp. . . . New Rochelle, N. Y. 
26462 Grobert File Co. of America, Inc. Carlstadt, N.J. 

26851 Compac Hollister Co Hollister, Cal. 

26992 Hamilton Watch Co Lancaster, Pa. 

28480 Hewlett-Packard Co Palo Alto, Cal. 

28520 Heyman Mfg. Co Kenilworth, N.J. 

30817 Instrument Specialties Co. . 

Inc, Little. Falls , N.J. 

33173 G.E. Receiving Tube Dept Owensboro, Ky. 

35434 Lectrohm Inc Chicago, III. 

36196 Stanwyck Coil Products. 

Ltd Hawkesbury. Ontario, Canada 

36287 Cunningham, W H. & Hill. 

Ltd. Toronto, Ontario. Canada 

37942 P.R. Mallory & Co. .Inc Indianapolis, Ind. 

39543 Mechanical Industries Prod, Co. . Akron, Ohio 
40920 Miniature Precision Bearings , Inc . . Keene. N. H. 

40931 Honeywell Inc Minneapolis. Minn. 

42190 Muter Co, Chicago. 111. 

43990 C. A. Norgren Co. Englewood , Colo . 

44655 Ohmite Mfg. Co. Skokie, 111. 

46384 Penn Eng. SiMfg. Corp Doylestown, Pa. 

47904 Polaroid Corp. Cambridge, Mass. 

48620 Precision Thermometer & 

Inst. Co. Southampton. Pa. 

49956 Microwave & Power Tube Div. . -W'altham, Mass. 

52090 Rowan Controller Co Westminster, Md. 

52983 HP Co , Med. Elec. Div. .... Waltham. Mass, 

54294 Shallcross Mfg. Co. Selma, N.C. 

55026 Simpson Electric Co. Chicago. 111. 

55933 Sonotone Corp. Elmsford. N. Y, 

55938 Raytheon Co. Com mercial Apparatus 

& System Div, . So. Norw'alk, Conn. 

56137 Spaulding Fibre Co. . Inc Tonawanda, N. Y. 

56289 Sprague Electric Co North Adams. Mass. 

58474 Superior Elect. Co. Bristol, Conn. 

59446 Telex Corp. Tulsa. Okla. 

59730 Thomas Betts Co. Elizabeth, N.J. 

60741 Triplett Electrical Inst. Co Bluffton, Ohio 

61775 Union Switch and Signal Div. of 

Westinghouse .Mr Brake Co. . . Pittsburgh, Pa. 

62119 Universal Electric Co Owosso. Mich. 

63743 Ward-Leonard Electric Co, . . Mt. Vernon, N. Y, 

64959 Western Electric Co. , Inc. . . . New York, N. Y. 

65092 Weston Inst, Inc. Weston-Newark . Newark, N.J. 

66295 Wittek Mfg. Co Chicago. 111. 

66346 Minnesota Mining & Mfg, Co. 

Revere Mincom Div St. Paul, Minn. 

70276 Allen Mfg. Co Hartford, Conn. 

70309 Allied Control New York. N.Y. 

70318 Allmelal Screw Product Co. , Inc. 

Garden City. N. Y. 

70417 Amplex. Div, of Chrysler Corp. .Detroit, Mich. 

70485 Atlantic India Rubber Works, Inc. . . Chicago, 111. 

70563 Amperite Co. . Inc Union City, N.J. 

70674 ADC Products Inc Minneapolis, Minn. 

70903 Belden Mfg. Co Chicago, 111. 

70998 Bird Electric Corp Cleveland, Ohio 

71002 Birnbach Radio Co . New York. N. Y. 

71034 Bliley Electric Co. .Inc Erie. Pa. 

71041 Boston Gear Works Div. of 

Murray Co. of Texas Quincey, Mass. 

71218 Bud Radio. Inc Willoughby, Ohio 

71279 Cambridge Thermionics Corp. Cambridge. Mass. 

71286 Camloc Fastener Corp Paramus, N.J. 

71313 Cardwell Condenser Corp. 

Lindenhurst, L. I. . N.Y. 

71400 Bussmann Mfg. Div, of 

McGraw-Edison Co St. Louis. Mo. 

71436 Chicago Condenser Corp Chicago, 111. 

71447 Calif. Spring Co. , Inc Pico-Rivera, Cal. 

71450 CTS Corp Elkhart, Ind. 

71468 ITT Cannon Electric Inc. . . . Los Angeles, Cal. 

71471 Cinema. Div. Aerovox Corp Burbank, Cal. 



71482 C.P. Clare & Co Chicago. 111. 

71590 Centralab Div. of 

Globe Union Inc Milwaukee. Wi,s, 

71616 Commercial Plastics Co Chicago, 111. 

71700 Cornish Wire Co. , The New York. N. Y. 

71707 Cnto Coil Co. . Inc Providence, R.I. 

71 744 Chicago Miniature Lamp Works . , .Chicago, 111. 
71785 Cinch Mfg. Co. . 

Howard B. Jones Div .Chicago. 111. 

71984 Dow Corning Corp Midland, Mich. 

72136 Electro Motive Mfg. Co. , Inc. 

Willimantic, Conn. 

72619 Dialight Corp Brooklyn, N.Y. 

72656 Indiana General Corp. , 

Electronics Div Keasby , N.J. 

72699 General Instrument Corp, . 

Cap Division Newark, N.J. 

72765 Drake Mfg. Co, Harwood Heights , 111 

72825 Hugh H. Eby Inc Philadelphia. Pa. 

72928 Gudeman Co Chicago, 111. 

72962 Elastic Stop Nut Corp Union, N.J. 

72964 Robert M. Hadley Co. ..... Los Angeles, Cal. 
72982 Erie Technological Products. Inc. . . Erie. Pa. 

73061 Hansen Mfg. Co. . Inc Princeton, Ind. 

73076 H.M. Harper Co Chicago. 111. 

73138 Helipol Div. of Beckman Inst. . Inc. 

Fullerton , Cal. 

73293 Hughes Products Division of 

Hughes Aircraft Co. . . . Newport Beach, Cal. 
73445 Amperex Elect. Cn. , . . Hicksville, L, I. . N. Y. 
73506 Bradley Semiconductor Corp. 

New Haven , Conn, 

73559 Carling Electric. Inc Hartford, Conn. 

73586 Circle F Mfg. Co Trenton. N.J. 

73682 George K, Garrett Co. , 

Div. MSL Industries . Inc.. , Philadelphia, Pa. 

73734 Federal Screw- Products, Inc Chicago. 111. 

73743 Fischer Special Mfg. Co Cincinnati, Ohio 

73793 General Industries Co. , The Elyria, Ohio 

73846 Goshen Stamping &■ Tool Co Goshen. Ind, 

73899 J FD Electronics Corp Brooklyn, N.Y. 

73905 Jennings Radio Mfg. Corp San Jose, Cal, 

73957 Groove-Pin Corp Ridgefield, N.J. 

74276 Signalite Inc Neptune. N.J. 

74455 J. H. Winns, and Sons .... Winchester, Mass. 

74861 Industrial Condenser Corp Chicago, 111. 

74868 R, F. Products Division of 

Amphenol -Borg Electronic Corp. 

Danbury, Conn. 

74970 E. F, Johnson Co Waseca, Minn. 

75042 International Resistance Co. . Philadelphia. Pa. 

75263 Keystone Carbon Co. , Inc St. Marys, Pa. 

75378 Cfs Knights. Inc Sandwich, 111. 

75382 KuLka Electric Corp Mt. Vernon. N.Y. 

75818 Lenz Electric Mfg, Co Chicago, 111. 

75915 LUtlefuse. Inc Des Plaines, 111. 

76005 Lord Mfg, Co Erie, Pa. 

76210 C.W. Marwedcl San Francisco. Cal. 

76433 General Instrument Corp. , 

Micamold Division Newark, N.J. 

76487 James Millen Mfg. Co. . Inc. . . Malden, Mass. 

76493 J.W. Miller Co Los Angeles, Cal, 

76530 Cinch-Monadnock , Div. of United Carr 

Fastener Corp San Leandro, Cal. 

76545 Mueller Electric Co Cleveland, Ohio 

76703 National Union Newark, N J. 

76854 Oak Manufacturing Co .Crystal Lake, 111. 

77068 The Bendix Corp. , 

Electrodynamics Div. . . , N. Hollywood. Cal. 

77075 Pacific Metals Co San Francisco, Cal. 

77221 Phao.stran Instrument and 

Electronic Co So. Pasadena, Cal. 

77252 Philadelphia Steel and 

Wire Corp Philadelphia, Pa. 

77342 American Machine & Foundry Co. 

Potter S.- Brumfield Div Princeton, Ind. 

77630 TRW Electronic Components Div . Camden, N.J. 

77630 General Instrument Corp. , 

Rectifier Division Brooklyn, N.Y. 

77764 Resistance Products Co Harrisburg, Pa. 

77969 Rubbercraft Corp. of Calif. . . . Torrance, Cal. 

78109 Shakeproof Division of 

Illinois Tool Works Elgin, 111. 

78277 Sigma So. Braintree, Mass. 

78283 Signal Indicator Corp New York, N.Y. 

78290 Struthers-Dunn Inc Pitman, N.J. 



78452 Thompson-Dremer & Co Chicago. Ill 

78471 Tilley Mfg. Co San Francisco, Cal 

784 88 Stackpole Carlxin Co St. Marys. Pa. 

78493 Standard Thomson Corp. ... .Waltham, Mass. 

78553 Tinnerman Products. Inc Cleveland, Ohio 

78790 Transformer Engineers .... San Gabriel, Cal 

78947 Ucinitc Co Newtonville. Mass. 

79136 Waldes Kohinoor Inc. , . Long Island City, N, Y. 

79142 Voeder Root, Inc Hartford. Conn. 

79251 Wenco Mfg. Co Chicago, 111, 

79727 Cominental-Wirt Electronics Corp. 

Philadelphia. Pa. 

79963 Zierick Mfg, Corp New Rochelle, N.Y, 

80031 Mepco Division of Sessions Clock Co. 

. Morristown, N, J, 

80033 Prestole Corp Toledo. Ohio 

80120 Schnitzer Alloy Products Co. . . Elizabeth. N.J. 
80131 Electronic Industries Association. 

Standard tube or semi-conductor device, 
any manufacturer. 

80207 Unimax Switch, Div. Maxon Electronics 

Corp Wallingford. Conn. 

80223 United Transformer Corp. , . .New York, N.Y. 

80248 Oxford Electric Corp Chicago, 111. 

80294 Bourns Inc Riverside, Cal. 

8041 1 Arco Div, of Robertshaw Controls Co. 

Columbus. Ohio 

80486 All Star Products Inc Defiance, Ohio 

80509 Avery Label Co Monrovia, Cal. 

80583 Hammarlund Co. . Inc Mars Hill. N.C. 

80640 Stevens, Arnold, Co. , Inc Boston. Mass, 

80813 Dimeo Gray Co Dayton, Ohio 

81030 International Inst. Inc Orange, Conn, 

81073 Crayhill Co LaGrange,IlL 

81095 Triad Transformer Corp Venice. Cal. 

81312 Winchester Elec, Div. Litton Ind, . Inc. 

Oakville, Conn, 

81349 Military Specification 

81483 International Rectifier Corp. . ElSegundo. Cal. 

81541 Airpax Electronics, Inc. . Cambridge, Maryland 
81860 Barry Controls, Div. Barry Wright Corp. 

Watertown, Mass. 

82042 Carter Precision Electric Co Skokie, III. 

82047 Sperti Faraday Inc. , Copper Hewitt 

Electric Di\’ Hoboken, N.J, 

82116 Electric Regulator Corp Norwalk, Conn, 

82142 Jeffers Electronics Division of 

Speer Carbon Co Du Bois, Pa. 

82170 Fairchild Camera &■ Inst, Corp. , 

Space & Defense Systems Div. .Paramus, N.J. 

82209 Magurie Industries , Inc Greenwich, Conn. 

82219 Sylvania Electric Prod. . Inc. 

Electronic Tube Division . . . .Emporium, Pa. 

82376 Astron Corp East Newark. Harrison, N, J. 

82389 Switchcraft, Inc Chicago, 111. 

82647 Metals 6 Controls Inc. . 

Spencer Products Attleboro. Mass. 

82768 Phillips -Advance Control Co Joliet, 111. 

82866 Research Products Corp Madison, Wis. 

82877 Rolton'Mfg. Co,, Inc Woodstock. N.Y. 

82893 Vector Electronic Co Glendale, Cal. 

83058 Carr Fastener Co Cambridge, Mass. 

83086 New' Hampshire Ball 

Bearing, Inc Peterborough, N. H. 

83125 General Instrument Corp. , 

Capacitor Div Darlington, S. C. 

83148 ITT Wire and Cable Div Lus Angeles, Cal. 

83186 Victory Eng. Corp Springfield, N.J. 

83298 Bendix Corp. , Red Bank Div.. . Rod Dank, N.J. 

83315 Hubbell Corp Mundelein, 111. 

83324 Rosan Inc Newport Beach, Cal. 

83330 Smith. Herman H. , Inc Brooklyn. N.Y. 

83332 Tech Labs Palisades Park, N.J. 

83385 Central Screw Co Chicago, 111. 

83501 Gavitt Wire and Cable Co. . Div. of 

Amerace Corp Brookfield, Mass. 

83594 Burroughs Corp. , Electronic 

Tube Div Plainfield. N.J. 

83740 Union Carbide Corp. , Consumer 

Prod. Div New York, N. Y. 

83777 Model Eng. and Mfg. , Lnc. . . . Huntington, Ind. 

33821 Loyd Scruggs Co Festus, Mo. 

83942 Aeronautical Inst. & Radio Co Lodi, N.J. 

84171 Arco Electronics Inc Great Neck, N.Y. 

84396 A. J. Glesener Co. , Inc. . . San Francisco, Cal. 

8441 1 TRW Capacitor Div Ogallala. Neb. 
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No. Manufacturer Address 

94870 Sarkes Tarzian, Inc Bloomington, Ind, 

85454 Boonton Molding Company Boonton, N. J. 

85471 A.B. Boyd Co San Francisco, Cal. 

85474 R. M. Bracamonte & Co. . . . San Francisco, Cal. 

85660 Koiled Kords, Inc Hamden, Conn. 

85911 Seamless Rubber Co Chicago, HI. 

86174 Fafnir Bearing Co Los Angeles, Calif. 



86197 Clifton Precision Products Co, , Inc. 

Clifton Heights, Pa. 

86579 Precision Rubber Products Corp. Dayton, Ohio 
86684 Radio Corp. of America, Electronic Comp. 



& Devices Division Harrison, N. J. 

86928 Seastrom Mfg. Co Glendale, Cal. 

87034 Marco Industries Anaheim, Cal. 



87216 Philco Corporation (Lansdale Division) 

Lansdale, Pa. 

87473 Western Fibrous Glass Products Co. 



San Francisco, Cal. 

87664 Van Waters & Rogers Inc. . . San Francisco, Cal. 

87930 Tower Mfg, Corp Providence, R. I. 

88140 Cutler -Hammer , Inc Lincoln, 111. 

88220 Gould -National Batteries, Inc. , . St. Paul, Minn. 

88698 General Mills, Inc Buffalo, N. Y. 

89231 Graybar Electric Co Oakland, Cal. 

89473 G. E. Distributing Corp Schenectady, N.Y. 

89479 Security Co Detroit, Mich. 

89665 United Transformer Co Chicago, III. 

90030 United Shoe Machinery Corp. . . . Beverly, Mass. 
90179 U. S. Rubber Co. , Consumer Ind. & 

Plastics Prod. Div Passaic, N.J. 

90365 Belleville ^eciality Tool Mfg. , Inc, 

Belleville, 111. 

90763 United Carr Fastener Corp Chicago, 111. 

90970 Bearing Engineering Co. . . . San Francisco, Cal. 
91146 ITT Cannon Elect. Inc. , Salem Div. 

Sblem, Mass. 

91260 Connor Spring Mfg. Co. . . . San Francisco, Cal. 

91345 Miller Dial & Nameplate Co. ... El Monte, Cal, 

91418 Radio Materials Co Chicago, 111. 

91506 Augat Inc Attleboro, Mass. 

91637 Dale Electronics, Inc Columbus, Nebr. 

91662 Elco Corp Willow Grove, Pa. 

91673 Epiphone Inc NewYork, N. Y. 

91737 Gremar Mfg. Co, , Inc Wakefield, Mass. 

91827 K F Development Co Redwood City. Cal. 

91886 Malco Mfg. , Inc Chicago, III, 



Code 

No, Manufacturer Address 



91929 Honeywell Inc. , Micro Switch Division 

Freeport , 111. 

91961 Nahm-Bros. ^ring Co Oakland, Cal. 

92180 Tru-Connector Corp Peabody, Mass, 

92367 Elgeet Optical Co. , Inc Rochester, N.Y, 

92607 Tensolite Insulated Wire Co. , Inc. 

Tarrytown, N. Y, 

92702 IMC Magnetics Corp. . . .Westbury, L.I. , N.Y, 

92966 Hudson Lamp Co Kearney, N.J. 

93332 Sylvania Electric Prod. Inc. , 

Semiconductor Div Woburn, Mass. 

93369 Robbins & Myers Inc. . , , Pallisades Park, N.J. 
93410 Stemco Controls, Div. of Essex 

Wire Corp Mansfield, Ohio 

93632 Waters Mfg. Co Culver City, Cal. 

93929 G. V, Controls Livingston, N.J. 

94137 General Cable Corp Bayonne, N.J. 

94144 Raytheon Co. , Comp, Div, , 

Ind. Comp, Operations Quincy, Mass, 

94148 Scientific Electronics 

Products, Inc Loveland, Colo. 

94154 Wagner Elect. Corp. , 

Tung -Sol Div Newark, N.J, 

94197 Curtiss-Wright Corp. , 

Electronics Div East Patterson, N.J. 

94222 South Chester Corp Chester, Pa. 

94330 Wire Cloth Products, Inc Bellwood, 111. 

94375 Automatic Metal Products Co. , Brooklyn, N.Y. 
94682 Worcester Pressed Aluminum Corp. 

Worcester, Mass. 

94696 MagnecraJt Electric Co Chicago, 111. 

95023 George A, Philbrick Researchers, Inc. 

Boston, Mass, 

95146 Alco Elect. Mfg. Co Lawrence, Mass. 

95236 Allies Products Corp Diania, Fla. 

95238 Continental Connector Corp. . . Woodside, N.Y. 

95263 Leecraft Mfg. Co. , Inc Long Island, N.Y. 

95265 National Coil Co Sheridan, Wyo. 

95275 Vitramon, Inc Bridgeport, Conn. 

95348 Gordos Corp Bloomfield, N.J. 

95354 Methode Mfg. Co Rolling Meadows, 111, 

95566 Arnold Engineering Co Marengo, 111. 

95712 Dage Electric Co. , Inc Franklin, Ind. 

95984 Siemon Mfg, Co Wayne, 111. 

95987 Weckesser Co Chicago, 111. 

96067 Microwave Assoc. .West, Inc. . Sunnyvale, Cal. 



Code 

No, Manufacturer Address 

96095 Hi-Q Div. of Aerovox Corp Clean, N. Y. 

96256 Thordarson-Meissner Inc. , , . Mt. Carmel, 111. 

96296 Solar Mfg. Co Los Angeles, Cal. 

96396 Microswitch, Div, of 

Minn. -Honeywell Freeport, 111. 

96330 Carlton Screw Co Chicago, 111. 

96341 Microwave Associates, Inc, . Burlington, Mass. 

96501 Excel Transformer Co Oakland, Cal. 

96508 Xcelite, Inc Orchard Park, N.Y. 

96733 San Fernando Elec. Mfg. Co. San Fernando, Cal. 

96881 Thomson Ind. Inc Long Island, N.Y, 

97464 Industrial Retaining Ring Co. . . Irvington, N.J. 
97539 Automatic & Precision Mfg. . . Englewood, N.J. 

97979 Reon Resistor Corp Yonkers, N.Y. 

97983 Litton System Inc. , Adler -Westrex 

Commun. Div New Rochelle, N.Y. 

98141 R-Tronics, Inc Jamaica, N.Y. 

98159 Rubber Teck, Inc Gardena, Cal. 

98220 Hewlett-Packard Co, , 

Medical Elec. Div Pasadena, Cal. 

98278 Microdot, Inc So. Pasadena, Cal. 

98291 Sealectro Corp Mamaronech, N.Y. 

98376 Zero Mfg. Co Burbank, Cal. 

98410 Etc Inc Cleveland, Ohio 



98731 General Mills Inc, , Electronics Div, 

Minneapolis, Minn. 

98734 Paeco Division of Hewlett-Packard Co. 

Palo Alto, Cal. 

98821 North Hills Electronics, Inc. . Glen Cove, N.Y. 
98978 International Electronic Research Corp. 

Burbank, Cal. 

99109 Columbia Technical Corp. . . , New York, N.Y. 

99313 Varian Associates Palo Alto, Cal. 

99378 Atlee Corp Winchester, Mass. 

99515 Marshall Ind, , Capacitor Div, . Monrovia, Cal. 
99707 Control Switch Division, Controls Co. 

of America El Segundo, Cal. 

99800 Delevan Electronics Corp. . East Aurora, N.Y, 

99848 Wilco Corporation Indianapolis, Ind, 

99928 Branson Corp Whippany, N.J. 

99934 Rembrandt, Inc Boston, Mass. 

99942 Hoffman Electronics Corp. , 

Semiconductor Division £1 Monte, Cal. 

99957 Technology-Instrument Corp. 

of California Newbury Park, Cal. 



The following HP Vendors have no number assigned in the latest supplement to the Federal Supply Code lor Manufacturers Handbook. 



OOOOF Malco Tool and Die Los Angeles, Calif, 

OOOOZ Willow Leather Products Corp. . . Newark, N.J. 

OOOAB ETA England 

OOOBB Precision Instrument Comp. Co. Van Nuys, Cal. 



OOOCS Hewlett-Packard Co. , Colorado 

Springs Div, . . . Colorado Springs, Colorado 
OOOMM Rubber Eng. & Development . . .Hayward, Cal. 
OOONN A ”N" D Mfg. Co San Jose, Cal. 



OOOQQ Cooltron Oakland, Cal. 

OOOWW California Eastern Lab Burlington, Cal. 

OOOYY S.K. Smith Co Los Angeles, Cal. 



SUPPLEMENTAL CODE LIST OF MANUFACTURERS 

Code 

No. Manufacturer Address 



12040 NATIONAL SEMICONDUCTOR CORP. DAN BU R Y.CONN , 

23880 STANFORD APPLIED ENGINEERING SANTA CLARA. CALI F 
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ELECTRONIC 



SALES & SERVICE OFFICES 



UNITED STATES 



ALABAMA 

P.O. Box 4207 

2003 Byrd Spring Road S.W. 
Huntivllle 35802 
Tel: (205) 881-4591 
TWX: 810-726-2204 

ARIZONA 

2336 E. Magnolia St. 

Phoenix 85034 
Tel: (602) 244-1361 
TWX; 910-951-1330 

5737 East Broadway 
Tucson 85711 
Tel: (602) 298-2313 
TWX: 910-952-1162 

CALIFORNIA 

1430 East Orangethorpe Ave. 
Fullerton 92631 
Tel: (714) 870-1000 
TWX: 910-592-1288 

3939 Lankershlm Boulevard 
North Hollywood 91604 
Tel: (213) 877-1282 
rwX: 910-499-2170 

6305 Arizona Place 
Los Angeles 90045 
Tel: (213) 649-2511 
TWX: 910-328-6148 

1101 Embarcadero Road 
Palo Alto 94303 
Tel: (415) 327-6500 
TWX: 910-373-1280 

2220 Watt Ave. 

Sacramento 95825 
Tel: (916) 482-1463 
TWX: 910-367-2092 

9606 Aero Drive 
San Diego 92123 
Tel: (714) 279-3200 
TWX: 910-335-2000 

COLORADO 

7965 East Prentice 
Englewood 80110 
Tel: (303) 771-3455 
TWX: 910-935 0705 



CONNECTICUT 

12 Lunar Drive 
New Haven 06525 
Tel: (203) 389-6551 
TWX: 710-465-2029 

FLORIDA 

P.O. Box 24210 
2806 W. Oakland Park Blvd. 
Ft. Lauderdale 33307 
Tel: (305) 731-2020 
TWX: 510-955-4099 

P.O, Box 13910 
6177 Lake Elienor Dr. 
Orlando, 32809 
Tel: (305) 859-2900 
TWX: 810-850-0113 

GEORGIA 

P.O. Box 28234 
450 Interstate North 
Atlanta 30328 
Tel: (404) 436-6181 
TWX: 810-766-4890 

HAWAII 

2875 So. King Street 
Honolulu 9G814 
Tel: (808) 955-4455 

ILLINOIS 

5500 Howard Street 
Skokie 60076 
Tel: (312) 677-0400 
TWX: 910-223 3613 

INDIANA 

3839 Meadows Drive 
Indianapolis 46205 
Tel: (317) 546-4891 
TWX: 810-341-3263 

LOUISIANA 

P.O. Box 856 

3239 Williams Boulevard 
Kenner 70062 
Tel: (504) 721-6201 
TWX: 810-955-5524 



MARYLAND 

6707 Whitestone Road 
Baltimore 21207 
Tel: (301) 944-5400 
TWX: 710-862-9157 

P.O. Box 1648 
2 Choke Cherry Road 
Rockville 20850 
Tel: (301) 948-6370 
TWX: 710-828-9684 

MASSACHUSETTS 

32 Hartwell Ave. 

Lexington 02173 
Tei; (617) 861-8960 
TWX: 710-326-6904 

MICHIGAN 

21840 West Nine Mile Road 
Southfield 48075 

Tel: (313) 353-9100 
TWX: 810-224-4882 

MINNESOTA 

2459 University Avenue 
St. Paul 55114 
Tel: (612) 645-9461 
TWX: 910-563-3734 

MISSOURI 
11131 Colorado Ave. 

Kansas City 64137 
Tel: (816) 763-8000 
TWX: 910-771-2087 

143 Weldon Parkway 
Maryland Heights 63043 
Tel: (314) 567-1455 
TWX: 910-764-0830 

■NEVADA 
Las Vegat 

Tel: (702) 382-5777 

NEW JERSEY 

W. 120 Century Road 
Paramut 07652 
Tel: (201) 265-5000 
TWX; 710-990-4951 
1060 N. Kings Highway 
Cherry HIM 08034 
Tel: (609) 667-4000 
TWX: 710-892-4945 



NEW MEXICO 

P.O. Box 8366 
Station C 

6501 Lomas Boulevard N.E. 
Albuquerque 87108 
Tel: (505) 265-3713 
TWX: 910-989-1665 

156 Wyatt Drive 
Las Cruces 88001 
Tel: (505) 526-2485 
TWX: 910-983-0550 

NEW YORK 

6 Automation Lane 
Computer Park 
Albany 12205 
Tel: (518) 458-1550 
TWX: 710-441-8270 

1219 Campville Road 
Endicott 13760 
Tel: (607) 754-0050 
TWX: 510-252-0890 

New York City 

Manhattan, Bronx 
Contact Paramus, NJ Office 
Tel: (201) 265-5000 
Brooklyn. Queens, Richmond 
Contact Woodbury, NY Office 
Tel: (516) 921-0300 

82 Washington Street 
Peughkeepile 12601 
Tel: (914) 454-7330 
TWX: 510-248-0012 

39 Saginaw Drive 
Rochester 14623 
Tel: (716) 473-9500 
TWX: 510-253-5981 

5858 East Mofloy Road 
Syracuse 13211 
Tel: (315) 454-2486 
TWX: 710-541-0482 

1 Crossways Park West 
Woodbury 11797 
Tel: (516) 921-0300 
TWX; 510-221-2168 



NORTH CAROLINA 

P.O. Box 5188 
1923 North Main Street 
High Point 27262 
Tel: (919) 885-8101 
TWX: 510-926-1516 

OHIO 

25575 Center Ridge Road 
Cleveland 44145 
Tel: (216) 835-0300 
TWX: 810-427-9129 

3460 South Dixie Drive 
Dayton 45439 
Tel: (513) 298-0351 
TWX: 810-459-1925 

1120 Morse Road 
Columbus 43229 
Tel: (614) 846-1300 

OKLAHOMA 

P.O. Box 32008 
Oklahoma City 73132 
Tel: (405) 721-0200 
TWX; 910-830-6862 

OREGON 

17890 SW Boones Ferry Road 
Tualatin 97062 
Tel: (503) 620-3350 
TWX; 910-467-8714 

PENNSYLVANIA 

2500 Moss Side Boulevard 
Monroeville 15146 
Tel: (412) 271-0724 
TWX: 710-797-3650 

1021 8th Avenue 

King of Prussia Industrial Park 

King of Prussia 19406 

Tel: (215) 26S-7000 

TWX: 510-660-2670 

RHODE ISLAND 

873 Waterman Ave. 

East Providence 02914 
Tel: (401) 434-5535 
TWX; 710-381-7573 

•TENNESSEE 

Memphis 

Tel: (901) 274-7472 



CANADA 



ALBERTA 

Hewlett-Packard (Canada) Ltd. 
11748 KIngsway Ave. 

Edmonton 

Tel: (403) 452-3670 
TWX; 610-831-2431 



BRITISH COLUMBIA 

Hewlett-Packard (Canada) Ltd. 
4519 Canada Way 
North Burnaby 2 
Tel: (604) 433-8213 
TWX: 610-922-5059 



MANITOBA 

Hewlett-Packard (Canada) Ltd. 
513 Century St. 

Winnipeg 

Tel: (204) 786-7581 
TWX; 610-671-3531 



NOVA SCOTIA 

Hewlett-Packard (Canada) Ltd. 
2745 Dutch Village Rd. 

Suite 206 

Halifax 

Tel: (902) 455-0511 
TWX: 610-271-4482 



ONTARIO 

Hewlett-Packard (Canada) Ltd. 
1785 Woodward Dr. 

Ottawa 3 

Tel: (613) 255-6180, 255-6530 
TWX: 610-562-8968 

Hewlett-Packard (Canada) Ltd. 
50 Galaxy Blvd. 

Rexdale 

Tel: (416) 677-9611 
TWX; 610-492-4246 



SOUTH AMERICA 



CENTRAL AND 

ARGENTINA 

Hewlett-Packard Argentina 
S.A.C.e.l 

Lavalle 1171 - 3* 

Buenos Aires 

Tel: 35-0436, 35-0627, 35-0341 
Telex: 012-1009 
Cable: HEWPACK ARG 

BRAZIL 

Hewlett-Packard Do Brasil 
I.E.C. LTDA. 

Rua Frel Caneca 1119 
01307-Sao Paulo - 3, SP 
Tel: 288-7111, 287-5858 
Cable; HEWPACK Sao Paulo 

Hewlett-Packard Do Brasil 
I.E.C. LTDA. 

Praca Oom Feliciano 78 
Salas 806/808 
9000-Porto Alegre RS 
Rio Grande do Sul (RS)-Brasil 
Tel: 25-8470 

Cable; HEWPACK Porto Alegre 

Hewlett-Packard Do Brasil 
I.E.C. LTDA. 

Rua da Matriz 29 
2000-Rlo de Janeiro, GB 
Tel: 266-2643 

Cable; HEWPACK Rio de Janeiro 



BOLIVIA 

stambuk & Mark (Bolivia) LTDA. 
Av. Mariscal, Santa Cruz 1342 

La Pax 

Tel: 40626, 53163, 52421 
Telex: 3560014 
Cable; BUKMAR 

CHILE 

Hfector Calcagni y Cia, Ltda. 
Casilla 16.475 
Santiago 
Tel: 423 96 

Cable: CALCAGNI Santiago 

COLOMBIA 

Instrumentaddn 

Henrik A. Langebaek & Kier S.A. 
Carrera 7 No. 48-59 
Apartado ASreo 6287 
Bogota, 1 D.E. 

Tel: 45-78-06, 45-55-46 
Cable: AARIS Bogota 
Telex; 44400INSTCO 

COSTA RICA 

Lie, Alfredo Gallegos Gurdiin 

Apartado 10159 

San Josi 

Tel: 21-86-13 

Cable; GALGUR San Jos6 



ECUADOR 

Laboratorios de Radio-Ingenieria 
Calle Guayaquil 1246 
Post Office Box 3199 

Quito 

Tel: 212-496; 219-185 
Cable; HORVATH Quito 

EL SALVADOR 

Electronic Associates 
Apartado Postal 1682 
Centro Comercial Gigante 
San Salvador, El Salvador C.A. 
Paseo Escalon 4649-4“ Piso 
Tel: 23-44-60, 23-32-37 
Cable: ELECAS 

GUATEMALA 

IP ESA 

5a via 2-01, Zona 4 
Guatemala City 
Tel: 63-6-27 & 64-7-86 
Telex: 4192 TELTRO GU 

MEXICO 

Hewlett-Packard Mexicana. S.A, 
de C.V. 

Adolfo Prieto 622 
Col. del Valle 
Mexico 12, D.F. 

Tel: 543-4232: 523-1874 
Telex: 017-74-507 



NICARAGUA 

Roberto Ter4n G. 

Apartado Postal 639 

Edificio TerSn 

Managua 

Tel: 3451, 3452 

Cable: ROTERAN Managua 

PANAMA 

Electrbnico Balboa, S.A, 

P.O. Box 4929 

Ave. Manuel Espinosa No. 13-50 
Bldg. Alina 
Panama City 

Tel: 230833 

Telex; 3481003, Curundu, 

Canal Zone 

Cable: ELECTRON Panama City 

. PARAGUAY 

Z.J. Melamed S.R.L. 

Division: Aparatos y Equipos 
Medicos 

Saldn de Exposicidn y Escritorio; 
Chile 482 

Edificio Victoria — Planta Baja 
Asuncion, Paraguay 
Tel: 4-5069, 4-6272 
Cable; RAMEL 



PERU 

Compafiia Electro M^dica S.A. 
Ave. Enrique Canaual 312 
San Isidro 
Casilla 1030 

Lima 

Tel: 22-3900 
Cable: ELMED Lima 

PUERTO RICO 

San Juan Electronics, Inc. 

P.O. Box 5167 

Ponce de Leon 154 

Pda. 3-PTA de Tierra 

San Juan 00906 

Tel: (809) 725-3342, 722-3342 

Cable; SATRONICS San Juan 

Telex; SATRON 3450 332 



TEXAS 

P.O. Box 1270 
201 E. Arapaho Rd. 

Richardson 75080 
Tel: (214) 231-6101 
TWX: 910-867-4723 
P.O. Box 27409 
6300 Westpark Drive 
Suite 100 
Houston 77027 
Tel: (713) 781-6000 
TWX; 910-881-2645 
231 Billy Mitchell Road 
San Antonio 78226 
Tel: (512) 434-4171 
TWX: 910-871-1170 

UTAH 

2890 South Main Street 
Salt Lake City 84115 
Tel: (801) 487-0715 
TWX: 910-925-5681 

VIRGINIA 

P.O. Box 6514 
2111 Spencer Road 
Richmond 23230 
Tel: (703) 285-3431 
TWX: 710-956-0157 

WASHINGTON 

433 108th N.E. 

Bellevue 98004 
Tel: (206) 454-3971 
TWX: 910-443-2303 

•WEST VIRGINIA 
Charlaiton 

Tel: (304) 768-1232 

WISCONSIN 

9431 W. Beloit Road 
Suite 117 
Milwaukee 53227 
Tel: (414) 541-0550 

FOR U.S. AREAS NOT 
LISTED: 

Contact the regional office near 
est you: Atlanta, Georgia . . 
North Hollywood, California . , 
Paramus, New Jersey . . , Skokie 
Illinois. Their complete ad 
dresses are listed above. 
•Service Only 



QUEBEC 

Hewlett-Packard (Canada) Ltd. 

275 Hymus Boulevard 

Pointe Claire 

Tel: (514) 697-4232 

TWX: 610-422-3022 

Telex; 01-20607 

FOR CANADIAN AREAS NOT 
LISTED: 

Contact Hewlett-Packard (Can- 
ada) Ltd. in Pointe Claire, at 
the complete address listed 
above. 



URUGUAY 

Pablo Ferrando S.A. 

Comercial e Industrial 
Avenida Italia 2877 
Casilla de Correo 370 

Montevideo 

Tel: 40-3102 

Cable: RADIUM Montevideo 

VENEZUELA 

Hewlett-Packard De Venezuela 
C.A. 

Apartado 50933 
Caracas 

Tel: 71.88.05, 71.88.69, 71.99.30 
Cable; HEWPACK Caracas 
Telex: 21146 HEWPACK 

FOR AREAS NOT LISTED, 

CONTACT: 

Hewlett-Packard 

Inter-Americas 
3200 Hillview Ave. 

Palo Alto, California 94304 
Tel: (415) 493-1501 
TWX; 910-373-1267 
Cable: HEWPACK Palo Alto 
Telex; 034-8300, 034-8493 
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EUROPE 



AUSTRIA 

Hewlett-Packard Ges m.b.H 

Handelska 52/3 

P,0. Bo* 7 

A-1205 Vienna 

Tel: (0222) 33 66 06 to 09 

Cable: HEWPAK Vienna 

Telex: 75923 hewpak a 

BELGIUM 

Hewlett-Packard Benelux 
S.A. N V, 

Avenue du Col-Vert, 1 
B-1170 Brussels 
Tel: /Q2, 72 22 AO 
Cable: PAL08EN Brussels 
Telex: 23 494 paloben bru 

DENMARK 

Hewlett-Packard A/S 
Datavej 3a 
DK-3460 Blrkerod 
Tel: (01) 81 66 40 
Cable: HEWPACK AS 
Tele*: 166 40 tip as 

Hewlett-Packard A/S 
Torvet 9 

OK-8600 Silkehorg 
Tel: (06 82-71-66 
Telex: 166 40 hp as 
Cable: HEWPACK AS 

FINLAND 

Hewlett-Packard Oy 
Sulevardi 26 
P.O. 00* 12185 
SF-00120 Helsinki 12 
Tel: (90) 13730 
Cable: HEWPACKOY Helsinki 
Tele*: 12-15363 hel 

FRANCE 

Hewlett-Packard France 
Quartier de Courtaboeuf 
Bolte Postale No. 6 
F-9140I Orsay 
Tel: (1) 907 78 25 
Cable: HEWPACK Orsay 
Telex: 60048 



Hewlett-Packard France 
4 Quai des Etroits 
F-69321 Lyon Cedex 1 
Tel f78) 42 63 45 
Cable: HEWPACK Lyon 
Telex: 31617 

Hewlett-Packard France 
29 rue de la Gare 
F-31700 Blagnac 
Tel: (61) 85 82 29 
Telex: 51957 

GERMAN FEDERAL 
REPUBLIC 

Hewlett-Packard GmbH 
Verlriebsrentrale Frankfurt 
Bernerstrasse 117 
Postfach 560 140 

0-6000 Frankfurt 56 
Tel: (0611) 50 04-1 
Cable: HEWPACKSA Frankfurt 
Telex: 41 32 49 fra 
Hewlett-Packard GmbH 
Vertriebsburo Bcblingen 
Herrenbergerslrasse 110 
D-7030 Bdblingen, Wurttemberg 
Tel: £07031) 66 72 87 
Cable: HEPAK Bobiingen 
Telex: 72 65 739 bbn 

Hewlett-Packard GmbH 
Verlriebsbiiro Diisseldorf 
Vogelsanger Weg 38 
D-4000 Dussetdorf 
Tel (0211) 63 80 3l 35 
Telex: 85/86 533 hpdd d 

Hewlett-Packard GmbH 
Verlriebsbiiro Hamburg 
Wendenstr. 23 
D-2000 Hamburg 1 
Tel: !041I) 24 05 51/52 
Cable; HEWPACKSA Hamburg 
Telex: 21 63 032 hphh d 



Hewlett-Packard GmbH 
Vertriebsburo MLincben 
Unterhachinger Strasse 28 
ISAR Center 

0- 8012 Ottobrunn 

Tel: -osm 601 30 6!/7 

Telei: 52 49 85 

Cable: HEVrPACKSA Mucben 

(West Berlin) 

Hewlett-Packard GmbH 
Vertriebsburo Berlin 
Wilmeridorfer Strasse 113 114 
D-iOQO Berlin W. 12 
Tel: (03ir 3137046 
Telex 18 34 05 hpbln d 

GREECE 

Kostas Karayannis 
18, Ermou Street 
GR-Atfiens 126 
Tel: 3230-303 
Cable: RAKAR Athens 
Te ex: 21 59 62 rkar gr 

IRELAND 

Hewlett-Packard Ltd- 
224 Bath Road 
GB-Slough, SLl 4 DS, Bucks 
Tel Slough (0753 33341 
Cable; HEWPIE Slough 
Telex- 84413 
Hewlett-Packard Ltd. 

The Graftons 
Stamford New Road 
Altrincham, Cheshire, England 
Tel: '061i 928-8626 
Tele*: 668068 

ITALY 

Hewlett-Packard Italiana S p.A. 
Via Amerigo Vespucci 2 

1- 20124 Milan 

Tel: (2) 6251 (10 lines) 

Cable: HEWPACKIT Milan 
Tele*: 32046 

Hewlett-Packard Italiana S.p A. 

Piarra Marconi 

1-00144 Rome - Eur 

Tel: .6,1 5912544/5. 5915947 

Cable: HEWPACKIT Rome 

Tele*: 61514 



Hewlett-Packard Italiana S.p. A. 
Vicolo Pastori, 3 
1-35100 Padova 
Tel: '49 66 -40 62 
Telex- 32046 via Milan 

Hewlett-Packard Italiana S.p. A. 

Via Colli, 24 

1-10129 Turin 

Tel ill 53 82 64 

Telex: 32046 via Milan 

LUXEMBURG 

Hewlett-Packard Benelux 
S A N.y. 

Avenue du Coi-Vert, l 
0-1170 Brussels 
Tel: (03 021 72 22 40 
Cable.. PALOBEN Brussels 
Telex: 23 494 

NETHERLANDS 

Hewlett-Packard Benelux, N.V. 

Weerdesletn 117 

P.O Box 7825 

NL-Amsterdam, Z II 

Tel: (020) 42 77 77 

Cable: PALOBEN Amsterdam 

Telex: 13 216 hepa nl 

NORWAY 

Hewlett-Packard Norge A S 

Nesveien 13 

Box 149 

N-1344 Haslum 

Tel: (02i 53 83 60 

Teiex: 16621 hpnas n 

PORTUGAL 

Telectra-Empresa Tfecnica de 
El^ctricos S.a.r.l. 

Rua Rodf'.go da Fonseca 103 

P.O. Box 2S31 

P Lisbon 1 

Tel: (19) 68 60 72 

Cable: TELECTRA Lisbon 

Telex; 1598 



SPAIN 

Hewlett-Packard Espano'a. S.A 

Jere? No 8 

E-Madrid 16 

Tei- 458 26 00 

Telex 23515 hpe 

Hewlett-Packard Espahoia, S.A. 

Miianesado 21-23 

E Barcelona 17 

Tel i3' 203 62 00 

Telex- 52603 hpbe e 

SWEDEN 

Hewlett-Packard Sverige AB 

Enighetsvagen 1-3 

Fack 

S-161 20 Bromma 20 
Tel: (08 98 12 50 
Cable MEASUREMENTS 
Stockholm 
Telex: 10721 

Hewlett-Packard Sverige AB 
Hagakersgatan 9C 
S 431 41 Mblndal 
rel i031, 27 68 00 01 
Tele* 21 312 hpmindl s 

SWITZERLAND 

Hewlett Packard iSchwei;: AG 

Zurcherstrasse 20 

P.O- Bex 64 

CH-8952 Schlieren Zurich 
Tel: .01 98 18 21 24 
Cable: HPAG CH 
Telex: 53933 hpag ch 
Hewlett-Packard fSchweiz) AG 
9. Chemin Louis-Pictet 
CH-1214 Vernier- Geneva 
Tel: (022: 41 4950 
Cable: HEWPACKSA Geneva 
Telex: 27 333 hpsa ch 

TURKEY 

Telekom Engineering Bureau 

Saglik Sok No. 15/1 

Ayaspasa-Beyoglu 

P.O. Box 437 Beyoglu 

TR Istanbul 

Tel: 49 40 40 

Cable: TELEMATION Istanbul 



UNITED KINGDOM 

Hewlett-Packard Ltd. 

224 Bath Road 
GB-Slough, SLl 4 DS, Bucks 
Tel: Slough (0753) 33341 
cable: HEWPIE Slough 
Tele* 34413 
Hewlett-Packard Ltd. 

"The Graftons" 

Stamford New Road 
GB-Altfincham, Cheshire 
Tel: 1061) 928-8626 
Telex 668068 

Hewlett-Packard Ltd's registered 
address for V.A.T. purposes 
only 

70, Finsbury Pavement 
London, EC2A1SX 
Registered No: 69057 

SOCIALIST COUNTRIES 
PLEASE CONTACT: 

Hewleit-Packard Ges.m.b.H. 

Handelskai 52/3 

P 0 Box 7 

A-1205 Vienna 

Ph: '0222) 33 66 06 to 09 

Cable: HEWPACK Vienna 

Telex: 75923 hewpak a 

ALL OTHER EUROPEAN 
COUNTRIES CONTACT: 

Hewlett-Packard S.A. 

Rue du Bois-du-Lan 7 
P.O. Box 85 

CH-1217 Meyrin 2 Geneva 
SwiUerland 
Tel: 1022) 41 54 00 
Cable: HEWPACKSA Geneva 
Telex; 2 24 86 



AFRICA, ASIA, AUSTRALIA 



ANGOLA 

Telectra Empresa T6cnia 
de Equipamentos ElSciricos 
SAR 

Rua de Barbosa Rodrigues 
42-1“ 

Box 6487 

Luanda 

Cable: TELECTRA Luanda 

AUSTRALIA 

Hewlett-Packard Australia 
Pty. Ltd. 

22-26 Weir Street 
Glen Iris, 3146 
Victoria 

Tel: 20-1371 (6 lines) 

Cable; HEWPARD Melbourne 
Telex: 31 024 

Hewlett-Packard Australia 
Pty. Ltd, 

Corner Bridge & West Streets 
Pymble, New couth Wales 2073 
Tel: 449 6566 
Cable: HEWPARD Sydney 
Telex: 21561 

Hewlett-Packard Australia 
Pty. Ltd. 

97 Churchill Road 
Prospect 5082 
South Australia 
Tel: 65-2366 

Cable: HEWPARD Adelaide 

Hewlett Packard Australia 
Ply. Ltd. 

2nd Floor, Suite 13 
Casablanca Buildings 
196 Adelaide Terrace 
Perth, W.A. 6000 
Tel: 25-6800 
Cable: HEWPARD Perth 

Hewlett-Packard Australia 
Pty. Ltd. 

10 Woolley Street 
P.O. Box 191 
Dickson A.C.T. 2602 
Tel: 49-8194 

Cable: HEWPARD Canberra ACT 

Hewlett-Packard Australia 
Pty. Ltd. 

2nd Floor, 49 Gregory Terrace 
Brisbane, Queensland, 4000 
Tel: 29 1544 

CEYLON 

United Electricals Ltd. 

P.O. Box 681 
60, Park St, 

Colombo 2 
Tel: 26696 

■ Cable: HOTPOINT Colombo 



CYPRUS 

Kypronlcs 

19 Gregorios & Xenopoulos Road 
P.O. Box 1152 
CY Nicosia 
Tel: 45628/29 

Cable: KYPRONKS PANDEHlS 

ETHIOPIA 

African Salespower A Agency 
Private Ltd., Co. 

P. 0. Box 718 
58/59 Cunningriam St. 

Addis Ababa 
Tel: 12285 

Cable; ASACO Addisababa 

HONG KONG 

Schmidt & Co. (Hong Kong) Ltd. 
P.O. Box 297 

1511, Prince's Building 15lh Efoc 

10, Chafer Road 

Hong Kong 

Tel: 240168, 232735 

Cable: SCHMIDTCO Hong Kong 

INDIA 

Blue Star Ltd. 

Kasluri Buildings 
Jamshedji Tata Rd. 

Bombay 400 020 
Tel: 29 50 21 
Telex: 3751 
Cable: BLUEFRQST 

Blue Star Ltd. 

Band Box House 
Prabhadevi 
Bombay 400 025 
Tef 45 73 01 
Teiex: 3751 
Cable.- BLUESTAR 

Blue Star Ltd. 

14/40 Civil Lines 
Kampur 208 001 
Tel: 6 88 82 
Cable: BLUESTAR 

Blue Star. Ltd. 

7 Hare Street 
P.O, Box 506 
Calcutta 700 001 
Tel: 23-0131 
Telex 655 
Cable BLUESTAR 

Blue Star Ltd. 

Blue Star House, 

34 Ring Road 
Lajpat Nagar 
New Delhi no 024 
Tel: 62 32 76 
Telex: 463 
Cable: BLUESTAR 

Blue Star, Ltd. 

Blue Star House 
U It A Magarath Road 
Bangalore 560 025 
Tel: 51473 
Telex: 430 
Cable: BLUESTAR 



Blue Star, Ltd 
l-l-tl7/l 
Saroiinl Devi Road 
Secunderabad 500 003 
Tel: 7 63 91, 7 73 93 
Cable: BLUEFROST 
Telex- 459 
Blue Star, Ltd. 

23. 24 Second Line Beach 
Madras 600 OOl 
Tel: 2 39 55 
Telex: 379 
Cable: BLUESTAR 
Blue Star, Ltd. 

IB Kaiser Bungalow 
Dindli Road 
Jamshedpur 831 001 
Tel: 38 04 
Cable: BLUESTAR 
Telex; 240 

INDONESIA 

Bah Bolon Trading Coy. N.V. 
0/aiah Merdeka 29 
Bandung 

Tel: 4915, 51560 
Cable; ILMU 
Telex: 08-809 

IRAN 

Multicarp International Ltd. 

Avenue Soraya 130 

P.O. Box 1212 

IR-Teheran 

Tel 83 10 35-39 

Cable: MULTICORP Tehran 

Teiex: 2393 MCI TN 

ISRAEL 

Electronics A Engineering 
Div. of Motorola Israel Ltd. 
17 Amlnadav Street 
Tel-Avlv 

Tel: 36941 (3 lines) 

Cable: BASTEL Tel-Aviv 
Telex: 33569 

JAPAN 

Yokogawa-Hewletl-Packard Ltd 
Ohashi Building 

1- 59-1 Yoyogi 
Shlbuya-ku, Tokyo 
Tel: 03-370-2281/92 
Telex: 232-2024YHP 

Cable YHPMARKET TDK 23-724 

Yokogawa Hewlett-Packard Ltd. 
Nisei Ibaragi Bldg. 

2- 2-8 Kasuga 
Ibaragi-Shi 

Osaka 

Tei; (0726) 23-1641 
Telex: 5332-385 YHP OSAKA 

Yokogawa-Hewlett-Packard Ltd. 
Nakamo Building 
No. 24 Kamisasazima-cho 
Nakamura-ku, Nagoya City 
Tei '052) 571-5171 



Yokogawa-Hewlett-Packard Ltd 
Nitto Bldg. 

2-4-2 Shinohara-Kita 
Kohoku-ku 
Yokohama 222 
Tel: 045-432-1504 
Telex: 382-3204 YHP YOK 

Yokogar,s-Hewlett-Packard Ltd. 
Chuo Bldg. 

Rm. 603 3, 

2-Chome 

IZUMI-CHO, 

Mito, 310 
Tei: 0292-25-7470 
KENYA 
Kenya Kinetics 
P.O. Box 18311 
Nairobi, Kenya 
Tel: 57726 
Cabfe: PROTON 
KOREA 

Amtraco Corporation 
Industri.al Products Div. 

Seoul P.O. Box 1103 
8th floor, DaeKyung Bldg. 

107 Sejong Ro 
Chongro-Ku, Seoul 
Teh 73-8924-7 
Cable: AMTRACO Seoul 
LEBANON 

Constantin E. Macridis 
P.O. Box 7213 
RL-Beirut 
Tel: 220846 

Cable: ELECTfiONUCLEAR Beirut 

MALAYSIA 

MEC0M8 Malaysia Ltd. 

2 Lorong 13/6A 
Section 13 

Pelaling Jaya. Selangor 
Cable: MECOM8 Kuala Lumpur 
MOZAMBIQUE 
A. N. Goncalves, LOA. 

4.1 Apt. 14 Av. 0. Luis 
P.O. Box 107 
Lourenco Marques 
Telex: 6-203 NEGON MO 
Cable: NEGON 
NEW ZEALAND 
Hewlett-Packard (N.Z.) Ltd. 
94-96 Dixson Sf. 

P.O. Bo* 9443 
Courtenay Place 
Wellington, N.Z. 

Tel: 56-559 

Telex: 6-203 NEGON MU 
Cable: HEWPACK Wellington 
Hewlett Packard iN.Z.) Ltd, 

Bo* 51092 
Pukuranga 
Tel: 56-9837 

Cable: HEWPACK, Auckland 

NIGERIA 

Teil iMesaCom Division) 

25 Moronll St, Suru-Lere, 

P.O. Box 5705 
Lagos 

Cable-. THETEIL LAGOS 



PAKISTAN 

Mushko 4 Company, Ltd. 
Oosman Chambers 
Abdullah Haroon Road 

Karachi 3 

Tel: 511027, 512927 
Cable: COOPERATOR Karachi 

Mushko 4 Company, Ltd. 

3SB, Satellite Town 

Rawalpindi 

lel: 41924 

Cable: FEMUS Rawalpindi 

PHILIPPINES 

Eiectromex Inc. 

5lh Floor, Architects 
Cenrer Bldg. 

Ayaia Ave.. Makati, Rizal 
C C.P.O. Box 1028 
Makati, Rizal 
Tel 86-18-87, 87-76-77 
Cable ELEMEX Manila 

SINGAPORE 

Mechanical and Combustion 
Engineering Company Ltd. 

9. Jalan Kllang 

Red Hill Industrial Estate 

Singapore, 3 

Tel: 642361-3: 632611 

Cable: MECOM0 Singapore 

Hewlett-Packard Far East 
Area Office 
P.O. Box 87 
Alexandra Post Office 
Singapore 3 
Tel 633022 

Cable HEWPACK SINGAPORE 

SOUTH AFRICA 

Hewlett Packard South Africa 
(Pty,), Ltd. 

P.O. Box 31716 

Braamtonlein Transvaal 

Milnerton 

30 De Beer Street 

Johannesburg 

Tel: 725-2080, 725-2030 

Telex: 0226 JH 

Cable; HEWPACK Johannesburg 

Hewlett Packard South Africa 
iPty./, Ltd. 

Breecastle House 

Bree Street 

Cape Town 

Tei; 3-6019, 3-6545 

Cable- HEWPACK Cape Town 

Tele* 5-0006 

Hewlett Packard South Africa 
Pty Ltd. 

641 Ridge Road, Durban 
P.O Bo* 99 
Qverport, Natal 
Teh 88-6102 
Teiex 567954 
Cable: HEWPACK 



TAIWAN 

Hewlett Packard Taiwan 
39 Chung Shiao West Road 
Sec. 1 

Overseas Insurance 
Corp. Bldg. 7th Floor 

Taipei 

Tel: 389160,1,2, 375121, 

Ext. 240-249 

Telex; TP824 HEWPACK 

Cable: HEWPACK Taipei 

THAILAND 

UNIMESA Co., Ltd. 

Chongkoinee Building 
56 Suriwongse Road 

Bangkok 

Tel: 37956, 31300, 31307, 
37540 

Cable: UNIMESA Bangkok 

UGANDA 

Uganda Tele-Electric Co., Ltd. 
P.O. Box 4449 
Kampala 
Tel: 57279 

Cable-. COMCO Kampala 

VIETNAM 

Peninsular Trading Inc. 

P.O. Box H-3 
216 Hlen-Vuong 
Saigon 

Tel 20-805, 93398 
Cable: PENTRA, SAIGON 242 

ZAMBIA 

R. J. Tilbury (Zambia) Lid 
P.O. Box 2792 

Lusaka 

Zambia, Central Africa 
Tel: 73793 

Cable: ARJAYTEE, Lusaka 

MEDITERRANEAN AND 
MIDDLE EAST COUNTRIES 
NOT SHOWN PLEASE 
CONTACT: 

Hewlett-Packard 
Co-ordination Office for 
Mediterranean and Middle 
East Operations 
Via Marocco, 7 
1-00144 Rome-Eur, Italy 
Tel: (6J 59 40 29 
Cable: HEWPACKIT Rome 
Telex: 61514 

OTHER AREAS NOT 
LISTED, CONTACT: 

Hewlett-Packard 
Export Trade Company 
3200 Hiliview Ave. 

Palo Alto, California 94304 
Tel '•4151 326-7000 
'Feb. 71 493-1501) 

TWX: 910-373-1267 
Cable HEWPACK Palo Alto 
Telex: 034-8300, 034-8493 
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